
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_F\DATA\BF071119\
  Data File : BF115507.D                                          
  Acq On    : 11 Jul 2019  21:08
  Operator  : HP/JU
  Sample    : K3751-01
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1
 
  Quant Time: Jul 12 03:14:56 2019
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_F\METHODS\8270-BF070519.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Wed Jul 10 16:47:05 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) 1,4-Dichlorobenzene-d4       6.89  152   145608    20.00 ng      0.00
    21) Naphthalene-d8               8.17  136   572600    20.00 ng      0.00
    39) Acenaphthene-d10             9.93  164   289027    20.00 ng     -0.01
    64) Phenanthrene-d10            11.42  188   589483    20.00 ng      0.00
    76) Chrysene-d12                14.05  240   459719    20.00 ng     -0.02
    87) Perylene-d12                15.53  264   418496    20.00 ng     -0.04
 
   System Monitoring Compounds                                        
     5) 2-Fluorophenol               5.52  112   866020    91.89 ng      0.00  
     7) Phenol-d6                    6.52   99  1153041    96.20 ng      0.00  
    23) Nitrobenzene-d5              7.45   82   697329    71.95 ng      0.00  
    42) 2,4,6-Tribromophenol        10.72  330   345075   107.98 ng     -0.01  
    45) 2-Fluorobiphenyl             9.25  172  1236983    75.10 ng      0.00  
    79) Terphenyl-d14               13.00  244  1542398    68.70 ng      0.00  
 
   Target Compounds                                                   Qvalue
     9) Benzaldehyde                 6.52   77     1837    Below Cal  #     1
    19) n-Nitroso-di-n-propylamine   7.45   70    91206    11.248 ng   #    79
    25) Isophorone                   7.45   82   690141    32.854 ng   #    64
    50) Dimethylphthalate            9.64  163   359446    16.569 ng        99
    57) 2,4-Dinitrotoluene           9.93  165    37088     6.203 ng   #    24
    65) 4,6-Dinitro-2-methylphenol  10.72  198      621     8.002 ng   #     1
    67) 4-Bromophenyl-phenylether   10.72  248    21312     3.222 ng   #     1
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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  ALS Vial  : 7   Sample Multiplier: 1
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#1
1,4-Dichlorobenzene-d4
Concen:   20.000 ng  
RT: 6.89 min  Scan# 817
Delta R.T.   -0.01 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion:152 Resp:  145608
Ion  Ratio  Lower  Upper
152  100
150  155.1  127.4  191.2 
115   60.1   46.2   69.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 818 (6.898 min): BF115386.D (-813) (-)
150

115
78

52
8738 63 99 132124

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance
150

115
78

52
8740 65 99 124132

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 817 (6.892 min): BF115507.D (-801) (-)
150

115
78

52
8740 61 99 124132

6.85 6.90

0

100000

200000

300000

400000

Time-->

Abundance Ion 152.00 (151.70 to 152.70): BF115507.D

  6.89

Ion 150.00 (149.70 to 150.70): BF115507.D
Ion 115.00 (114.70 to 115.70): BF115507.D

#5
2-Fluorophenol
Concen:   91.892 ng   
RT: 5.52 min  Scan# 583
Delta R.T.   0.00 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion:112 Resp:  866020
Ion  Ratio  Lower  Upper
112  100
 64   54.2   44.2   66.2 
 63   27.4   22.1   33.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 583 (5.516 min): BF115386.D (-576) (-)
112

64

92
8357

39 50 73

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
112

64

92
8357

39 50 73

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 583 (5.516 min): BF115507.D (-532) (-)
112

64

92
8357

39 50 73

5.40 5.50 5.60

0

200000

400000

600000

800000

1000000

1200000

Time-->

Abundance Ion 112.00 (111.70 to 112.70): BF115507.D

  5.52

Ion  64.00 (63.70 to 64.70): BF115507.D
Ion  63.00 (62.70 to 63.70): BF115507.D
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#7
Phenol-d6
Concen:   96.201 ng   
RT: 6.52 min  Scan# 753
Delta R.T.   -0.01 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion: 99 Resp: 1153041
Ion  Ratio  Lower  Upper
 99  100
 42   16.3   12.8   19.2 
 71   34.3   26.5   39.7 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 754 (6.522 min): BF115386.D (-746) (-)
99

71

42 946654 76 8137 47 61

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
99

71

42
54 66 76 825937 9448

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 753 (6.516 min): BF115507.D (-703) (-)
99

71

42
54 66 76 825937 9448

6.50 6.60

0

500000

1000000

1500000

Time-->

Abundance Ion  99.00 (98.70 to 99.70): BF115507.D

  6.52

Ion  42.00 (41.70 to 42.70): BF115507.D
Ion  71.00 (70.70 to 71.70): BF115507.D

#9
Benzaldehyde
Concen:   Below Cal    
RT: 6.52 min  Scan# 753
Delta R.T.   0.07 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion: 77 Resp:    1837
Ion  Ratio  Lower  Upper
 77  100
105    0.0   82.9  122.9#
106    0.0   77.8  117.8#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 741 (6.445 min): BF115386.D (-735) (-)
77 105

51

39 6345 8972

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
99

71

42
54 66 78604836

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 753 (6.516 min): BF115507.D (-690) (-)
99

71

42
54 66 78604836

6.48 6.50 6.52 6.54

0

500

1000

1500

2000

Time-->

Abundance Ion  77.00 (76.70 to 77.70): BF115507.D

  6.52

Ion 105.00 (104.70 to 105.70): BF115507.D
Ion 106.00 (105.70 to 106.70): BF115507.D
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#19
n-Nitroso-di-n-propylamine
Concen:   11.248 ng   
RT: 7.45 min  Scan# 912
Delta R.T.   0.14 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion: 70 Resp:   91206
Ion  Ratio  Lower  Upper
 70  100
 42   42.2   38.5   57.7 
101    0.0    8.0   12.0#
130    2.1   19.1   28.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 889 (7.316 min): BF115386.D (-879) (-)
70

43

13010558

84 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
82

12854

70 98
42 112

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 912 (7.451 min): BF115507.D (-838) (-)
82

12854

70 98
42 112

7.40 7.45 7.50
0

50000

100000

150000

Time-->

Abundance Ion  70.00 (69.70 to 70.70): BF115507.D

  7.45

Ion  42.00 (41.70 to 42.70): BF115507.D
Ion 101.00 (100.70 to 101.70): BF115507.D
Ion 130.00 (129.70 to 130.70): BF115507.D

#21
Naphthalene-d8
Concen:   20.000 ng   
RT: 8.17 min  Scan# 1035
Delta R.T.   -0.01 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion:136 Resp:  572600
Ion  Ratio  Lower  Upper
136  100
137   11.4    8.8   13.2 
 54    6.8    5.4    8.0 
 68    6.0    4.8    7.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 1036 (8.181 min): BF115386.D (-1030) (-)
136

10854 68 8240 188 225 262122

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
136

10854 68 8240

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 1035 (8.175 min): BF115507.D (-985) (-)
136

10854 68 8240

8.10 8.20 8.30 8.40
0

200000

400000

600000

800000

1000000

Time-->

Abundance Ion 136.00 (135.70 to 136.70): BF115507.D

  8.17

Ion 137.00 (136.70 to 137.70): BF115507.D
Ion  54.00 (53.70 to 54.70): BF115507.D
Ion  68.00 (67.70 to 68.70): BF115507.D
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#23
Nitrobenzene-d5
Concen:   71.953 ng  
RT: 7.45 min  Scan# 912
Delta R.T.   -0.01 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion: 82 Resp:  697329
Ion  Ratio  Lower  Upper
 82  100
128   47.1   36.7   55.1 
 54   43.5   35.6   53.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 913 (7.457 min): BF115386.D (-908) (-)
82

12854

70 98
42 11262 90

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
82

12854

70 98
42 62 112

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 912 (7.451 min): BF115507.D (-862) (-)
82

12854

70 98
42 62 112

7.40 7.45 7.50 7.55

0

200000

400000

600000

800000

1000000

Time-->

Abundance Ion  82.00 (81.70 to 82.70): BF115507.D

  7.45

Ion 128.00 (127.70 to 128.70): BF115507.D
Ion  54.00 (53.70 to 54.70): BF115507.D

#25
Isophorone
Concen:   32.854 ng   
RT: 7.45 min  Scan# 912
Delta R.T.   -0.27 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion: 82 Resp:  690141
Ion  Ratio  Lower  Upper
 82  100
 95    0.0    5.4    8.2#
138    0.0   15.1   22.7#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 958 (7.722 min): BF115386.D (-950) (-)
82

13839 54
9567 1231107446 103

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
82

12854

70 98
42 62 112

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 912 (7.451 min): BF115507.D (-907) (-)
82

12854

70 98
42 62 112

7.40 7.45 7.50 7.55

0

200000

400000

600000

800000

1000000

Time-->

Abundance Ion  82.00 (81.70 to 82.70): BF115507.D

  7.45

Ion  95.00 (94.70 to 95.70): BF115507.D
Ion 138.00 (137.70 to 138.70): BF115507.D
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#39
Acenaphthene-d10
Concen:   20.000 ng  
RT: 9.93 min  Scan# 1333
Delta R.T.   -0.01 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion:164 Resp:  289027
Ion  Ratio  Lower  Upper
164  100
162  100.6   82.3  123.5 
160   45.6   37.2   55.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 1334 (9.933 min): BF115386.D (-1328) (-)
162

80
6654 13242 10690 122 146

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance
162

80
6654 13242 90 106 146118

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 1333 (9.927 min): BF115507.D (-1284) (-)
162

80
6654 13242 10890 118 146

9.85 9.90 9.95 10.00

0

100000

200000

300000

400000

Time-->

Abundance Ion 164.00 (163.70 to 164.70): BF115507.D

  9.93

Ion 162.00 (161.70 to 162.70): BF115507.D
Ion 160.00 (159.70 to 160.70): BF115507.D

#42
2,4,6-Tribromophenol
Concen:  107.982 ng  
RT: 10.72 min  Scan# 1467
Delta R.T.   -0.01 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion:330 Resp:  345075
Ion  Ratio  Lower  Upper
330  100
332   96.8   77.4  116.0 
141   30.2   24.7   37.1 

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 1468 (10.722 min): BF115386.D (-1461) (-)
330

62
141

222 25090 17237 111 303197

50 100 150 200 250 300
0

50

m/z-->

Abundance
330

62

143
222 25090 17037 111 303197

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 1467 (10.716 min): BF115507.D (-1418) (-)
330

62

143
222 25091 17037 111 303197

10.70 10.80

0

100000

200000

300000

400000

500000

Time-->

Abundance Ion 329.80 (329.50 to 330.50): BF115507.D

 10.72

Ion 331.80 (331.50 to 332.50): BF115507.D
Ion 141.00 (140.70 to 141.70): BF115507.D
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#45
2-Fluorobiphenyl
Concen:   75.100 ng   
RT: 9.25 min  Scan# 1218
Delta R.T.   -0.01 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion:172 Resp: 1236983
Ion  Ratio  Lower  Upper
172  100
171   36.1   29.8   44.8 
170   24.6   20.0   30.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1219 (9.257 min): BF115386.D (-1212) (-)
172

85 15113376 12050 6339 94 107 142

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
172

85 15113375 12051 63 9439 107 142

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1218 (9.251 min): BF115507.D (-1168) (-)
172

85 15113375 12051 63 9439 107 142

9.20 9.25 9.30

0

500000

1000000

1500000

Time-->

Abundance Ion 172.00 (171.70 to 172.70): BF115507.D

  9.25

Ion 171.00 (170.70 to 171.70): BF115507.D
Ion 170.00 (169.70 to 170.70): BF115507.D

#50
Dimethylphthalate
Concen:   16.569 ng   
RT: 9.64 min  Scan# 1284
Delta R.T.   -0.02 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion:163 Resp:  359446
Ion  Ratio  Lower  Upper
163  100
194    4.0    3.1    4.7 
164   10.4    8.6   13.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1287 (9.657 min): BF115386.D (-1279) (-)
163

77
9250 133104 19464 12039 149 179

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
163

77
9250 135104 19464 12038 149

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1284 (9.639 min): BF115507.D (-1236) (-)
163

77
9250 133104 19464 12038 149

9.60 9.70 9.80

0

100000

200000

300000

400000

500000

600000

Time-->

Abundance Ion 163.00 (162.70 to 163.70): BF115507.D

  9.64

Ion 194.00 (193.70 to 194.70): BF115507.D
Ion 164.00 (163.70 to 164.70): BF115507.D
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#57
2,4-Dinitrotoluene
Concen:    6.203 ng   
RT: 9.93 min  Scan# 1333
Delta R.T.   -0.19 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion:165 Resp:   37088
Ion  Ratio  Lower  Upper
165  100
 63    1.0   33.0   49.4#
 89    1.8   58.5   87.7#
182    0.0    2.1    3.1#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1365 (10.116 min): BF115386.D (-1358) (-)
165

89

63

1197839 51
106 182148136

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
162

80
6654 13242 90 106 146118

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1333 (9.927 min): BF115507.D (-1314) (-)
162

80
6654 13242 90 106 146118

9.90 9.95
0

10000

20000

30000

40000

50000

60000

Time-->

Abundance Ion 165.00 (164.70 to 165.70): BF115507.D

  9.93

Ion  63.00 (62.70 to 63.70): BF115507.D
Ion  89.00 (88.70 to 89.70): BF115507.D
Ion 182.00 (181.70 to 182.70): BF115507.D

#64
Phenanthrene-d10
Concen:   20.000 ng   
RT: 11.42 min  Scan# 1586
Delta R.T.   -0.01 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion:188 Resp:  589483
Ion  Ratio  Lower  Upper
188  100
 94    9.3    7.8   11.8 
 80    9.9    8.4   12.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 1586 (11.416 min): BF115386.D (-1580) (-)
188

9480 160
66 13252 108 14638 266

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
188

16080 94
66 13042 146108

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 1586 (11.416 min): BF115507.D (-1536) (-)
188

80 16094
66 13242 146108

11.40 11.45

0

200000

400000

600000

800000

Time-->

Abundance Ion 188.00 (187.70 to 188.70): BF115507.D

 11.42

Ion  94.00 (93.70 to 94.70): BF115507.D
Ion  80.00 (79.70 to 80.70): BF115507.D
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#65
4,6-Dinitro-2-methylphenol
Concen:    8.002 ng  
RT: 10.72 min  Scan# 1467
Delta R.T.   0.19 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion:198 Resp:     621
Ion  Ratio  Lower  Upper
198  100
 51  145.5   20.7   60.7#
105  186.4   25.3   65.3#

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 1434 (10.522 min): BF115386.D (-1427) (-)
198

105

53

16878 134 232

50 100 150 200 250 300
0

50

m/z-->

Abundance
330

62

143
222 25090 17037 111 303197

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 1467 (10.716 min): BF115507.D (-1384) (-)
330

62

141
222 25090 17237 111 303197

10.70 10.72 10.74

0

500

1000

1500

2000

Time-->

Abundance Ion 198.00 (197.70 to 198.70): BF115507.D

 10.72

Ion  51.00 (50.70 to 51.70): BF115507.D
Ion 105.00 (104.70 to 105.70): BF115507.D

#67
4-Bromophenyl-phenylether
Concen:    3.222 ng   
RT: 10.72 min  Scan# 1467
Delta R.T.   -0.25 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion:248 Resp:   21312
Ion  Ratio  Lower  Upper
248  100
250  194.4   78.3  117.5#
141  484.7   52.2   78.2#

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 1509 (10.963 min): BF115386.D (-1503) (-)
248

141
77

51 115

168
22095 188

50 100 150 200 250 300
0

50

m/z-->

Abundance
330

62

143
222 25090 17037 111 303197

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 1467 (10.716 min): BF115507.D (-1459) (-)
330

62

143
222 25091 17037 111 303197

10.70 10.75

0

50000

100000

150000

Time-->

Abundance Ion 248.00 (247.70 to 248.70): BF115507.D

 10.72

Ion 250.00 (249.70 to 250.70): BF115507.D
Ion 141.00 (140.70 to 141.70): BF115507.D
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#76
Chrysene-d12
Concen:   20.000 ng   
RT: 14.05 min  Scan# 2034
Delta R.T.   -0.02 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion:240 Resp:  459719
Ion  Ratio  Lower  Upper
240  100
120   12.0   10.2   15.4 
236   27.2   21.1   31.7 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2037 (14.068 min): BF115386.D (-2030) (-)
240

120
212104 14942 18476 27916557

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
240

120
104 21254 88 158 182136 28170 197

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2034 (14.051 min): BF115507.D (-1986) (-)
240

120
104 21288 158 18052 69 136 281195

14.00 14.10 14.20

0

200000

400000

600000

Time-->

Abundance Ion 240.00 (239.70 to 240.70): BF115507.D

 14.05

Ion 120.00 (119.70 to 120.70): BF115507.D
Ion 236.00 (235.70 to 236.70): BF115507.D

#79
Terphenyl-d14
Concen:   68.696 ng   
RT: 13.00 min  Scan# 1856
Delta R.T.   -0.01 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion:244 Resp: 1542398
Ion  Ratio  Lower  Upper
244  100
212    6.9    5.7    8.5 
122   11.2    9.1   13.7 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1856 (13.004 min): BF115386.D (-1849) (-)
244

122 160 2129254 18476 228138 263 30838

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
244

122 2121608254 99 184 22813838

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1856 (13.004 min): BF115507.D (-1806) (-)
244

122 160 21266 9242 184138 228

12.90 13.00 13.10 13.20

0

500000

1000000

1500000

2000000

Time-->

Abundance Ion 244.00 (243.70 to 244.70): BF115507.D

 13.00

Ion 212.00 (211.70 to 212.70): BF115507.D
Ion 122.00 (121.70 to 122.70): BF115507.D
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#87
Perylene-d12
Concen:   20.000 ng   
RT: 15.53 min  Scan# 2285
Delta R.T.   -0.04 min
Lab File:   BF115507.D
Acq: 11 Jul 2019  21:08    

Tgt Ion:264 Resp:  418496
Ion  Ratio  Lower  Upper
264  100
260   24.5   20.1   30.1 
265   22.1   17.8   26.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2291 (15.562 min): BF115386.D (-2284) (-)
264

132
116 23288 20466 156 178 28241

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
264

132
116 23220790 18044 66 283148

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2285 (15.527 min): BF115507.D (-2240) (-)
264

132
116 23288 20466 18016142

15.50 15.60

0

100000

200000

300000

400000

Time-->

Abundance Ion 264.00 (263.70 to 264.70): BF115507.D

 15.53

Ion 260.00 (259.70 to 260.70): BF115507.D
Ion 265.00 (264.70 to 265.70): BF115507.D
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