
                                        Quantitation Report (Qedit)

  Data Path : Z:\svoasrv\HPCHEM1\BNA_F\Data\BF101823\
  Data File : BF135855.D                                          
  Acq On    : 18 Oct 2023  19:21
  Operator  : CG\JU
  Sample    : DFTPP
  Misc      :  
  ALS Vial  : 1   Sample Multiplier: 1

  Quant Time: Oct 19 01:49:10 2023
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_F\Methods\8270-BF101323.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Tue Oct 17 01:22:00 2023
  Response via : Initial Calibration
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Ion 268.00 (267.70 to 268.70): BF135855.D\data.ms
Ion 264.00 (263.70 to 264.70): BF135855.D\data.ms
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Abundance Scan 1530 (11.086 min): BF135855.D\data.ms
265.9

166.9
201.995.0 229.9129.960.0 140.947.0 107.071.0 83.036.0 117.9 240.7178.9152.9 211.8
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Abundance Scan 1531 (11.092 min): BF135751.D\data.ms (-1527) (-)
265.9

166.9

201.995.0 129.9 229.960.0 106.9 142.971.0 83.047.036.0 117.9 180.0 240.8153.1 213.8

TIC: BF135855.D\data.ms

  0.00        0.00     0.00   

264.00       64.30    60.64   

268.00       59.60    63.54   

265.70      100.00   100.00

  Ion         Exp%     Act%

response     133641       

11.086min (-0.006)  602810.41 ng   

(70)  Pentachlorophenol (C)
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                                        Quantitation Report (Qedit)

  Data Path : Z:\svoasrv\HPCHEM1\BNA_F\Data\BF101823\
  Data File : BF135855.D                                          
  Acq On    : 18 Oct 2023  19:21
  Operator  : CG\JU
  Sample    : DFTPP
  Misc      :  
  ALS Vial  : 1   Sample Multiplier: 1

  Quant Time: Oct 19 01:49:10 2023
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_F\Methods\8270-BF101323.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Tue Oct 17 01:22:00 2023
  Response via : Initial Calibration
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Abundance Ion 184.00 (183.70 to 184.70): BF135855.D\data.ms
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Ion 185.00 (184.70 to 185.70): BF135855.D\data.ms
Ion 183.00 (182.70 to 183.70): BF135855.D\data.ms
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Abundance Scan 1793 (12.633 min): BF135855.D\data.ms
184.1

156.192.0 167.1130.1117.165.0 77.1 139.152.039.1 102.1 206.9 241.2

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220 230 240
0

5000
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Abundance Scan 1792 (12.627 min): BF135751.D\data.ms (-1786) (-)
184.1

92.1 156.1 167.1130.165.0 117.177.0 139.151.039.0 103.0 237.1199.8

TIC: BF135855.D\data.ms

  0.00        0.00     0.00   

183.00       10.20    11.20   

185.00       15.00    13.65   

184.00      100.00   100.00

  Ion         Exp%     Act%

response     828203       

12.633min (-0.000)  480437.16 ng   

(77)  Benzidine
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