
                                     LSC Area Percent Report
 
  Data Path : Z:\HPCHEM1\BNA_F\DATA\BF012216\
  Data File : BF084598.D                                          
  Acq On    : 22 Jan 2016  19:18
  Operator  : SJ/IZ
  Sample    : H1217-01 10X
  Misc      :  
  ALS Vial  : 16   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\HPCHEM1\BNA_F\METHODS\8270-BF123115.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   4.201   183  185  190 rVB    21007     29565   1.73%   0.180%
  2   4.887   242  245  252 rVB   481413    531815  31.20%   3.245%
  3   5.333   281  284  286 rBV   593921    528292  30.99%   3.223%
  4   5.744   317  320  322 rBV    30982     30137   1.77%   0.184%
  5   6.384   374  376  378 rBV   635532    565999  33.21%   3.453%
 
  6   6.510   385  387  389 rBV   724623    602635  35.36%   3.677%
  7   6.739   405  407  410 rBV  1198446   1208754  70.91%   7.374%
  8   6.899   418  421  423 rBV   530995    468630  27.49%   2.859%
  9   7.310   454  457  459 rBV   349128    358509  21.03%   2.187%
 10   8.030   518  520  522 rBV  2066427   1704524 100.00%  10.399%
 
 11   9.104   612  614  616 rBV   674178    603661  35.42%   3.683%
 12   9.196   619  622  624 rVB    23351     27563   1.62%   0.168%
 13   9.447   641  644  647 rBV4   10468     23749   1.39%   0.145%
 14   9.504   647  649  653 rBV2   43472     62104   3.64%   0.379%
 15   9.722   667  668  671 rVB    26158     28975   1.70%   0.177%
 
 16   9.779   671  673  675 rVV  1400192   1661374  97.47%  10.136%
 17   9.813   675  676  680 rVB4   35046     33812   1.98%   0.206%
 18  10.225   710  712  714 rVB    47479     37823   2.22%   0.231%
 19  10.327   720  721  723 rBV    28769     22471   1.32%   0.137%
 20  10.442   729  731  734 rVB    20700     23448   1.38%   0.143%
 
 21  10.567   740  742  745 rBV   335710    304943  17.89%   1.860%
 22  10.705   752  754  757 rBV2   39485     77902   4.57%   0.475%
 23  10.762   757  759  760 rVV    24962     21475   1.26%   0.131%
 24  10.830   763  765  768 rVB2   17660     29827   1.75%   0.182%
 25  10.910   768  772  773 rBV4   14064     28926   1.70%   0.176%
 
 26  11.025   780  782  785 rVB4   16543     25242   1.48%   0.154%
 27  11.150   788  793  800 rBV4   30367     84991   4.99%   0.519%
 28  11.265   800  803  804 rVV  1941913   1654392  97.06%  10.093%
 29  11.288   804  805  807 rVV   243660    183864  10.79%   1.122%
 30  11.333   807  809  811 rVB2   38843     57242   3.36%   0.349%
 
 31  11.493   821  823  828 rBV5   10547     29840   1.75%   0.182%
 32  11.573   828  830  831 rBV    22697     20064   1.18%   0.122%
 33  11.676   837  839  842 rVB    33277     36384   2.13%   0.222%
 34  11.768   842  847  848 rBV4   34549     45864   2.69%   0.280%

8270-BF123115.M Mon Jan 25 16:07:30 2016                                              Page: 1

Instrument :
BNA_F
ClientSampleId :
S-1

Instrument :
BNA_F
ClientSampleId :
S-1



                                     LSC Area Percent Report
 
  Data Path : Z:\HPCHEM1\BNA_F\DATA\BF012216\
  Data File : BF084598.D                                          
  Acq On    : 22 Jan 2016  19:18
  Operator  : SJ/IZ
  Sample    : H1217-01 10X
  Misc      :  
  ALS Vial  : 16   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\HPCHEM1\BNA_F\METHODS\8270-BF123115.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
 35  11.790   848  849  851 rVV    43387     43964   2.58%   0.268%
 
 36  11.870   855  856  861 rVV    47498     80841   4.74%   0.493%
 37  11.973   861  865  870 rVV3   15594     37543   2.20%   0.229%
 38  12.065   870  873  878 rVB2   20935     42430   2.49%   0.259%
 39  12.213   883  886  887 rBV3   19678     25224   1.48%   0.154%
 40  12.316   892  895  896 rBV    31194     37021   2.17%   0.226%
 
 41  12.373   896  900  906 rVV2   89089    215992  12.67%   1.318%
 42  12.476   906  909  911 rVV   225470    251065  14.73%   1.532%
 43  12.522   911  913  916 rVB3   12358     21442   1.26%   0.131%
 44  12.693   926  928  930 rBV2  171925    257063  15.08%   1.568%
 45  12.739   930  932  937 rVB3   32049     63558   3.73%   0.388%
 
 46  12.819   937  939  940 rBV    22391     26737   1.57%   0.163%
 47  12.853   940  942  944 rVV   385625    487779  28.62%   2.976%
 48  12.922   945  948  949 rBV2   21833     26192   1.54%   0.160%
 49  13.025   952  957  959 rBV2   42000     84522   4.96%   0.516%
 50  13.093   959  963  964 rBV2   52196     60127   3.53%   0.367%
 
 51  13.128   964  966  968 rVV2   27179     45291   2.66%   0.276%
 52  13.219   972  974  976 rVV2   19563     25144   1.48%   0.153%
 53  13.253   976  977  979 rVB2   25982     23587   1.38%   0.144%
 54  13.436   991  993  994 rBV2   21353     26171   1.54%   0.160%
 55  13.642  1009 1011 1013 rBV3   24471     39658   2.33%   0.242%
 
 56  13.894  1030 1033 1037 rBV  1225718   1382404  81.10%   8.434%
 57  14.076  1047 1049 1051 rBV2   27675     33189   1.95%   0.202%
 58  14.282  1065 1067 1069 rBV2   24313     32441   1.90%   0.198%
 59  14.385  1074 1076 1077 rBV2   20041     29145   1.71%   0.178%
 60  14.899  1119 1121 1125 rBV    76365    145017   8.51%   0.885%
 
 61  14.991  1127 1129 1131 rVB2   41594     52123   3.06%   0.318%
 62  15.174  1143 1145 1148 rVB    51573     64224   3.77%   0.392%
 63  15.231  1148 1150 1153 rBV    67354     94148   5.52%   0.574%
 64  15.288  1153 1155 1158 rBV   822479   1011737  59.36%   6.172%
 65  15.425  1165 1167 1172 rBV5   22397     37004   2.17%   0.226%
 
 66  15.734  1192 1194 1196 rBV2   31795     61650   3.62%   0.376%
 67  15.928  1209 1211 1215 rVB3   41992     76560   4.49%   0.467%
 68  16.191  1231 1234 1237 rBV3   25950     60634   3.56%   0.370%
 69  16.317  1243 1245 1252 rVB6   38566     88525   5.19%   0.540%
 70  16.614  1269 1271 1274 rVB2   25119     44775   2.63%   0.273%
 
 71  16.842  1288 1291 1294 rBV4   24594     62527   3.67%   0.381%
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                                     LSC Area Percent Report
 
  Data Path : Z:\HPCHEM1\BNA_F\DATA\BF012216\
  Data File : BF084598.D                                          
  Acq On    : 22 Jan 2016  19:18
  Operator  : SJ/IZ
  Sample    : H1217-01 10X
  Misc      :  
  ALS Vial  : 16   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\HPCHEM1\BNA_F\METHODS\8270-BF123115.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
 72  17.014  1303 1306 1310 rVB    20343     39022   2.29%   0.238%
 
 
                        Sum of corrected areas:    16391272
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                              LSC Report - Integrated Chromatogram

  Data Path : Z:\HPCHEM1\BNA_F\DATA\BF012216\
  Data File : BF084598.D                                          
  Acq On    : 22 Jan 2016  19:18
  Operator  : SJ/IZ
  Sample    : H1217-01 10X
  Misc      :  
  ALS Vial  : 16   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_F\METHODS\8270-BF123115.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report

  Data Path : Z:\HPCHEM1\BNA_F\DATA\BF012216\
  Data File : BF084598.D                                          
  Acq On    : 22 Jan 2016  19:18
  Operator  : SJ/IZ
  Sample    : H1217-01 10X
  Misc      :  
  ALS Vial  : 16   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_F\METHODS\8270-BF123115.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P

*********************************************************************
Peak Number  1  2-Pentanone, 4-hydroxy-4-me...  Concentration Rank  2

  R.T.   EstConc           Area       Relative to ISTD         R.T.
---------------------------------------------------------------------
  4.89    8.80 ng         531815   1,4-Dichlorobenzene-d4      6.74

 Hit# of  5    Tentative ID             MW  MolForm       CAS#       Qual
---------------------------------------------------------------------
 1 2-Pentanone, 4-hydroxy-4-methyl-    116 C6H12O2        000123-42-2 56
 2 Acetic acid, 1,1-dimethylethyl e... 116 C6H12O2        000540-88-5 39
 3 Morpholine, 4-methyl-               101 C5H11NO        000109-02-4 9 
 4 2,3-Butanedione, monooxime          101 C4H7NO2        000057-71-6 9 
 5 1-Propen-2-ol, acetate              100 C5H8O2         000108-22-5 9 
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                                 Library Search Compound Report

  Data Path : Z:\HPCHEM1\BNA_F\DATA\BF012216\
  Data File : BF084598.D                                          
  Acq On    : 22 Jan 2016  19:18
  Operator  : SJ/IZ
  Sample    : H1217-01 10X
  Misc      :  
  ALS Vial  : 16   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_F\METHODS\8270-BF123115.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P

*********************************************************************
Peak Number  2  unknown6.51                     Concentration Rank  1

  R.T.   EstConc           Area       Relative to ISTD         R.T.
---------------------------------------------------------------------
  6.51    9.97 ng         602635   1,4-Dichlorobenzene-d4      6.74

 Hit# of  5    Tentative ID             MW  MolForm       CAS#       Qual
---------------------------------------------------------------------
 1 3-Chloro-6-fluoro-pyrazine          132 C4H2ClFN2      1000146-10-7 35
 2 Tranylcypromine-propionyl           189 C12H15NO       1000123-86-3 12
 3 5-Fluoro-2-chloropyrimidine         132 C4H2ClFN2      062802-42-0 9 
 4 1H-Benzimidazole, 2-methyl-         132 C8H8N2         000615-15-6 9 
 5 (E)-3-Chloro-2-methyl-2-pentenal    132 C6H9ClO        031357-76-3 9 
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                                 Library Search Compound Report

  Data Path : Z:\HPCHEM1\BNA_F\DATA\BF012216\
  Data File : BF084598.D                                          
  Acq On    : 22 Jan 2016  19:18
  Operator  : SJ/IZ
  Sample    : H1217-01 10X
  Misc      :  
  ALS Vial  : 16   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_F\METHODS\8270-BF123115.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P

*********************************************************************
Peak Number  4  9-Tetradecenal, (Z)-            Concentration Rank  5

  R.T.   EstConc           Area       Relative to ISTD         R.T.
---------------------------------------------------------------------
 12.37    2.61 ng         215992   Phenanthrene-d10           11.26

 Hit# of  5    Tentative ID             MW  MolForm       CAS#       Qual
---------------------------------------------------------------------
 1 9-Tetradecenal, (Z)-                210 C14H26O        053939-27-8 53
 2 Cyclododecanone, 2-methylene-       194 C13H22O        003045-76-9 46
 3 2(1H)-Benzocyclooctenone, decahy... 194 C13H22O        055103-66-7 35
 4 Z-12-Tetradecen-1-ol                212 C14H28O        1000130-84-0 35
 5 1,3,5-Tris(cyclohexyl)hex-1-ene     330 C24H42         1000214-97-8 30
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                          Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\HPCHEM1\BNA_F\DATA\BF012216\
  Data File : BF084598.D                                          
  Acq On    : 22 Jan 2016  19:18
  Operator  : SJ/IZ
  Sample    : H1217-01 10X
  Misc      :  
  ALS Vial  : 16   Sample Multiplier: 1
 
  Quant Method : Z:\HPCHEM1\BNA_F\METHODS\8270-BF123115.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
2-Pentanone, 4-hy...   4.89     8.8 ng     531815  1   6.74 1208750  20.0
unknown6.51            6.51    10.0 ng     602635  1   6.74 1208750  20.0
9-Tetradecenal, (Z)-  12.37     2.6 ng     215992  4  11.26 1654390  20.0
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