
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\HPCHEM1\BNA_F\DATA\BF042315\
  Data File : BF078764.D                                          
  Acq On    : 23 Apr 2015  23:14
  Operator  : TP/IZ
  Sample    : G1950-12 5X
  Misc      :  
  ALS Vial  : 20   Sample Multiplier: 1
 
  Quant Time: Apr 24 01:07:54 2015
  Quant Method : Z:\HPCHEM1\BNA_F\METHODS\8270-BF040115.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Fri Apr 24 00:49:54 2015
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) 1,4-Dichlorobenzene-d4       5.76  152    22936    20.00 ng      0.01
    21) Naphthalene-d8               7.91  136    95213    20.00 ng      0.00
    38) Acenaphthene-d10            11.10  164    47439    20.00 ng      0.00
    63) Phenanthrene-d10            13.83  188    97641    20.00 ng      0.00
    75) Chrysene-d12                17.71  240   109050    20.00 ng      0.00
    86) Perylene-d12                19.42  264   106184    20.00 ng     -0.08
 
   System Monitoring Compounds                                        
     5) 2-Fluorophenol               3.78  112    30337    21.81 ng      0.01  
     7) Phenol-d6                    5.27   99    39248    22.51 ng      0.01  
    23) Nitrobenzene-d5              6.70   82    22698    14.45 ng      0.00  
    41) 2,4,6-Tribromophenol        12.57  330    10072    25.60 ng      0.00  
    44) 2-Fluorobiphenyl             9.92  172    53276    16.05 ng     -0.01  
    78) Terphenyl-d14               16.38  244    67646    14.02 ng      0.00  
 
   Target Compounds                                                   Qvalue
    55) 4-Nitrophenol               11.49  139      439     3.46 ng   #    18
    74) Fluoranthene                15.77  202    12006     2.02 ng        96
    87) Benzo(b)fluoranthene        18.99  252    16897     2.57 ng   #    81
    88) Benzo(k)fluoranthene        18.99  252    20359     3.49 ng   #    84
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
1,4-Dichlorobenzene-d4
Concen:   20.00 ng  
RT: 5.76 min  Scan# 400
Delta R.T.   0.01 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion:152 Resp:   22936
Ion  Ratio  Lower  Upper
152  100
150  151.3  125.9  188.9 
115   56.9   52.7   79.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 481 (6.684 min): BF078586.D (-478) (-)
150

115
7852

8738 62

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance
150

115

7852
8740 62

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 400 (5.759 min): BF078764.D (-390) (-)
150

115

7852
8740 62

5.70 5.75 5.80

0

10000

20000

30000

Time-->

Abundance Ion 152.00 (151.70 to 152.70): BF078764.D

  5.76

Ion 150.00 (149.70 to 150.70): BF078764.D
Ion 115.00 (114.70 to 115.70): BF078764.D

#5
2-Fluorophenol
Concen:   21.81 ng   
RT: 3.78 min  Scan# 227
Delta R.T.   0.01 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion:112 Resp:   30337
Ion  Ratio  Lower  Upper
112  100
 64   50.7   39.9   59.9 
 63   27.5   20.2   30.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 326 (4.913 min): BF078586.D (-322) (-)
112

64

92
8357

39 50 75

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
112

64

92
8357

38 50 73

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 227 (3.781 min): BF078764.D (-217) (-)
112

64

92
8357

38 50 73

3.75 3.80 3.85

0

5000

10000

15000

20000

25000

Time-->

Abundance Ion 112.00 (111.70 to 112.70): BF078764.D

  3.78

Ion  64.00 (63.70 to 64.70): BF078764.D
Ion  63.00 (62.70 to 63.70): BF078764.D
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#7
Phenol-d6
Concen:   22.51 ng   
RT: 5.27 min  Scan# 357
Delta R.T.   0.01 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion: 99 Resp:   39248
Ion  Ratio  Lower  Upper
 99  100
 42   16.5   14.8   22.2 
 71   32.1   26.6   39.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 447 (6.296 min): BF078586.D (-444) (-)
99

71
42

54 76 8264 9436 48

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
99

71
42

52 58 66 82 105

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 357 (5.267 min): BF078764.D (-347) (-)
99

71
42

52 58 66 82 105

5.20 5.25 5.30 5.35

0

10000

20000

30000

Time-->

Abundance Ion  99.00 (98.70 to 99.70): BF078764.D

  5.27

Ion  42.00 (41.70 to 42.70): BF078764.D
Ion  71.00 (70.70 to 71.70): BF078764.D

#21
Naphthalene-d8
Concen:   20.00 ng   
RT: 7.91 min  Scan# 588
Delta R.T.   0.00 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion:136 Resp:   95213
Ion  Ratio  Lower  Upper
136  100
137   10.9    9.0   13.4 
 54    8.0    7.0   10.6 
 68    6.4    5.4    8.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 620 (8.273 min): BF078586.D (-617) (-)
136

10854 68 7842 88 100

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
136

10854 68 7842 88 100

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 588 (7.908 min): BF078764.D (-579) (-)
136

10854 68 7842 88 100

7.85 7.90 7.95 8.00
0

20000

40000

60000

80000

Time-->

Abundance Ion 136.00 (135.70 to 136.70): BF078764.D

  7.91

Ion 137.00 (136.70 to 137.70): BF078764.D
Ion  54.00 (53.70 to 54.70): BF078764.D
Ion  68.00 (67.70 to 68.70): BF078764.D
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#23
Nitrobenzene-d5
Concen:   14.45 ng  
RT: 6.70 min  Scan# 482
Delta R.T.   0.00 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion: 82 Resp:   22698
Ion  Ratio  Lower  Upper
 82  100
128   48.7   31.8   47.8#
 54   48.2   41.5   62.3 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 543 (7.393 min): BF078586.D (-540) (-)
82

54
128

70 9842 11264

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
82

12854

70 98
42 112

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 482 (6.696 min): BF078764.D (-473) (-)
82

12854

70 98
42 112

6.65 6.70 6.75

0

5000

10000

15000

20000

Time-->

Abundance Ion  82.00 (81.70 to 82.70): BF078764.D

  6.70

Ion 128.00 (127.70 to 128.70): BF078764.D
Ion  54.00 (53.70 to 54.70): BF078764.D

#38
Acenaphthene-d10
Concen:   20.00 ng  
RT: 11.10 min  Scan# 867
Delta R.T.   0.00 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion:164 Resp:   47439
Ion  Ratio  Lower  Upper
164  100
162  101.7   82.2  123.2 
160   44.2   34.7   52.1 

Ref

Raw

Sub

40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 808 (10.422 min): BF078586.D (-805) (-)
162

80
6654 13242 90 106 122 146

40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance
162

80
6654 13242 90 106 146118

40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 867 (11.096 min): BF078764.D (-858) (-)
162

80
6654 13242 90 106 146118

11.05 11.10 11.15

0

10000

20000

30000

40000

50000

Time-->

Abundance Ion 164.00 (163.70 to 164.70): BF078764.D

 11.10

Ion 162.00 (161.70 to 162.70): BF078764.D
Ion 160.00 (159.70 to 160.70): BF078764.D
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#41
2,4,6-Tribromophenol
Concen:   25.60 ng  
RT: 12.57 min  Scan# 996
Delta R.T.   0.00 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion:330 Resp:   10072
Ion  Ratio  Lower  Upper
330  100
332   95.1   78.6  117.8 
141   43.8   31.2   46.8 

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 893 (11.393 min): BF078586.D (-890) (-)
33262

141

222
90 25037 172111

197 301

50 100 150 200 250 300
0

50

m/z-->

Abundance
330

62
141

222
25091 18137 111

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 996 (12.571 min): BF078764.D (-987) (-)
330

62
141

222
25091 17037 111

12.50 12.55 12.60

0

2000

4000

6000

8000

10000

Time-->

Abundance Ion 329.80 (329.50 to 330.50): BF078764.D

 12.57

Ion 331.80 (331.50 to 332.50): BF078764.D
Ion 141.00 (140.70 to 141.70): BF078764.D

#44
2-Fluorobiphenyl
Concen:   16.05 ng   
RT: 9.92 min  Scan# 764
Delta R.T.   -0.01 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion:172 Resp:   53276
Ion  Ratio  Lower  Upper
172  100
171   36.2   28.6   42.8 
170   23.0   18.5   27.7 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 738 (9.622 min): BF078586.D (-734) (-)
172

1528575 120 13351 63 98 10739 143

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
172

85 1461337651 12063 9439 107 157

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 764 (9.919 min): BF078764.D (-756) (-)
172

85 1461337651 12063 9439 107 157

9.85 9.90 9.95 10.00

0

10000

20000

30000

40000

Time-->

Abundance Ion 172.00 (171.70 to 172.70): BF078764.D

  9.92

Ion 171.00 (170.70 to 171.70): BF078764.D
Ion 170.00 (169.70 to 170.70): BF078764.D
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#55
4-Nitrophenol
Concen:    3.46 ng   
RT: 11.49 min  Scan# 901
Delta R.T.   -0.06 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion:139 Resp:     439
Ion  Ratio  Lower  Upper
139  100
109    0.0   36.7   76.7#
 65    0.0   49.9   89.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 829 (10.662 min): BF078586.D (-827) (-)
139

65

109
39

16881 9353
123

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
168

64

139

192

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 901 (11.485 min): BF078764.D (-897) (-)
168

64

139

192

11.46 11.48 11.50

0

200

400

600

800

Time-->

Abundance Ion 139.00 (138.70 to 139.70): BF078764.D

 11.49

Ion 109.00 (108.70 to 109.70): BF078764.D
Ion  65.00 (64.70 to 65.70): BF078764.D

#63
Phenanthrene-d10
Concen:   20.00 ng   
RT: 13.83 min  Scan# 1106
Delta R.T.   0.00 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion:188 Resp:   97641
Ion  Ratio  Lower  Upper
188  100
 94    9.9    9.0   13.4 
 80   10.4    9.5   14.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 967 (12.239 min): BF078586.D (-964) (-)
188

9480 160
6652 13242 108118 170146

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
188

94 16080
6652 132 14641 108 170122

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1106 (13.828 min): BF078764.D (-1097) (-)
188

16080 94
66 13252 14642 108 122 170

13.75 13.80 13.85 13.90

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion 188.00 (187.70 to 188.70): BF078764.D

 13.83

Ion  94.00 (93.70 to 94.70): BF078764.D
Ion  80.00 (79.70 to 80.70): BF078764.D
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#74
Fluoranthene
Concen:    2.02 ng   
RT: 15.77 min  Scan# 1276
Delta R.T.   0.00 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion:202 Resp:   12006
Ion  Ratio  Lower  Upper
202  100
101   11.6    0.0   35.2 
203   18.5    0.0   38.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1097 (13.725 min): BF078586.D (-1094) (-)
202

101
88 17415074 1266239 50 163137 187113

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
202

64 10141 88 128 16575 150

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1276 (15.771 min): BF078764.D (-1267) (-)
202

10164
88 128 1741507543

15.70 15.75 15.80

0

5000

10000

Time-->

Abundance Ion 202.00 (201.70 to 202.70): BF078764.D

 15.77

Ion 101.00 (100.70 to 101.70): BF078764.D
Ion 203.00 (202.70 to 203.70): BF078764.D

#75
Chrysene-d12
Concen:   20.00 ng   
RT: 17.71 min  Scan# 1446
Delta R.T.   0.00 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion:240 Resp:  109050
Ion  Ratio  Lower  Upper
240  100
120   10.1    7.1   10.7 
236   25.5   21.4   32.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1252 (15.497 min): BF078586.D (-1248) (-)
240

120106 22621292 156 180 2541947642

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
240

120106 2129255 6941 135 156170184198 226

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1446 (17.714 min): BF078764.D (-1437) (-)
240

120106 208927643 158 182 22213456

17.65 17.70 17.75 17.80

0

50000

100000

Time-->

Abundance Ion 240.00 (239.70 to 240.70): BF078764.D

 17.71

Ion 120.00 (119.70 to 120.70): BF078764.D
Ion 236.00 (235.70 to 236.70): BF078764.D
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#78
Terphenyl-d14
Concen:   14.02 ng   
RT: 16.38 min  Scan# 1329
Delta R.T.   0.00 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion:244 Resp:   67646
Ion  Ratio  Lower  Upper
244  100
212    6.1    5.0    7.4 
122   10.7    7.1   10.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 1141 (14.228 min): BF078586.D (-1138) (-)
244

122
160 212106 2268254 198136 1746840

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
244

122 212160106 22613682 174 19854 261

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 1329 (16.377 min): BF078764.D (-1320) (-)
244

122 160 212226106 13680 19854 174 261

16.30 16.35 16.40 16.45

0

20000

40000

60000

80000

Time-->

Abundance Ion 244.00 (243.70 to 244.70): BF078764.D

 16.38

Ion 212.00 (211.70 to 212.70): BF078764.D
Ion 122.00 (121.70 to 122.70): BF078764.D

#86
Perylene-d12
Concen:   20.00 ng   
RT: 19.42 min  Scan# 1595
Delta R.T.   -0.08 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion:264 Resp:  106184
Ion  Ratio  Lower  Upper
264  100
260   24.1   18.6   27.8 
265   21.8   17.0   25.6 

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 1395 (17.131 min): BF078586.D (-1391) (-)
264

132

23266 20490 180114 15641

50 100 150 200 250 300
0

50

m/z-->

Abundance
264

132
9555

191163 23277 114 209 283301 329

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 1595 (19.417 min): BF078764.D (-1576) (-)
264

132

23219169 102 17041 151 283209 301 329

19.30 19.40 19.50 19.60

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion 264.00 (263.70 to 264.70): BF078764.D

 19.42

Ion 260.00 (259.70 to 260.70): BF078764.D
Ion 265.00 (264.70 to 265.70): BF078764.D
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#87
Benzo(b)fluoranthene
Concen:    2.57 ng   
RT: 18.99 min  Scan# 1558
Delta R.T.   -0.06 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion:252 Resp:   16897
Ion  Ratio  Lower  Upper
252  100
253   24.4   17.2   25.8 
125   27.4    7.0   10.4#

Ref

Raw

Sub

50 100 150 200 250 300 350
0

50

m/z-->

Abundance Scan 1359 (16.720 min): BF078586.D (-1355) (-)
252

126
224100 20174 150 17455 281

50 100 150 200 250 300 350
0

50

m/z-->

Abundance
25295

55

123

149
177 207

231 27175 313 355

50 100 150 200 250 300 350
0

50

m/z-->

Abundance Scan 1558 (18.994 min): BF078764.D (-1554) (-)
252

125
22495 19755 146 172 283 313 35575

18.95 19.00

0

5000

10000

Time-->

Abundance Ion 252.00 (251.70 to 252.70): BF078764.D

 18.99

Ion 253.00 (252.70 to 253.70): BF078764.D
Ion 125.00 (124.70 to 125.70): BF078764.D

#88
Benzo(k)fluoranthene
Concen:    3.49 ng   
RT: 18.99 min  Scan# 1558
Delta R.T.   -0.09 min
Lab File:   BF078764.D
Acq: 23 Apr 2015  23:14    

Tgt Ion:252 Resp:   20359
Ion  Ratio  Lower  Upper
252  100
253   24.4   17.5   26.3 
125   27.4   11.6   17.4#

Ref

Raw

Sub

50 100 150 200 250 300 350
0

50

m/z-->

Abundance Scan 1362 (16.754 min): BF078586.D (-1361) (-)
252

224125 198174 28197 14671

50 100 150 200 250 300 350
0

50

m/z-->

Abundance
25295

55

123

149
177 207

231 27175 313 355

50 100 150 200 250 300 350
0

50

m/z-->

Abundance Scan 1558 (18.994 min): BF078764.D (-1557) (-)
252

12595 146 22243 272 313 35517269 198

18.95 19.00 19.05

0

5000

10000

Time-->

Abundance Ion 252.00 (251.70 to 252.70): BF078764.D

 18.99

Ion 253.00 (252.70 to 253.70): BF078764.D
Ion 125.00 (124.70 to 125.70): BF078764.D
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