
                              Quantitation Report    (LSC Reviewed)
 
  Data Path : Z:\HPCHEM1\BNA_F\DATA\BF063016\
  Data File : BF088548.D                                          
  Acq On    :  1 Jul 2016  00:21
  Operator  : UM/SJ
  Sample    : H3830-05
  Misc      :  
  ALS Vial  : 19   Sample Multiplier: 1
 
  Quant Time: Jul 01 05:38:21 2016
  Quant Method : Z:\HPCHEM1\BNA_F\METHODS\8270-BF063016.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Thu Jun 30 18:01:55 2016
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) 1,4-Dichlorobenzene-d4       6.81  152   131967    20.00 ng      0.00
    21) Naphthalene-d8               8.10  136   557897    20.00 ng      0.00
    38) Acenaphthene-d10             9.85  164   256841    20.00 ng      0.00
    63) Phenanthrene-d10            11.32  188   463941    20.00 ng      0.00
    75) Chrysene-d12                13.95  240   291881    20.00 ng      0.00
    86) Perylene-d12                15.35  264   272270    20.00 ng      0.00
 
   System Monitoring Compounds                                        
     5) 2-Fluorophenol               5.42  112   948943   107.77 ng      0.01  
     7) Phenol-d6                    6.44   99  1057274    92.92 ng      0.00  
    23) Nitrobenzene-d5              7.38   82   791626    74.36 ng      0.00  
    41) 2,4,6-Tribromophenol        10.64  330   252739   105.97 ng      0.00  
    44) 2-Fluorobiphenyl             9.18  172  1045494    64.30 ng      0.00  
    78) Terphenyl-d14               12.91  244   928232    70.83 ng      0.00  
 
   Target Compounds                                                   Qvalue
    49) Dimethylphthalate            9.56  163   135475     7.40 ng        99
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
1,4-Dichlorobenzene-d4
Concen:   20.00 ng  
RT: 6.81 min  Scan# 457
Delta R.T.   -0.00 min
Lab File:   BF088548.D
Acq:  1 Jul 2016  00:21    

Tgt Ion:152 Resp:  131967
Ion  Ratio  Lower  Upper
152  100
150  158.4  123.8  185.6 
115   72.2   39.6   59.4#

Ref

Raw

Sub
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0

50
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Abundance Scan 457 (6.810 min): BF088530.D (-454) (-)
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Abundance Ion 152.00 (151.70 to 152.70): BF088548.D

  6.81

Ion 150.00 (149.70 to 150.70): BF088548.D
Ion 115.00 (114.70 to 115.70): BF088548.D

#5
2-Fluorophenol
Concen:  107.77 ng   
RT: 5.42 min  Scan# 335
Delta R.T.   0.01 min
Lab File:   BF088548.D
Acq:  1 Jul 2016  00:21    

Tgt Ion:112 Resp:  948943
Ion  Ratio  Lower  Upper
112  100
 64   54.8   42.2   63.2 
 63   28.0   21.8   32.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 334 (5.404 min): BF088530.D (-330) (-)
112
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92
8357
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Abundance Scan 335 (5.416 min): BF088548.D (-308) (-)
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Abundance Ion 112.00 (111.70 to 112.70): BF088548.D

  5.42

Ion  64.00 (63.70 to 64.70): BF088548.D
Ion  63.00 (62.70 to 63.70): BF088548.D
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#7
Phenol-d6
Concen:   92.92 ng   
RT: 6.44 min  Scan# 425
Delta R.T.   -0.00 min
Lab File:   BF088548.D
Acq:  1 Jul 2016  00:21    

Tgt Ion: 99 Resp: 1057274
Ion  Ratio  Lower  Upper
 99  100
 42   18.4   12.2   18.2#
 71   36.4   23.4   35.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 425 (6.445 min): BF088530.D (-421) (-)
99
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Abundance Scan 425 (6.444 min): BF088548.D (-399) (-)
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Time-->

Abundance Ion  99.00 (98.70 to 99.70): BF088548.D

  6.44

Ion  42.00 (41.70 to 42.70): BF088548.D
Ion  71.00 (70.70 to 71.70): BF088548.D

#21
Naphthalene-d8
Concen:   20.00 ng   
RT: 8.10 min  Scan# 570
Delta R.T.   -0.00 min
Lab File:   BF088548.D
Acq:  1 Jul 2016  00:21    

Tgt Ion:136 Resp:  557897
Ion  Ratio  Lower  Upper
136  100
137   10.7    9.1   13.7 
 54    6.0    6.6   10.0#
 68    5.4    5.1    7.7 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220
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50

m/z-->

Abundance Scan 570 (8.102 min): BF088530.D (-566) (-)
136

10854 68 8242 94 223124
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Abundance Scan 570 (8.102 min): BF088548.D (-544) (-)
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Abundance Ion 136.00 (135.70 to 136.70): BF088548.D

  8.10

Ion 137.00 (136.70 to 137.70): BF088548.D
Ion  54.00 (53.70 to 54.70): BF088548.D
Ion  68.00 (67.70 to 68.70): BF088548.D
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#23
Nitrobenzene-d5
Concen:   74.36 ng  
RT: 7.38 min  Scan# 507
Delta R.T.   -0.00 min
Lab File:   BF088548.D
Acq:  1 Jul 2016  00:21    

Tgt Ion: 82 Resp:  791626
Ion  Ratio  Lower  Upper
 82  100
128   49.0   35.9   53.9 
 54   41.6   40.9   61.3 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 507 (7.382 min): BF088530.D (-499) (-)
82
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Abundance Scan 507 (7.382 min): BF088548.D (-481) (-)
82
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Time-->

Abundance Ion  82.00 (81.70 to 82.70): BF088548.D

  7.38

Ion 128.00 (127.70 to 128.70): BF088548.D
Ion  54.00 (53.70 to 54.70): BF088548.D

#38
Acenaphthene-d10
Concen:   20.00 ng  
RT: 9.85 min  Scan# 723
Delta R.T.   -0.00 min
Lab File:   BF088548.D
Acq:  1 Jul 2016  00:21    

Tgt Ion:164 Resp:  256841
Ion  Ratio  Lower  Upper
164  100
162  105.6   85.4  128.2 
160   48.0   39.5   59.3 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 723 (9.851 min): BF088530.D (-719) (-)
162

82
1326854 100 14642 118
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Abundance
162

80
6654 13290 10642 146118

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 723 (9.850 min): BF088548.D (-697) (-)
162

80
6654 13242 10690 146118
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0
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200000
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Time-->

Abundance Ion 164.00 (163.70 to 164.70): BF088548.D

  9.85

Ion 162.00 (161.70 to 162.70): BF088548.D
Ion 160.00 (159.70 to 160.70): BF088548.D
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#41
2,4,6-Tribromophenol
Concen:  105.97 ng  
RT: 10.64 min  Scan# 792
Delta R.T.   -0.00 min
Lab File:   BF088548.D
Acq:  1 Jul 2016  00:21    

Tgt Ion:330 Resp:  252739
Ion  Ratio  Lower  Upper
330  100
332   96.9    0.0    0.0#
141   34.3    0.0    0.0#

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 792 (10.639 min): BF088530.D (-788) (-)
330

14162 222 25017091 11137 197 301

50 100 150 200 250 300
0

50

m/z-->

Abundance
330

143 22262 25017291 111 30119537

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 792 (10.639 min): BF088548.D (-766) (-)
330

143 22262 25017091 111 30119537

10.60 10.70

0

50000

100000

150000

200000

250000

Time-->

Abundance Ion 329.80 (329.50 to 330.50): BF088548.D

 10.64

Ion 331.80 (331.50 to 332.50): BF088548.D
Ion 141.00 (140.70 to 141.70): BF088548.D

#44
2-Fluorobiphenyl
Concen:   64.30 ng   
RT: 9.18 min  Scan# 664
Delta R.T.   -0.00 min
Lab File:   BF088548.D
Acq:  1 Jul 2016  00:21    

Tgt Ion:172 Resp: 1045494
Ion  Ratio  Lower  Upper
172  100
171   36.1   28.6   43.0 
170   24.4   19.2   28.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 664 (9.176 min): BF088530.D (-657) (-)
172

85 15176 13351 12063 9439 107 142

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
172

85 14613375 1206350 10794 15739

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 664 (9.176 min): BF088548.D (-638) (-)
172

85 14613375 1206350 10794 15739

9.10 9.15 9.20

0

500000

1000000

1500000

Time-->

Abundance Ion 172.00 (171.70 to 172.70): BF088548.D

  9.18

Ion 171.00 (170.70 to 171.70): BF088548.D
Ion 170.00 (169.70 to 170.70): BF088548.D
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#49
Dimethylphthalate
Concen:    7.40 ng   
RT: 9.56 min  Scan# 698
Delta R.T.   -0.01 min
Lab File:   BF088548.D
Acq:  1 Jul 2016  00:21    

Tgt Ion:163 Resp:  135475
Ion  Ratio  Lower  Upper
163  100
194    3.1    2.8    4.2 
164   10.3    8.3   12.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 699 (9.576 min): BF088530.D (-695) (-)
163

77

133104 12092 19451 1496641

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
163

77

9250 13310464 120 19439 149

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 698 (9.565 min): BF088548.D (-673) (-)
163

77

9250 133104 120 1946439 149

9.50 9.55 9.60

0

50000

100000

150000

200000

Time-->

Abundance Ion 163.00 (162.70 to 163.70): BF088548.D

  9.56

Ion 194.00 (193.70 to 194.70): BF088548.D
Ion 164.00 (163.70 to 164.70): BF088548.D

#63
Phenanthrene-d10
Concen:   20.00 ng   
RT: 11.32 min  Scan# 852
Delta R.T.   -0.00 min
Lab File:   BF088548.D
Acq:  1 Jul 2016  00:21    

Tgt Ion:188 Resp:  463941
Ion  Ratio  Lower  Upper
188  100
 94   11.5    9.0   13.6 
 80   12.9   10.0   15.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 852 (11.325 min): BF088530.D (-848) (-)
188

80 94 160
6652 132 14640 106 170118

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
188

80 16094
66 13252 118 14642 170108

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 852 (11.325 min): BF088548.D (-826) (-)
188

80 16094
66 13252 118 14642 170108

11.25 11.30 11.35

0

200000

400000

600000

Time-->

Abundance Ion 188.00 (187.70 to 188.70): BF088548.D

 11.32

Ion  94.00 (93.70 to 94.70): BF088548.D
Ion  80.00 (79.70 to 80.70): BF088548.D

BF088548.D  8270-BF063016.M      Fri Jul 01 13:12:27 2016      Page 7

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019

Instrument :
BNA_F
ClientSampleId :
TILCON-GF-019



#75
Chrysene-d12
Concen:   20.00 ng   
RT: 13.95 min  Scan# 1082
Delta R.T.   -0.00 min
Lab File:   BF088548.D
Acq:  1 Jul 2016  00:21    

Tgt Ion:240 Resp:  291881
Ion  Ratio  Lower  Upper
240  100
120    8.7    6.8   10.2 
236   26.0   20.2   30.2 

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 1082 (13.954 min): BF088530.D (-1077) (-)
149

240

57 167

11383 27920839 131 261185

50 100 150 200 250 300
0

50

m/z-->

Abundance
240

120 30220892 149 18044 66 332274

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 1082 (13.954 min): BF088548.D (-1056) (-)
240

120 21292 1801566642 289138 315

13.90 14.00

0

100000

200000

300000

Time-->

Abundance Ion 240.00 (239.70 to 240.70): BF088548.D

 13.95

Ion 120.00 (119.70 to 120.70): BF088548.D
Ion 236.00 (235.70 to 236.70): BF088548.D

#78
Terphenyl-d14
Concen:   70.83 ng   
RT: 12.91 min  Scan# 991
Delta R.T.   -0.00 min
Lab File:   BF088548.D
Acq:  1 Jul 2016  00:21    

Tgt Ion:244 Resp:  928232
Ion  Ratio  Lower  Upper
244  100
212    7.7    6.0    9.0 
122   12.5   11.2   16.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance Scan 991 (12.914 min): BF088530.D (-987) (-)
244

122 2121608054 18498 141 262

40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance
244

122 160 2128054 18498 142 301318

40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
0

50

m/z-->

Abundance Scan 991 (12.914 min): BF088548.D (-965) (-)
244

122 2121608054 18498 142 308

12.80 12.90 13.00

0

200000

400000

600000

800000

1000000

1200000

Time-->

Abundance Ion 244.00 (243.70 to 244.70): BF088548.D

 12.91

Ion 212.00 (211.70 to 212.70): BF088548.D
Ion 122.00 (121.70 to 122.70): BF088548.D
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#86
Perylene-d12
Concen:   20.00 ng   
RT: 15.35 min  Scan# 1204
Delta R.T.   -0.00 min
Lab File:   BF088548.D
Acq:  1 Jul 2016  00:21    

Tgt Ion:264 Resp:  272270
Ion  Ratio  Lower  Upper
264  100
260   24.2   19.2   28.8 
265   21.4   16.9   25.3 

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 1204 (15.348 min): BF088530.D (-1200) (-)
264

132

2321148866 204156 18044

50 100 150 200 250 300
0

50

m/z-->

Abundance
264

132

23210455 31676 156 180 204

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 1204 (15.348 min): BF088548.D (-1178) (-)
264

132

232104 18087 20464 15642 329

15.30 15.40 15.50

0

50000

100000

150000

200000

250000

Time-->

Abundance Ion 264.00 (263.70 to 264.70): BF088548.D

 15.35

Ion 260.00 (259.70 to 260.70): BF088548.D
Ion 265.00 (264.70 to 265.70): BF088548.D
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