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Benzaldehyde
Response Ratio

Concentration Ratio

      Response = 6.744e-001 * Amt + 2.711e-001
Coef of Det (r^2) = 0.991704   Curve Fit: Linear
Method Name:  Z:\svoasrv\HPCHEM1\BNA_F\Methods\8270-BF081422.M
Calibration Table Last Updated: Mon Aug 15 02:28:31 2022
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Benzidine
Response Ratio

Concentration Ratio

      Response = 4.229e-001 * Amt + 1.285e-001
Coef of Det (r^2) = 0.998406   Curve Fit: Linear
Method Name:  Z:\svoasrv\HPCHEM1\BNA_F\Methods\8270-BF081422.M
Calibration Table Last Updated: Mon Aug 15 02:28:31 2022
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Pentachlorophenol
Response Ratio

Concentration Ratio

      Response = 8.133e-002 * Amt - 2.107e-002
Coef of Det (r^2) = 0.991601   Curve Fit: Linear
Method Name:  Z:\svoasrv\HPCHEM1\BNA_F\Methods\8270-BF081422.M
Calibration Table Last Updated: Mon Aug 15 02:28:31 2022
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2,4-Dinitrophenol
Response Ratio

Concentration Ratio

      Response = 1.509e-001 * Amt - 4.130e-002
Coef of Det (r^2) = 0.992252   Curve Fit: Linear
Method Name:  Z:\svoasrv\HPCHEM1\BNA_F\Methods\8270-BF081422.M
Calibration Table Last Updated: Mon Aug 15 02:28:31 2022
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Hexachlorocyclopentadiene
Response Ratio

Concentration Ratio

R = 2.648e-002 A*A + 8.138e-002 A - 2.895e-002
Coef of Det (r^2) = 0.997811   Curve Fit: Quadratic
Method Name:  Z:\svoasrv\HPCHEM1\BNA_F\Methods\8270-BF081422.M
Calibration Table Last Updated: Mon Aug 15 02:28:31 2022
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Benzoic acid
Response Ratio

Concentration Ratio

R = 1.530e-002 A*A + 8.658e-002 A - 9.476e-003
Coef of Det (r^2) = 0.999440   Curve Fit: Quadratic
Method Name:  Z:\svoasrv\HPCHEM1\BNA_F\Methods\8270-BF081422.M
Calibration Table Last Updated: Mon Aug 15 02:28:31 2022


