
                              Quantitation Report    (LSC Reviewed)
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_F\DATA\BF093020\
  Data File : BF121750.D                                          
  Acq On    : 30 Sep 2020  21:06
  Operator  : JU/CG
  Sample    : L4189-01
  Misc      :  
  ALS Vial  : 11   Sample Multiplier: 1
 
  Quant Time: Oct 01 00:58:34 2020
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_F\METHODS\8270-BF091020.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Tue Sep 29 11:12:14 2020
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) 1,4-Dichlorobenzene-d4       6.77  152   148679    20.00 ng     -0.01
    21) Naphthalene-d8               8.06  136   586130    20.00 ng     -0.01
    39) Acenaphthene-d10             9.81  164   303786    20.00 ng     -0.02
    64) Phenanthrene-d10            11.30  188   542197    20.00 ng     -0.01
    76) Chrysene-d12                13.93  240   361454    20.00 ng     -0.01
    86) Perylene-d12                15.37  264   313149    20.00 ng     -0.01
 
   System Monitoring Compounds                                        
     5) 2-Fluorophenol               5.40  112   679538    67.92 ng      0.00  
     7) Phenol-d6                    6.41   99   872284    66.46 ng     -0.02  
    23) Nitrobenzene-d5              7.34   82   593657    54.38 ng     -0.02  
    42) 2,4,6-Tribromophenol        10.60  330   252223    66.80 ng     -0.02  
    45) 2-Fluorobiphenyl             9.13  172   974180    48.57 ng     -0.02  
    79) Terphenyl-d14               12.88  244   840247    47.09 ng     -0.01  
 
   Target Compounds                                                   Qvalue
    50) Dimethylphthalate            9.53  163   147007     6.677 ng        99
    78) Pyrene                      12.73  202    55975     2.120 ng        98
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

8270-BF091020.M Thu Oct 01 11:45:27 2020                                              Page: 1

Instrument :
BNA_F
ClientSampleId :
TP-C-2334-C

Instrument :
BNA_F
ClientSampleId :
TP-C-2334-C



                              Quantitation Report    (LSC Reviewed)

  Data Path : Z:\SVOASRV\HPCHEM1\BNA_F\DATA\BF093020\
  Data File : BF121750.D                                          
  Acq On    : 30 Sep 2020  21:06
  Operator  : JU/CG
  Sample    : L4189-01
  Misc      :  
  ALS Vial  : 11   Sample Multiplier: 1

  Quant Time: Oct 01 00:58:34 2020
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_F\METHODS\8270-BF091020.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Tue Sep 29 11:12:14 2020
  Response via : Initial Calibration

3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00 18.00
0

200000

400000

600000

800000

1000000

1200000

1400000

1600000

1800000

2000000

2200000

2400000

2600000

2800000

3000000

3200000

3400000

3600000

Time-->

Abundance TIC: BF121750.D

P
er

yl
en

e-
d1

2,
I

C
hr

ys
en

e-
d1

2,
I

T
er

ph
en

yl
-d

14
,S

P
yr

en
e

P
he

na
nt

hr
en

e-
d1

0,
I

2,
4,

6-
T

rib
ro

m
op

he
no

l,S

A
ce

na
ph

th
en

e-
d1

0,
I

D
im

et
hy

lp
ht

ha
la

te

2-
F

lu
or

ob
ip

he
ny

l,S

N
ap

ht
ha

le
ne

-d
8,

I

N
itr

ob
en

ze
ne

-d
5,

S

1,
4-

D
ic

hl
or

ob
en

ze
ne

-d
4,

I

P
he

no
l-d

6,
S

2-
F

lu
or

op
he

no
l,S

8270-BF091020.M Thu Oct 01 11:45:28 2020                                              Page: 2

Instrument :
BNA_F
ClientSampleId :
TP-C-2334-C


