
                                     LSC Area Percent Report
 
  Data Path : \\74.0.250.170\SVOASRV\HPCHEM1\BNA_F\DATA\BF110417\
  Data File : BF100203.D                                          
  Acq On    :  5 Nov 2017   2:52
  Operator  : SJ/JU
  Sample    : I6327-02
  Misc      :  
  ALS Vial  : 32   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\HPCHEM1\BNA_F\METHODS\8270-BF102317.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   4.987   490  493  510 rBV    61642    122304   4.22%   0.709%
  2   5.404   561  564  593 rBV   322827    725612  25.01%   4.207%
  3   6.428   736  738  754 rBV   268663    478792  16.51%   2.776%
  4   6.540   754  757  774 rVB  1281375   1519483  52.38%   8.810%
  5   6.763   792  795  808 rBV   515534    496271  17.11%   2.877%
 
  6   6.916   817  821  838 rBV  2000713   1939349  66.86%  11.244%
  7   7.339   889  893  917 rBV  1378509   1500938  51.74%   8.702%
  8   8.045  1010 1013 1033 rBV   725203    718658  24.78%   4.167%
  9   9.116  1191 1195 1198 rBV  3061849   2900727 100.00%  16.818%
 10   9.798  1307 1311 1327 rVB   816661    846180  29.17%   4.906%
 
 11  10.463  1422 1424 1430 rBB    42859     38076   1.31%   0.221%
 12  10.516  1430 1433 1440 rBB    48401     41277   1.42%   0.239%
 13  10.592  1443 1446 1457 rBV  1160511   1159222  39.96%   6.721%
 14  11.286  1561 1564 1576 rBV   775098    841037  28.99%   4.876%
 15  12.669  1795 1799 1802 rVB    44740     34056   1.17%   0.197%
 
 16  12.869  1829 1833 1837 rBV  2583311   2776787  95.73%  16.100%
 17  13.739  1977 1981 1990 rBV    36363     47262   1.63%   0.274%
 18  13.939  2012 2015 2028 rVB   597219    643145  22.17%   3.729%
 19  15.398  2259 2263 2277 rBV   255641    418308  14.42%   2.425%
 
 
                        Sum of corrected areas:    17247484
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                              LSC Report - Integrated Chromatogram

  Data Path : \\74.0.250.170\SVOASRV\HPCHEM1\BNA_F\DATA\BF110417\
  Data File : BF100203.D                                          
  Acq On    :  5 Nov 2017   2:52
  Operator  : SJ/JU
  Sample    : I6327-02
  Misc      :  
  ALS Vial  : 32   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_F\METHODS\8270-BF102317.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report

  Data Path : \\74.0.250.170\SVOASRV\HPCHEM1\BNA_F\DATA\BF110417\
  Data File : BF100203.D                                          
  Acq On    :  5 Nov 2017   2:52
  Operator  : SJ/JU
  Sample    : I6327-02
  Misc      :  
  ALS Vial  : 32   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_F\METHODS\8270-BF102317.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P

No Library Search Compounds Detected
*********************************************************************

                          Tentatively Identified Compound (LSC) summary
 
  Data Path : \\74.0.250.170\SVOASRV\HPCHEM1\BNA_F\DATA\BF110417\
  Data File : BF100203.D                                          
  Acq On    :  5 Nov 2017   2:52
  Operator  : SJ/JU
  Sample    : I6327-02
  Misc      :  
  ALS Vial  : 32   Sample Multiplier: 1
 
  Quant Method : Z:\HPCHEM1\BNA_F\METHODS\8270-BF102317.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
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