
                                     LSC Area Percent Report
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_M\DATA\BM052119\
  Data File : BM020482.D                                          
  Acq On    : 22 May 2019  04:41
  Operator  : JU/SJ
  Sample    : K2923-07DL 5X
  Misc      :  
  ALS Vial  : 20   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 0.1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\SVOASRV\HPCHEM1\BNA_M\METHODS\SOM-EPA-BM051619MA.M
  Title     : SVOA CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   6.893   660  664  674 rVB2   34065     62616   5.20%   1.012%
  2   7.063   690  693  701 rVB2   21440     36143   3.00%   0.584%
  3   7.251   721  725  731 rBV2   39352     64698   5.37%   1.045%
  4   7.722   799  805  813 rBV   228409    385786  32.01%   6.233%
  5   8.434   921  926  935 rVB3   32437     62491   5.19%   1.010%
 
  6   8.893   998 1004 1017 rBV2   28438     63447   5.27%   1.025%
  7   9.610  1120 1126 1133 rVB3   22239     38438   3.19%   0.621%
  8  10.139  1211 1216 1227 rBV3   34525     66600   5.53%   1.076%
  9  10.510  1273 1279 1286 rBV   290829    485349  40.28%   7.841%
 10  10.669  1302 1306 1315 rBV4   10088     24081   2.00%   0.389%
 
 11  10.745  1318 1319 1323 rVB2    1510      1407   0.12%   0.023%
 12  11.451  1438 1439 1443 rBV2    1024      1376   0.11%   0.022%
 13  13.780  1830 1835 1840 rBV    76103    108390   8.99%   1.751%
 14  13.827  1840 1843 1851 rVB    28241     40829   3.39%   0.660%
 15  14.063  1877 1883 1892 rBV    89744    136308  11.31%   2.202%
 
 16  14.375  1930 1936 1943 rBV2  436617    676319  56.13%  10.926%
 17  14.427  1943 1945 1950 rVB     5040      7778   0.65%   0.126%
 18  14.651  1975 1983 1990 rBV3   22673     44266   3.67%   0.715%
 19  14.698  1990 1991 1995 rVB     2189      1655   0.14%   0.027%
 20  14.774  2000 2004 2009 rVB2    3019      5141   0.43%   0.083%
 
 21  15.369  2099 2105 2111 rBV   121488    174690  14.50%   2.822%
 22  15.422  2111 2114 2119 rVB2    4800      6666   0.55%   0.108%
 23  15.510  2126 2129 2135 rVB5    8746     10449   0.87%   0.169%
 24  15.721  2161 2165 2168 rVB2    2020      2628   0.22%   0.042%
 25  15.863  2184 2189 2191 rBV3    1972      3265   0.27%   0.053%
 
 26  15.886  2191 2193 2197 rVV     1671      1763   0.15%   0.028%
 27  15.957  2202 2205 2210 rBV2    1000      1823   0.15%   0.029%
 28  16.069  2219 2224 2228 rBV2     746      1438   0.12%   0.023%
 29  16.121  2230 2233 2237 rBV     1077      1655   0.14%   0.027%
 30  16.421  2282 2284 2289 rVB2    1162      1835   0.15%   0.030%
 
 31  16.651  2320 2323 2326 rVB2    1799      1738   0.14%   0.028%
 32  16.686  2326 2329 2330 rBV2    1782      1780   0.15%   0.029%
 33  16.786  2342 2346 2351 rBV     6354      8753   0.73%   0.141%
 34  16.857  2353 2358 2365 rVV3    2031      4693   0.39%   0.076%
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 35  16.910  2365 2367 2368 rVV2    2336      1850   0.15%   0.030%
 
 36  16.939  2370 2372 2377 rVB     3544      4995   0.41%   0.081%
 37  17.127  2398 2404 2408 rBV   592687    862788  71.60%  13.939%
 38  17.168  2408 2411 2416 rVB   133868    173551  14.40%   2.804%
 39  17.227  2416 2421 2425 rBV2  129248    192989  16.02%   3.118%
 40  17.498  2464 2467 2469 rBV3    1574      2363   0.20%   0.038%
 
 41  17.521  2469 2471 2472 rVV2    2048      1966   0.16%   0.032%
 42  17.545  2472 2475 2480 rVV4    9153     13778   1.14%   0.223%
 43  17.598  2482 2484 2486 rVV4    2853      2718   0.23%   0.044%
 44  17.645  2489 2492 2493 rBV     2919      3050   0.25%   0.049%
 45  17.657  2493 2494 2496 rVV2    2100      1457   0.12%   0.024%
 
 46  17.715  2500 2504 2506 rBV4    2195      2856   0.24%   0.046%
 47  17.792  2516 2517 2518 rBV     2419      1307   0.11%   0.021%
 48  17.821  2521 2522 2525 rVB3    2475      1346   0.11%   0.022%
 49  17.845  2525 2526 2527 rBV     2535      1405   0.12%   0.023%
 50  17.892  2530 2534 2537 rBV5    2766      3111   0.26%   0.050%
 
 51  17.921  2537 2539 2542 rBV4    2123      2168   0.18%   0.035%
 52  18.004  2548 2553 2557 rBV3   19203     34664   2.88%   0.560%
 53  18.051  2557 2561 2565 rVB2   17330     23009   1.91%   0.372%
 54  18.121  2571 2573 2574 rBV     2413      1982   0.16%   0.032%
 55  18.133  2574 2575 2578 rVB3    5524      4419   0.37%   0.071%
 
 56  18.198  2580 2586 2590 rBV3   18242     34406   2.86%   0.556%
 57  18.239  2590 2593 2599 rVB3   10457     14908   1.24%   0.241%
 58  18.286  2599 2601 2602 rBV2    3213      2572   0.21%   0.042%
 59  18.357  2611 2613 2616 rVB4    3425      2893   0.24%   0.047%
 60  18.510  2635 2639 2645 rBV3    9003     14495   1.20%   0.234%
 
 61  18.562  2645 2648 2653 rVV3   14464     21196   1.76%   0.342%
 62  18.627  2657 2659 2661 rVV3    3502      2754   0.23%   0.044%
 63  18.715  2672 2674 2677 rBV3    4950      5731   0.48%   0.093%
 64  18.751  2677 2680 2682 rVV4    5223      7597   0.63%   0.123%
 65  18.810  2686 2690 2692 rBV5    5988      6809   0.57%   0.110%
 
 66  18.845  2692 2696 2699 rBV6    5269      8193   0.68%   0.132%
 67  18.880  2699 2702 2706 rBV6    6268      9433   0.78%   0.152%
 68  18.921  2706 2709 2712 rBV4   14168     22217   1.84%   0.359%
 69  19.074  2731 2735 2742 rVB4   17437     26133   2.17%   0.422%
 70  19.192  2750 2755 2760 rBV   246596    340152  28.23%   5.495%
 
 71  19.533  2808 2813 2815 rBV2  228254    338552  28.10%   5.469%
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 72  19.557  2815 2817 2822 rVB   182676    252693  20.97%   4.082%
 73  21.345  3115 3121 3126 rBV   707317   1205022 100.00%  19.468%
 
 
                        Sum of corrected areas:     6189822
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                              LSC Report - Integrated Chromatogram

  Data Path : Z:\SVOASRV\HPCHEM1\BNA_M\DATA\BM052119\
  Data File : BM020482.D                                          
  Acq On    : 22 May 2019  04:41
  Operator  : JU/SJ
  Sample    : K2923-07DL 5X
  Misc      :  
  ALS Vial  : 20   Sample Multiplier: 1

  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_M\METHODS\SOM-EPA-BM051619MA.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_M\DATA\BM052119\
  Data File : BM020482.D                                          
  Acq On    : 22 May 2019  04:41
  Operator  : JU/SJ
  Sample    : K2923-07DL 5X
  Misc      :  
  ALS Vial  : 20   Sample Multiplier: 1
 
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_M\METHODS\SOM-EPA-BM051619MA.M
  Quant Title  : SVOA CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
 
  No Library Search Compounds Detected
 
 
 
 
 
  *********************************************************************
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                          Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_M\DATA\BM052119\
  Data File : BM020482.D                                          
  Acq On    : 22 May 2019  04:41
  Operator  : JU/SJ
  Sample    : K2923-07DL 5X
  Misc      :  
  ALS Vial  : 20   Sample Multiplier: 1
 
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_M\METHODS\SOM-EPA-BM051619MA.M
  Quant Title  : SVOA CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------

SOM-EPA-BM051619MA.M Wed May 22 18:12:44 2019                                         Page: 6

Instrument :
BNA_M
ClientSampleId :
A4254DL


