
                                     LSC Area Percent Report
 
  Data Path : Z:\HPCHEM1\BNA_M\Data\BM033117\
  Data File : BM009477.D                                          
  Acq On    : 31 Mar 2017  17:12
  Operator  : SJ/MA
  Sample    : PB97950BL
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\HPCHEM1\BNA_M\METHODS\8270-BM032217.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   4.969   315  320  327 rBV   253468    349048   4.04%   0.771%
  2   5.422   390  397  406 rBV  3066354   4268557  49.43%   9.427%
  3   7.004   659  666  675 rBV  2803650   4429854  51.30%   9.783%
  4   7.375   722  729  738 rBV  2756024   4320521  50.03%   9.541%
  5   7.845   802  809  816 rBV   474094    755497   8.75%   1.668%
 
  6   8.169   856  864  873 rBV  1984182   3248513  37.62%   7.174%
  7   9.010   998 1007 1016 rBV  1669999   2760335  31.96%   6.096%
  8  10.645  1278 1285 1294 rVB   555034    936298  10.84%   2.068%
  9  13.110  1696 1704 1715 rBV  3547586   5277034  61.11%  11.654%
 10  14.492  1929 1939 1947 rBV2  718169   1131380  13.10%   2.498%
 
 11  15.980  2186 2192 2216 rBV  2825562   3984338  46.14%   8.799%
 12  17.239  2400 2406 2415 rBV   976111   1369149  15.85%   3.024%
 13  19.856  2845 2851 2858 rBV  7035817   8636003 100.00%  19.071%
 14  21.415  3111 3116 3122 rBV  1595815   1950552  22.59%   4.308%
 15  23.738  3504 3511 3523 rVB   960328   1865318  21.60%   4.119%
 
 
 
                        Sum of corrected areas:    45282397
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                              LSC Report - Integrated Chromatogram

  Data Path : Z:\HPCHEM1\BNA_M\Data\BM033117\
  Data File : BM009477.D                                          
  Acq On    : 31 Mar 2017  17:12
  Operator  : SJ/MA
  Sample    : PB97950BL
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_M\METHODS\8270-BM032217.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report

  Data Path : Z:\HPCHEM1\BNA_M\Data\BM033117\
  Data File : BM009477.D                                          
  Acq On    : 31 Mar 2017  17:12
  Operator  : SJ/MA
  Sample    : PB97950BL
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_M\METHODS\8270-BM032217.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P

*********************************************************************
Peak Number  1  2-Pentanone, 4-hydroxy-4-me...  Concentration Rank  3

  R.T.   EstConc           Area       Relative to ISTD         R.T.
---------------------------------------------------------------------
  4.97    9.24 ng         349048   1,4-Dichlorobenzene-d4      7.85

 Hit# of  5    Tentative ID             MW  MolForm       CAS#       Qual
---------------------------------------------------------------------
 1 2-Pentanone, 4-hydroxy-4-methyl-    116 C6H12O2        000123-42-2 50
 2 2,3-Butanedione, monooxime          101 C4H7NO2        000057-71-6 27
 3 1-Propen-2-ol, acetate              100 C5H8O2         000108-22-5 10
 4 Morpholine, 4-methyl-               101 C5H11NO        000109-02-4 9 
 5 4-Penten-2-one, 4-methyl-            98 C6H10O         003744-02-3 9 
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                                 Library Search Compound Report

  Data Path : Z:\HPCHEM1\BNA_M\Data\BM033117\
  Data File : BM009477.D                                          
  Acq On    : 31 Mar 2017  17:12
  Operator  : SJ/MA
  Sample    : PB97950BL
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_M\METHODS\8270-BM032217.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P

*********************************************************************
Peak Number  2  unknown7.37                     Concentration Rank  1

  R.T.   EstConc           Area       Relative to ISTD         R.T.
---------------------------------------------------------------------
  7.37  114.38 ng        4320520   1,4-Dichlorobenzene-d4      7.85

 Hit# of  5    Tentative ID             MW  MolForm       CAS#       Qual
---------------------------------------------------------------------
 1 3-Chloro-6-fluoro-pyrazine          132 C4H2ClFN2      1000146-10-7 14
 2 2H-Cyclopenta[d]pyridazine, 2-me... 132 C8H8N2         022291-85-6 14
 3 Tranylcypromine-propionyl           189 C12H15NO       1000123-86-3 10
 4 1,3-Cyclopentanedione, 2-chloro-    132 C5H5ClO2       014203-19-1 10
 5 1H-Benzimidazole, 2-methyl-         132 C8H8N2         000615-15-6 10
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                          Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\HPCHEM1\BNA_M\Data\BM033117\
  Data File : BM009477.D                                          
  Acq On    : 31 Mar 2017  17:12
  Operator  : SJ/MA
  Sample    : PB97950BL
  Misc      :  
  ALS Vial  : 6   Sample Multiplier: 1
 
  Quant Method : Z:\HPCHEM1\BNA_M\METHODS\8270-BM032217.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
2-Pentanone, 4-hy...   4.97     9.2 ng     349048  1   7.85  755497  20.0
unknown7.37            7.37   114.4 ng    4320520  1   7.85  755497  20.0
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