
                                     LSC Area Percent Report
 
  Data Path : Z:\HPCHEM1\BNA_M\DATA\BM040716\
  Data File : BM004921.D                                          
  Acq On    : 07 Apr 2016  18:10
  Operator  : UM/SJ
  Sample    : H2275-16
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\HPCHEM1\BNA_M\METHODS\SOM02.2-EPA-BM040116.M
  Title     : SVOA CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   3.287    97  102  118 rVB   176286    278212   8.03%   1.800%
  2   4.569   313  320  333 rVB  1967062   3466479 100.00%  22.432%
  3   5.157   414  420  428 rBB    55100     84304   2.43%   0.546%
  4   7.151   754  759  768 rBB   100546    153518   4.43%   0.993%
  5   7.351   788  793  802 rVB    96557    152835   4.41%   0.989%
 
  6   7.822   867  873  884 rBB   139696    233948   6.75%   1.514%
  7   8.175   927  933  939 rBB    55614     90516   2.61%   0.586%
  8   8.516   986  991 1001 rBV    74021    119062   3.43%   0.770%
  9   8.975  1063 1069 1078 rBV   118411    191690   5.53%   1.240%
 10   9.692  1185 1191 1199 rBV    92355    153125   4.42%   0.991%
 
 11  10.227  1276 1282 1293 rBV   149738    249667   7.20%   1.616%
 12  10.610  1339 1347 1354 rBV   206696    340293   9.82%   2.202%
 13  13.862  1894 1900 1906 rBV   395458    546884  15.78%   3.539%
 14  14.151  1940 1949 1965 rBV   403977    602215  17.37%   3.897%
 15  14.457  1995 2001 2009 rBB2  331722    508059  14.66%   3.288%
 
 16  14.657  2029 2035 2048 rVB    22297     39931   1.15%   0.258%
 17  15.451  2164 2170 2178 rVB   595969    836377  24.13%   5.412%
 18  15.568  2185 2190 2199 rVB   213608    283136   8.17%   1.832%
 19  16.286  2307 2312 2316 rBV    25885     36558   1.05%   0.237%
 20  16.345  2316 2322 2328 rVV2   23494     47648   1.37%   0.308%
 
 21  16.403  2328 2332 2336 rVV2   28348     39351   1.14%   0.255%
 22  16.603  2360 2366 2372 rVB4   21608     39877   1.15%   0.258%
 23  16.674  2372 2378 2382 rVV    32676     47791   1.38%   0.309%
 24  17.203  2462 2468 2478 rBV   498789    718542  20.73%   4.650%
 25  17.303  2478 2485 2494 rVV   711915   1065571  30.74%   6.895%
 
 26  19.597  2868 2875 2883 rBV  1027446   1421259  41.00%   9.197%
 27  21.386  3174 3179 3186 rBV   793389   1075716  31.03%   6.961%
 28  23.538  3537 3545 3558 rVB2  788935   1559786  45.00%  10.094%
 29  23.685  3562 3570 3580 rVB2  548776   1070985  30.90%   6.930%
 
 
                        Sum of corrected areas:    15453335
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                              LSC Report - Integrated Chromatogram

  Data Path : Z:\HPCHEM1\BNA_M\DATA\BM040716\
  Data File : BM004921.D                                          
  Acq On    : 07 Apr 2016  18:10
  Operator  : UM/SJ
  Sample    : H2275-16
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_M\METHODS\SOM02.2-EPA-BM040116.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report
 
  Data Path : Z:\HPCHEM1\BNA_M\DATA\BM040716\
  Data File : BM004921.D                                          
  Acq On    : 07 Apr 2016  18:10
  Operator  : UM/SJ
  Sample    : H2275-16
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1
 
  Quant Method : Z:\HPCHEM1\BNA_M\METHODS\SOM02.2-EPA-BM040116.M
  Quant Title  : SVOA CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
 
  No Library Search Compounds Detected
 
 
 
 
 
  *********************************************************************
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                          Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\HPCHEM1\BNA_M\DATA\BM040716\
  Data File : BM004921.D                                          
  Acq On    : 07 Apr 2016  18:10
  Operator  : UM/SJ
  Sample    : H2275-16
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1
 
  Quant Method : Z:\HPCHEM1\BNA_M\METHODS\SOM02.2-EPA-BM040116.M
  Quant Title  : SVOA CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
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