
                                                    LSC Area Percent Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP042922\
  Data File : BP010143.D                                          
  Acq On    : 29 Apr 2022  10:23
  Operator  : CG/JU
  Sample    : PB144447BL
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 0.1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP042122.M
  Title     : SVOA CALIBRATION
 
  Signal     : TIC: BP010143.D\data.ms
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ‐‐‐  ‐‐‐‐‐ ‐‐‐‐‐ ‐‐‐‐ ‐‐‐‐ ‐‐‐  ‐‐‐‐‐‐‐   ‐‐‐‐‐‐‐  ‐‐‐‐‐‐  ‐‐‐‐‐‐‐
  1   3.364    43   47   55 rVB    48631     61786   2.22%   0.197%
  2   3.775   114  117  139 rBV   490139    780943  28.05%   2.484%
  3   4.111   171  174  177 rVB3    8744     10145   0.36%   0.032%
  4   6.216   528  532  536 rVB7    2450      2973   0.11%   0.009%
  5   6.322   547  550  553 rBV5    2698      2812   0.10%   0.009%
 
  6   6.446   568  571  576 rBV6    2354      3971   0.14%   0.013%
  7   7.087   672  680  693 rBV   607869   1005883  36.12%   3.199%
  8   7.252   701  708  718 rBV   500337    823944  29.59%   2.621%
  9   7.458   736  743  755 rBV   660053   1062239  38.15%   3.378%
 10   7.928   816  823  837 rBV   428644    690777  24.81%   2.197%
 
 11   8.111   850  854  856 rBV5    2201      3379   0.12%   0.011%
 12   8.634   935  943  959 rBV   742707   1264728  45.42%   4.023%
 13   9.087  1012 1020 1030 rBV   634458   1048322  37.65%   3.334%
 14   9.810  1136 1143 1153 rBV   504749    850561  30.55%   2.705%
 15  10.352  1226 1235 1254 rBV   683338   1245455  44.73%   3.961%
 
 16  10.734  1292 1300 1311 rBV   545998    936759  33.64%   2.979%
 17  10.863  1314 1322 1342 rBV   654568   1249644  44.88%   3.975%
 18  10.987  1342 1343 1349 rVB6    3128      3717   0.13%   0.012%
 19  11.210  1378 1381 1383 rBV3    2109      3309   0.12%   0.011%
 20  12.328  1564 1571 1580 rBV3   11139     26787   0.96%   0.085%
 
 21  13.016  1682 1688 1690 rBV6    2166      3929   0.14%   0.012%
 22  13.528  1773 1775 1782 rVB7    3018      5532   0.20%   0.018%
 23  13.969  1843 1850 1864 rBV  1248809   1780057  63.93%   5.662%
 24  14.251  1891 1898 1912 rBV  1340175   2077381  74.61%   6.607%
 25  14.563  1944 1951 1961 rBV   767298   1153830  41.44%   3.670%
 
 26  14.751  1976 1983 2004 rBV   392955    725700  26.06%   2.308%
 27  15.557  2113 2120 2133 rBV  1660743   2543022  91.33%   8.088%
 28  15.675  2133 2140 2156 rVV   485381    780935  28.05%   2.484%
 29  15.798  2156 2161 2169 rVB    21890     34565   1.24%   0.110%
 30  16.345  2248 2254 2259 rBV8    7256     11801   0.42%   0.038%
 
 31  16.992  2362 2364 2369 rVV6    4289      5073   0.18%   0.016%
 32  17.222  2399 2403 2407 rVB7    1855      2839   0.10%   0.009%
 33  17.316  2412 2419 2428 rBV   816757   1227377  44.08%   3.904%
 34  17.416  2429 2436 2451 rVV  1672056   2551923  91.65%   8.116%
 35  18.145  2558 2560 2562 rBV3    2801      3088   0.11%   0.010%
 
 36  18.210  2565 2571 2575 rVV8    9046     19284   0.69%   0.061%
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                                                    LSC Area Percent Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP042922\
  Data File : BP010143.D                                          
  Acq On    : 29 Apr 2022  10:23
  Operator  : CG/JU
  Sample    : PB144447BL
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 0.1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP042122.M
  Title     : SVOA CALIBRATION
 
 37  18.798  2669 2671 2673 rBV3    3542      3397   0.12%   0.011%
 38  19.222  2739 2743 2749 rBV3   20462     29718   1.07%   0.095%
 39  19.292  2751 2755 2763 rBV    23825     40247   1.45%   0.128%
 40  19.645  2809 2815 2827 rBV  1996964   2784489 100.00%   8.856%
 
 41  21.398  3108 3113 3126 rBV   760047   1135106  40.77%   3.610%
 42  23.686  3495 3502 3510 rBV  1184790   2364579  84.92%   7.521%
 43  23.845  3523 3529 3541 rVB3  508139   1079256  38.76%   3.433%
 
 
                        Sum of corrected areas:    31441262
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                                          LSC Report ‐ Integrated Chromatogram

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP042922\
  Data File : BP010143.D                                          
  Acq On    : 29 Apr 2022  10:23
  Operator  : CG/JU
  Sample    : PB144447BL
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP042122.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P
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                                             Library Search Compound Report

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP042922\
  Data File : BP010143.D                                          
  Acq On    : 29 Apr 2022  10:23
  Operator  : CG/JU
  Sample    : PB144447BL
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP042122.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P

No Library Search Compounds Detected
*********************************************************************
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                                      Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP042922\
  Data File : BP010143.D                                          
  Acq On    : 29 Apr 2022  10:23
  Operator  : CG/JU
  Sample    : PB144447BL
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1
 
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP042122.M
  Quant Title  : SVOA CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |‐‐Internal Standard‐‐‐|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
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