
                                     LSC Area Percent Report
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_P\DATA\BP092619\
  Data File : BP000418.D                                          
  Acq On    : 26 Sep 2019  13:32
  Operator  : JU
  Sample    : PB123395BL
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\SVOASRV\HPCHEM1\BNA_P\METHODS\8270-BP091619.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   5.410   561  565  568 rBV  4845878   4491157  61.95%   8.772%
  2   6.422   732  737  740 rBV  4481594   4673228  64.47%   9.127%
  3   6.557   756  760  763 rBV  5477578   4980209  68.70%   9.727%
  4   6.616   767  770  776 rVB    88423     90540   1.25%   0.177%
  5   6.787   795  799  802 rBV  1586202   1204691  16.62%   2.353%
 
  6   6.946   822  826  829 rBV  5042408   4310963  59.47%   8.420%
  7   7.346   889  894  897 rBV  3617051   3024348  41.72%   5.907%
  8   8.069  1013 1017 1020 rBV  1889841   1477907  20.39%   2.886%
  9   9.151  1197 1201 1204 rBV  7863316   6588428  90.89%  12.868%
 10   9.540  1264 1267 1272 rBV   478579    430894   5.94%   0.842%
 
 11   9.828  1313 1316 1320 rBV  2051891   1811161  24.98%   3.537%
 12  10.628  1447 1452 1466 rBV  4575662   4395323  60.63%   8.584%
 13  11.328  1567 1571 1574 rBV  2347851   1917252  26.45%   3.745%
 14  12.934  1840 1844 1848 rBV  7101517   7249127 100.00%  14.158%
 15  13.869  1998 2003 2012 rBV3  110147    173952   2.40%   0.340%
 
 16  13.998  2021 2025 2033 rBV  2466707   2194504  30.27%   4.286%
 17  14.875  2171 2174 2179 rVB   123135    123292   1.70%   0.241%
 18  15.145  2216 2220 2225 rBV    68676     75148   1.04%   0.147%
 19  15.481  2272 2277 2283 rBV  1333391   1731529  23.89%   3.382%
 20  15.533  2283 2286 2292 rVB    62168     88767   1.22%   0.173%
 
 21  15.981  2353 2362 2372 rBV3   67064    169168   2.33%   0.330%
 
 
                        Sum of corrected areas:    51201588
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                              LSC Report - Integrated Chromatogram

  Data Path : Z:\SVOASRV\HPCHEM1\BNA_P\DATA\BP092619\
  Data File : BP000418.D                                          
  Acq On    : 26 Sep 2019  13:32
  Operator  : JU
  Sample    : PB123395BL
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1

  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_P\METHODS\8270-BP091619.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report

  Data Path : Z:\SVOASRV\HPCHEM1\BNA_P\DATA\BP092619\
  Data File : BP000418.D                                          
  Acq On    : 26 Sep 2019  13:32
  Operator  : JU
  Sample    : PB123395BL
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1

  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_P\METHODS\8270-BP091619.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P

*********************************************************************
Peak Number  1  unknown6.56                     Concentration Rank  1

  R.T.   EstConc           Area       Relative to ISTD         R.T.
---------------------------------------------------------------------
  6.56   82.68 ng        4980210   1,4-Dichlorobenzene-d4      6.79

 Hit# of  5    Tentative ID             MW  MolForm       CAS#       Qual
---------------------------------------------------------------------
 1 3-Chloro-6-fluoro-pyrazine          132 C4H2ClFN2      1000146-10-7 38
 2 (E)-3-Chloro-2-methyl-2-pentenal    132 C6H9ClO        031357-76-3 17
 3 Tranylcypromine-propionyl           189 C12H15NO       1000123-86-3 16
 4 2H-Cyclopenta[d]pyridazine, 2-me... 132 C8H8N2         022291-85-6 9 
 5 4-Chloro-6-fluoro-pyrimidine        132 C4H2ClFN2      051422-01-6 9 
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                          Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_P\DATA\BP092619\
  Data File : BP000418.D                                          
  Acq On    : 26 Sep 2019  13:32
  Operator  : JU
  Sample    : PB123395BL
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1
 
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_P\METHODS\8270-BP091619.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
unknown6.56            6.56    82.7 ng    4980210  1   6.79 1204690  20.0
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