
                                                    LSC Area Percent Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP020223\
  Data File : BP013725.D                                          
  Acq On    : 03 Feb 2023  00:03
  Operator  : CG/JU
  Sample    : O1314‐15
  Misc      :  
  ALS Vial  : 25   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 0.1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP020123.M
  Title     : SVOA CALIBRATION
 
  Signal     : TIC: BP013725.D\data.ms
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ‐‐‐  ‐‐‐‐‐ ‐‐‐‐‐ ‐‐‐‐ ‐‐‐‐ ‐‐‐  ‐‐‐‐‐‐‐   ‐‐‐‐‐‐‐  ‐‐‐‐‐‐  ‐‐‐‐‐‐‐
  1   3.446    38   44   66 rVB2  783119   1386470  11.26%   1.383%
  2   3.775    97  100  107 rVB5    7475     13684   0.11%   0.014%
  3   3.916   122  124  140 rBV   234760    400316   3.25%   0.399%
  4   4.152   159  164  169 rVB    24126     39655   0.32%   0.040%
  5   4.252   176  181  188 rVB    19600     32009   0.26%   0.032%
 
  6   5.199   335  342  349 rBV    43784     67972   0.55%   0.068%
  7   5.405   372  377  388 rVB2    9923     19408   0.16%   0.019%
  8   7.275   685  695  704 rBV   254711    435462   3.54%   0.434%
  9   7.346   704  707  715 rVB4   10255     18119   0.15%   0.018%
 10   7.452   717  725  743 rBV  1070161   1712538  13.90%   1.709%
 
 11   7.657   753  760  771 rBV   955172   1535332  12.47%   1.532%
 12   8.022   816  822  828 rBV    28017     45861   0.37%   0.046%
 13   8.134   834  841  858 rBV   973164   1631544  13.25%   1.628%
 14   8.493   893  902  912 rVB   150192    260447   2.11%   0.260%
 15   8.834   953  960  975 rBV   818269   1369326  11.12%   1.366%
 
 16   9.304  1033 1040 1044 rBV  1143050   1947680  15.81%   1.943%
 17   9.351  1044 1048 1055 rVB   951056   1537811  12.49%   1.534%
 18   9.704  1102 1108 1115 rBV    22324     37998   0.31%   0.038%
 19   9.763  1115 1118 1124 rVB6    9971     17865   0.15%   0.018%
 20  10.034  1156 1164 1179 rBV   929981   1566632  12.72%   1.563%
 
 21  10.575  1247 1256 1271 rBV  1552303   2708923  21.99%   2.703%
 22  10.822  1292 1298 1302 rBV    17331     30526   0.25%   0.030%
 23  10.863  1302 1305 1312 rVB3    7449     13190   0.11%   0.013%
 24  10.963  1313 1322 1336 rBV  1482149   2478325  20.12%   2.473%
 25  11.093  1336 1344 1360 rBV  1288839   2254168  18.30%   2.249%
 
 26  11.351  1383 1388 1393 rVB6    9205     18668   0.15%   0.019%
 27  12.204  1529 1533 1538 rVB5    8193     12514   0.10%   0.012%
 28  12.475  1569 1579 1583 rVV3   14137     25113   0.20%   0.025%
 29  12.534  1583 1589 1597 rVV2   29828     53837   0.44%   0.054%
 30  12.987  1661 1666 1671 rBV9    7310     13752   0.11%   0.014%
 
 31  13.581  1760 1767 1776 rBV5   22225     42422   0.34%   0.042%
 32  14.169  1860 1867 1882 rBV  3542651   5048129  40.99%   5.037%
 33  14.287  1885 1887 1893 rVB6    9474     13072   0.11%   0.013%
 34  14.463  1910 1917 1930 rBV2 4018181   6010701  48.80%   5.997%
 35  14.645  1944 1948 1952 rVB4   12049     14113   0.11%   0.014%
 
 36  14.769  1961 1969 1977 rBV  2650129   3956553  32.12%   3.948%
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                                                    LSC Area Percent Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP020223\
  Data File : BP013725.D                                          
  Acq On    : 03 Feb 2023  00:03
  Operator  : CG/JU
  Sample    : O1314‐15
  Misc      :  
  ALS Vial  : 25   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 0.1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP020123.M
  Title     : SVOA CALIBRATION
 
 37  14.951  1993 2000 2017 rBV   160296    338384   2.75%   0.338%
 38  15.175  2034 2038 2042 rVB7   10358     17797   0.14%   0.018%
 39  15.763  2129 2138 2150 rBV  5606204   8177537  66.39%   8.159%
 40  15.869  2150 2156 2169 rVB  1397695   1829183  14.85%   1.825%
 
 41  16.004  2175 2179 2184 rVB2   25070     35461   0.29%   0.035%
 42  16.122  2194 2199 2205 rVB    81238    108403   0.88%   0.108%
 43  16.545  2268 2271 2277 rVB7    9164     14536   0.12%   0.015%
 44  17.310  2398 2401 2404 rBV3    8577     13147   0.11%   0.013%
 45  17.522  2430 2437 2447 rBV  3735692   5267811  42.77%   5.256%
 
 46  17.622  2447 2454 2473 rVV  6473283   9502928  77.16%   9.481%
 47  18.169  2544 2547 2550 rBV5   10150     12373   0.10%   0.012%
 48  18.375  2578 2582 2588 rBV   123937    173169   1.41%   0.173%
 49  19.416  2755 2759 2765 rBV    99434    136751   1.11%   0.136%
 50  19.486  2767 2771 2780 rVB   102691    162792   1.32%   0.162%
 
 51  19.598  2787 2790 2794 rBV4   45793     63441   0.52%   0.063%
 52  19.839  2825 2831 2847 rBV  8772689  12316530 100.00%  12.289%
 53  21.274  3071 3075 3082 rBV2  355737    575819   4.68%   0.575%
 54  21.598  3125 3130 3140 rBV  4368994   6200157  50.34%   6.186%
 55  24.010  3532 3540 3553 rVB2 5934704  12315132  99.99%  12.287%
 
 56  24.174  3561 3568 3579 rVB2 2836439   6195665  50.30%   6.182%
 
 
                        Sum of corrected areas:   100227151
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                                          LSC Report ‐ Integrated Chromatogram

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP020223\
  Data File : BP013725.D                                          
  Acq On    : 03 Feb 2023  00:03
  Operator  : CG/JU
  Sample    : O1314‐15
  Misc      :  
  ALS Vial  : 25   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP020123.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P
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                                             Library Search Compound Report

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP020223\
  Data File : BP013725.D                                          
  Acq On    : 03 Feb 2023  00:03
  Operator  : CG/JU
  Sample    : O1314‐15
  Misc      :  
  ALS Vial  : 25   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP020123.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P

No Library Search Compounds Detected
*********************************************************************
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                                      Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP020223\
  Data File : BP013725.D                                          
  Acq On    : 03 Feb 2023  00:03
  Operator  : CG/JU
  Sample    : O1314‐15
  Misc      :  
  ALS Vial  : 25   Sample Multiplier: 1
 
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP020123.M
  Quant Title  : SVOA CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |‐‐Internal Standard‐‐‐|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
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