
                                                    LSC Area Percent Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP020223\
  Data File : BP013733.D                                          
  Acq On    : 03 Feb 2023  10:05
  Operator  : CG/JU
  Sample    : O1316‐08
  Misc      :  
  ALS Vial  : 34   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 0.1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP020123.M
  Title     : SVOA CALIBRATION
 
  Signal     : TIC: BP013733.D\data.ms
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ‐‐‐  ‐‐‐‐‐ ‐‐‐‐‐ ‐‐‐‐ ‐‐‐‐ ‐‐‐  ‐‐‐‐‐‐‐   ‐‐‐‐‐‐‐  ‐‐‐‐‐‐  ‐‐‐‐‐‐‐
  1   3.475    45   49   52 rBV    51078     68270   0.63%   0.079%
  2   3.511    52   55   64 rVB    61436     93354   0.86%   0.108%
  3   3.911   119  123  150 rBV   679823   1241798  11.45%   1.442%
  4   4.146   159  163  167 rBV    11241     14044   0.13%   0.016%
  5   4.246   175  180  191 rVB    84675    133944   1.23%   0.156%
 
  6   7.205   679  683  687 rVB3    7960     11343   0.10%   0.013%
  7   7.275   687  695  705 rBV   968898   1582947  14.59%   1.839%
  8   7.452   718  725  742 rVB   806919   1339500  12.35%   1.556%
  9   7.658   753  760  773 rBV   964016   1563559  14.41%   1.816%
 10   7.769   776  779  786 rVB2    9455     15830   0.15%   0.018%
 
 11   8.128   833  840  851 rBV   747929   1251332  11.54%   1.454%
 12   8.834   953  960  974 rBV  1268688   2066589  19.05%   2.400%
 13   9.305  1033 1040 1052 rBV   876726   1407178  12.97%   1.635%
 14  10.034  1152 1164 1180 rBV   715912   1253131  11.55%   1.456%
 15  10.569  1248 1255 1266 rBV  1327381   2234824  20.60%   2.596%
 
 16  10.963  1313 1322 1333 rBV  1164504   2027067  18.69%   2.355%
 17  11.093  1336 1344 1369 rBV  1354022   2399491  22.12%   2.787%
 18  12.534  1583 1589 1596 rBV2   23811     41086   0.38%   0.048%
 19  14.087  1848 1853 1856 rBV7    6799     11418   0.11%   0.013%
 20  14.169  1859 1867 1882 rBV  2883892   3989969  36.78%   4.635%
 
 21  14.463  1908 1917 1932 rBV  3120178   4611018  42.51%   5.356%
 22  14.769  1962 1969 1978 rBV  2239470   3311327  30.53%   3.846%
 23  14.945  1992 1999 2024 rBV   904034   1546067  14.25%   1.796%
 24  15.175  2034 2038 2047 rVB4   29058     47045   0.43%   0.055%
 25  15.757  2125 2137 2149 rBV  4433474   6585707  60.72%   7.650%
 
 26  15.869  2150 2156 2173 rVV  1066796   1436843  13.25%   1.669%
 27  15.998  2174 2178 2187 rVB3   22366     39904   0.37%   0.046%
 28  17.316  2396 2402 2406 rBV3    7066     11904   0.11%   0.014%
 29  17.522  2430 2437 2447 rBV  3205220   4595287  42.37%   5.338%
 30  17.622  2447 2454 2465 rBV  5378943   7820956  72.10%   9.085%
 
 31  18.375  2578 2582 2587 rBV7   14962     24976   0.23%   0.029%
 32  19.422  2755 2760 2765 rBV2   77935    115970   1.07%   0.135%
 33  19.486  2767 2771 2779 rVV    75221    107095   0.99%   0.124%
 34  19.845  2825 2832 2845 rBV  7265750  10343451  95.36%  12.015%
 35  21.604  3125 3131 3141 rBV  4288964   5875132  54.16%   6.824%
 
 36  24.015  3533 3541 3553 rVB2 5069606  10846876 100.00%  12.599%
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                                                    LSC Area Percent Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP020223\
  Data File : BP013733.D                                          
  Acq On    : 03 Feb 2023  10:05
  Operator  : CG/JU
  Sample    : O1316‐08
  Misc      :  
  ALS Vial  : 34   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 0.1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP020123.M
  Title     : SVOA CALIBRATION
 
 37  24.180  3562 3569 3585 rVB2 2801839   6024611  55.54%   6.998%
 
 
                        Sum of corrected areas:    86090843
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                                          LSC Report ‐ Integrated Chromatogram

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP020223\
  Data File : BP013733.D                                          
  Acq On    : 03 Feb 2023  10:05
  Operator  : CG/JU
  Sample    : O1316‐08
  Misc      :  
  ALS Vial  : 34   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP020123.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P
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                                             Library Search Compound Report

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP020223\
  Data File : BP013733.D                                          
  Acq On    : 03 Feb 2023  10:05
  Operator  : CG/JU
  Sample    : O1316‐08
  Misc      :  
  ALS Vial  : 34   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP020123.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P

*********************************************************************
Peak Number  1  Toluene                         Concentration Rank  1

  R.T.     EstConc          Area       Relative to ISTD         R.T.
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
  4.246    2.14 ng/ul      133944   1,4‐Dichlorobenzene‐d4      8.134

 Hit# of  5    Tentative ID             MW  MolForm       CAS#       Qual
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 1 Toluene                              92 C7H8           000108‐88‐3 94
 2 Toluene                              92 C7H8           000108‐88‐3 91
 3 Toluene                              92 C7H8           000108‐88‐3 91
 4 1,3,5‐Cycloheptatriene               92 C7H8           000544‐25‐2 86
 5 Toluene                              92 C7H8           000108‐88‐3 83
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                                      Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP020223\
  Data File : BP013733.D                                          
  Acq On    : 03 Feb 2023  10:05
  Operator  : CG/JU
  Sample    : O1316‐08
  Misc      :  
  ALS Vial  : 34   Sample Multiplier: 1
 
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP020123.M
  Quant Title  : SVOA CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |‐‐Internal Standard‐‐‐|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
Toluene              4.246     2.1  ng/ul   133944   1   8.134 1251330  20.0
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