
                                                    LSC Area Percent Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP040821\
  Data File : BP005238.D                                          
  Acq On    : 08 Apr 2021  16:25
  Operator  : CG/JU
  Sample    : M1951‐05RE
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\svoasrv\HPCHEM1\BNA_P\Methods\8270E‐BP032321.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  Signal     : TIC: BP005238.D\data.ms
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ‐‐‐  ‐‐‐‐‐ ‐‐‐‐‐ ‐‐‐‐ ‐‐‐‐ ‐‐‐  ‐‐‐‐‐‐‐   ‐‐‐‐‐‐‐  ‐‐‐‐‐‐  ‐‐‐‐‐‐‐
  1   5.287   369  374  382 rVB   104888    156224  19.01%   3.748%
  2   6.869   637  643  652 rVB    70265    109079  13.27%   2.617%
  3   7.687   775  782  790 rVB    86216    135181  16.45%   3.243%
  4   8.846   972  979  987 rBV    98364    162749  19.80%   3.904%
  5  10.475  1250 1256 1266 rBV    99707    167329  20.36%   4.014%
 
  6  12.957  1672 1678 1689 rBV   240939    358632  43.63%   8.604%
  7  13.810  1818 1823 1827 rBV     6557      8390   1.02%   0.201%
  8  14.216  1886 1892 1903 rBV10    2588      8934   1.09%   0.214%
  9  14.345  1907 1914 1927 rVB2  148920    227454  27.67%   5.457%
 10  15.745  2144 2152 2160 rVB6    7865     15914   1.94%   0.382%
 
 11  15.845  2160 2169 2180 rBV   210340    304265  37.02%   7.299%
 12  17.110  2377 2384 2397 rBV   202160    286537  34.86%   6.874%
 13  17.528  2449 2455 2462 rVB2    4146      8527   1.04%   0.205%
 14  18.010  2529 2537 2545 rBV2   49084     76802   9.34%   1.842%
 15  18.075  2545 2548 2561 rVB    11837     22673   2.76%   0.544%
 
 16  19.139  2724 2729 2734 rVB     9092     14170   1.72%   0.340%
 17  19.251  2744 2748 2753 rBV2   20804     30587   3.72%   0.734%
 18  19.392  2769 2772 2775 rBV4   10540     10614   1.29%   0.255%
 19  19.492  2785 2789 2794 rVB     8038     14634   1.78%   0.351%
 20  19.686  2817 2822 2830 rBV   686735    821985 100.00%  19.719%
 
 21  20.363  2934 2937 2942 rBV    25465     29538   3.59%   0.709%
 22  20.410  2943 2945 2947 rBV3    8723      9135   1.11%   0.219%
 23  20.939  3030 3035 3041 rBV2   23404     44733   5.44%   1.073%
 24  20.992  3041 3044 3053 rVB    78803    104221  12.68%   2.500%
 25  21.122  3063 3066 3071 rVB    27765     32103   3.91%   0.770%
 
 26  21.210  3075 3081 3085 rVV   357636    473453  57.60%  11.358%
 27  21.245  3085 3087 3095 rVB    40415     54508   6.63%   1.308%
 28  22.004  3213 3216 3220 rBV    32787     37164   4.52%   0.892%
 29  23.486  3462 3468 3476 rVB2  230333    442905  53.88%  10.625%
 
 
                        Sum of corrected areas:     4168440
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                                          LSC Report ‐ Integrated Chromatogram

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP040821\
  Data File : BP005238.D                                          
  Acq On    : 08 Apr 2021  16:25
  Operator  : CG/JU
  Sample    : M1951‐05RE
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\8270E‐BP032321.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P

3.50 4.00 4.50 5.00 5.50 6.00 6.50 7.00 7.50 8.00 8.50 9.00 9.50 10.00 10.50 11.00 11.50
0

100000

200000

300000

400000

500000

600000

700000

Time-->

Abundance TIC: BP005238.D\data.ms

 5.287

 6.869  7.687  8.846 10.475

12.00 12.50 13.00 13.50 14.00 14.50 15.00 15.50 16.00 16.50 17.00 17.50 18.00 18.50 19.00 19.50 20.00
0

100000

200000

300000

400000

500000

600000

700000

Time-->

Abundance TIC: BP005238.D\data.ms

12.957

13.81014.216

14.345

15.745

15.845 17.110

17.528
18.010
18.075 19.13919.25119.39219.492

19.686

20.36320.41

21.00 21.50 22.00 22.50 23.00 23.50 24.00 24.50 25.00 25.50 26.00 26.50 27.00 27.50 28.00 28.50 29.00
0

100000

200000

300000

400000

500000

600000

700000

Time-->

Abundance TIC: BP005238.D\data.ms

20.939

20.992

21.122

21.210

21.245 22.004

23.486

8270E‐BP032321.M Fri Apr 09 08:39:53 2021                                                      Page: 2

Instrument :
BNA_P
ClientSampleId :
EB-2021-04-05_SWRE

Instrument :
BNA_P
ClientSampleId :
EB-2021-04-05_SWRE



                                             Library Search Compound Report

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP040821\
  Data File : BP005238.D                                          
  Acq On    : 08 Apr 2021  16:25
  Operator  : CG/JU
  Sample    : M1951‐05RE
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\8270E‐BP032321.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P

No Library Search Compounds Detected
*********************************************************************
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                                      Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP040821\
  Data File : BP005238.D                                          
  Acq On    : 08 Apr 2021  16:25
  Operator  : CG/JU
  Sample    : M1951‐05RE
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1
 
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\8270E‐BP032321.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |‐‐Internal Standard‐‐‐|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
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