
                                                    LSC Area Percent Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP010923\
  Data File : BP013412.D                                          
  Acq On    : 09 Jan 2023  10:21
  Operator  : CG/JU
  Sample    : PB150090BL
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 0.1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP010523.M
  Title     : SVOA CALIBRATION
 
  Signal     : TIC: BP013412.D\data.ms
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ‐‐‐  ‐‐‐‐‐ ‐‐‐‐‐ ‐‐‐‐ ‐‐‐‐ ‐‐‐  ‐‐‐‐‐‐‐   ‐‐‐‐‐‐‐  ‐‐‐‐‐‐  ‐‐‐‐‐‐‐
  1   3.311    17   21   30 rVB   140354    189731   1.74%   0.177%
  2   3.740    91   94  118 rBV  1541120   2407052  22.14%   2.251%
  3   4.064   146  149  154 rVB2   33017     44603   0.41%   0.042%
  4   7.081   655  662  673 rBV  1787452   2708814  24.91%   2.533%
  5   7.252   684  691  699 rVB  1473919   2272557  20.90%   2.125%
 
  6   7.452   717  725  737 rBV  1787836   2793556  25.69%   2.613%
  7   7.922   798  805  813 rBV  1507531   2348196  21.59%   2.196%
  8   8.634   917  926  944 rBV  2063425   3263961  30.02%   3.052%
  9   9.093   994 1004 1016 rBV  1569590   2609763  24.00%   2.441%
 10   9.816  1117 1127 1140 rBV  1344891   2155394  19.82%   2.016%
 
 11  10.351  1211 1218 1236 rBV  2009690   3358007  30.88%   3.140%
 12  10.734  1275 1283 1292 rBV  2040909   3333086  30.65%   3.117%
 13  10.875  1299 1307 1318 rBV  1984242   3346390  30.77%   3.130%
 14  12.322  1544 1553 1558 rBV    33994     59182   0.54%   0.055%
 15  13.539  1757 1760 1767 rVB7    8255     13770   0.13%   0.013%
 
 16  13.981  1826 1835 1845 rBV  3895670   5299954  48.74%   4.957%
 17  14.263  1876 1883 1900 rBV  4110142   5807695  53.41%   5.431%
 18  14.569  1927 1935 1943 rBV  3136693   4479425  41.19%   4.189%
 19  14.769  1963 1969 1988 rBV  1373066   2178220  20.03%   2.037%
 20  14.975  2002 2004 2011 rVB8    9858     15088   0.14%   0.014%
 
 21  15.569  2096 2105 2118 rBV  5303933   7808146  71.80%   7.302%
 22  15.692  2119 2126 2142 rVV  1756038   2492616  22.92%   2.331%
 23  15.804  2142 2145 2150 rVB2   27092     38131   0.35%   0.036%
 24  17.116  2364 2368 2372 rBV5    8200     14870   0.14%   0.014%
 25  17.328  2398 2404 2412 rBV  3859771   5470237  50.30%   5.116%
 
 26  17.433  2415 2422 2435 rBV  5984348   8506724  78.23%   7.956%
 27  19.239  2725 2729 2735 rBV2   67851     99062   0.91%   0.093%
 28  19.310  2737 2741 2746 rBV    72926    109145   1.00%   0.102%
 29  19.663  2796 2801 2815 rBV  7936309  10391478  95.56%   9.718%
 30  21.421  3095 3100 3109 rBV  4602348   6031335  55.46%   5.641%
 
 31  23.727  3485 3492 3506 rVB2 5327037  10874286 100.00%  10.170%
 32  23.892  3513 3520 3530 rVB  3090965   6408316  58.93%   5.993%
 
 
                        Sum of corrected areas:   106928790
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                                          LSC Report ‐ Integrated Chromatogram

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP010923\
  Data File : BP013412.D                                          
  Acq On    : 09 Jan 2023  10:21
  Operator  : CG/JU
  Sample    : PB150090BL
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP010523.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P
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                                             Library Search Compound Report

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP010923\
  Data File : BP013412.D                                          
  Acq On    : 09 Jan 2023  10:21
  Operator  : CG/JU
  Sample    : PB150090BL
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP010523.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P

No Library Search Compounds Detected
*********************************************************************
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                                      Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP010923\
  Data File : BP013412.D                                          
  Acq On    : 09 Jan 2023  10:21
  Operator  : CG/JU
  Sample    : PB150090BL
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1
 
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP010523.M
  Quant Title  : SVOA CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |‐‐Internal Standard‐‐‐|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
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