
                                        Quantitation Report    (LSC Reviewed)
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP011123\
  Data File : BP013442.D                                          
  Acq On    : 11 Jan 2023  14:12
  Operator  : CG/JU
  Sample    : O1051‐01
  Misc      :  
  ALS Vial  : 5   Sample Multiplier: 1
 
  Quant Time: Jan 11 15:10:21 2023
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\8270E‐BP121322.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Tue Dec 13 03:29:24 2022
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) 1,4‐Dichlorobenzene‐d4      7.917  152   686953    20.000 ng       0.00
    21) Naphthalene‐d8             10.728  136  2840201    20.000 ng     # 0.00
    39) Acenaphthene‐d10           14.569  164  1666215    20.000 ng       0.02
    64) Phenanthrene‐d10           17.363  188  1042084    20.000 ng     # 0.06
    76) Chrysene‐d12               21.439  240  2700119    20.000 ng     # 0.04
    86) Perylene‐d12               23.880  264  3085393    20.000 ng       0.00
 
   System Monitoring Compounds                                        
     5) 2‐Fluorophenol              5.475  112  3968059   105.541 ng      0.01  
     7) Phenol‐d6                   7.087   99  5165775   105.210 ng      0.01  
    23) Nitrobenzene‐d5             9.087   82  3192204    61.617 ng      0.00  
    42) 2,4,6‐Tribromophenol       16.081  330  2435409   121.229 ng      0.03  
    45) 2‐Fluorobiphenyl           13.187  172  7484130    60.987 ng      0.00  
    79) Terphenyl‐d14              19.928  244  4432516    32.387 ng      0.07  
 
   Target Compounds                                                   Qvalue
    78) Pyrene                     19.751  202  1007043     5.191 ng   #    63
    81) Benzo(a)anthracene         21.422  228  1676212     9.082 ng   #    92
    83) Chrysene                   21.475  228  1779596     9.885 ng   #    93
    87) Indeno(1,2,3‐cd)pyrene     26.445  276  1586125     6.292 ng        96
    88) Benzo(b)fluoranthene       23.133  252  2988763    15.045 ng   #    92
    89) Benzo(k)fluoranthene       23.175  252  1013391m    5.043 ng          
    90) Benzo(a)pyrene             23.769  252  1899972    11.397 ng   #    93
    92) Benzo(g,h,i)perylene       27.233  276  1553176     7.482 ng        95
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
1,4‐Dichlorobenzene‐d4
Concen:   20.000 ng  
RT:   7.917 min  Scan# 804
Delta R.T.  0.003 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:152 Resp:  686953
Ion  Ratio  Lower  Upper
152  100
150  152.4  125.3  187.9 
115   56.4   45.6   68.4 

Ref
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Abundance Scan 812 (7.963 min): BP013089.D\data.ms (-80
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#5
2‐Fluorophenol
Concen:  105.541 ng   
RT:   5.475 min  Scan# 389
Delta R.T.  0.015 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:112 Resp: 3968059
Ion  Ratio  Lower  Upper
112  100
 64   60.7   45.1   67.7 
 63   31.7   23.8   35.6 

Ref
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#7
Phenol‐d6
Concen:  105.210 ng   
RT:   7.087 min  Scan# 663
Delta R.T.  0.015 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion: 99 Resp: 5165775
Ion  Ratio  Lower  Upper
 99  100
 42   20.2   14.2   21.4 
 71   32.4   24.7   37.1 

Ref

Raw

Sub
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356.7195.7 431.7 501.7263.4

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 663 (7.087 min): BP013442.D\data.ms
99.1

288.4171.1 364.4430.1497.5

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 663 (7.087 min): BP013442.D\data.ms (-60
99.0

413.1213.2 479.3 548.5279.5344.9

7.00 7.10 7.20

0

1000000

2000000

3000000

Time-->

Abundance
 7.087

#21
Naphthalene‐d8
Concen:   20.000 ng   
RT:  10.728 min  Scan# 1282
Delta R.T.  ‐0.003 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:136 Resp: 2840201
Ion  Ratio  Lower  Upper
136  100
137   11.0    8.7   13.1 
 54    9.9    6.2    9.4#
 68    7.0    4.8    7.2 

Ref
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#23
Nitrobenzene‐d5
Concen:   61.617 ng  
RT:   9.087 min  Scan# 1003
Delta R.T.  0.003 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion: 82 Resp: 3192204
Ion  Ratio  Lower  Upper
 82  100
128   43.4   35.9   53.9 
 54   54.6   40.4   60.6 
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#39
Acenaphthene‐d10
Concen:   20.000 ng  
RT:  14.569 min  Scan# 1935
Delta R.T.  0.015 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:164 Resp: 1666215
Ion  Ratio  Lower  Upper
164  100
162   97.6   78.8  118.2 
160   45.9   36.0   54.0 

Ref
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#42
2,4,6‐Tribromophenol
Concen:  121.229 ng  
RT:  16.081 min  Scan# 2192
Delta R.T.  0.033 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:330 Resp: 2435409
Ion  Ratio  Lower  Upper
330  100
332   97.3   77.5  116.3 
141   14.6   23.2   34.8#

Ref
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329.8

62.0
140.9

221.9

397.8463.0530.0

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 2192 (16.081 min): BP013442.D\data.ms
55.1

329.8
123.1

221.2
548.394.9462.2

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 2192 (16.081 min): BP013442.D\data.ms (-
329.8

169.162.0
249.9

394.9 463.4528.8

16.00 16.20

0

200000

400000

600000

800000

Time-->

Abundance
16.081

#45
2‐Fluorobiphenyl
Concen:   60.987 ng   
RT:  13.187 min  Scan# 1700
Delta R.T.  0.009 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:172 Resp: 7484130
Ion  Ratio  Lower  Upper
172  100
171   35.0   28.3   42.5 
170   23.8   19.2   28.8 
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#64
Phenanthrene‐d10
Concen:   20.000 ng   
RT:  17.363 min  Scan# 2410
Delta R.T.  0.056 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:188 Resp: 1042084
Ion  Ratio  Lower  Upper
188  100
 94   47.4    7.0   10.6#
 80   42.8    7.5   11.3#

Ref
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50
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#76
Chrysene‐d12
Concen:   20.000 ng   
RT:  21.439 min  Scan# 3103
Delta R.T.  0.044 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:240 Resp: 2700119
Ion  Ratio  Lower  Upper
240  100
120   11.5    7.4   11.2#
236   27.7   21.0   31.4 

Ref
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Sub
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#78
Pyrene
Concen:    5.191 ng   
RT:  19.751 min  Scan# 2816
Delta R.T.  0.085 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:202 Resp: 1007043
Ion  Ratio  Lower  Upper
202  100
200   27.4   17.0   25.4#
203   46.8   14.2   21.2#

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 2810 (19.716 min): BP013089.D\data.ms (-
202.1

101.0
369.1434.9 505.9268.035.1

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 2816 (19.751 min): BP013442.D\data.ms
55.1

123.1 202.1

284.3
536.1350.4416.1

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 2816 (19.751 min): BP013442.D\data.ms (-
202.1

105.1 314.3
400.1466.0532.3

19.70 19.80

0

100000

200000

300000

400000

Time-->

Abundance
19.751

#79
Terphenyl‐d14
Concen:   32.387 ng   
RT:  19.928 min  Scan# 2846
Delta R.T.  0.068 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:244 Resp: 4432516
Ion  Ratio  Lower  Upper
244  100
212    8.1    5.5    8.3 
122    9.4    7.2   10.8 

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 2843 (19.910 min): BP013089.D\data.ms (-
244.2

122.1
54.1 330.7398.6 467.6534.3

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 2846 (19.928 min): BP013442.D\data.ms
244.3

55.1

123.1

312.3 531.0377.5443.2

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 2846 (19.928 min): BP013442.D\data.ms (-
244.3

95.1
165.2 316.4383.1449.1515.3

19.80 19.90 20.00

0

500000

1000000

1500000

2000000

2500000

Time-->

Abundance
19.928
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#81
Benzo(a)anthracene
Concen:    9.082 ng   
RT:  21.422 min  Scan# 3100
Delta R.T.  0.044 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:228 Resp: 1676212
Ion  Ratio  Lower  Upper
228  100
226   29.6   22.0   33.0 
229   26.0   16.2   24.4#

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3101 (21.427 min): BP013089.D\data.ms (-
228.1

114.0
359.8427.1493.942.0 293.9

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3100 (21.422 min): BP013442.D\data.ms
228.155.1

123.1

294.2360.3 542.1426.1

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3100 (21.422 min): BP013442.D\data.ms (-
228.1

114.1
447.2372.4 515.046.0

21.40 21.45

0

500000

1000000

Time-->

Abundance
21.422

#83
Chrysene
Concen:    9.885 ng   
RT:  21.475 min  Scan# 3109
Delta R.T.  0.038 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:228 Resp: 1779596
Ion  Ratio  Lower  Upper
228  100
226   31.7   24.3   36.5 
229   26.5   16.0   24.0#

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3111 (21.486 min): BP013089.D\data.ms (-
228.1

113.0
507.9297.0 370.947.8 441.8

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3109 (21.475 min): BP013442.D\data.ms
228.155.1

123.1

293.2358.4 541.7424.4

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3109 (21.475 min): BP013442.D\data.ms (-
228.1

114.0 353.3 489.9421.137.0

21.45 21.50

0

500000

1000000

Time-->

Abundance
21.475
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#86
Perylene‐d12
Concen:   20.000 ng   
RT:  23.880 min  Scan# 3518
Delta R.T.  0.003 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:264 Resp: 3085393
Ion  Ratio  Lower  Upper
264  100
260   24.5   19.1   28.7 
265   22.8   17.7   26.5 

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3526 (23.927 min): BP013089.D\data.ms (-
264.1

132.0
396.3463.866.0 530.3329.9198.1

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3518 (23.880 min): BP013442.D\data.ms
264.2

43.1 132.1
341.1198.1 549.406.3472.6

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3518 (23.880 min): BP013442.D\data.ms (-
264.1

132.1
431.166.0 499.1333.2

23.80 23.90 24.00

0

500000

1000000

1500000

Time-->

Abundance
23.880

#87
Indeno(1,2,3‐cd)pyrene
Concen:    6.292 ng  
RT:  26.445 min  Scan# 3954
Delta R.T.  ‐0.044 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:276 Resp: 1586125
Ion  Ratio  Lower  Upper
276  100
138   18.1   17.3   25.9 
277   24.5   20.2   30.2 

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3970 (26.539 min): BP013089.D\data.ms (-
276.1

137.9

353.2208.0 424.152.0 490.1

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3954 (26.445 min): BP013442.D\data.ms
276.1

207.0

43.1

138.1

355.1 429.1 543.9

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3954 (26.445 min): BP013442.D\data.ms (-
276.1

138.1

370.3 521.152.0 205.1 437.3

26.30 26.40 26.50

0

100000

200000

300000

400000

500000

Time-->

Abundance
26.445
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#88
Benzo(b)fluoranthene
Concen:   15.045 ng   
RT:  23.133 min  Scan# 3391
Delta R.T.  0.015 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:252 Resp: 2988763
Ion  Ratio  Lower  Upper
252  100
253   24.4   17.8   26.6 
125   14.8    7.0   10.4#

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3397 (23.168 min): BP013089.D\data.ms (-
252.1

126.0
333.8401.0 472.057.0 539.9

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3391 (23.133 min): BP013442.D\data.ms
252.1

43.1

125.1
355.1 538.0420.5

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3391 (23.133 min): BP013442.D\data.ms (-
252.1

126.157.1
381.4447.3514.1

23.10

0

500000

1000000

Time-->

Abundance
23.133

#89
Benzo(k)fluoranthene
Concen:    5.043 ng  m
RT:  23.175 min  Scan# 3398
Delta R.T.  0.003 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:252 Resp: 1013391
Ion  Ratio  Lower  Upper
252  100
253   25.2   17.6   26.4 
125   16.5    6.7   10.1#

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3406 (23.221 min): BP013089.D\data.ms (-
252.1

126.0
368.3 437.0 510.846.0

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3398 (23.175 min): BP013442.D\data.ms
252.1

43.1

109.1
185.1 355.1 429.1 545.2

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3398 (23.175 min): BP013442.D\data.ms (-
252.1

126.157.1 363.3 456.1522.1

23.15 23.20

0

200000

400000

600000

800000

1000000

Time-->

Abundance

23.175
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#90
Benzo(a)pyrene
Concen:   11.397 ng   
RT:  23.769 min  Scan# 3499
Delta R.T.  ‐0.003 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:252 Resp: 1899972
Ion  Ratio  Lower  Upper
252  100
253   24.1   17.5   26.3 
125   13.4    7.4   11.2#

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3508 (23.821 min): BP013089.D\data.ms (-
252.1

126.0
340.0 410.0 481.647.8 549.

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3499 (23.769 min): BP013442.D\data.ms
252.1

43.1

125.1
355.2 537.9420.3

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3499 (23.769 min): BP013442.D\data.ms (-
252.1

126.1
405.3470.352.0 323.1 536.0

23.70 23.80

0

200000

400000

600000

800000

Time-->

Abundance
23.769

#92
Benzo(g,h,i)perylene
Concen:    7.482 ng   
RT:  27.233 min  Scan# 4088
Delta R.T.  ‐0.050 min
Lab File:   BP013442.D
Acq: 11 Jan 2023  14:12    

Tgt Ion:276 Resp: 1553176
Ion  Ratio  Lower  Upper
276  100
277   25.7   18.9   28.3 
138   21.2   15.0   22.6 

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 4105 (27.333 min): BP013089.D\data.ms (-
276.1

137.9

382.4 458.6 528.266.1 206.0

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 4088 (27.233 min): BP013442.D\data.ms
276.1207.0

43.1

138.0

355.1 429.1 544.3

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 4088 (27.233 min): BP013442.D\data.ms (-
276.1

138.057.1
208.1 530.1346.2413.2

27.20 27.40

0

100000

200000

300000

400000

Time-->

Abundance
27.233
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