
                                        DFTPP

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP011123\
  Data File : BP013438.D                                          
  Acq On    : 11 Jan 2023  11:11
  Operator  : CG/JU
  Sample    : DFTPP
  Misc      :  
  ALS Vial  : 1   Sample Multiplier: 1

  Integration File: rteint.p

  Method    : Z:\svoasrv\HPCHEM1\BNA_P\Methods\8270E‐BP121322.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  Last Update  : Thu Jan 12 02:16:32 2023
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Abundance TIC: BP013438.D\data.ms
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Abundance Average of 17.751 to 17.763 min.: BP013438.D\data.ms (-)
198.0
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255.0

127.077.051.0

224.0
295.9167.0 365.0322.9101.0 403.0 489.1 548.8521.1464.7

AutoFind: Scans 2476, 2477, 2478; Background Corrected with Scan 2465

| Target | Rel. to | Lower  | Upper  |  Rel.  |    Raw   |   Result  |
|  Mass  |  Mass   | Limit% | Limit% |  Abn%  |    Abn   | Pass/Fail |
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
|   51   |   198   |    10  |    80  |  39.0  |   336971 |   PASS    |
|   68   |    69   |  0.00  |     2  |   1.7  |     5081 |   PASS    |
|   69   |   198   |  0.00  |   100  |  34.9  |   301046 |   PASS    |
|   70   |    69   |  0.00  |     2  |   0.5  |     1606 |   PASS    |
|  127   |   198   |    10  |    80  |  42.3  |   365355 |   PASS    |
|  197   |   198   |  0.00  |     2  |   0.4  |     3794 |   PASS    |
|  198   |   198   |   100  |   100  | 100.0  |   863403 |   PASS    |
|  199   |   198   |     5  |     9  |   6.8  |    58993 |   PASS    |
|  275   |   198   |    10  |    60  |  26.4  |   227944 |   PASS    |
|  365   |   198   |     1  |   100  |   3.6  |    30663 |   PASS    |
|  441   |   198   |  0.01  |   100  |  12.0  |   103371 |   PASS    |
|  442   |   442   |   100  |   100  | 100.0  |   678863 |   PASS    |
|  443   |   442   |    15  |    24  |  19.8  |   134347 |   PASS    |
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
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                                        Quantitation Report (Qedit)

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP011123\
  Data File : BP013438.D                                          
  Acq On    : 11 Jan 2023  11:11
  Operator  : CG/JU
  Sample    : DFTPP
  Misc      :  
  ALS Vial  : 1   Sample Multiplier: 1

  Quant Time: Jan 12 05:00:50 2023
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\8270E‐BP121322.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Thu Jan 12 02:16:32 2023
  Response via : Initial Calibration
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Abundance Ion 265.70 (265.40 to 266.40): BP013438.D\data.ms

16.975

S E

Tailing =  1.20|

|

|

|

|

| ||
|||

|

Ion 268.00 (267.70 to 268.70): BP013438.D\data.ms
Ion 264.00 (263.70 to 264.70): BP013438.D\data.ms
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Abundance Scan 2344 (16.975 min): BP013438.D\data.ms
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Abundance Scan 2349 (17.004 min): BP013089.D\data.ms (-2340) (-)
265.9

164.9
201.995.0 229.8129.9

60.036.0 329.9 355.1294.9 429.7376.6397.1 450.5470.9491.5512.0 534.0

TIC: BP013438.D\data.ms

  0.00        0.00     0.00   

264.00       63.30    63.78   

268.00       63.60    63.16   

265.70      100.00   100.00

  Ion         Exp%     Act%

response    1128989       

16.975min (+ 0.006)  79715.29 ng   

(70)  Pentachlorophenol (C)
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                                        Quantitation Report (Qedit)

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP011123\
  Data File : BP013438.D                                          
  Acq On    : 11 Jan 2023  11:11
  Operator  : CG/JU
  Sample    : DFTPP
  Misc      :  
  ALS Vial  : 1   Sample Multiplier: 1

  Quant Time: Jan 12 05:00:50 2023
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\8270E‐BP121322.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Thu Jan 12 02:16:32 2023
  Response via : Initial Calibration
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Abundance Ion 184.00 (183.70 to 184.70): BP013438.D\data.ms
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Ion 185.00 (184.70 to 185.70): BP013438.D\data.ms
Ion 183.00 (182.70 to 183.70): BP013438.D\data.ms
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Abundance Scan 2777 (19.522 min): BP013438.D\data.ms
184.1

92.0 156.1130.165.039.1 207.0 281.1 355.1248.9 429.1324.9 400.8 475.2 504.3 548.9452.8301.9227.9 378.9 525.3
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Abundance Scan 2781 (19.545 min): BP013089.D\data.ms (-2772) (-)
184.1

92.0 156.1129.965.039.0 207.0 250.8 340.9282.0 369.0 401.7 503.1428.8 534.9228.9 474.8450.0304.0

TIC: BP013438.D\data.ms

  0.00        0.00     0.00   

183.00       11.70    11.44   

185.00       14.50    14.60   

184.00      100.00   100.00

  Ion         Exp%     Act%

response    6072148       

19.522min (+ 0.012)  11344.45 ng   

(77)  Benzidine
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DDT Breakdown

Date Instrument Name DFTPP Data File
1/11/2023 BNA_P BP013438.D

Compound Name Response Retention Time

DDT 3062491 20.716
DDD 33706 20.333
DDE 1025 19.786

SUM(DDD+DDE) SUM(DDT+DDD+DDE) % Breakdown Of DDT

34731 3097222 1.12
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