
                                                    LSC Area Percent Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP063021\
  Data File : BP006109.D                                          
  Acq On    : 30 Jun 2021  15:44
  Operator  : CG/JU
  Sample    : PB137415BL
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\svoasrv\HPCHEM1\BNA_P\Methods\8270E‐BP060821.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  Signal     : TIC: BP006109.D\data.ms
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ‐‐‐  ‐‐‐‐‐ ‐‐‐‐‐ ‐‐‐‐ ‐‐‐‐ ‐‐‐  ‐‐‐‐‐‐‐   ‐‐‐‐‐‐‐  ‐‐‐‐‐‐  ‐‐‐‐‐‐‐
  1   5.464   398  404  424 rBV  1384926   2128742  45.26%  10.603%
  2   7.075   671  678  698 rBV  1184871   2052176  43.63%  10.222%
  3   7.887   809  816  829 rBV   252633    414786   8.82%   2.066%
  4   9.058  1006 1015 1036 rBV   721305   1285374  27.33%   6.402%
  5  10.693  1285 1293 1313 rBV   269812    530712  11.28%   2.643%
 
  6  13.152  1703 1711 1736 rBV  2025815   2963256  63.00%  14.760%
  7  14.528  1936 1945 1963 rBV   421506    665968  14.16%   3.317%
  8  16.016  2191 2198 2225 rBV  1544883   2452626  52.14%  12.216%
  9  17.275  2405 2412 2430 rBV   432378    767478  16.32%   3.823%
 10  19.828  2840 2846 2854 rBV  3921246   4703651 100.00%  23.428%
 
 11  21.357  3101 3106 3118 rBV2  630820   1019146  21.67%   5.076%
 12  23.763  3508 3515 3527 rVB   491537   1092884  23.23%   5.444%
 
 
                        Sum of corrected areas:    20076799
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                                          LSC Report ‐ Integrated Chromatogram

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP063021\
  Data File : BP006109.D                                          
  Acq On    : 30 Jun 2021  15:44
  Operator  : CG/JU
  Sample    : PB137415BL
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\8270E‐BP060821.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P
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                                             Library Search Compound Report

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP063021\
  Data File : BP006109.D                                          
  Acq On    : 30 Jun 2021  15:44
  Operator  : CG/JU
  Sample    : PB137415BL
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\8270E‐BP060821.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P

No Library Search Compounds Detected
*********************************************************************

Instrument :
BNA_P
ClientSampleId :
PB137415BL

Instrument :
BNA_P
ClientSampleId :
PB137415BL

Instrument :
BNA_P
ClientSampleId :
PB137415BL

Instrument :
BNA_P
ClientSampleId :
PB137415BL

Instrument :
BNA_P
ClientSampleId :
PB137415BL

Instrument :
BNA_P
ClientSampleId :
PB137415BL



                                      Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP063021\
  Data File : BP006109.D                                          
  Acq On    : 30 Jun 2021  15:44
  Operator  : CG/JU
  Sample    : PB137415BL
  Misc      :  
  ALS Vial  : 3   Sample Multiplier: 1
 
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\8270E‐BP060821.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |‐‐Internal Standard‐‐‐|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
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