
                                                    LSC Area Percent Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP122123\
  Data File : BP019018.D                                          
  Acq On    : 22 Dec 2023  02:25
  Operator  : MA/JU
  Sample    : PB157852BL
  Misc      :  
  ALS Vial  : 18   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 0.1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP120123.MA.M
  Title     : SVOA CALIBRATION
 
  Signal     : TIC: BP019018.D\data.ms
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ‐‐‐  ‐‐‐‐‐ ‐‐‐‐‐ ‐‐‐‐ ‐‐‐‐ ‐‐‐  ‐‐‐‐‐‐‐   ‐‐‐‐‐‐‐  ‐‐‐‐‐‐  ‐‐‐‐‐‐‐
  1   3.252    24   28   35 rVB    42280     54373   1.22%   0.139%
  2   3.670    95   99  119 rBV   493329    719198  16.15%   1.837%
  3   3.993   151  154  161 rVB2   10694     15491   0.35%   0.040%
  4   6.993   654  664  677 rBV   550443    867723  19.49%   2.217%
  5   7.158   686  692  702 rVB   439866    664306  14.92%   1.697%
 
  6   7.352   718  725  738 rBV   557466    870396  19.55%   2.223%
  7   7.816   798  804  812 rBV   559138    882905  19.83%   2.255%
  8   8.534   917  926  935 rBV   646535   1056734  23.73%   2.699%
  9   8.981   995 1002 1013 rBV   482949    788892  17.72%   2.015%
 10   9.699  1117 1124 1132 rBV   398470    657876  14.78%   1.681%
 
 11   9.793  1137 1140 1146 rVB8    2324      5002   0.11%   0.013%
 12  10.040  1176 1182 1187 rVB10    2422      5130   0.12%   0.013%
 13  10.240  1207 1216 1241 rBV   636482   1116748  25.08%   2.853%
 14  10.616  1270 1280 1294 rVB   696589   1189705  26.72%   3.039%
 15  10.757  1296 1304 1318 rBV   614230   1068738  24.00%   2.730%
 
 16  11.928  1497 1503 1507 rBV9    2470      4974   0.11%   0.013%
 17  12.204  1545 1550 1557 rVB2   11488     20460   0.46%   0.052%
 18  12.275  1557 1562 1566 rBV5    4136      7033   0.16%   0.018%
 19  12.493  1594 1599 1604 rBV6    3576      6237   0.14%   0.016%
 20  12.651  1621 1626 1631 rVB8    3596      6321   0.14%   0.016%
 
 21  12.893  1663 1667 1672 rBV7    3088      6161   0.14%   0.016%
 22  12.981  1677 1682 1687 rBV8    2854      5490   0.12%   0.014%
 23  13.257  1722 1729 1731 rBV5    5187      8628   0.19%   0.022%
 24  13.298  1731 1736 1739 rVV5    4720      8033   0.18%   0.021%
 25  13.357  1739 1746 1753 rVB4    9878     22644   0.51%   0.058%
 
 26  13.557  1773 1780 1787 rBV4    2828      7186   0.16%   0.018%
 27  13.869  1827 1833 1848 rBV  1174917   1649517  37.05%   4.214%
 28  14.145  1873 1880 1899 rBV  1317005   1968503  44.21%   5.029%
 29  14.451  1925 1932 1940 rBV  1100546   1686275  37.87%   4.308%
 30  14.516  1940 1943 1949 rVB2    7396      9298   0.21%   0.024%
 
 31  14.669  1962 1969 1984 rBV   418094    835060  18.76%   2.133%
 32  15.087  2035 2040 2045 rVB8    5402      8415   0.19%   0.021%
 33  15.281  2069 2073 2077 rVB     6198      8462   0.19%   0.022%
 34  15.445  2094 2101 2108 rBV  1733120   2558889  57.47%   6.537%
 35  15.504  2108 2111 2117 rVV3   15804     25441   0.57%   0.065%
 
 36  15.575  2117 2123 2137 rVV   543493    769158  17.28%   1.965%
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                                                    LSC Area Percent Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP122123\
  Data File : BP019018.D                                          
  Acq On    : 22 Dec 2023  02:25
  Operator  : MA/JU
  Sample    : PB157852BL
  Misc      :  
  ALS Vial  : 18   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 0.1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP120123.MA.M
  Title     : SVOA CALIBRATION
 
 37  15.692  2139 2143 2145 rBV2    6967      9880   0.22%   0.025%
 38  16.234  2231 2235 2241 rBV7    6196      9651   0.22%   0.025%
 39  16.392  2258 2262 2267 rBV7    5699      9021   0.20%   0.023%
 40  16.504  2276 2281 2285 rBV7    6270      8808   0.20%   0.023%
 
 41  16.681  2307 2311 2314 rVB5    3617      4791   0.11%   0.012%
 42  16.863  2338 2342 2344 rBV5    2973      4826   0.11%   0.012%
 43  17.204  2393 2400 2406 rBV  1581655   2234150  50.18%   5.707%
 44  17.304  2410 2417 2429 rVV  2100909   2957529  66.43%   7.555%
 45  17.622  2467 2471 2476 rVB2    5935      9517   0.21%   0.024%
 
 46  18.098  2548 2552 2559 rBV7   12754     21109   0.47%   0.054%
 47  18.169  2561 2564 2568 rVB2    7277      9628   0.22%   0.025%
 48  19.122  2722 2726 2733 rBV3   30841     42977   0.97%   0.110%
 49  19.186  2734 2737 2740 rBV    25422     33034   0.74%   0.084%
 50  19.333  2759 2762 2770 rBV9   13369     23583   0.53%   0.060%
 
 51  19.545  2792 2798 2807 rBV  2876408   3817036  85.73%   9.751%
 52  21.298  3091 3096 3107 rBV  2276603   2870643  64.48%   7.333%
 53  23.504  3464 3471 3487 rVB2 2162892   4452333 100.00%  11.374%
 54  23.657  3491 3497 3506 rVB  1521174   3042437  68.33%   7.772%
 
 
                        Sum of corrected areas:    39146355
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                                          LSC Report ‐ Integrated Chromatogram

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP122123\
  Data File : BP019018.D                                          
  Acq On    : 22 Dec 2023  02:25
  Operator  : MA/JU
  Sample    : PB157852BL
  Misc      :  
  ALS Vial  : 18   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP120123.MA.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P
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                                             Library Search Compound Report

  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP122123\
  Data File : BP019018.D                                          
  Acq On    : 22 Dec 2023  02:25
  Operator  : MA/JU
  Sample    : PB157852BL
  Misc      :  
  ALS Vial  : 18   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP120123.MA.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P

No Library Search Compounds Detected
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                                      Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_P\Data\BP122123\
  Data File : BP019018.D                                          
  Acq On    : 22 Dec 2023  02:25
  Operator  : MA/JU
  Sample    : PB157852BL
  Misc      :  
  ALS Vial  : 18   Sample Multiplier: 1
 
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_P\Methods\SFAM‐EPA‐BP120123.MA.M
  Quant Title  : SVOA CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST20.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |‐‐Internal Standard‐‐‐|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
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