
                                     LSC Area Percent Report
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG021020\
  Data File : BG044361.D                                          
  Acq On    : 10 Feb 2020  18:01
  Operator  : CG/JU
  Sample    : PB126691BL
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG013020.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   5.482   399  407  424 rBV   946509   1552970  28.35%   7.424%
  2   7.074   670  678  691 rBV   935509   1617750  29.53%   7.734%
  3   7.902   812  819  828 rBV   194557    325267   5.94%   1.555%
  4   8.226   865  874  884 rBV   766217   1334701  24.37%   6.381%
  5   9.060  1008 1016 1035 rBV   530994   1021381  18.65%   4.883%
 
  6  10.705  1287 1296 1316 rBV   229583    458177   8.36%   2.190%
  7  13.167  1707 1715 1726 rBV  1531640   2575776  47.02%  12.314%
  8  14.542  1942 1949 1962 rBV   423259    691777  12.63%   3.307%
  9  16.028  2196 2202 2223 rBV  1359498   2196171  40.09%  10.499%
 10  17.286  2409 2416 2431 rBV   669566   1019845  18.62%   4.876%
 
 11  19.900  2855 2861 2879 rBV  3845593   5477856 100.00%  26.188%
 12  21.528  3131 3138 3158 rBV2  769275   1316980  24.04%   6.296%
 13  24.612  3652 3663 3681 rBV2  461539   1328633  24.25%   6.352%
 
 
                        Sum of corrected areas:    20917284
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                              LSC Report - Integrated Chromatogram

  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG021020\
  Data File : BG044361.D                                          
  Acq On    : 10 Feb 2020  18:01
  Operator  : CG/JU
  Sample    : PB126691BL
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1

  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG013020.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG021020\
  Data File : BG044361.D                                          
  Acq On    : 10 Feb 2020  18:01
  Operator  : CG/JU
  Sample    : PB126691BL
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1
 
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG013020.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
  No Library Search Compounds Detected
 
 
 
 
 
  *********************************************************************

8270-BG013020.M Thu Feb 13 14:26:37 2020                                              Page: 3

Instrument :
BNA_G
ClientSampleId :
PB126691BL



                          Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG021020\
  Data File : BG044361.D                                          
  Acq On    : 10 Feb 2020  18:01
  Operator  : CG/JU
  Sample    : PB126691BL
  Misc      :  
  ALS Vial  : 7   Sample Multiplier: 1
 
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG013020.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
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