
                                        Quantitation Report    (LSC Reviewed)
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_G\Data\BG040522\
  Data File : BG053047.D                                          
  Acq On    :  6 Apr 2022   1:02
  Operator  : CG/JU
  Sample    : N2257‐09 5X
  Misc      :  
  ALS Vial  : 15   Sample Multiplier: 1
 
  Quant Time: Apr 06 04:16:20 2022
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_G\Methods\8270‐BG031522.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Tue Apr 05 14:24:42 2022
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) 1,4‐Dichlorobenzene‐d4      8.135  152    48284    20.000 ng      ‐0.01
    21) Naphthalene‐d8             10.943  136   191447    20.000 ng     #‐0.02
    39) Acenaphthene‐d10           14.749  164   131713    20.000 ng      ‐0.02
    64) Phenanthrene‐d10           17.493  188   268957    20.000 ng     #‐0.01
    76) Chrysene‐d12               21.775  240   229263    20.000 ng      ‐0.02
    86) Perylene‐d12               25.088  264   242059    20.000 ng      ‐0.02
 
   System Monitoring Compounds                                        
     5) 2‐Fluorophenol              5.691  112    53026    19.125 ng      0.00  
     7) Phenol‐d6                   7.283   99    76098    18.206 ng      0.00  
    23) Nitrobenzene‐d5             9.286   82    58928    15.449 ng     ‐0.02  
    42) 2,4,6‐Tribromophenol       16.230  330    32274    18.235 ng     ‐0.02  
    45) 2‐Fluorobiphenyl           13.375  172   119062    13.332 ng     ‐0.02  
    79) Terphenyl‐d14              20.089  244   149518    11.601 ng     ‐0.02  
 
   Target Compounds                                                   Qvalue
    71) Phenanthrene               17.534  178   213394    14.831 ng        98
    72) Anthracene                 17.622  178    83842     5.894 ng        98
    73) Carbazole                  17.892  167    30926     2.195 ng        95
    75) Fluoranthene               19.543  202   393970    21.570 ng        99
    78) Pyrene                     19.901  202   420715    26.455 ng        99
    81) Benzo(a)anthracene         21.758  228   341843    22.267 ng        97
    83) Chrysene                   21.828  228   289827    20.082 ng        97
    87) Indeno(1,2,3‐cd)pyrene     28.872  276   248017    14.969 ng   #    56
    88) Benzo(b)fluoranthene       24.043  252   444360    29.566 ng        99
    89) Benzo(k)fluoranthene       24.102  252   160121m   10.828 ng          
    90) Benzo(a)pyrene             24.930  252   406572    31.958 ng        98
    91) Dibenzo(a,h)anthracene     28.913  278    70148     5.138 ng   #    85
    92) Benzo(g,h,i)perylene       30.052  276   223836    16.571 ng        99
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                                        Quantitation Report    (LSC Reviewed)

  Data Path : Z:\svoasrv\HPCHEM1\BNA_G\Data\BG040522\
  Data File : BG053047.D                                          
  Acq On    :  6 Apr 2022   1:02
  Operator  : CG/JU
  Sample    : N2257‐09 5X
  Misc      :  
  ALS Vial  : 15   Sample Multiplier: 1

  Quant Time: Apr 06 04:16:20 2022
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_G\Methods\8270‐BG031522.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Tue Apr 05 14:24:42 2022
  Response via : Initial Calibration
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#1
1,4‐Dichlorobenzene‐d4
Concen:   20.000 ng  
RT:   8.135 min  Scan# 808
Delta R.T.  ‐0.011 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:152 Resp:   48284
Ion  Ratio  Lower  Upper
152  100
150  150.8  114.6  172.0 
115   58.6   45.9   68.9 

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 812 (8.160 min): BG052662.D\data.ms (-80
150.1

78.2

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 808 (8.135 min): BG053047.D\data.ms
150.1

78.2

532.

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 808 (8.135 min): BG053047.D\data.ms (-79
150.1

78.2

532.

8.05 8.10 8.15 8.20

0

10000

20000

30000

40000

Time-->

Abundance

 8.135

#5
2‐Fluorophenol
Concen:   19.125 ng   
RT:   5.691 min  Scan# 392
Delta R.T.  ‐0.005 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:112 Resp:   53026
Ion  Ratio  Lower  Upper
112  100
 64   71.3   48.0   72.0 
 63   39.1   26.5   39.7 

Ref

Raw

Sub

40 60 80 100 120
0

50

m/z-->

Abundance Scan 395 (5.711 min): BG052662.D\data.ms (-38
112.1

64.2

92.2

38.1
132.9
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0

50

m/z-->

Abundance Scan 392 (5.691 min): BG053047.D\data.ms
112.2
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83.2

38.1
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#7
Phenol‐d6
Concen:   18.206 ng   
RT:   7.283 min  Scan# 663
Delta R.T.  ‐0.005 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion: 99 Resp:   76098
Ion  Ratio  Lower  Upper
 99  100
 42   22.5   14.7   22.1#
 71   44.2   29.2   43.8#

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 665 (7.297 min): BG052662.D\data.ms (-65
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42.1
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Abundance
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#21
Naphthalene‐d8
Concen:   20.000 ng   
RT:  10.943 min  Scan# 1286
Delta R.T.  ‐0.017 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:136 Resp:  191447
Ion  Ratio  Lower  Upper
136  100
137   11.7    9.4   14.2 
 54   10.1    6.4    9.6#
 68    6.3    5.0    7.6 

Ref

Raw

Sub
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0

50
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40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1286 (10.943 min): BG053047.D\data.ms
136.2

108.254.1
81.2

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1286 (10.943 min): BG053047.D\data.ms (-
136.2

108.254.1
81.2

10.90 11.00

0

20000

40000

60000

80000

100000

Time-->

Abundance
10.943

BG053047.D  8270‐BG031522.M      Wed Apr 06 18:44:35 2022       Page 4

Instrument :
BNA_G
ClientSampleId :
TP-5

Manual Integrations
APPROVED

Reviewed By :Christian Giraldo     04/06/2022
Supervised By :Jagrut Upadhyay     04/06/2022

Instrument :
BNA_G
ClientSampleId :
TP-5

Manual Integrations
APPROVED

Reviewed By :Christian Giraldo     04/06/2022
Supervised By :Jagrut Upadhyay     04/06/2022

Instrument :
BNA_G
ClientSampleId :
TP-5

Manual Integrations
APPROVED

Reviewed By :Christian Giraldo     04/06/2022
Supervised By :Jagrut Upadhyay     04/06/2022

Instrument :
BNA_G
ClientSampleId :
TP-5

Manual Integrations
APPROVED

Reviewed By :Christian Giraldo     04/06/2022
Supervised By :Jagrut Upadhyay     04/06/2022

Instrument :
BNA_G
ClientSampleId :
TP-5

Manual Integrations
APPROVED

Reviewed By :Christian Giraldo     04/06/2022
Supervised By :Jagrut Upadhyay     04/06/2022

Instrument :
BNA_G
ClientSampleId :
TP-5

Manual Integrations
APPROVED

Reviewed By :Christian
Giraldo
 
 
 
 
 
04/06/2022
Supervised By :Jagrut
Upadhyay
 
 
 
 
 
04/06/2022

Instrument :
BNA_G
ClientSampleId :
TP-5

Manual Integrations
APPROVED

Reviewed By :Christian Giraldo     04/06/2022
Supervised By :Jagrut Upadhyay     04/06/2022

Instrument :
BNA_G
ClientSampleId :
TP-5

Manual Integrations
APPROVED

Reviewed By :Christian Giraldo     04/06/2022
Supervised By :Jagrut Upadhyay     04/06/2022

Instrument :
BNA_G
ClientSampleId :
TP-5

Manual Integrations
APPROVED

Reviewed By :Christian Giraldo     04/06/2022
Supervised By :Jagrut Upadhyay     04/06/2022

Instrument :
BNA_G
ClientSampleId :
TP-5

Manual Integrations
APPROVED

Reviewed By :Christian Giraldo     04/06/2022
Supervised By :Jagrut Upadhyay     04/06/2022

Instrument :
BNA_G
ClientSampleId :
TP-5

Manual Integrations
APPROVED

Reviewed By :Christian Giraldo     04/06/2022
Supervised By :Jagrut Upadhyay     04/06/2022

Instrument :
BNA_G
ClientSampleId :
TP-5

Manual Integrations
APPROVED

Reviewed By :Christian Giraldo     04/06/2022
Supervised By :Jagrut Upadhyay     04/06/2022

Instrument :
BNA_G
ClientSampleId :
TP-5

Manual Integrations
APPROVED

Reviewed By :Christian Giraldo     04/06/2022
Supervised By :Jagrut Upadhyay     04/06/2022



#23
Nitrobenzene‐d5
Concen:   15.449 ng  
RT:   9.286 min  Scan# 1004
Delta R.T.  ‐0.017 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion: 82 Resp:   58928
Ion  Ratio  Lower  Upper
 82  100
128   31.1   31.3   46.9#
 54   50.3   37.8   56.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1009 (9.318 min): BG052662.D\data.ms (-1
82.1

54.1

128.1

108.2 176.8

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1004 (9.286 min): BG053047.D\data.ms
82.2

54.1

128.2

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1004 (9.286 min): BG053047.D\data.ms (-9
82.2

54.1

128.2

9.20 9.30

0

10000

20000

30000

Time-->

Abundance
 9.286

#39
Acenaphthene‐d10
Concen:   20.000 ng  
RT:  14.749 min  Scan# 1934
Delta R.T.  ‐0.017 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:164 Resp:  131713
Ion  Ratio  Lower  Upper
164  100
162  106.6   80.0  120.0 
160   43.5   38.8   58.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1938 (14.775 min): BG052662.D\data.ms (-
162.2

80.1
54.1 132.2108.1 191.2

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1934 (14.749 min): BG053047.D\data.ms
162.2

80.2
54.1 132.2106.2

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1934 (14.749 min): BG053047.D\data.ms (-
162.2

80.2
54.1 132.2108.2

14.70 14.80

0

20000

40000

60000

80000

Time-->

Abundance
14.749
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#42
2,4,6‐Tribromophenol
Concen:   18.235 ng  
RT:  16.230 min  Scan# 2186
Delta R.T.  ‐0.017 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:330 Resp:   32274
Ion  Ratio  Lower  Upper
330  100
332   92.7   75.8  113.6 
141   34.0   24.6   36.8 

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 2191 (16.261 min): BG052662.D\data.ms (-
329.8

62.1
140.9

221.8

103.0 181.7

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 2186 (16.230 min): BG053047.D\data.ms
329.8

62.1

141.1
181.1 222.8

103.1 288.9

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 2186 (16.230 min): BG053047.D\data.ms (-
329.8

62.1

141.1
181.1 222.8

103.1 288.9

16.20 16.30

0

5000

10000

15000

20000

Time-->

Abundance
16.230

#45
2‐Fluorobiphenyl
Concen:   13.332 ng   
RT:  13.375 min  Scan# 1700
Delta R.T.  ‐0.017 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:172 Resp:  119062
Ion  Ratio  Lower  Upper
172  100
171   35.8   28.3   42.5 
170   21.8   18.0   27.0 

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 1705 (13.406 min): BG052662.D\data.ms (-
172.2

85.2
450.

50 100 150 200 250 300 350 400 450
0

50

m/z-->
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172.2

85.0

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 1700 (13.375 min): BG053047.D\data.ms (-
172.2

85.0

13.30 13.40

0

20000

40000

60000

Time-->

Abundance
13.375
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#64
Phenanthrene‐d10
Concen:   20.000 ng   
RT:  17.493 min  Scan# 2401
Delta R.T.  ‐0.011 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:188 Resp:  268957
Ion  Ratio  Lower  Upper
188  100
 94    7.2    5.7    8.5 
 80    6.8    7.2   10.8#

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 2405 (17.518 min): BG052662.D\data.ms (-
188.2

80.2
146.242.1 265.1 327.1

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 2401 (17.493 min): BG053047.D\data.ms
188.3

94.254.1 132.2 263.3 304.1

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 2401 (17.493 min): BG053047.D\data.ms (-
188.3

94.2 146.254.1 263.3 305.1

17.40 17.50

0

50000

100000

150000

Time-->

Abundance
17.493

#71
Phenanthrene
Concen:   14.831 ng   
RT:  17.534 min  Scan# 2408
Delta R.T.  ‐0.017 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:178 Resp:  213394
Ion  Ratio  Lower  Upper
178  100
176   19.1   15.9   23.9 
179   15.9   13.4   20.2 

Ref

Raw

Sub

50 100 150 200 250 300 350
0

50

m/z-->

Abundance Scan 2413 (17.565 min): BG052662.D\data.ms (-
178.2

76.1 128.2 271.3

50 100 150 200 250 300 350
0

50

m/z-->

Abundance Scan 2408 (17.534 min): BG053047.D\data.ms
178.2

76.2 125.2 272.8 352.

50 100 150 200 250 300 350
0

50

m/z-->

Abundance Scan 2408 (17.534 min): BG053047.D\data.ms (-
178.2

76.2 125.2 272.8 352.

17.50 17.60

0

50000

100000

Time-->

Abundance
17.534
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#72
Anthracene
Concen:    5.894 ng   
RT:  17.622 min  Scan# 2423
Delta R.T.  ‐0.017 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:178 Resp:   83842
Ion  Ratio  Lower  Upper
178  100
176   17.7   14.7   22.1 
179   15.2   13.2   19.8 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2428 (17.654 min): BG052662.D\data.ms (-
178.1

76.2 126.239.1 248.9282.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2423 (17.622 min): BG053047.D\data.ms
178.2

89.0
126.350.1 213.2 250.1 289.4

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2423 (17.622 min): BG053047.D\data.ms (-
178.1

89.0
126.350.1 224.1 274.9

17.60

0

50000

100000

Time-->

Abundance

17.622

#73
Carbazole
Concen:    2.195 ng  
RT:  17.892 min  Scan# 2469
Delta R.T.  ‐0.011 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:167 Resp:   30926
Ion  Ratio  Lower  Upper
167  100
166   19.7   18.5   27.7 
139   11.7   10.0   15.0 

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 2472 (17.912 min): BG052662.D\data.ms (-
167.2

83.7
233.8

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 2469 (17.892 min): BG053047.D\data.ms
167.2

83.5 304.1 528.

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 2469 (17.892 min): BG053047.D\data.ms (-
167.2

83.5 304.1 528.

17.80 17.90

0

5000

10000

15000

20000

Time-->

Abundance
17.892
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#75
Fluoranthene
Concen:   21.570 ng   
RT:  19.543 min  Scan# 2750
Delta R.T.  ‐0.011 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:202 Resp:  393970
Ion  Ratio  Lower  Upper
202  100
101    6.4    0.0   27.3 
203   17.4    0.0   37.7 

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 2754 (19.569 min): BG052662.D\data.ms (-
202.1

101.2
38.1 281.1 355.1

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 2750 (19.543 min): BG053047.D\data.ms
202.2

101.1
274.1 334.939.0 475.

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 2750 (19.543 min): BG053047.D\data.ms (-
202.2

101.1
272.1 334.9 475.39.0

19.50 19.55

0

50000

100000

150000

200000

250000

Time-->

Abundance
19.543

#76
Chrysene‐d12
Concen:   20.000 ng   
RT:  21.775 min  Scan# 3130
Delta R.T.  ‐0.023 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:240 Resp:  229263
Ion  Ratio  Lower  Upper
240  100
120    6.5    5.4    8.0 
236   24.9   19.8   29.6 

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3136 (21.813 min): BG052662.D\data.ms (-
240.3

120.242.1 343.1 429.1

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 3130 (21.775 min): BG053047.D\data.ms
240.3

118.241.1 319.3 396.4 530.

50 100 150 200 250 300 350 400 450 500
0
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m/z-->

Abundance Scan 3130 (21.775 min): BG053047.D\data.ms (-
240.2

120.142.1 303.1 371.1 530.

21.70 21.80

0

50000

100000

Time-->

Abundance
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#78
Pyrene
Concen:   26.455 ng   
RT:  19.901 min  Scan# 2811
Delta R.T.  ‐0.017 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:202 Resp:  420715
Ion  Ratio  Lower  Upper
202  100
200   20.7   17.0   25.6 
203   19.3   15.0   22.6 

Ref

Raw

Sub

50 100 150 200 250 300 350
0

50

m/z-->

Abundance Scan 2815 (19.927 min): BG052662.D\data.ms (-
202.2

101.1
150.150.1 248.9294.9 355.1

50 100 150 200 250 300 350
0

50

m/z-->

Abundance Scan 2811 (19.901 min): BG053047.D\data.ms
202.2

101.1 150.151.1 250.2 300.1 352.1

50 100 150 200 250 300 350
0

50

m/z-->

Abundance Scan 2811 (19.901 min): BG053047.D\data.ms (-
202.2

101.1 150.151.1 252.3 300.1 352.1

19.80 19.90

0
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150000

200000

250000

Time-->

Abundance
19.901

#79
Terphenyl‐d14
Concen:   11.601 ng   
RT:  20.089 min  Scan# 2843
Delta R.T.  ‐0.023 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:244 Resp:  149518
Ion  Ratio  Lower  Upper
244  100
212    6.7    5.4    8.2 
122    6.7    5.8    8.6 

Ref

Raw

Sub

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 2849 (20.127 min): BG052662.D\data.ms (-
244.3

122.254.1 184.2 327.1

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 2843 (20.089 min): BG053047.D\data.ms
244.3

122.254.1 184.2 306.1355.1 406.

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 2843 (20.089 min): BG053047.D\data.ms (-
244.3

122.254.1 189.1 293.1342.1 406.

20.00 20.10 20.20

0

20000

40000

60000

80000

100000

Time-->

Abundance
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#81
Benzo(a)anthracene
Concen:   22.267 ng   
RT:  21.758 min  Scan# 3127
Delta R.T.  ‐0.017 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:228 Resp:  341843
Ion  Ratio  Lower  Upper
228  100
226   28.6   21.4   32.0 
229   22.3   16.7   25.1 

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 3132 (21.789 min): BG052662.D\data.ms (-
228.2

113.1 174.250.1 282.1 342.9 460.400.8

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 3127 (21.758 min): BG053047.D\data.ms
228.2

113.1 174.150.3 315.1370.1 450.1

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 3127 (21.758 min): BG053047.D\data.ms (-
228.2

114.2 174.150.3 285.4340.1 416.4

21.70 21.80

0

50000

100000

150000

Time-->

Abundance
21.758

#83
Chrysene
Concen:   20.082 ng   
RT:  21.828 min  Scan# 3139
Delta R.T.  ‐0.017 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:228 Resp:  289827
Ion  Ratio  Lower  Upper
228  100
226   30.1   24.2   36.4 
229   23.1   16.3   24.5 

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 3144 (21.860 min): BG052662.D\data.ms (-
228.2

113.250.1 429.9284.9342.1

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 3139 (21.828 min): BG053047.D\data.ms
228.2

113.251.0 329.1 484.169.9

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 3139 (21.828 min): BG053047.D\data.ms (-
228.2

113.150.1 288.1169.9 354.3 484.

21.80 21.90

0

50000

100000

150000

Time-->

Abundance

21.828
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#86
Perylene‐d12
Concen:   20.000 ng   
RT:  25.088 min  Scan# 3694
Delta R.T.  ‐0.023 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:264 Resp:  242059
Ion  Ratio  Lower  Upper
264  100
260   24.3   18.2   27.2 
265   22.3   15.1   22.7 

Ref

Raw

Sub

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 3702 (25.137 min): BG052662.D\data.ms (-
264.3

132.2
78.2 205.9 429.1356.1

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 3694 (25.088 min): BG053047.D\data.ms
264.3

132.2 207.257.1 327.1 383.1 446.

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 3694 (25.088 min): BG053047.D\data.ms (-
264.2

132.2
57.1 204.2 316.1 377.3 446.

25.00 25.10 25.20

0

20000

40000

60000

Time-->

Abundance
25.088

#87
Indeno(1,2,3‐cd)pyrene
Concen:   14.969 ng  
RT:  28.872 min  Scan# 4338
Delta R.T.  ‐0.029 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:276 Resp:  248017
Ion  Ratio  Lower  Upper
276  100
138    0.0    8.7   13.1#
277    0.0   20.2   30.4#

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 4350 (28.944 min): BG052662.D\data.ms (-
276.1

138.2
341.0 429.375.0 200.2

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 4338 (28.872 min): BG053047.D\data.ms
276.1

137.1 207.255.1 353.1 518.

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 4338 (28.872 min): BG053047.D\data.ms (-
276.1

137.1
69.3 210.1 343.1 518.

28.80 29.00

0
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20000

30000

40000

Time-->

Abundance
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#88
Benzo(b)fluoranthene
Concen:   29.566 ng   
RT:  24.043 min  Scan# 3516
Delta R.T.  ‐0.011 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:252 Resp:  444360
Ion  Ratio  Lower  Upper
252  100
253   21.8   17.2   25.8 
125    6.2    5.2    7.8 

Ref

Raw

Sub

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 3522 (24.080 min): BG052662.D\data.ms (-
252.2

126.1 200.275.1 358.1 429.4

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 3516 (24.043 min): BG053047.D\data.ms
252.2

126.169.2 198.1 326.1 380.1 437.

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 3516 (24.043 min): BG053047.D\data.ms (-
252.1

126.0 199.274.0 302.9 363.9 437.

23.90 24.00 24.10

0

50000

100000

Time-->

Abundance
24.043

#89
Benzo(k)fluoranthene
Concen:   10.828 ng  m
RT:  24.102 min  Scan# 3526
Delta R.T.  ‐0.029 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:252 Resp:  160121
Ion  Ratio  Lower  Upper
252  100
253   22.8   17.4   26.0 
125    6.2    5.0    7.4 

Ref

Raw

Sub

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 3534 (24.151 min): BG052662.D\data.ms (-
252.2

126.1
198.174.2 328.1 428.

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 3526 (24.102 min): BG053047.D\data.ms
252.2

126.243.1 302.1200.2 352.1 415.9

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 3526 (24.102 min): BG053047.D\data.ms (-
252.2

126.2 200.274.2 307.1358.1 425.3

24.10 24.20

0

50000

100000

Time-->

Abundance

24.102
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#90
Benzo(a)pyrene
Concen:   31.958 ng   
RT:  24.930 min  Scan# 3667
Delta R.T.  ‐0.023 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:252 Resp:  406572
Ion  Ratio  Lower  Upper
252  100
253   24.3   18.4   27.6 
125    6.5    5.6    8.4 

Ref

Raw

Sub

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 3675 (24.979 min): BG052662.D\data.ms (-
252.2

126.2
199.174.1 355.9 429.

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 3667 (24.930 min): BG053047.D\data.ms
252.2

126.2 200.269.2 302.1353.1

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 3667 (24.930 min): BG053047.D\data.ms (-
252.2

125.2 200.174.1 302.1 355.1

24.80 25.00

0

50000

100000

Time-->

Abundance
24.930

#91
Dibenzo(a,h)anthracene
Concen:    5.138 ng   
RT:  28.913 min  Scan# 4345
Delta R.T.  ‐0.058 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:278 Resp:   70148
Ion  Ratio  Lower  Upper
278  100
139    0.0    7.8   11.6#
279   27.8   18.5   27.7#

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 4363 (29.020 min): BG052662.D\data.ms (-
278.1

139.2
213.163.1 355.9 475.

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 4345 (28.913 min): BG053047.D\data.ms
276.1

138.1 207.1
57.1 342.1 420.6

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 4345 (28.913 min): BG053047.D\data.ms (-
276.1

138.1
342.143.1 203.9 420.6

28.80 29.00

0

5000

10000

Time-->

Abundance
28.913
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#92
Benzo(g,h,i)perylene
Concen:   16.571 ng   
RT:  30.052 min  Scan# 4539
Delta R.T.  ‐0.041 min
Lab File:   BG053047.D
Acq:  6 Apr 2022   1:02    

Tgt Ion:276 Resp:  223836
Ion  Ratio  Lower  Upper
276  100
277   23.5   18.2   27.2 
138   11.7    9.1   13.7 

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 4553 (30.137 min): BG052662.D\data.ms (-
276.1

138.1
211.163.1 401.0

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 4539 (30.052 min): BG053047.D\data.ms
276.1

138.2 207.155.1 358.1 524.426.8

50 100 150 200 250 300 350 400 450 500
0

50

m/z-->

Abundance Scan 4539 (30.052 min): BG053047.D\data.ms (-
276.1

138.2
358.144.0 201.1 426.8 524.

29.80 30.00 30.20

0
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20000

30000

40000

Time-->
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