
                                     LSC Area Percent Report
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG091718\
  Data File : BG036773.D                                          
  Acq On    : 18 Sep 2018   4:42
  Operator  : JU/SJ
  Sample    : J4775-06
  Misc      :  
  ALS Vial  : 25   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG082318.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   5.159   310  318  331 rVB   115344    185047   4.81%   0.944%
  2   5.623   390  397  410 rBV   898941   1420698  36.92%   7.244%
  3   7.210   659  667  680 rBV   824970   1405436  36.52%   7.166%
  4   7.580   722  730  741 rBV   898356   1561628  40.58%   7.963%
  5   8.050   803  810  820 rVB   209913    356342   9.26%   1.817%
 
  6   8.373   856  865  874 rBV   692224   1208324  31.40%   6.161%
  7   9.213   999 1008 1020 rBV   589809   1066922  27.72%   5.440%
  8  10.853  1280 1287 1295 rBV   279044    503174  13.07%   2.566%
  9  13.297  1696 1703 1711 rBV  1560533   2411908  62.67%  12.298%
 10  14.672  1930 1937 1945 rBV2  431549    705010  18.32%   3.595%
 
 11  16.158  2183 2190 2205 rBV  1209719   1874753  48.72%   9.559%
 12  17.415  2398 2404 2411 rBV2  589848    912680  23.72%   4.654%
 13  20.024  2842 2848 2855 rBV  2939397   3848377 100.00%  19.623%
 14  21.681  3123 3130 3139 rBV   636508   1047944  27.23%   5.343%
 15  23.967  3516 3519 3528 rVB6   19046     41359   1.07%   0.211%
 
 16  24.889  3666 3676 3693 rVB2  342852   1021446  26.54%   5.208%
 17  26.041  3867 3872 3882 rVB7   15398     40924   1.06%   0.209%
 
 
                        Sum of corrected areas:    19611972
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                              LSC Report - Integrated Chromatogram

  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG091718\
  Data File : BG036773.D                                          
  Acq On    : 18 Sep 2018   4:42
  Operator  : JU/SJ
  Sample    : J4775-06
  Misc      :  
  ALS Vial  : 25   Sample Multiplier: 1

  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG082318.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report

  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG091718\
  Data File : BG036773.D                                          
  Acq On    : 18 Sep 2018   4:42
  Operator  : JU/SJ
  Sample    : J4775-06
  Misc      :  
  ALS Vial  : 25   Sample Multiplier: 1

  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG082318.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P

*********************************************************************
Peak Number  1  2-Pentanone, 4-hydroxy-4-me...  Concentration Rank  3

  R.T.   EstConc           Area       Relative to ISTD         R.T.
---------------------------------------------------------------------
  5.16   10.39 ng         185047   1,4-Dichlorobenzene-d4      8.05

 Hit# of  5    Tentative ID             MW  MolForm       CAS#       Qual
---------------------------------------------------------------------
 1 2-Pentanone, 4-hydroxy-4-methyl-    116 C6H12O2        000123-42-2 59
 2 2-Hexanol, 2-methyl-                116 C7H16O         000625-23-0 38
 3 n-Propyl t-butyl ether              116 C7H16O         1000334-81-9 33
 4 2,3-Butanedione, monooxime          101 C4H7NO2        000057-71-6 16
 5 Formamide, N,N-diethyl-             101 C5H11NO        000617-84-5 9 
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                                 Library Search Compound Report

  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG091718\
  Data File : BG036773.D                                          
  Acq On    : 18 Sep 2018   4:42
  Operator  : JU/SJ
  Sample    : J4775-06
  Misc      :  
  ALS Vial  : 25   Sample Multiplier: 1

  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG082318.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P

*********************************************************************
Peak Number  2  unknown7.58                     Concentration Rank  1

  R.T.   EstConc           Area       Relative to ISTD         R.T.
---------------------------------------------------------------------
  7.58   87.65 ng        1561630   1,4-Dichlorobenzene-d4      8.05

 Hit# of  5    Tentative ID             MW  MolForm       CAS#       Qual
---------------------------------------------------------------------
 1 3-Chloro-6-fluoro-pyrazine          132 C4H2ClFN2      1000146-10-7 27
 2 1,3-Cyclopentanedione, 2-chloro-    132 C5H5ClO2       014203-19-1 13
 3 5-Fluoro-2-chloropyrimidine         132 C4H2ClFN2      062802-42-0 12
 4 Tranylcypromine-propionyl           189 C12H15NO       1000123-86-3 10
 5 (5-Methyl-2-pyridyl)acetonitrile    132 C8H8N2         1000241-93-9 10
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                          Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG091718\
  Data File : BG036773.D                                          
  Acq On    : 18 Sep 2018   4:42
  Operator  : JU/SJ
  Sample    : J4775-06
  Misc      :  
  ALS Vial  : 25   Sample Multiplier: 1
 
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG082318.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
2-Pentanone, 4-hy...   5.16    10.4 ng     185047  1   8.05  356342  20.0
unknown7.58            7.58    87.7 ng    1561630  1   8.05  356342  20.0
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