
                                     LSC Area Percent Report
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG012420\
  Data File : BG044202.D                                          
  Acq On    : 25 Jan 2020   5:05
  Operator  : CG/JU
  Sample    : L1242-07
  Misc      :  
  ALS Vial  : 26   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG123019.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   5.508   405  412  423 rBV   902297   1479502  48.25%   7.634%
  2   7.095   673  682  700 rBV   921813   1733754  56.54%   8.945%
  3   7.929   816  824  832 rBV   260569    435129  14.19%   2.245%
  4   8.252   871  879  888 rBV   723499   1259614  41.08%   6.499%
  5   9.081  1012 1020 1045 rBV   554109   1056501  34.46%   5.451%
 
  6  10.732  1290 1301 1321 rBV   338763    669664  21.84%   3.455%
  7  13.188  1712 1719 1748 rBV  1455571   2477785  80.81%  12.784%
  8  14.016  1853 1860 1875 rBV   158712    282437   9.21%   1.457%
  9  14.563  1944 1953 1969 rBV   614530   1029073  33.56%   5.310%
 10  16.049  2200 2206 2226 rBV  1080799   1822415  59.44%   9.403%
 
 11  17.306  2413 2420 2433 rBV   707358   1128538  36.81%   5.823%
 12  19.715  2823 2830 2840 rBV4   18183     42771   1.39%   0.221%
 13  19.921  2859 2865 2876 rBV  2407409   3066223 100.00%  15.820%
 14  21.231  3083 3088 3096 rBV    53096    103539   3.38%   0.534%
 15  21.554  3136 3143 3154 rBV   701359   1200923  39.17%   6.196%
 
 16  21.766  3174 3179 3184 rVB    31956     48325   1.58%   0.249%
 17  22.353  3275 3279 3285 rVB2   36590     57469   1.87%   0.297%
 18  23.029  3388 3394 3400 rVB    43413     79818   2.60%   0.412%
 19  23.205  3420 3424 3430 rVB3   17217     33173   1.08%   0.171%
 20  23.805  3520 3526 3534 rBV2   47991     99178   3.23%   0.512%
 
 21  24.663  3661 3672 3680 rBV2  408860   1195983  39.01%   6.171%
 22  25.802  3860 3866 3880 rBV5   27234     79544   2.59%   0.410%
 
 
                        Sum of corrected areas:    19381358
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                              LSC Report - Integrated Chromatogram

  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG012420\
  Data File : BG044202.D                                          
  Acq On    : 25 Jan 2020   5:05
  Operator  : CG/JU
  Sample    : L1242-07
  Misc      :  
  ALS Vial  : 26   Sample Multiplier: 1

  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG123019.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report

  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG012420\
  Data File : BG044202.D                                          
  Acq On    : 25 Jan 2020   5:05
  Operator  : CG/JU
  Sample    : L1242-07
  Misc      :  
  ALS Vial  : 26   Sample Multiplier: 1

  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG123019.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P

No Library Search Compounds Detected
*********************************************************************

                          Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG012420\
  Data File : BG044202.D                                          
  Acq On    : 25 Jan 2020   5:05
  Operator  : CG/JU
  Sample    : L1242-07
  Misc      :  
  ALS Vial  : 26   Sample Multiplier: 1
 
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG123019.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
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