
                                     LSC Area Percent Report
 
  Data Path : Z:\HPCHEM1\BNA_G\Data\BG030816\
  Data File : BG021392.D                                          
  Acq On    :  9 Mar 2016   8:59
  Operator  : UM/SJ
  Sample    : H1655-18DL 10X
  Misc      :  
  ALS Vial  : 34   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 0.1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\HPCHEM1\BNA_G\METHODS\SOM02.2-EPA-BG030316.M
  Title     : SVOA CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   3.601   127  130  133 rVB3     532       674   0.15%   0.040%
  2   4.048   203  206  207 rBV      590       521   0.12%   0.031%
  3   4.436   271  272  274 rBV      634       505   0.11%   0.030%
  4   4.600   297  300  305 rVB3     397       656   0.15%   0.039%
  5   4.647   305  308  310 rBV2     394       475   0.11%   0.028%
 
  6   4.747   324  325  329 rBV2     409       581   0.13%   0.035%
  7   4.818   334  337  338 rVB2     645       510   0.11%   0.030%
  8   5.106   383  386  388 rBV2     609       740   0.16%   0.044%
  9   5.217   404  405  409 rBB      599       542   0.12%   0.032%
 10   5.311   418  421  423 rBV      408       464   0.10%   0.028%
 
 11   5.517   454  456  459 rBV      458       481   0.11%   0.029%
 12   7.285   752  757  764 rBB2    3817      6024   1.33%   0.358%
 13   7.456   780  786  791 rBB2    3150      5090   1.13%   0.302%
 14   7.661   814  821  825 rBB2    3647      5842   1.29%   0.347%
 15   8.131   895  901  907 rBB    46725     75939  16.81%   4.511%
 
 16   8.831  1015 1020 1025 rBB2    4466      6814   1.51%   0.405%
 17   9.295  1095 1099 1105 rVB3    3771      6563   1.45%   0.390%
 18  10.017  1218 1222 1227 rBB3    3032      4268   0.95%   0.254%
 19  10.558  1310 1314 1321 rBB     3688      5219   1.16%   0.310%
 20  10.940  1372 1379 1386 rBV    69085    117937  26.11%   7.005%
 
 21  11.075  1397 1402 1408 rBB     2810      4448   0.98%   0.264%
 22  14.136  1919 1923 1928 rBV     9595     12493   2.77%   0.742%
 23  14.183  1928 1931 1936 rVB     1530      1852   0.41%   0.110%
 24  14.436  1969 1974 1980 rBB2   11389     16395   3.63%   0.974%
 25  14.741  2020 2026 2033 rBB2   95750    154516  34.21%   9.178%
 
 26  14.806  2033 2037 2040 rBB      603       809   0.18%   0.048%
 27  14.941  2056 2060 2066 rBB2    1578      2694   0.60%   0.160%
 28  15.728  2188 2194 2199 rBB2   13390     20755   4.60%   1.233%
 29  15.793  2200 2205 2206 rBB      837       981   0.22%   0.058%
 30  16.416  2309 2311 2314 rBV      407       489   0.11%   0.029%
 
 31  17.479  2486 2492 2497 rBV2  116735    176484  39.08%  10.483%
 32  17.520  2497 2499 2504 rVV2    9674     12931   2.86%   0.768%
 33  17.579  2504 2509 2513 rVV3   14040     20513   4.54%   1.218%
 34  17.614  2513 2515 2519 rVB2    1544      1825   0.40%   0.108%
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 35  17.667  2519 2524 2526 rBB2     394       561   0.12%   0.033%
 
 36  17.744  2533 2537 2539 rBB2     767       760   0.17%   0.045%
 37  17.838  2550 2553 2556 rBV      648       809   0.18%   0.048%
 38  17.879  2559 2560 2565 rVV2     895      1016   0.22%   0.060%
 39  17.926  2565 2568 2570 rVV2     626       494   0.11%   0.029%
 40  18.043  2586 2588 2591 rBV2    1108      1186   0.26%   0.070%
 
 41  18.120  2600 2601 2604 rVB     1142       752   0.17%   0.045%
 42  18.143  2604 2605 2606 rBV     1071       455   0.10%   0.027%
 43  18.167  2606 2609 2610 rVV      584       625   0.14%   0.037%
 44  18.184  2610 2612 2614 rVB      723       648   0.14%   0.038%
 45  18.278  2625 2628 2630 rBV2     856       974   0.22%   0.058%
 
 46  18.308  2631 2633 2636 rVB      614       684   0.15%   0.041%
 47  18.349  2636 2640 2644 rVB2    1371      1932   0.43%   0.115%
 48  18.390  2644 2647 2650 rBV4    1580      2618   0.58%   0.156%
 49  18.549  2670 2674 2680 rBV2    1787      2901   0.64%   0.172%
 50  18.619  2685 2686 2690 rBV3     757       948   0.21%   0.056%
 
 51  18.654  2690 2692 2695 rBV4     888      1059   0.23%   0.063%
 52  18.713  2700 2702 2704 rBV3     590       626   0.14%   0.037%
 53  18.778  2712 2713 2716 rBV3     579       482   0.11%   0.029%
 54  18.837  2722 2723 2726 rVB3    1066       930   0.21%   0.055%
 55  18.872  2726 2729 2730 rBV3     945       955   0.21%   0.057%
 
 56  18.889  2730 2732 2734 rVB2     764       594   0.13%   0.035%
 57  18.936  2738 2740 2742 rVB3    1701      1220   0.27%   0.072%
 58  18.966  2742 2745 2746 rBV3    1365      1049   0.23%   0.062%
 59  18.995  2749 2750 2751 rBV     1126       530   0.12%   0.031%
 60  19.083  2762 2765 2766 rBV3    1300      1115   0.25%   0.066%
 
 61  19.166  2778 2779 2782 rBV3     893       820   0.18%   0.049%
 62  19.283  2798 2799 2801 rBV3    1052       998   0.22%   0.059%
 63  19.336  2807 2808 2810 rBV2    1548      1397   0.31%   0.083%
 64  19.359  2810 2812 2813 rVB2    2109      1103   0.24%   0.066%
 65  19.465  2828 2830 2831 rBV2    1614      1048   0.23%   0.062%
 
 66  19.518  2835 2839 2846 rVV    14878     21552   4.77%   1.280%
 67  19.688  2866 2868 2869 rBV2    1684      1409   0.31%   0.084%
 68  19.706  2869 2871 2874 rVV4    2259      2035   0.45%   0.121%
 69  19.735  2874 2876 2877 rBV2    2010      1409   0.31%   0.084%
 70  19.853  2891 2896 2900 rBV2   21000     35333   7.82%   2.099%
 
 71  19.888  2900 2902 2907 rVB2    9403     10081   2.23%   0.599%

SOM02.2-EPA-BG030316.M Tue Mar 15 06:41:54 2016                                       Page: 2

Instrument :
BNA_G
ClientSampleId :
MS-SS-D280DL

Instrument :
BNA_G
ClientSampleId :
MS-SS-D280DL



                                     LSC Area Percent Report
 
  Data Path : Z:\HPCHEM1\BNA_G\Data\BG030816\
  Data File : BG021392.D                                          
  Acq On    :  9 Mar 2016   8:59
  Operator  : UM/SJ
  Sample    : H1655-18DL 10X
  Misc      :  
  ALS Vial  : 34   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 0.1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\HPCHEM1\BNA_G\METHODS\SOM02.2-EPA-BG030316.M
  Title     : SVOA CALIBRATION
 
 72  20.117  2939 2941 2943 rBV3    2825      3020   0.67%   0.179%
 73  20.752  3045 3049 3053 rVB    42213     50876  11.27%   3.022%
 74  21.610  3190 3195 3201 rVB   335703    451626 100.00%  26.826%
 75  21.745  3212 3218 3223 rVB   128576    213013  47.17%  12.653%
 
 76  25.012  3766 3774 3784 rBV2   65783    194868  43.15%  11.575%
 
 
                        Sum of corrected areas:     1683541
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                              LSC Report - Integrated Chromatogram

  Data Path : Z:\HPCHEM1\BNA_G\Data\BG030816\
  Data File : BG021392.D                                          
  Acq On    :  9 Mar 2016   8:59
  Operator  : UM/SJ
  Sample    : H1655-18DL 10X
  Misc      :  
  ALS Vial  : 34   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_G\METHODS\SOM02.2-EPA-BG030316.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report
 
  Data Path : Z:\HPCHEM1\BNA_G\Data\BG030816\
  Data File : BG021392.D                                          
  Acq On    :  9 Mar 2016   8:59
  Operator  : UM/SJ
  Sample    : H1655-18DL 10X
  Misc      :  
  ALS Vial  : 34   Sample Multiplier: 1
 
  Quant Method : Z:\HPCHEM1\BNA_G\METHODS\SOM02.2-EPA-BG030316.M
  Quant Title  : SVOA CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
 
  No Library Search Compounds Detected
 
 
 
 
 
  *********************************************************************
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                          Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\HPCHEM1\BNA_G\Data\BG030816\
  Data File : BG021392.D                                          
  Acq On    :  9 Mar 2016   8:59
  Operator  : UM/SJ
  Sample    : H1655-18DL 10X
  Misc      :  
  ALS Vial  : 34   Sample Multiplier: 1
 
  Quant Method : Z:\HPCHEM1\BNA_G\METHODS\SOM02.2-EPA-BG030316.M
  Quant Title  : SVOA CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
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