
                                     LSC Area Percent Report
 
  Data Path : Z:\HPCHEM1\BNA_G\DATA\BG060315\
  Data File : BG017413.D                                          
  Acq On    :  3 Jun 2015  19:16
  Operator  : TP/IZ
  Sample    : PB83662BL
  Misc      :  
  ALS Vial  : 11   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\HPCHEM1\BNA_G\METHODS\8270-BG060315.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   4.735   343  348  353 rVB    23836     33347   1.64%   0.402%
  2   5.223   425  431  442 rBV   435366    616559  30.40%   7.434%
  3   6.832   698  705  717 rBV   442404    661332  32.60%   7.974%
  4   7.167   755  762  769 rBV   447964    668265  32.95%   8.058%
  5   7.626   834  840  847 rBV2   75161    114122   5.63%   1.376%
 
  6   7.949   888  895  902 rBV   301276    478840  23.61%   5.774%
  7   8.789  1031 1038 1045 rBV   250596    404182  19.93%   4.874%
  8  10.422  1309 1316 1327 rBV    87937    150730   7.43%   1.817%
  9  12.908  1730 1739 1747 rBV   631087    898206  44.28%  10.831%
 10  14.294  1968 1975 1983 rBV2  143973    218662  10.78%   2.637%
 
 11  15.787  2223 2229 2245 rBV   603024    878767  43.32%  10.596%
 12  17.044  2434 2443 2451 rBV   213838    308967  15.23%   3.726%
 13  19.682  2886 2892 2897 rBV  1680316   2028371 100.00%  24.458%
 14  21.233  3151 3156 3164 rVB   345510    425183  20.96%   5.127%
 15  23.466  3529 3536 3545 rVB2  213613    407735  20.10%   4.916%
 
 
 
                        Sum of corrected areas:     8293268
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                              LSC Report - Integrated Chromatogram

  Data Path : Z:\HPCHEM1\BNA_G\DATA\BG060315\
  Data File : BG017413.D                                          
  Acq On    :  3 Jun 2015  19:16
  Operator  : TP/IZ
  Sample    : PB83662BL
  Misc      :  
  ALS Vial  : 11   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_G\METHODS\8270-BG060315.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report

  Data Path : Z:\HPCHEM1\BNA_G\DATA\BG060315\
  Data File : BG017413.D                                          
  Acq On    :  3 Jun 2015  19:16
  Operator  : TP/IZ
  Sample    : PB83662BL
  Misc      :  
  ALS Vial  : 11   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_G\METHODS\8270-BG060315.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P

*********************************************************************
Peak Number  1  2-Pentanone, 4-hydroxy-4-me...  Concentration Rank  3

  R.T.   EstConc           Area       Relative to ISTD         R.T.
---------------------------------------------------------------------
  4.73    5.84 ng          33347   1,4-Dichlorobenzene-d4      7.63

 Hit# of  5    Tentative ID             MW  MolForm       CAS#       Qual
---------------------------------------------------------------------
 1 2-Pentanone, 4-hydroxy-4-methyl-    116 C6H12O2        000123-42-2 53
 2 3-Hexanol                           102 C6H14O         000623-37-0 25
 3 2,3-Butanedione, monooxime          101 C4H7NO2        000057-71-6 25
 4 3-Heptanol                          116 C7H16O         000589-82-2 23
 5 Propanoic acid, 2-hydroxy-2-methyl- 104 C4H8O3         000594-61-6 23
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                                 Library Search Compound Report

  Data Path : Z:\HPCHEM1\BNA_G\DATA\BG060315\
  Data File : BG017413.D                                          
  Acq On    :  3 Jun 2015  19:16
  Operator  : TP/IZ
  Sample    : PB83662BL
  Misc      :  
  ALS Vial  : 11   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_G\METHODS\8270-BG060315.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P

*********************************************************************
Peak Number  2  unknown7.17                     Concentration Rank  1

  R.T.   EstConc           Area       Relative to ISTD         R.T.
---------------------------------------------------------------------
  7.17  117.11 ng         668265   1,4-Dichlorobenzene-d4      7.63

 Hit# of  5    Tentative ID             MW  MolForm       CAS#       Qual
---------------------------------------------------------------------
 1 4-Chloro-6-fluoro-pyrimidine        132 C4H2ClFN2      051422-01-6 27
 2 3-Chloro-6-fluoro-pyrazine          132 C4H2ClFN2      1000146-10-7 27
 3 1,3-Cyclopentanedione, 2-chloro-    132 C5H5ClO2       014203-19-1 25
 4 5-Aminoindole                       132 C8H8N2         005192-03-0 22
 5 Imidazole, 4,5-dicyano-1-methyl-    132 C6H4N4         019485-35-9 22
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                          Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\HPCHEM1\BNA_G\DATA\BG060315\
  Data File : BG017413.D                                          
  Acq On    :  3 Jun 2015  19:16
  Operator  : TP/IZ
  Sample    : PB83662BL
  Misc      :  
  ALS Vial  : 11   Sample Multiplier: 1
 
  Quant Method : Z:\HPCHEM1\BNA_G\METHODS\8270-BG060315.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\DATABASE\NIST02.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
2-Pentanone, 4-hy...   4.73     5.8 ng      33347  1   7.63  114122  20.0
unknown7.17            7.17   117.1 ng     668265  1   7.63  114122  20.0
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