
                                     LSC Area Percent Report
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG060520\
  Data File : BG045618.D                                          
  Acq On    :  5 Jun 2020  15:58
  Operator  : CG/JU
  Sample    : PB129329BL
  Misc      :  
  ALS Vial  : 8   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG051520.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   5.535   410  416  428 rBV   777079   1399303  32.00%   7.543%
  2   7.144   682  690  701 rBV   815431   1480848  33.86%   7.983%
  3   7.949   820  827  835 rBV   200156    349599   7.99%   1.885%
  4   8.272   873  882  893 rBV   714175   1308118  29.91%   7.052%
  5   9.112  1017 1025 1037 rBV   544074   1014377  23.20%   5.468%
 
  6  10.757  1296 1305 1321 rBV   250957    478427  10.94%   2.579%
  7  13.213  1715 1723 1738 rBV  1480347   2493788  57.03%  13.444%
  8  14.593  1951 1958 1973 rBV   426395    692557  15.84%   3.733%
  9  16.085  2206 2212 2230 rBV  1220737   2080772  47.58%  11.217%
 10  17.342  2417 2426 2435 rBV   560747    888085  20.31%   4.788%
 
 11  19.956  2865 2871 2887 rBV  3181563   4372920 100.00%  23.574%
 12  21.601  3145 3151 3162 rBV   570879    987395  22.58%   5.323%
 13  24.744  3676 3686 3702 rBV   317789   1003691  22.95%   5.411%
 
 
                        Sum of corrected areas:    18549880
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                              LSC Report - Integrated Chromatogram

  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG060520\
  Data File : BG045618.D                                          
  Acq On    :  5 Jun 2020  15:58
  Operator  : CG/JU
  Sample    : PB129329BL
  Misc      :  
  ALS Vial  : 8   Sample Multiplier: 1

  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG051520.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG060520\
  Data File : BG045618.D                                          
  Acq On    :  5 Jun 2020  15:58
  Operator  : CG/JU
  Sample    : PB129329BL
  Misc      :  
  ALS Vial  : 8   Sample Multiplier: 1
 
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG051520.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
  No Library Search Compounds Detected
 
 
 
 
 
  *********************************************************************
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                          Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\SVOASRV\HPCHEM1\BNA_G\DATA\BG060520\
  Data File : BG045618.D                                          
  Acq On    :  5 Jun 2020  15:58
  Operator  : CG/JU
  Sample    : PB129329BL
  Misc      :  
  ALS Vial  : 8   Sample Multiplier: 1
 
  Quant Method : Z:\SVOASRV\HPCHEM1\BNA_G\METHODS\8270-BG051520.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
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