
                                     LSC Area Percent Report
 
  Data Path : \\74.0.250.170\SVOASRV\HPCHEM1\BNA_G\DATA\BG091417\
  Data File : BG028735.D                                          
  Acq On    : 14 Sep 2017  16:42
  Operator  : SJ/JU
  Sample    : I5187-02
  Misc      :  
  ALS Vial  : 8   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\HPCHEM1\BNA_G\METHODS\8270-BG091217.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   5.438   307  315  321 rBV    56228     95669   3.41%   0.778%
  2   5.902   386  394  406 rBV   465832    821696  29.27%   6.680%
  3   7.483   655  663  679 rBV   479082    910872  32.45%   7.405%
  4   7.865   719  728  740 rBV   457759    831785  29.63%   6.762%
  5   8.329   801  807  815 rVB2   74258    132881   4.73%   1.080%
 
  6   8.652   854  862  872 rBV   299842    554674  19.76%   4.509%
  7   9.498   997 1006 1019 rBV   269789    536905  19.13%   4.365%
  8  11.149  1279 1287 1298 rBV    99822    194295   6.92%   1.580%
  9  13.558  1689 1697 1706 rBV   776411   1246828  44.42%  10.136%
 10  14.381  1830 1837 1845 rBV    67847    117772   4.20%   0.957%
 
 11  14.939  1923 1932 1945 rBV2  199294    344114  12.26%   2.797%
 12  16.431  2179 2186 2197 rBV  1036759   1686555  60.08%  13.711%
 13  17.694  2392 2401 2412 rBV   352522    581988  20.73%   4.731%
 14  18.540  2541 2545 2557 rBV4   25234     56397   2.01%   0.458%
 15  20.274  2834 2840 2853 rBV  2012838   2807107 100.00%  22.821%
 
 16  21.596  3060 3065 3072 rBV8   14353     34846   1.24%   0.283%
 17  22.025  3131 3138 3150 rVB2  374333    689709  24.57%   5.607%
 18  25.526  3722 3734 3749 rBV2  204119    656711  23.39%   5.339%
 
 
                        Sum of corrected areas:    12300804
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                              LSC Report - Integrated Chromatogram

  Data Path : \\74.0.250.170\SVOASRV\HPCHEM1\BNA_G\DATA\BG091417\
  Data File : BG028735.D                                          
  Acq On    : 14 Sep 2017  16:42
  Operator  : SJ/JU
  Sample    : I5187-02
  Misc      :  
  ALS Vial  : 8   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_G\METHODS\8270-BG091217.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report

  Data Path : \\74.0.250.170\SVOASRV\HPCHEM1\BNA_G\DATA\BG091417\
  Data File : BG028735.D                                          
  Acq On    : 14 Sep 2017  16:42
  Operator  : SJ/JU
  Sample    : I5187-02
  Misc      :  
  ALS Vial  : 8   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_G\METHODS\8270-BG091217.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P

*********************************************************************
Peak Number  1  2-Pentanone, 4-hydroxy-4-me...  Concentration Rank  3

  R.T.   EstConc           Area       Relative to ISTD         R.T.
---------------------------------------------------------------------
  5.44   14.40 ng          95669   1,4-Dichlorobenzene-d4      8.33

 Hit# of  5    Tentative ID             MW  MolForm       CAS#       Qual
---------------------------------------------------------------------
 1 2-Pentanone, 4-hydroxy-4-methyl-    116 C6H12O2        000123-42-2 40
 2 2-Hexanol, 2-methyl-                116 C7H16O         000625-23-0 36
 3 Guanidine                            59 CH5N3          000113-00-8 9 
 4 2-Propyn-1-ol, acetate               98 C5H6O2         000627-09-8 9 
 5 Acetic acid, 1,1-dimethylethyl e... 116 C6H12O2        000540-88-5 9 
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                                 Library Search Compound Report

  Data Path : \\74.0.250.170\SVOASRV\HPCHEM1\BNA_G\DATA\BG091417\
  Data File : BG028735.D                                          
  Acq On    : 14 Sep 2017  16:42
  Operator  : SJ/JU
  Sample    : I5187-02
  Misc      :  
  ALS Vial  : 8   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_G\METHODS\8270-BG091217.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P

*********************************************************************
Peak Number  2  unknown7.86                     Concentration Rank  1

  R.T.   EstConc           Area       Relative to ISTD         R.T.
---------------------------------------------------------------------
  7.86  125.19 ng         831785   1,4-Dichlorobenzene-d4      8.33

 Hit# of  5    Tentative ID             MW  MolForm       CAS#       Qual
---------------------------------------------------------------------
 1 5-Aminoindole                       132 C8H8N2         005192-03-0 27
 2 3-Chloro-6-fluoro-pyrazine          132 C4H2ClFN2      1000146-10-7 27
 3 1,3-Cyclopentanedione, 2-chloro-    132 C5H5ClO2       014203-19-1 25
 4 5-Fluoro-2-chloropyrimidine         132 C4H2ClFN2      062802-42-0 12
 5 Cyclopropanamine, 1-phenyl-         133 C9H11N         1000351-26-2 10
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                          Tentatively Identified Compound (LSC) summary
 
  Data Path : \\74.0.250.170\SVOASRV\HPCHEM1\BNA_G\DATA\BG091417\
  Data File : BG028735.D                                          
  Acq On    : 14 Sep 2017  16:42
  Operator  : SJ/JU
  Sample    : I5187-02
  Misc      :  
  ALS Vial  : 8   Sample Multiplier: 1
 
  Quant Method : Z:\HPCHEM1\BNA_G\METHODS\8270-BG091217.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
2-Pentanone, 4-hy...   5.44    14.4 ng      95669  1   8.33  132881  20.0
unknown7.86            7.86   125.2 ng     831785  1   8.33  132881  20.0
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