
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\HPCHEM1\BNA_G\DATA\BG120215\
  Data File : BG019844.D                                          
  Acq On    :  2 Dec 2015  21:17
  Operator  : UM/NP
  Sample    : G4585-09
  Misc      :  
  ALS Vial  : 11   Sample Multiplier: 1
 
  Quant Time: Dec 03 00:12:37 2015
  Quant Method : Z:\HPCHEM1\BNA_G\METHODS\8270-BG120215.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
  QLast Update : Wed Dec 02 18:50:01 2015
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) 1,4-Dichlorobenzene-d4       8.13  152    21674    20.00 ng      0.00
    21) Naphthalene-d8              10.95  136    86996    20.00 ng      0.00
    38) Acenaphthene-d10            14.76  164    61408    20.00 ng      0.00
    63) Phenanthrene-d10            17.50  188   179739    20.00 ng      0.00
    75) Chrysene-d12                21.79  240   225987    20.00 ng      0.00
    86) Perylene-d12                25.09  264   210301    20.00 ng      0.00
 
   System Monitoring Compounds                                        
     5) 2-Fluorophenol               5.67  112   143188   119.40 ng      0.00  
     7) Phenol-d6                    7.27   99   194562   107.46 ng      0.00  
    23) Nitrobenzene-d5              9.30   82   151550    88.91 ng      0.00  
    41) 2,4,6-Tribromophenol        16.24  330   131275   139.72 ng      0.00  
    44) 2-Fluorobiphenyl            13.39  172   374225    83.21 ng      0.00  
    78) Terphenyl-d14               20.11  244   819824    88.49 ng      0.00  
 
   Target Compounds                                                   Qvalue
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
1,4-Dichlorobenzene-d4
Concen:   20.00 ng  
RT: 8.13 min  Scan# 901
Delta R.T.   -0.01 min
Lab File:   BG019844.D
Acq:  2 Dec 2015  21:17    

Tgt Ion:152 Resp:   21674
Ion  Ratio  Lower  Upper
152  100
150  147.6  115.0  172.4 
115   58.3   43.9   65.9 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 902 (8.138 min): BG019836.D (-894) (-)
150

115
7852

8740 62 99

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance
150

115
7852

8740 61

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 901 (8.131 min): BG019844.D (-851) (-)
150

115
7852

8738 61
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0

5000

10000

15000

20000

25000

Time-->

Abundance Ion 152.00 (151.70 to 152.70): BG019844.D

  8.13

Ion 150.00 (149.70 to 150.70): BG019844.D
Ion 115.00 (114.70 to 115.70): BG019844.D

#5
2-Fluorophenol
Concen:  119.40 ng   
RT: 5.67 min  Scan# 482
Delta R.T.   -0.00 min
Lab File:   BG019844.D
Acq:  2 Dec 2015  21:17    

Tgt Ion:112 Resp:  143188
Ion  Ratio  Lower  Upper
112  100
 64   69.9   43.7   65.5#
 63   41.0   24.0   36.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 482 (5.670 min): BG019836.D (-474) (-)
112

64

92

38 8150
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
112

64

83

39 53 94

40 60 80 100 120 140 160 180 200
0
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m/z-->

Abundance Scan 482 (5.669 min): BG019844.D (-431) (-)
112

64

83

38 53 94
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Time-->

Abundance Ion 112.00 (111.70 to 112.70): BG019844.D

  5.67

Ion  64.00 (63.70 to 64.70): BG019844.D
Ion  63.00 (62.70 to 63.70): BG019844.D
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#7
Phenol-d6
Concen:  107.46 ng   
RT: 7.27 min  Scan# 755
Delta R.T.   -0.00 min
Lab File:   BG019844.D
Acq:  2 Dec 2015  21:17    

Tgt Ion: 99 Resp:  194562
Ion  Ratio  Lower  Upper
 99  100
 42   22.3   11.5   17.3#
 71   43.0   22.6   34.0#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 755 (7.274 min): BG019836.D (-747) (-)
99

71

42 77 105
52 6658 948336

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
99

71

42
52 58 66 8236

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 755 (7.273 min): BG019844.D (-704) (-)
99

71

42
52 58 66 8236
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0

50000

100000
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Time-->

Abundance Ion  99.00 (98.70 to 99.70): BG019844.D

  7.27

Ion  42.00 (41.70 to 42.70): BG019844.D
Ion  71.00 (70.70 to 71.70): BG019844.D

#21
Naphthalene-d8
Concen:   20.00 ng   
RT: 10.95 min  Scan# 1381
Delta R.T.   -0.00 min
Lab File:   BG019844.D
Acq:  2 Dec 2015  21:17    

Tgt Ion:136 Resp:   86996
Ion  Ratio  Lower  Upper
136  100
137   10.4    8.6   12.8 
 54    9.6    5.4    8.2#
 68    5.6    5.3    7.9 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1381 (10.952 min): BG019836.D (-1373) (-)
136

10854 66 7642 84 94 118

30 40 50 60 70 80 90 100 110 120 130 140
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50

m/z-->

Abundance
136

10854 66 7642 84 94

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1381 (10.951 min): BG019844.D (-1330) (-)
136

10854 68 7842 90 100

10.90 10.95 11.00
0

20000

40000

60000

Time-->

Abundance Ion 136.00 (135.70 to 136.70): BG019844.D

 10.95

Ion 137.00 (136.70 to 137.70): BG019844.D
Ion  54.00 (53.70 to 54.70): BG019844.D
Ion  68.00 (67.70 to 68.70): BG019844.D
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#23
Nitrobenzene-d5
Concen:   88.91 ng  
RT: 9.30 min  Scan# 1100
Delta R.T.   -0.00 min
Lab File:   BG019844.D
Acq:  2 Dec 2015  21:17    

Tgt Ion: 82 Resp:  151550
Ion  Ratio  Lower  Upper
 82  100
128   37.0   36.7   55.1 
 54   52.7   33.8   50.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1100 (9.301 min): BG019836.D (-1092) (-)
82

54

128

987042
112 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
82
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70 98
42 112
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0

50

m/z-->

Abundance Scan 1100 (9.300 min): BG019844.D (-1049) (-)
82

54

128

70 98
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Time-->

Abundance Ion  82.00 (81.70 to 82.70): BG019844.D

  9.30

Ion 128.00 (127.70 to 128.70): BG019844.D
Ion  54.00 (53.70 to 54.70): BG019844.D

#38
Acenaphthene-d10
Concen:   20.00 ng  
RT: 14.76 min  Scan# 2029
Delta R.T.   -0.01 min
Lab File:   BG019844.D
Acq:  2 Dec 2015  21:17    

Tgt Ion:164 Resp:   61408
Ion  Ratio  Lower  Upper
164  100
162  104.8   78.8  118.2 
160   45.3   36.4   54.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2030 (14.765 min): BG019836.D (-2022) (-)
162

80
6654 13242 108 20792 146

40 60 80 100 120 140 160 180 200
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50

m/z-->

Abundance
162

80
6654 13242 10894 146120

40 60 80 100 120 140 160 180 200
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50

m/z-->

Abundance Scan 2029 (14.758 min): BG019844.D (-1979) (-)
162

80
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Abundance Ion 164.00 (163.70 to 164.70): BG019844.D

 14.76

Ion 162.00 (161.70 to 162.70): BG019844.D
Ion 160.00 (159.70 to 160.70): BG019844.D
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#41
2,4,6-Tribromophenol
Concen:  139.72 ng  
RT: 16.24 min  Scan# 2282
Delta R.T.   -0.00 min
Lab File:   BG019844.D
Acq:  2 Dec 2015  21:17    

Tgt Ion:330 Resp:  131275
Ion  Ratio  Lower  Upper
330  100
332   95.8   78.1  117.1 
141   39.5   28.2   42.2 

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 2282 (16.246 min): BG019836.D (-2275) (-)
330

62

141

222
25091 17237 117 197 301281

50 100 150 200 250 300
0

50

m/z-->

Abundance
330

62

143

222
25091 17037 117 197 301

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 2282 (16.245 min): BG019844.D (-2231) (-)
330

62

143

222
25091 17037 117 197 301

16.15 16.20 16.25 16.30

0

20000

40000

60000

80000

100000

120000

Time-->

Abundance Ion 329.80 (329.50 to 330.50): BG019844.D

 16.24

Ion 331.80 (331.50 to 332.50): BG019844.D
Ion 141.00 (140.70 to 141.70): BG019844.D

#44
2-Fluorobiphenyl
Concen:   83.21 ng   
RT: 13.39 min  Scan# 1796
Delta R.T.   -0.00 min
Lab File:   BG019844.D
Acq:  2 Dec 2015  21:17    

Tgt Ion:172 Resp:  374225
Ion  Ratio  Lower  Upper
172  100
171   38.0   29.0   43.6 
170   24.7   19.9   29.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1796 (13.390 min): BG019836.D (-1788) (-)
172

14685 120 13350 7463 1579839 109 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
172

14685 1336350 74 120 1579839 109 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1796 (13.389 min): BG019844.D (-1745) (-)
172

14685 1336350 74 120 1579839 109 207

13.30 13.35 13.40 13.45

0

100000

200000

300000

Time-->

Abundance Ion 172.00 (171.70 to 172.70): BG019844.D

 13.39

Ion 171.00 (170.70 to 171.70): BG019844.D
Ion 170.00 (169.70 to 170.70): BG019844.D
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#63
Phenanthrene-d10
Concen:   20.00 ng   
RT: 17.50 min  Scan# 2496
Delta R.T.   -0.01 min
Lab File:   BG019844.D
Acq:  2 Dec 2015  21:17    

Tgt Ion:188 Resp:  179739
Ion  Ratio  Lower  Upper
188  100
 94    7.1    7.7   11.5#
 80    8.9    7.8   11.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2497 (17.509 min): BG019836.D (-2489) (-)
188

16080
64 132100 20742 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
188

16080
54 132 20711238

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2496 (17.502 min): BG019844.D (-2446) (-)
188

16080
52 132106 207

17.45 17.50 17.55

0

50000

100000

150000

Time-->

Abundance Ion 188.00 (187.70 to 188.70): BG019844.D

 17.50

Ion  94.00 (93.70 to 94.70): BG019844.D
Ion  80.00 (79.70 to 80.70): BG019844.D

#75
Chrysene-d12
Concen:   20.00 ng   
RT: 21.79 min  Scan# 3225
Delta R.T.   -0.01 min
Lab File:   BG019844.D
Acq:  2 Dec 2015  21:17    

Tgt Ion:240 Resp:  225987
Ion  Ratio  Lower  Upper
240  100
120    7.1    7.4   11.0#
236   25.1   20.7   31.1 

Ref

Raw

Sub

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 3226 (21.792 min): BG019836.D (-3218) (-)
240

118 2129266 18014642 268 327 356 401295

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance
240

207
118 28192 18414744 67 327 355

50 100 150 200 250 300 350 400
0

50

m/z-->

Abundance Scan 3225 (21.785 min): BG019844.D (-3175) (-)
240

118 21292 15618064 267 355

21.70 21.80

0

50000

100000

150000

200000

Time-->

Abundance Ion 240.00 (239.70 to 240.70): BG019844.D

 21.79

Ion 120.00 (119.70 to 120.70): BG019844.D
Ion 236.00 (235.70 to 236.70): BG019844.D
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#78
Terphenyl-d14
Concen:   88.49 ng   
RT: 20.11 min  Scan# 2940
Delta R.T.   -0.00 min
Lab File:   BG019844.D
Acq:  2 Dec 2015  21:17    

Tgt Ion:244 Resp:  819824
Ion  Ratio  Lower  Upper
244  100
212    8.3    6.9   10.3 
122    8.6   10.2   15.2#

Ref

Raw

Sub

50 100 150 200 250 300 350
0

50

m/z-->

Abundance Scan 2940 (20.112 min): BG019836.D (-2933) (-)
244

212122 16054 78 184100 281 327

50 100 150 200 250 300 350
0

50

m/z-->

Abundance
244

160122 21254 82 184 267 355101

50 100 150 200 250 300 350
0

50

m/z-->

Abundance Scan 2940 (20.111 min): BG019844.D (-2889) (-)
244

122 160 21266 94 18442 281 341

20.10 20.20

0

200000

400000

600000

800000

Time-->

Abundance Ion 244.00 (243.70 to 244.70): BG019844.D

 20.11

Ion 212.00 (211.70 to 212.70): BG019844.D
Ion 122.00 (121.70 to 122.70): BG019844.D

#86
Perylene-d12
Concen:   20.00 ng   
RT: 25.09 min  Scan# 3788
Delta R.T.   -0.00 min
Lab File:   BG019844.D
Acq:  2 Dec 2015  21:17    

Tgt Ion:264 Resp:  210301
Ion  Ratio  Lower  Upper
264  100
260   24.7   18.5   27.7 
265   22.3   17.2   25.8 

Ref

Raw

Sub

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 3788 (25.094 min): BG019836.D (-3775) (-)
264

132
232104 20466 325 430 489401 461160 295 35639

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance
264

207

132
73 234103 17743 355

50 100 150 200 250 300 350 400 450
0

50

m/z-->

Abundance Scan 3788 (25.093 min): BG019844.D (-3737) (-)
264

132 23286 20445 160 355

25.00 25.10 25.20

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion 264.00 (263.70 to 264.70): BG019844.D

 25.09

Ion 260.00 (259.70 to 260.70): BG019844.D
Ion 265.00 (264.70 to 265.70): BG019844.D
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