
Response Factor Report  G1314A

  Method   : Z:\HPCHEM1\HPLC_N\METHODS\HN0107NG.M
  Title    :  
  Last Update  : Wed Dec 03 06:03:01 2014

  Calibration Files
  50     =HN007206.D   20     =HN007207.D   10     =HN007208.D
  5      =HN007209.D   1      =HN007210.D   0.5    =HN007211.D

       Compound              50    20    10    5     1     0.5  Avg       %RSD
---------------------------------------------------------------------------

  1) S   4-Nitroaniline      4.142 4.159 4.157 4.215 4.099 4.220 4.165 E6   1.10 
  2) T   Nitroglycerin       8.487 8.571 8.613 9.022 8.869 9.836 8.900 E6   5.63 
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