
                                         Evaluate Continuing Calibration Report

 

  Data Path : Z:\HPCHEM1\HPLC_N\Data\HN102214\

  Data File : HN006473.D                                          

  Signal(s) : Signal #1: VWD1A.CH  Signal #2: VWD1A.CH

  Acq On    : 22-Oct-2014, 12:21

  Operator  : HNP

  Sample    : HSTDCC0500

  Misc      :  

  ALS Vial  : 1   Sample Multiplier: 1

 

  Integration File signal 1: autoint1.e

  Integration File signal 2: autoint2.e

  Quant Time: Oct 22 12:58:08 2014

  Quant Method : Z:\HPCHEM1\HPLC_N\METHODS\HN100214.M

  Quant Title  :  

  QLast Update : Fri Oct 17 14:52:14 2014

  Response via : Initial Calibration

  Integrator: ChemStation

 

  Volume Inj.     : 50 ul

  Signal #1 Phase : ZORBAX Extend-C18 Signal #2 Phase:  

  Signal #1 Info  : 4.6 X 100mm 3.5-M Signal #2 Info :  

 

 

  Min. RRF     :   0.000  Min. Rel. Area :  50%  Max. R.T. Dev  0.50min

  Max. RRF Dev :  25%     Max. Rel. Area : 150%

 

        Compound                      AvgRF   CCRF       %Dev  Area% Dev(Min)

  -------------------------------------------------------------------------

  1 S   4-Nitroaniline                3.407   4.273 E3  -25.4#  135   0.00 

  2 T   HMX                           4.508   4.280 E3    5.1   106   0.00 

  3 T   RDX                           5.243   5.263 E3   -0.4   111   0.00 

  4 T   1,3,5-Trinitrobenzene        10.736  10.894 E3   -1.5   113   0.00 

  5 T   1,3-Dinitrobenzene           16.315  16.640 E3   -2.0   114   0.00 

  6 T   3,5-Dinitroaniline           11.627  12.043 E3   -3.6   115   0.00 

  7 T   Nitrobenzene                 10.071  10.065 E3    0.1   111   0.00 

  8 T   Tetryl                        6.478   6.546 E3   -1.0   105   0.00 

  9 T   2,4,6-Trinitrotoluene        10.969  10.599 E3    3.4   111   0.00 

 10 T   2-Amino-4,6-dinitrotoluene   11.512  11.168 E3    3.0   111   0.00 

 11 T   4-Amino-2,6-dinitrotoluene    6.122   6.671 E3   -9.0   117   0.00 

 12 T   2,4-Dinitrotoluene           15.417  15.707 E3   -1.9   116   0.01 

 13 T   2,6-Dinitrotoluene            8.329   8.520 E3   -2.3   114   0.02 

 14 T   2-Nitrotoluene                6.568   6.661 E3   -1.4   115   0.04 

 15 T   4-Nitrotoluene                5.357   5.529 E3   -3.2   113   0.04 

 16 T   3-Nitrotoluene                6.906   7.165 E3   -3.8   117   0.06 

 17 T   PETN                          7.461   8.449 E3  -13.2   130   0.07 

 

                                   Evaluate Continuing Calibration Report - Not Founds

 

 --------------------------------------------------------------------------

 

    (#) = Out of Range               SPCC's out = 0  CCC's out = 0
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