
                                                    LSC Area Percent Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_N\Data\BN041423\
  Data File : BN024942.D                                          
  Acq On    : 15 Apr 2023  20:07
  Operator  : CG/JU
  Sample    : PB152129BL
  Misc      :  
  ALS Vial  : 91   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 0.1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\svoasrv\HPCHEM1\BNA_N\Methods\SFAM‐EPA‐BN041023.M
  Title     : SVOA CALIBRATION
 
  Signal     : TIC: BN024942.D\data.ms
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ‐‐‐  ‐‐‐‐‐ ‐‐‐‐‐ ‐‐‐‐ ‐‐‐‐ ‐‐‐  ‐‐‐‐‐‐‐   ‐‐‐‐‐‐‐  ‐‐‐‐‐‐  ‐‐‐‐‐‐‐
  1   3.305    16   20   31 rVB    92341    143501   1.50%   0.151%
  2   3.752    93   96  114 rBV   113162    255600   2.67%   0.268%
  3   4.064   145  149  154 rBV    21180     30946   0.32%   0.032%
  4   7.093   657  664  682 rVB  1750162   2745175  28.72%   2.883%
  5   7.263   685  693  704 rVB  1332840   2087583  21.84%   2.192%
 
  6   7.463   719  727  742 rBV  1623215   2653140  27.76%   2.786%
  7   7.934   800  807  816 rBV  1272475   2048836  21.44%   2.151%
  8   8.646   919  928  940 rBV  2074796   3272820  34.24%   3.437%
  9   9.105   998 1006 1018 rBV  1660972   2709416  28.35%   2.845%
 10   9.828  1122 1129 1140 rBV  1429949   2280154  23.86%   2.394%
 
 11  10.363  1213 1220 1236 rBV  1974048   3244950  33.95%   3.407%
 12  10.746  1274 1285 1298 rVB  1854398   3070197  32.12%   3.224%
 13  10.893  1304 1310 1322 rBV   135418    261302   2.73%   0.274%
 14  11.534  1414 1419 1429 rVB8    7689     18260   0.19%   0.019%
 15  12.334  1551 1555 1565 rVB    31785     53623   0.56%   0.056%
 
 16  13.557  1758 1763 1767 rVB6    6040      9725   0.10%   0.010%
 17  13.987  1830 1836 1848 rBV  3543005   4864609  50.90%   5.108%
 18  14.275  1877 1885 1900 rBV  3827340   5568944  58.27%   5.848%
 19  14.581  1930 1937 1946 rBV  2781098   4060058  42.48%   4.263%
 20  14.775  1963 1970 1995 rBV  1923251   2865523  29.98%   3.009%
 
 21  15.569  2099 2105 2119 rBV  4824358   6956691  72.79%   7.305%
 22  15.687  2119 2125 2135 rBV  2028806   2711848  28.37%   2.848%
 23  15.810  2142 2146 2151 rVB2   25597     36007   0.38%   0.038%
 24  16.081  2188 2192 2199 rVB4   14649     21401   0.22%   0.022%
 25  17.116  2362 2368 2372 rBV5    7589     10841   0.11%   0.011%
 
 26  17.328  2397 2404 2414 rBV  3531066   4931172  51.59%   5.178%
 27  17.428  2414 2421 2436 rVV  5559819   7850150  82.13%   8.243%
 28  17.998  2514 2518 2520 rBV5    7776     10740   0.11%   0.011%
 29  18.210  2551 2554 2559 rVB7    6643     10270   0.11%   0.011%
 30  19.286  2732 2737 2743 rVB    64837     95184   1.00%   0.100%
 
 31  19.351  2744 2748 2754 rVV    61605     89229   0.93%   0.094%
 32  19.639  2795 2797 2801 rVB5   10087      9923   0.10%   0.010%
 33  19.722  2805 2811 2821 rVV  6926286   9139168  95.62%   9.597%
 34  21.522  3111 3117 3123 rBV  4341997   5547684  58.04%   5.826%
 35  23.821  3500 3508 3521 rBV  4715991   9557844 100.00%  10.037%
 
 36  23.968  3526 3533 3552 rVB2 2782653   5710234  59.74%   5.996%
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                                                    LSC Area Percent Report
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_N\Data\BN041423\
  Data File : BN024942.D                                          
  Acq On    : 15 Apr 2023  20:07
  Operator  : CG/JU
  Sample    : PB152129BL
  Misc      :  
  ALS Vial  : 91   Sample Multiplier: 1
 
  Integration Parameters: LSCINT.P
  Integrator: RTE
  Smoothing : OFF                            Filtering: 5
  Sampling  : 1                               Min Area: 0.1 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\svoasrv\HPCHEM1\BNA_N\Methods\SFAM‐EPA‐BN041023.M
  Title     : SVOA CALIBRATION
 
 37  24.592  3636 3639 3647 rVB2  171553    297666   3.11%   0.313%
 
 
                        Sum of corrected areas:    95230414
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                                          LSC Report ‐ Integrated Chromatogram

  Data Path : Z:\svoasrv\HPCHEM1\BNA_N\Data\BN041423\
  Data File : BN024942.D                                          
  Acq On    : 15 Apr 2023  20:07
  Operator  : CG/JU
  Sample    : PB152129BL
  Misc      :  
  ALS Vial  : 91   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_N\Methods\SFAM‐EPA‐BN041023.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\Database\NIST20.L
  TIC Integration Parameters: LSCINT.P
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                                             Library Search Compound Report

  Data Path : Z:\svoasrv\HPCHEM1\BNA_N\Data\BN041423\
  Data File : BN024942.D                                          
  Acq On    : 15 Apr 2023  20:07
  Operator  : CG/JU
  Sample    : PB152129BL
  Misc      :  
  ALS Vial  : 91   Sample Multiplier: 1

  Quant Method : Z:\svoasrv\HPCHEM1\BNA_N\Methods\SFAM‐EPA‐BN041023.M
  Quant Title  : SVOA CALIBRATION

  TIC Library   : C:\Database\NIST20.L
  TIC Integration Parameters: LSCINT.P

No Library Search Compounds Detected
*********************************************************************
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                                      Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\svoasrv\HPCHEM1\BNA_N\Data\BN041423\
  Data File : BN024942.D                                          
  Acq On    : 15 Apr 2023  20:07
  Operator  : CG/JU
  Sample    : PB152129BL
  Misc      :  
  ALS Vial  : 91   Sample Multiplier: 1
 
  Quant Method : Z:\svoasrv\HPCHEM1\BNA_N\Methods\SFAM‐EPA‐BN041023.M
  Quant Title  : SVOA CALIBRATION
 
  TIC Library   : C:\Database\NIST20.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |‐‐Internal Standard‐‐‐|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
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