
                                     LSC Area Percent Report
 
  Data Path : Z:\HPCHEM1\BNA_N\DATA\BN040918\
  Data File : BN000725.D                                          
  Acq On    : 10 Apr 2018  00:18
  Operator  : JU/SJ
  Sample    : J2292-02
  Misc      :  
  ALS Vial  : 20   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\HPCHEM1\BNA_N\METHODS\8270-BN040918.M
  Title     : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  Signal    : TIC
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   4.811   306  310  319 rVB    72345     99169   1.06%   0.221%
  2   5.258   380  386  395 rBV  1049097   1448357  15.54%   3.231%
  3   6.810   643  650  661 rBV   608945    921360   9.88%   2.056%
  4   7.169   704  711  721 rBV  1958171   3056089  32.78%   6.819%
  5   7.634   783  790  797 rBV   688274   1045709  11.22%   2.333%
 
  6   7.952   836  844  852 rVB  2774119   4375577  46.93%   9.763%
  7   8.781   977  985  998 rBV  2200899   3507885  37.63%   7.827%
  8  10.398  1253 1260 1267 rBV   935434   1515617  16.26%   3.382%
  9  12.887  1676 1683 1690 rBV  5248790   7862237  84.33%  17.542%
 10  13.728  1821 1826 1832 rBV   134170    173085   1.86%   0.386%
 
 11  14.263  1911 1917 1926 rVV2 1248047   1909523  20.48%   4.260%
 12  15.151  2063 2068 2074 rVB    98189    115637   1.24%   0.258%
 13  15.757  2165 2171 2182 rVB  2503281   3478617  37.31%   7.761%
 14  16.016  2210 2215 2218 rBV    89702    110852   1.19%   0.247%
 15  17.010  2378 2384 2394 rBV2 1588620   2179377  23.38%   4.863%
 
 16  17.933  2536 2541 2550 rBV   113972    173208   1.86%   0.386%
 17  19.227  2756 2761 2775 rBV    75648    112104   1.20%   0.250%
 18  19.663  2829 2835 2840 rBV  7407022   9322662 100.00%  20.800%
 19  21.216  3093 3099 3109 rBV  1712632   2139385  22.95%   4.773%
 20  23.404  3464 3471 3486 rVB2  669008   1273607  13.66%   2.842%
 
 
 
                        Sum of corrected areas:    44820057
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                              LSC Report - Integrated Chromatogram

  Data Path : Z:\HPCHEM1\BNA_N\DATA\BN040918\
  Data File : BN000725.D                                          
  Acq On    : 10 Apr 2018  00:18
  Operator  : JU/SJ
  Sample    : J2292-02
  Misc      :  
  ALS Vial  : 20   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_N\METHODS\8270-BN040918.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report

  Data Path : Z:\HPCHEM1\BNA_N\DATA\BN040918\
  Data File : BN000725.D                                          
  Acq On    : 10 Apr 2018  00:18
  Operator  : JU/SJ
  Sample    : J2292-02
  Misc      :  
  ALS Vial  : 20   Sample Multiplier: 1

  Quant Method : Z:\HPCHEM1\BNA_N\METHODS\8270-BN040918.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION

  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P

*********************************************************************
Peak Number  1  unknown7.17                     Concentration Rank  2

  R.T.   EstConc           Area       Relative to ISTD         R.T.
---------------------------------------------------------------------
  7.17   58.45 ng        3056090   1,4-Dichlorobenzene-d4      7.63

 Hit# of  5    Tentative ID             MW  MolForm       CAS#       Qual
---------------------------------------------------------------------
 1 3-Chloro-6-fluoro-pyrazine          132 C4H2ClFN2      1000146-10-7 16
 2 Tranylcypromine-propionyl           189 C12H15NO       1000123-86-3 10
 3 Bicyclo[4.2.0]octa-1,3,5-triene,... 132 C10H12         028749-81-7 9 
 4 Xenon                               132 Xe             007440-63-3 9 
 5 4-Chloro-2-fluoro-pyrimidine        132 C4H2ClFN2      051422-00-5 9 
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                          Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\HPCHEM1\BNA_N\DATA\BN040918\
  Data File : BN000725.D                                          
  Acq On    : 10 Apr 2018  00:18
  Operator  : JU/SJ
  Sample    : J2292-02
  Misc      :  
  ALS Vial  : 20   Sample Multiplier: 1
 
  Quant Method : Z:\HPCHEM1\BNA_N\METHODS\8270-BN040918.M
  Quant Title  : ASP BNA STANDARDS FOR 5 POINT CALIBRATION
 
  TIC Library   : C:\Database\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
unknown7.17            7.17    58.5 ng    3056090  1   7.63 1045710  20.0
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