
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_D\DATA\VD062118\
  Data File : VD058277.D                                          
  Acq On    : 22 Jun 2018   4:48
  Operator  : VA/AP
  Sample    : J3622-16RE
  Misc      : 5.48g/5ml/MSVOA_D/SOIL
  ALS Vial  : 36   Sample Multiplier: 1
 
  Quant Time: Jun 22 06:20:21 2018
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_D\METHOD\82D061918S.M
  Quant Title  : SW846 8260
  QLast Update : Wed Jun 20 05:52:56 2018
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Pentafluorobenzene           5.63  168      958    50.00 ug/l    0.00
    34) 1,4-Difluorobenzene          6.70  114     2877    50.00 ug/l    0.00
    63) Chlorobenzene-d5            10.69  117     2424    50.00 ug/l    0.00
    72) 1,4-Dichlorobenzene-d4      12.91  152     1201    50.00 ug/l    0.00
 
   System Monitoring Compounds                                        
    33) 1,2-Dichloroethane-d4        6.03   65     1378   142.41 ug/l    0.01  
     Spiked Amount     50.000                      Recovery   =  284.82%
    35) Dibromofluoromethane         5.53  113      393    16.78 ug/l   -0.01  
     Spiked Amount     50.000                      Recovery   =   33.56%
    50) Toluene-d8                   8.71   98     2767    48.84 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   97.68%
    62) 4-Bromofluorobenzene        11.93   95     1111    48.01 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   96.02%
 
   Target Compounds                                                   Qvalue
     6) Chloroethane                 1.86   64      408    Below Cal  #    41
    16) Acetone                      2.61   43      642   485.137 ug/l #    62
    36) 1,1-Dichloropropene          5.63   75      221     7.765 ug/l #    43
    43) Isopropyl Acetate            7.77   43      210     9.714 ug/l #    48
    81) trans-1,4-Dichloro-2-buten  11.93   75      552   129.073 ug/l #     1
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT: 5.63 min  Scan# 549
Delta R.T.   -0.00 min
Lab File:   VD058277.D
Acq: 22 Jun 2018   4:48    

Tgt Ion:168 Resp:     958
Ion  Ratio  Lower  Upper
168  100
 99   75.6   41.1   61.7#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0
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Abundance Scan 550 (5.638 min): VD058198.D (-542) (-)
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Abundance Scan 549 (5.633 min): VD058277.D (-529) (-)
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Abundance Ion 167.90 (167.60 to 168.60): VD058277.D

  5.63

Ion  98.95 (98.65 to 99.65): VD058277.D

#6
Chloroethane
Concen:   Below Cal    
RT: 1.86 min  Scan# 166
Delta R.T.   -0.01 min
Lab File:   VD058277.D
Acq: 22 Jun 2018   4:48    

Tgt Ion: 64 Resp:     408
Ion  Ratio  Lower  Upper
 64  100
 66    0.0   27.3   40.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 168 (1.877 min): VD058198.D (-163) (-)
64
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44
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Abundance Scan 166 (1.862 min): VD058277.D (-147) (-)
44
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Abundance Ion  63.95 (63.65 to 64.65): VD058277.D

  1.86

Ion  65.90 (65.60 to 66.60): VD058277.D
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#16
Acetone
Concen:  485.137 ug/l  
RT: 2.61 min  Scan# 242
Delta R.T.   0.01 min
Lab File:   VD058277.D
Acq: 22 Jun 2018   4:48    

Tgt Ion: 43 Resp:     642
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   12.7   19.1#

Ref

Raw

Sub
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m/z-->

Abundance Scan 242 (2.606 min): VD058198.D (-233) (-)
43
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Abundance Scan 242 (2.611 min): VD058277.D (-221) (-)
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Abundance Ion  42.95 (42.65 to 43.65): VD058277.D

  2.61

Ion  57.95 (57.65 to 58.65): VD058277.D

#33
1,2-Dichloroethane-d4
Concen:    N.D. ug/l  
RT: 6.03 min  Scan# 589
Delta R.T.   0.01 min
Lab File:   VD058277.D
Acq: 22 Jun 2018   4:48    

Tgt Ion: 65 Resp:    1378
Ion  Ratio  Lower  Upper
 65  100
 67    0.0    0.0   97.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150
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m/z-->

Abundance Scan 588 (6.012 min): VD058198.D (-581) (-)
78
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Abundance Scan 589 (6.027 min): VD058277.D (-567) (-)
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Abundance Ion  64.95 (64.65 to 65.65): VD058277.D

  6.03

Ion  66.90 (66.60 to 67.60): VD058277.D
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#34
1,4-Difluorobenzene
Concen:   50.000 ug/l  
RT: 6.70 min  Scan# 657
Delta R.T.   0.01 min
Lab File:   VD058277.D
Acq: 22 Jun 2018   4:48    

Tgt Ion:114 Resp:    2877
Ion  Ratio  Lower  Upper
114  100
 63   27.7    0.0   42.6 
 88    0.0    0.0   40.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
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50

m/z-->

Abundance Scan 657 (6.691 min): VD058198.D (-650) (-)
114

63 88
5750 75 948137 6944
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Abundance Scan 657 (6.696 min): VD058277.D (-606) (-)
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Time-->

Abundance Ion 114.00 (113.70 to 114.70): VD058277.D

  6.70

Ion  62.95 (62.65 to 63.65): VD058277.D
Ion  87.90 (87.60 to 88.60): VD058277.D

#35
Dibromofluoromethane
Concen:   50.000 ug/l  
RT: 5.53 min  Scan# 539
Delta R.T.   -0.01 min
Lab File:   VD058277.D
Acq: 22 Jun 2018   4:48    

Tgt Ion:113 Resp:     393
Ion  Ratio  Lower  Upper
113  100
111    0.0   80.6  121.0#
192    0.0   17.8   26.6#

Ref

Raw

Sub
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m/z-->

Abundance Scan 541 (5.549 min): VD058198.D (-533) (-)
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Abundance Scan 539 (5.534 min): VD058277.D (-520) (-)
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Abundance Ion 112.90 (112.60 to 113.60): VD058277.D

  5.53

Ion 110.90 (110.60 to 111.60): VD058277.D
Ion 191.80 (191.50 to 192.50): VD058277.D
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#36
1,1-Dichloropropene
Concen:    7.765 ug/l  
RT: 5.63 min  Scan# 549
Delta R.T.   -0.11 min
Lab File:   VD058277.D
Acq: 22 Jun 2018   4:48    

Tgt Ion: 75 Resp:     221
Ion  Ratio  Lower  Upper
 75  100
110    0.0   15.4   46.4#
 77    0.0   25.4   38.2#

Ref

Raw

Sub
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Abundance Scan 561 (5.746 min): VD058198.D (-554) (-)
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Abundance Scan 549 (5.633 min): VD058277.D (-540) (-)
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Abundance Ion  75.00 (74.70 to 75.70): VD058277.D

  5.63

Ion 109.90 (109.60 to 110.60): VD058277.D
Ion  76.95 (76.65 to 77.65): VD058277.D

#43
Isopropyl Acetate
Concen:    9.714 ug/l  
RT: 7.77 min  Scan# 766
Delta R.T.   0.15 min
Lab File:   VD058277.D
Acq: 22 Jun 2018   4:48    

Tgt Ion: 43 Resp:     210
Ion  Ratio  Lower  Upper
 43  100
 61    0.0   21.8   32.6#
 87    0.0    0.3    0.5#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 751 (7.616 min): VD058198.D (-746) (-)
43
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38 82 8755 94
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Abundance
44
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50

m/z-->

Abundance Scan 766 (7.769 min): VD058277.D (-700) (-)
43

7.74 7.76 7.78 7.80
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Time-->

Abundance Ion  42.95 (42.65 to 43.65): VD058277.D

  7.77

Ion  60.95 (60.65 to 61.65): VD058277.D
Ion  87.00 (86.70 to 87.70): VD058277.D
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#50
Toluene-d8
Concen:    N.D. ug/l  
RT: 8.71 min  Scan# 862
Delta R.T.   0.01 min
Lab File:   VD058277.D
Acq: 22 Jun 2018   4:48    

Tgt Ion: 98 Resp:    2767
Ion  Ratio  Lower  Upper
 98  100
100   86.6   53.6   80.4#

Ref

Raw

Sub
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0
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m/z-->

Abundance Scan 862 (8.709 min): VD058198.D (-855) (-)
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Abundance Scan 862 (8.714 min): VD058277.D (-841) (-)
98
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Time-->

Abundance Ion  98.05 (97.75 to 98.75): VD058277.D

  8.71

Ion 100.05 (99.75 to 100.75): VD058277.D

#62
4-Bromofluorobenzene
Concen:    N.D. ug/l  
RT: 11.93 min  Scan# 1189
Delta R.T.   0.01 min
Lab File:   VD058277.D
Acq: 22 Jun 2018   4:48    

Tgt Ion: 95 Resp:    1111
Ion  Ratio  Lower  Upper
 95  100
174   64.5    0.0  170.2 
176    0.0    0.0  164.6 

Ref

Raw

Sub
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m/z-->

Abundance Scan 1189 (11.928 min): VD058198.D (-1185) (-)
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Abundance Scan 1189 (11.933 min): VD058277.D (-1168) (-)
9575
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Time-->

Abundance Ion  95.00 (94.70 to 95.70): VD058277.D

 11.93

Ion 173.90 (173.60 to 174.60): VD058277.D
Ion 175.90 (175.60 to 176.60): VD058277.D
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#63
Chlorobenzene-d5
Concen:   50.000 ug/l  
RT: 10.69 min  Scan# 1063
Delta R.T.   0.01 min
Lab File:   VD058277.D
Acq: 22 Jun 2018   4:48    

Tgt Ion:117 Resp:    2424
Ion  Ratio  Lower  Upper
117  100
 82   57.6   47.0   70.6 
119   45.7   25.3   37.9#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1063 (10.688 min): VD058198.D (-1057) (-)
117
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Abundance Scan 1063 (10.693 min): VD058277.D (-1042) (-)
117
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Time-->

Abundance Ion 116.95 (116.65 to 117.65): VD058277.D

 10.69

Ion  82.05 (81.75 to 82.75): VD058277.D
Ion 118.95 (118.65 to 119.65): VD058277.D

#72
1,4-Dichlorobenzene-d4
Concen:   50.000 ug/l  
RT: 12.91 min  Scan# 1288
Delta R.T.   -0.00 min
Lab File:   VD058277.D
Acq: 22 Jun 2018   4:48    

Tgt Ion:152 Resp:    1201
Ion  Ratio  Lower  Upper
152  100
115   45.4   25.1   75.3 
150  136.0    0.0  308.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 1289 (12.913 min): VD058198.D (-1284) (-)
150

115
52 78

38 8761 13499 107 124
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50
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Abundance
150

44 1157852
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0

50
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Abundance Scan 1288 (12.908 min): VD058277.D (-1268) (-)
150

40 1157852

12.90 12.95

0

500

1000

1500

2000

Time-->

Abundance Ion 151.90 (151.60 to 152.60): VD058277.D

 12.91

Ion 115.00 (114.70 to 115.70): VD058277.D
Ion 149.90 (149.60 to 150.60): VD058277.D
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#81
trans-1,4-Dichloro-2-butene
Concen:  129.073 ug/l  
RT: 11.93 min  Scan# 1189
Delta R.T.   0.09 min
Lab File:   VD058277.D
Acq: 22 Jun 2018   4:48    

Tgt Ion: 75 Resp:     552
Ion  Ratio  Lower  Upper
 75  100
 53    0.0  100.8  151.2#
 89    0.0   34.6   52.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1180 (11.840 min): VD058198.D (-1177) (-)
53 88
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12498
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50
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Abundance
957544
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0

50

m/z-->

Abundance Scan 1189 (11.933 min): VD058277.D (-1159) (-)
9575
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Time-->

Abundance Ion  75.00 (74.70 to 75.70): VD058277.D

 11.93

Ion  53.00 (52.70 to 53.70): VD058277.D
Ion  89.00 (88.70 to 89.70): VD058277.D
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