
                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_D\Data\VD082321\
  Data File : VD070227.D                                          
  Acq On    : 23 Aug 2021  18:16
  Operator  : VA/SY
  Sample    : M3514‐01
  Misc      : 5.00G/5.00ml/MSVOA_D/SOIL
  ALS Vial  : 17   Sample Multiplier: 1
 
  Quant Time: Aug 24 01:32:16 2021
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_D\Method\82D081321S.M
  Quant Title  : SW846 8260
  QLast Update : Sat Aug 14 02:33:51 2021
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Pentafluorobenzene          7.973  168    46436    50.000 ug/l     0.00
    34) 1,4‐Difluorobenzene         8.861  114    87535    50.000 ug/l     0.00
    63) Chlorobenzene‐d5           11.638  117    94655    50.000 ug/l     0.00
    72) 1,4‐Dichlorobenzene‐d4     13.567  152    40058    50.000 ug/l     0.00
 
   System Monitoring Compounds                                        
    33) 1,2‐Dichloroethane‐d4       8.326   65    47768    87.461 ug/l    0.00  
     Spiked Amount     50.000   Range  50 ‐ 163    Recovery   =  174.920%#
    35) Dibromofluoromethane        7.909  113    31760    56.159 ug/l    0.00  
     Spiked Amount     50.000   Range  54 ‐ 147    Recovery   =  112.320% 
    50) Toluene‐d8                 10.338   98   111630    50.750 ug/l    0.00  
     Spiked Amount     50.000   Range  49 ‐ 140    Recovery   =  101.500% 
    62) 4‐Bromofluorobenzene       12.620   95    37447    51.687 ug/l    0.00  
     Spiked Amount     50.000   Range  25 ‐ 144    Recovery   =  103.380% 
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane     1.985   85      428    Below Cal      100
     3) Chloromethane               2.209   50     1606    Below Cal  #    59
     4) Vinyl Chloride              2.338   62     1327     1.689 ug/l #    75
     5) Bromomethane                2.785   94     3493     4.180 ug/l      89
     6) Chloroethane                2.926   64      686     1.366 ug/l #    78
     7) Trichlorofluoromethane      3.279  101     1164     1.233 ug/l #    70
    10) Methyl Iodide               4.297  142     1647     3.000 ug/l #    68
    13) Acrolein                    3.926   56       64     1.841 ug/l #    58
    16) Acetone                     4.179   43     1882    18.706 ug/l #    41
    20) Methylene Chloride          4.956   84     9254     6.385 ug/l #    80
    29) Tetrahydrofuran             7.567   42      122     1.355 ug/l #    32
    31) Cyclohexane                 7.979   56     2358     2.181 ug/l #    71
    38) Carbon Tetrachloride        7.979  117     5243     6.133 ug/l #    24
    39) Methylcyclohexane           9.361   83     1218     1.111 ug/l #    52
    44) Trichloroethene             9.108  130     3781     5.730 ug/l      59
    49) 1,4‐Dioxane                 9.467   88       62    16.533 ug/l #     1
    51) 4‐Methyl‐2‐Pentanone       10.220   43      385     1.160 ug/l #    53
    59) 2‐Hexanone                 10.979   43      480     2.159 ug/l #    21
    68) m/p‐Xylenes                11.849  106     1359     1.003 ug/l #    61
    76) 1,2,3‐Trichloropropane     12.626   75    18902    46.529 ug/l #     1
    81) trans‐1,4‐Dichloro‐2‐b...  12.626   75    18902   120.772 ug/l #    17
    93) 1,2,4‐Trichlorobenzene     15.143  180      891     1.357 ug/l      78
    94) Hexachlorobutadiene        15.255  225      422     1.088 ug/l      96
    95) Naphthalene                15.385  128     2038     1.706 ug/l #    69
    96) 1,2,3‐Trichlorobenzene     15.573  180      884     1.543 ug/l #    12
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT:   7.973 min  Scan# 1029
Delta R.T.  ‐0.006 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion:168 Resp:   46436
Ion  Ratio  Lower  Upper
168  100
 99   61.5   50.3   75.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1030 (7.979 min): VD070044.D\data.ms (-1
168.056.0 84.0

137.0

206.9106.9
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Abundance Scan 1029 (7.973 min): VD070227.D\data.ms
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#2
Dichlorodifluoromethane
Concen:   Below Cal    
RT:   1.985 min  Scan# 11
Delta R.T.  0.000 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 85 Resp:     428
Ion  Ratio  Lower  Upper
 85  100
 87   32.3   16.2   48.6 

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 11 (1.985 min): VD070044.D\data.ms (-4) (
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Abundance Scan 11 (1.985 min): VD070227.D\data.ms
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Abundance Scan 11 (1.985 min): VD070227.D\data.ms (-1) (
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 1.985
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#3
Chloromethane
Concen:   Below Cal    
RT:   2.209 min  Scan# 49
Delta R.T.  ‐0.000 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 50 Resp:    1606
Ion  Ratio  Lower  Upper
 50  100
 52   55.8   26.3   39.5#

Ref

Raw

Sub

30 40 50 60 70 80 90
0

50

m/z-->

Abundance Scan 49 (2.209 min): VD070044.D\data.ms (-40) 
50.0

37.0 80.1 91.164.1

30 40 50 60 70 80 90
0

50

m/z-->

Abundance Scan 49 (2.209 min): VD070227.D\data.ms
40.0

50.0

77.961.8
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0

50

m/z-->

Abundance Scan 49 (2.209 min): VD070227.D\data.ms (-1) (
50.0
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77.961.8
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0

500
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Abundance
 2.209

#4
Vinyl Chloride
Concen:    1.689 ug/l  
RT:   2.338 min  Scan# 71
Delta R.T.  ‐0.006 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 62 Resp:    1327
Ion  Ratio  Lower  Upper
 62  100
 64   45.9   25.7   38.5#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 72 (2.344 min): VD070044.D\data.ms (-64) 
62.0

234.991.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 71 (2.338 min): VD070227.D\data.ms
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50 100 150 200 250
0

50
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Abundance Scan 71 (2.338 min): VD070227.D\data.ms (-21) 
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#5
Bromomethane
Concen:    4.180 ug/l  
RT:   2.785 min  Scan# 147
Delta R.T.  0.023 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 94 Resp:    3493
Ion  Ratio  Lower  Upper
 94  100
 96   98.7   70.9  106.3 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 143 (2.762 min): VD070044.D\data.ms (-13
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46.9 218.9127.9
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Abundance Scan 147 (2.785 min): VD070227.D\data.ms
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Abundance Scan 147 (2.785 min): VD070227.D\data.ms (-92
95.9

56.0
202.7 259.8
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Abundance
 2.785

#6
Chloroethane
Concen:    1.366 ug/l  
RT:   2.926 min  Scan# 171
Delta R.T.  0.012 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 64 Resp:     686
Ion  Ratio  Lower  Upper
 64  100
 66   44.9   26.0   39.0#

Ref
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Abundance Scan 169 (2.915 min): VD070044.D\data.ms (-15
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Abundance Scan 171 (2.926 min): VD070227.D\data.ms (-11
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Abundance
 2.926
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#7
Trichlorofluoromethane
Concen:    1.233 ug/l  
RT:   3.279 min  Scan# 231
Delta R.T.  0.012 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion:101 Resp:    1164
Ion  Ratio  Lower  Upper
101  100
103   42.9   53.9   80.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 229 (3.268 min): VD070044.D\data.ms (-21
100.9
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Abundance Scan 231 (3.279 min): VD070227.D\data.ms
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Abundance Scan 231 (3.279 min): VD070227.D\data.ms (-17
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Abundance
 3.279

#10
Methyl Iodide
Concen:    3.000 ug/l  
RT:   4.297 min  Scan# 404
Delta R.T.  0.000 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion:142 Resp:    1647
Ion  Ratio  Lower  Upper
142  100
127   24.4   35.4   53.0#
141    0.0   12.1   18.1#

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 404 (4.297 min): VD070044.D\data.ms (-39
141.9

126.9

63.4 100.940.8
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Abundance Scan 404 (4.297 min): VD070227.D\data.ms
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Abundance Scan 404 (4.297 min): VD070227.D\data.ms (-35
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Abundance
 4.297
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#13
Acrolein
Concen:    1.841 ug/l  
RT:   3.926 min  Scan# 341
Delta R.T.  0.006 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 56 Resp:      64
Ion  Ratio  Lower  Upper
 56  100
 55  106.3   57.4   86.0#

Ref

Raw

Sub
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Abundance Scan 340 (3.920 min): VD070044.D\data.ms (-32
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Abundance Scan 341 (3.926 min): VD070227.D\data.ms
40.0

55.9

30 35 40 45 50 55 60 65 70 75 80 85 90
0

50

m/z-->

Abundance Scan 341 (3.926 min): VD070227.D\data.ms (-28
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Abundance
 3.926

#16
Acetone
Concen:   18.706 ug/l  
RT:   4.179 min  Scan# 384
Delta R.T.  0.024 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 43 Resp:    1882
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   26.8   40.2#

Ref
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Abundance Scan 380 (4.156 min): VD070044.D\data.ms (-36
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Abundance Scan 384 (4.179 min): VD070227.D\data.ms (-32
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Abundance
 4.179
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#20
Methylene Chloride
Concen:    6.385 ug/l  
RT:   4.956 min  Scan# 516
Delta R.T.  ‐0.006 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 84 Resp:    9254
Ion  Ratio  Lower  Upper
 84  100
 49   87.5   92.5  138.7#
 51   28.5   29.7   44.5#
 86   55.9   51.7   77.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 517 (4.962 min): VD070044.D\data.ms (-50
49.0 83.9

142.0 206.7
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Abundance Scan 516 (4.956 min): VD070227.D\data.ms
39.9
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206.8
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Abundance Scan 516 (4.956 min): VD070227.D\data.ms (-46
83.948.9

206.8
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1000
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Time-->

Abundance

 4.956

#29
Tetrahydrofuran
Concen:    1.355 ug/l  
RT:   7.567 min  Scan# 960
Delta R.T.  0.006 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 42 Resp:     122
Ion  Ratio  Lower  Upper
 42  100
 72    0.0   37.5   56.3#
 71    0.0   33.6   50.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 959 (7.561 min): VD070044.D\data.ms (-94
42.1

72.0
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94.9
207.1
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0

50

m/z-->

Abundance Scan 960 (7.567 min): VD070227.D\data.ms
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206.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 960 (7.567 min): VD070227.D\data.ms (-90
206.9

41.9

7.54 7.56 7.58

0

50

100

150

Time-->

Abundance
 7.567
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#31
Cyclohexane
Concen:    2.181 ug/l  
RT:   7.979 min  Scan# 1030
Delta R.T.  ‐0.006 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 56 Resp:    2358
Ion  Ratio  Lower  Upper
 56  100
 69   73.5   26.7   40.1#
 84   99.8   70.4  105.6 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1031 (7.985 min): VD070044.D\data.ms (-1
56.1 84.0 168.0

137.0118.0
35.1

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1030 (7.979 min): VD070227.D\data.ms
167.9

99.0

40.0 136.9118.075.1

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1030 (7.979 min): VD070227.D\data.ms (-9
167.9

99.0

136.9118.075.155.936.8

7.90 7.95 8.00

0

500

1000

Time-->

Abundance

 7.979

#33
1,2‐Dichloroethane‐d4
Concen:   87.461 ug/l  
RT:   8.326 min  Scan# 1089
Delta R.T.  0.000 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 65 Resp:   47768
Ion  Ratio  Lower  Upper
 65  100
 67   53.4    0.0  107.8 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1089 (8.326 min): VD070044.D\data.ms (-1
78.0

39.0
109.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1089 (8.326 min): VD070227.D\data.ms
65.0

101.9

281.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1089 (8.326 min): VD070227.D\data.ms (-1
65.0

101.9

281.1

8.30 8.40

0

5000

10000

15000

Time-->

Abundance
 8.326
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#34
1,4‐Difluorobenzene
Concen:   50.000 ug/l  
RT:   8.861 min  Scan# 1180
Delta R.T.  0.000 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion:114 Resp:   87535
Ion  Ratio  Lower  Upper
114  100
 63   22.6    0.0   43.6 
 88   14.2    0.0   33.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1180 (8.861 min): VD070044.D\data.ms (-1
114.0

63.0 88.0
50.0 75.037.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1180 (8.861 min): VD070227.D\data.ms
114.0

63.0
88.040.0 75.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1180 (8.861 min): VD070227.D\data.ms (-1
114.0

63.0
88.0

50.0 75.036.9

8.80 8.90

0

10000

20000

30000

40000

Time-->

Abundance
 8.861

#35
Dibromofluoromethane
Concen:   56.159 ug/l  
RT:   7.909 min  Scan# 1018
Delta R.T.  ‐0.006 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion:113 Resp:   31760
Ion  Ratio  Lower  Upper
113  100
111  105.1   81.8  122.6 
192   16.2   13.2   19.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1019 (7.914 min): VD070044.D\data.ms (-1
96.9

61.0

118.9 191.8
159.837.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1018 (7.909 min): VD070227.D\data.ms
112.9

40.0
80.8 191.7

161.7

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1018 (7.909 min): VD070227.D\data.ms (-9
112.9

80.8 191.7
161.743.9

7.80 7.90 8.00

0

5000

10000

Time-->

Abundance
 7.909
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#38
Carbon Tetrachloride
Concen:    6.133 ug/l  
RT:   7.979 min  Scan# 1030
Delta R.T.  ‐0.112 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion:117 Resp:    5243
Ion  Ratio  Lower  Upper
117  100
119   18.1   81.0  121.6#
121    0.0   25.0   37.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1049 (8.091 min): VD070044.D\data.ms (-1
118.9

75.0

39.0

165.7 206.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1030 (7.979 min): VD070227.D\data.ms
167.9

99.0

40.0 136.975.1

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1030 (7.979 min): VD070227.D\data.ms (-9
167.9

99.0

136.975.1
40.0

7.90 7.95 8.00

0

500

1000

1500

2000

Time-->

Abundance
 7.979

#39
Methylcyclohexane
Concen:    1.111 ug/l  
RT:   9.361 min  Scan# 1265
Delta R.T.  0.006 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 83 Resp:    1218
Ion  Ratio  Lower  Upper
 83  100
 55   47.4   60.7   91.1#
 98    0.0   38.6   58.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1264 (9.355 min): VD070044.D\data.ms (-1
83.1

55.0

112.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1265 (9.361 min): VD070227.D\data.ms
39.9

83.0
206.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1265 (9.361 min): VD070227.D\data.ms (-1
83.0

55.0 206.9
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Abundance
 9.361
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#44
Trichloroethene
Concen:    5.730 ug/l  
RT:   9.108 min  Scan# 1222
Delta R.T.  0.000 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion:130 Resp:    3781
Ion  Ratio  Lower  Upper
130  100
 95   61.5    0.0  206.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1222 (9.108 min): VD070044.D\data.ms (-1
94.9 129.9

60.0

36.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1222 (9.108 min): VD070227.D\data.ms
40.0

129.9

94.8

207.1

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1222 (9.108 min): VD070227.D\data.ms (-1
129.9

94.8

59.9

207.1
35.8

9.05 9.10 9.15

0

500

1000

1500

2000

Time-->

Abundance
 9.108

#49
1,4‐Dioxane
Concen:   16.533 ug/l  
RT:   9.467 min  Scan# 1283
Delta R.T.  0.006 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 88 Resp:      62
Ion  Ratio  Lower  Upper
 88  100
 43  109.7   25.8   38.6#
 58    0.0   57.4   86.2#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1282 (9.461 min): VD070044.D\data.ms (-1
69.0

173.8

101.037.0 206.8 281.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1283 (9.467 min): VD070227.D\data.ms
40.0

87.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1283 (9.467 min): VD070227.D\data.ms (-1
40.0

87.8

9.46 9.48

0

50

100

150

Time-->

Abundance

 9.467
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#50
Toluene‐d8
Concen:   50.750 ug/l  
RT:  10.338 min  Scan# 1431
Delta R.T.  0.006 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 98 Resp:  111630
Ion  Ratio  Lower  Upper
 98  100
100   63.1   52.6   78.8 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1430 (10.332 min): VD070044.D\data.ms (-
98.1

42.0
281.0133.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1431 (10.338 min): VD070227.D\data.ms
98.1

42.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1431 (10.338 min): VD070227.D\data.ms (-
98.1

42.0

10.30 10.40

0

20000

40000

Time-->

Abundance
10.338

#51
4‐Methyl‐2‐Pentanone
Concen:    1.160 ug/l  
RT:  10.220 min  Scan# 1411
Delta R.T.  ‐0.006 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 43 Resp:     385
Ion  Ratio  Lower  Upper
 43  100
 58   72.5   33.9   50.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1412 (10.226 min): VD070044.D\data.ms (-
43.0

85.0

206.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1411 (10.220 min): VD070227.D\data.ms
39.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1411 (10.220 min): VD070227.D\data.ms (-
39.9

10.20

0

100

200

300

400

Time-->

Abundance
10.220
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#59
2‐Hexanone
Concen:    2.159 ug/l  
RT:  10.979 min  Scan# 1540
Delta R.T.  0.000 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 43 Resp:     480
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   29.5   88.5#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1540 (10.979 min): VD070044.D\data.ms (-
43.0

100.0
260.0206.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1540 (10.979 min): VD070227.D\data.ms
39.9

206.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1540 (10.979 min): VD070227.D\data.ms (-
39.9 206.9

10.95 11.00

0

100

200

300

Time-->

Abundance
10.979

#62
4‐Bromofluorobenzene
Concen:   51.687 ug/l  
RT:  12.620 min  Scan# 1819
Delta R.T.  ‐0.006 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 95 Resp:   37447
Ion  Ratio  Lower  Upper
 95  100
174   77.6    0.0  141.6 
176   74.2    0.0  138.2 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1820 (12.626 min): VD070044.D\data.ms (-
95.0

173.9

50.0
281.0140.9 206.9 248.7

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1819 (12.620 min): VD070227.D\data.ms
95.0

175.9

40.0
142.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1819 (12.620 min): VD070227.D\data.ms (-
95.0

175.9

50.0
142.9

12.55 12.60 12.65

0

5000

10000

15000

20000

Time-->

Abundance
12.620
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#63
Chlorobenzene‐d5
Concen:   50.000 ug/l  
RT:  11.638 min  Scan# 1652
Delta R.T.  0.000 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion:117 Resp:   94655
Ion  Ratio  Lower  Upper
117  100
 82   61.7   47.5   71.3 
119   29.5   25.1   37.7 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1652 (11.638 min): VD070044.D\data.ms (-
117.0

82.1

54.0

206.8

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1652 (11.638 min): VD070227.D\data.ms
117.0

82.1

54.0

206.8

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1652 (11.638 min): VD070227.D\data.ms (-
117.0

82.1

54.0

206.8

11.60 11.70

0

10000

20000

30000

40000

50000

Time-->

Abundance
11.638

#68
m/p‐Xylenes
Concen:    1.003 ug/l  
RT:  11.849 min  Scan# 1688
Delta R.T.  0.000 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion:106 Resp:    1359
Ion  Ratio  Lower  Upper
106  100
 91  145.5  164.6  246.8#

Ref

Raw

Sub

50 100 150 200
0

50

m/z-->

Abundance Scan 1688 (11.849 min): VD070044.D\data.ms (-
91.0

51.0
118.8 153.8 206.9

50 100 150 200
0

50

m/z-->

Abundance Scan 1688 (11.849 min): VD070227.D\data.ms
40.0

91.2

244.0

50 100 150 200
0

50

m/z-->

Abundance Scan 1688 (11.849 min): VD070227.D\data.ms (-
91.2

40.0

244.0

11.80 11.85

0

200

400

600

800

1000

Time-->

Abundance

11.849
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#72
1,4‐Dichlorobenzene‐d4
Concen:   50.000 ug/l  
RT:  13.567 min  Scan# 1980
Delta R.T.  0.000 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion:152 Resp:   40058
Ion  Ratio  Lower  Upper
152  100
115   60.4   31.2   93.6 
150  159.7    0.0  352.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1980 (13.567 min): VD070044.D\data.ms (-
149.9

115.078.052.0

190.8

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1980 (13.567 min): VD070227.D\data.ms
149.9

114.9
78.052.0

206.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1980 (13.567 min): VD070227.D\data.ms (-
149.9

114.9
78.052.0

13.50 13.60

0

10000

20000

30000

Time-->

Abundance

13.567

#76
1,2,3‐Trichloropropane
Concen:   46.529 ug/l  
RT:  12.626 min  Scan# 1820
Delta R.T.  ‐0.147 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 75 Resp:   18902
Ion  Ratio  Lower  Upper
 75  100
 77    0.0  182.4  547.2#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1845 (12.773 min): VD070044.D\data.ms (-
75.0 109.9

39.0
197.9 281.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1820 (12.626 min): VD070227.D\data.ms
95.0 173.9

50.0

140.8 206.8 243.7

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1820 (12.626 min): VD070227.D\data.ms (-
95.0 173.9

50.0

140.8 206.8 243.7

12.55 12.60 12.65

0

5000

10000

Time-->

Abundance
12.626
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#81
trans‐1,4‐Dichloro‐2‐butene
Concen:  120.772 ug/l  
RT:  12.626 min  Scan# 1820
Delta R.T.  0.106 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion: 75 Resp:   18902
Ion  Ratio  Lower  Upper
 75  100
 53    0.0   64.5   96.7#
 89    0.0   33.7   50.5#

Ref

Raw

Sub

50 100 150 200
0

50

m/z-->

Abundance Scan 1802 (12.520 min): VD070044.D\data.ms (-
75.0

39.0
123.9 207.1

50 100 150 200
0

50

m/z-->

Abundance Scan 1820 (12.626 min): VD070227.D\data.ms
95.0 173.9

50.0
143.0 206.8 243.7

50 100 150 200
0

50

m/z-->

Abundance Scan 1820 (12.626 min): VD070227.D\data.ms (-
95.0 173.9

50.0
143.0 243.7206.8

12.55 12.60 12.65

0

5000

10000

Time-->

Abundance
12.626

#93
1,2,4‐Trichlorobenzene
Concen:    1.357 ug/l  
RT:  15.143 min  Scan# 2248
Delta R.T.  ‐0.006 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion:180 Resp:     891
Ion  Ratio  Lower  Upper
180  100
182   71.2   47.9  143.6 
145   25.7   16.3   48.9 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2249 (15.149 min): VD070044.D\data.ms (-
179.9

144.974.0 108.9

37.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2248 (15.143 min): VD070227.D\data.ms
39.9

206.9
73.1 280.8147.0109.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2248 (15.143 min): VD070227.D\data.ms (-
39.9 179.7

147.0
109.0 259.973.1
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Abundance
15.143
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#94
Hexachlorobutadiene
Concen:    1.088 ug/l  
RT:  15.255 min  Scan# 2267
Delta R.T.  0.000 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion:225 Resp:     422
Ion  Ratio  Lower  Upper
225  100
223   65.2   30.5   91.5 
227   64.7   31.4   94.2 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2267 (15.255 min): VD070044.D\data.ms (-
224.8

189.8117.9

259.882.947.0 152.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2267 (15.255 min): VD070227.D\data.ms
40.0

206.8
95.9 281.2142.6

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2267 (15.255 min): VD070227.D\data.ms (-
44.0

224.7
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261.6
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#95
Naphthalene
Concen:    1.706 ug/l  
RT:  15.385 min  Scan# 2289
Delta R.T.  0.000 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion:128 Resp:    2038
Ion  Ratio  Lower  Upper
128  100
127    0.0   10.5   15.7#
129    0.0    8.3   12.5#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2289 (15.385 min): VD070044.D\data.ms (-
128.0

51.0
89.0 207.0 259.9

50 100 150 200 250
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50
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Abundance Scan 2289 (15.385 min): VD070227.D\data.ms
39.9

128.1
207.1

73.2 260.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2289 (15.385 min): VD070227.D\data.ms (-
128.1

73.2 190.839.0 260.0

15.35 15.40
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500
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Time-->

Abundance
15.385
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#96
1,2,3‐Trichlorobenzene
Concen:    1.543 ug/l  
RT:  15.573 min  Scan# 2321
Delta R.T.  ‐0.006 min
Lab File:   VD070227.D
Acq: 23 Aug 2021  18:16    

Tgt Ion:180 Resp:     884
Ion  Ratio  Lower  Upper
180  100
182    0.0   47.9  143.6#
145    0.0   16.8   50.3#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2322 (15.579 min): VD070044.D\data.ms (-
179.9

144.974.0 108.9

37.0
260.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2321 (15.573 min): VD070227.D\data.ms
40.0
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281.174.9 132.7

50 100 150 200 250
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50
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Abundance Scan 2321 (15.573 min): VD070227.D\data.ms (-
206.8

281.1
74.9 132.736.0

15.55 15.60
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200

400

Time-->

Abundance
15.573
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