
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_D\DATA\VD123019\
  Data File : VD064677.D                                          
  Acq On    : 30 Dec 2019  14:40
  Operator  : VA/SY
  Sample    : K6439-13
  Misc      : 5.33G/5.00ml/MSVOA_D/SOIL
  ALS Vial  : 8   Sample Multiplier: 1
 
  Quant Time: Dec 31 07:09:22 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_D\METHOD\82D122419S.M
  Quant Title  : SW846 8260
  QLast Update : Tue Dec 24 13:19:06 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Pentafluorobenzene           7.98  168    39815    50.00 ug/l    0.00
    34) 1,4-Difluorobenzene          8.87  114    60872    50.00 ug/l    0.00
    63) Chlorobenzene-d5            11.65  117    61568    50.00 ug/l    0.00
    72) 1,4-Dichlorobenzene-d4      13.58  152    29978    50.00 ug/l    0.00
 
   System Monitoring Compounds                                        
    33) 1,2-Dichloroethane-d4        8.34   65    28409    80.92 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =  161.84%
    35) Dibromofluoromethane         7.91  113    22466    60.16 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =  120.32%
    50) Toluene-d8                  10.34   98    72871    50.95 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =  101.90%
    62) 4-Bromofluorobenzene        12.64   95    23829    52.69 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =  105.38%
 
   Target Compounds                                                   Qvalue
     3) Chloromethane                2.20   50      462     1.068 ug/l #    42
     5) Bromomethane                 2.78   94      513     1.337 ug/l      94
    11) Tert butyl alcohol           5.20   59      206    10.238 ug/l #    70
    13) Acrolein                     3.98   56       58     2.068 ug/l #    14
    16) Acetone                      4.16   43     5074    66.089 ug/l      91
    20) Methylene Chloride           4.96   84      335    Below Cal  #    42
    25) 2-Butanone                   7.21   43     1080    11.191 ug/l #    49
    29) Tetrahydrofuran              7.57   42      402     6.698 ug/l #    33
    31) Cyclohexane                  7.98   56     1304     1.992 ug/l #    47
    36) 1,1-Dichloropropene          7.97   75     3245     5.539 ug/l #    45
    38) Carbon Tetrachloride         7.98  117     4079     6.529 ug/l #    23
    51) 4-Methyl-2-Pentanone        10.24   43      406     1.793 ug/l #    37
    59) 2-Hexanone                  11.01   43      211     1.373 ug/l #    26
    76) 1,2,3-Trichloropropane      12.64   75    13405    56.627 ug/l #   100
    81) trans-1,4-Dichloro-2-buten  12.64   75    13405   118.433 ug/l #    10
    92) 1,2-Dibromo-3-Chloropropan  14.50   75       58     1.063 ug/l #     1
    95) Naphthalene                 15.41  128     1165     1.169 ug/l #    76
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT: 7.98 min  Scan# 1031
Delta R.T.   0.00 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion:168 Resp:   39815
Ion  Ratio  Lower  Upper
168  100
 99   52.0   41.8   62.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1031 (7.985 min): VD064584.D (-1020) (-)
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Abundance Ion 167.90 (167.60 to 168.60): VD064677.D

  7.98

Ion  98.90 (98.60 to 99.60): VD064677.D

#3
Chloromethane
Concen:    1.068 ug/l  
RT: 2.20 min  Scan# 48
Delta R.T.   -0.01 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 50 Resp:     462
Ion  Ratio  Lower  Upper
 50  100
 52    0.0   26.5   39.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0
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m/z-->

Abundance Scan 49 (2.208 min): VD064584.D (-43) (-)
50

36 191 20775 252
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Abundance Scan 48 (2.203 min): VD064677.D (-1) (-)
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Abundance Ion  49.90 (49.60 to 50.60): VD064677.D

  2.20

Ion  51.90 (51.60 to 52.60): VD064677.D
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#5
Bromomethane
Concen:    1.337 ug/l  
RT: 2.78 min  Scan# 146
Delta R.T.   0.01 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 94 Resp:     513
Ion  Ratio  Lower  Upper
 94  100
 96   90.4   77.2  115.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 144 (2.767 min): VD064584.D (-134) (-)
94

79
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40
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50
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Abundance Scan 146 (2.779 min): VD064677.D (-93) (-)
40

94
23556 25279 217 282126 196
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Abundance Ion  93.90 (93.60 to 94.60): VD064677.D

  2.78

Ion  95.90 (95.60 to 96.60): VD064677.D

#11
Tert butyl alcohol
Concen:   10.238 ug/l  
RT: 5.20 min  Scan# 558
Delta R.T.   -0.05 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 59 Resp:     206
Ion  Ratio  Lower  Upper
 59  100
 57    0.0    9.3   13.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 566 (5.249 min): VD064584.D (-544) (-)
59

41

281207
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m/z-->

Abundance
40

20859

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 558 (5.203 min): VD064677.D (-515) (-)
20859

41
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Time-->

Abundance Ion  59.00 (58.70 to 59.70): VD064677.D

  5.20

Ion  57.00 (56.70 to 57.70): VD064677.D
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#13
Acrolein
Concen:    2.068 ug/l  
RT: 3.98 min  Scan# 350
Delta R.T.   0.05 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 56 Resp:      58
Ion  Ratio  Lower  Upper
 56  100
 55    0.0   56.7   85.1#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 341 (3.926 min): VD064584.D (-330) (-)
56
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Abundance Scan 350 (3.979 min): VD064677.D (-290) (-)
40
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Abundance Ion  56.00 (55.70 to 56.70): VD064677.D

  3.98

Ion  55.00 (54.70 to 55.70): VD064677.D

#16
Acetone
Concen:   66.089 ug/l  
RT: 4.16 min  Scan# 380
Delta R.T.   -0.01 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 43 Resp:    5074
Ion  Ratio  Lower  Upper
 43  100
 58   37.3   25.8   38.6 

Ref

Raw

Sub
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Abundance Scan 382 (4.167 min): VD064584.D (-370) (-)
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Abundance Scan 380 (4.156 min): VD064677.D (-331) (-)
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Abundance Ion  43.00 (42.70 to 43.70): VD064677.D

  4.16

Ion  58.00 (57.70 to 58.70): VD064677.D
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#20
Methylene Chloride
Concen:   Below Cal    
RT: 4.96 min  Scan# 517
Delta R.T.   0.00 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 84 Resp:     335
Ion  Ratio  Lower  Upper
 84  100
 49   32.0   97.2  145.8#
 51    0.0   31.4   47.0#
 86   69.4   49.3   73.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 517 (4.961 min): VD064584.D (-503) (-)
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Abundance Scan 517 (4.962 min): VD064677.D (-466) (-)
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Abundance Ion  83.90 (83.60 to 84.60): VD064677.D

  4.96

Ion  48.90 (48.60 to 49.60): VD064677.D
Ion  50.90 (50.60 to 51.60): VD064677.D
Ion  85.90 (85.60 to 86.60): VD064677.D

#25
2-Butanone
Concen:   11.191 ug/l  
RT: 7.21 min  Scan# 899
Delta R.T.   -0.01 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 43 Resp:    1080
Ion  Ratio  Lower  Upper
 43  100
 72    0.0   20.7   31.1#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 901 (7.220 min): VD064584.D (-891) (-)
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Abundance Scan 899 (7.208 min): VD064677.D (-850) (-)
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Time-->

Abundance Ion  43.00 (42.70 to 43.70): VD064677.D

  7.21

Ion  72.00 (71.70 to 72.70): VD064677.D
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#29
Tetrahydrofuran
Concen:    6.698 ug/l  
RT: 7.57 min  Scan# 961
Delta R.T.   0.00 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 42 Resp:     402
Ion  Ratio  Lower  Upper
 42  100
 72    0.0   35.0   52.4#
 71    0.0   32.9   49.3#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 961 (7.573 min): VD064584.D (-946) (-)
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Abundance Scan 961 (7.573 min): VD064677.D (-910) (-)
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Time-->

Abundance Ion  42.00 (41.70 to 42.70): VD064677.D

  7.57

Ion  72.00 (71.70 to 72.70): VD064677.D
Ion  71.00 (70.70 to 71.70): VD064677.D

#31
Cyclohexane
Concen:    1.992 ug/l  
RT: 7.98 min  Scan# 1031
Delta R.T.   0.00 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 56 Resp:    1304
Ion  Ratio  Lower  Upper
 56  100
 69  103.5   24.7   37.1#
 84  109.4   69.4  104.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0
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m/z-->

Abundance Scan 1031 (7.985 min): VD064584.D (-1018) (-)
168

56
84

41

69
137

14911899
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
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Abundance Scan 1031 (7.985 min): VD064677.D (-980) (-)
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Abundance Ion  56.00 (55.70 to 56.70): VD064677.D

  7.98

Ion  69.00 (68.70 to 69.70): VD064677.D
Ion  84.00 (83.70 to 84.70): VD064677.D
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#33
1,2-Dichloroethane-d4
Concen:   80.918 ug/l  
RT: 8.34 min  Scan# 1091
Delta R.T.   0.01 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 65 Resp:   28409
Ion  Ratio  Lower  Upper
 65  100
 67   50.1    0.0  106.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1090 (8.332 min): VD064584.D (-1080) (-)
78

65

51

10239
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
65

51
10240

207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1091 (8.338 min): VD064677.D (-1039) (-)
65

51
102

37

8.25 8.30 8.35 8.40

0

5000

10000

15000

Time-->

Abundance Ion  64.90 (64.60 to 65.60): VD064677.D

  8.34

Ion  66.90 (66.60 to 67.60): VD064677.D

#34
1,4-Difluorobenzene
Concen:   50.000 ug/l  
RT: 8.87 min  Scan# 1181
Delta R.T.   0.00 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion:114 Resp:   60872
Ion  Ratio  Lower  Upper
114  100
 63   19.4    0.0   38.0 
 88   15.4    0.0   29.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1181 (8.867 min): VD064584.D (-1171) (-)
114

63 88
5750 9475 816938 44 100

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
114

63 8840 5750 94817569

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1181 (8.867 min): VD064677.D (-1130) (-)
114

63 88
5750 9475 816937 44

8.80 8.85 8.90 8.95

0

10000

20000

30000

40000

Time-->

Abundance Ion 113.90 (113.60 to 114.60): VD064677.D

  8.87

Ion  63.00 (62.70 to 63.70): VD064677.D
Ion  87.90 (87.60 to 88.60): VD064677.D
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#35
Dibromofluoromethane
Concen:   60.156 ug/l  
RT: 7.91 min  Scan# 1019
Delta R.T.   -0.01 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion:113 Resp:   22466
Ion  Ratio  Lower  Upper
113  100
111  100.4   80.6  121.0 
192   22.0   17.9   26.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1020 (7.920 min): VD064584.D (-1008) (-)
97 111

61

81 192

37 16049 123 173 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
111

40
79 192

94 160 207173

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1019 (7.914 min): VD064677.D (-969) (-)
111

79 192
9440 160 173 207

7.85 7.90 7.95 8.00

0

2000

4000

6000

8000

10000

12000

Time-->

Abundance Ion 112.80 (112.50 to 113.50): VD064677.D

  7.91

Ion 110.80 (110.50 to 111.50): VD064677.D
Ion 191.70 (191.40 to 192.40): VD064677.D

#36
1,1-Dichloropropene
Concen:    5.539 ug/l  
RT: 7.97 min  Scan# 1029
Delta R.T.   -0.14 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 75 Resp:    3245
Ion  Ratio  Lower  Upper
 75  100
110    4.4   18.1   54.1#
 77    0.0   24.2   36.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1053 (8.114 min): VD064584.D (-1039) (-)
75

11739

60 95 207 249

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
168

99

40 137
11875

61

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1029 (7.973 min): VD064677.D (-1002) (-)
168

99

137
11875

6144

7.90 7.95 8.00 8.05

0

500

1000

1500

2000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VD064677.D

  7.97

Ion 109.90 (109.60 to 110.60): VD064677.D
Ion  76.90 (76.60 to 77.60): VD064677.D

VD064677.D  82D122419S.M      Tue Dec 31 07:07:40 2019      Page 9

Instrument :
MSVOA_D
ClientSampleId :

Instrument :
MSVOA_D
ClientSampleId :



#38
Carbon Tetrachloride
Concen:    6.529 ug/l  
RT: 7.98 min  Scan# 1030
Delta R.T.   -0.12 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion:117 Resp:    4079
Ion  Ratio  Lower  Upper
117  100
119   14.1   77.3  115.9#
121    0.0   25.0   37.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1050 (8.096 min): VD064584.D (-1039) (-)
117

75

39
56

86 20797

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
168

99

13740
117 149796855

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1030 (7.979 min): VD064677.D (-999) (-)
168

99

137
117 149755537 86

7.90 7.95 8.00 8.05

0

500

1000

1500

2000

Time-->

Abundance Ion 116.80 (116.50 to 117.50): VD064677.D

  7.98

Ion 118.80 (118.50 to 119.50): VD064677.D
Ion 120.80 (120.50 to 121.50): VD064677.D

#50
Toluene-d8
Concen:   50.948 ug/l  
RT: 10.34 min  Scan# 1432
Delta R.T.   0.01 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 98 Resp:   72871
Ion  Ratio  Lower  Upper
 98  100
100   64.4   51.7   77.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1431 (10.337 min): VD064584.D (-1422) (-)
98

42 7054
82 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
98

42 7054
82 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1432 (10.344 min): VD064677.D (-1380) (-)
98

42 54 70
82 207

10.30 10.40

0

10000

20000

30000

40000

Time-->

Abundance Ion  98.00 (97.70 to 98.70): VD064677.D

 10.34

Ion 100.00 (99.70 to 100.70): VD064677.D
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#51
4-Methyl-2-Pentanone
Concen:    1.793 ug/l  
RT: 10.24 min  Scan# 1414
Delta R.T.   0.01 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 43 Resp:     406
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   30.2   45.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1413 (10.232 min): VD064584.D (-1402) (-)
43

58

85 100

207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
40

89

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1414 (10.238 min): VD064677.D (-1362) (-)
43

89

10.22 10.24 10.26 10.28

0

100

200

300

400

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VD064677.D

 10.24

Ion  58.00 (57.70 to 58.70): VD064677.D

#59
2-Hexanone
Concen:    1.373 ug/l  
RT: 11.01 min  Scan# 1545
Delta R.T.   0.02 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 43 Resp:     211
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   26.4   79.0#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1542 (10.990 min): VD064584.D (-1528) (-)
43

58

1008571
51 7865 12536

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
40

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1545 (11.008 min): VD064677.D (-1491) (-)
43

10.96 10.98 11.00 11.02

0

50

100

150

200

250

300

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VD064677.D

 11.01

Ion  58.00 (57.70 to 58.70): VD064677.D
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#62
4-Bromofluorobenzene
Concen:   52.686 ug/l  
RT: 12.64 min  Scan# 1822
Delta R.T.   0.00 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 95 Resp:   23829
Ion  Ratio  Lower  Upper
 95  100
174   99.4    0.0  193.2 
176   99.8    0.0  184.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1822 (12.637 min): VD064584.D (-1814) (-)
95 174

75

28150

133 207191 265249117 148 226

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95 174

75

281
50

193133 209 249265

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1822 (12.638 min): VD064677.D (-1771) (-)
95 174

75

281
50

133 193209 249265

12.55 12.60 12.65 12.70

0

5000

10000

15000

20000

Time-->

Abundance Ion  94.90 (94.60 to 95.60): VD064677.D

 12.64

Ion 173.80 (173.50 to 174.50): VD064677.D
Ion 175.80 (175.50 to 176.50): VD064677.D

#63
Chlorobenzene-d5
Concen:   50.000 ug/l  
RT: 11.65 min  Scan# 1654
Delta R.T.   0.00 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion:117 Resp:   61568
Ion  Ratio  Lower  Upper
117  100
 82   49.0   42.2   63.4 
119   33.3   26.0   39.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1654 (11.649 min): VD064584.D (-1644) (-)
117

82

54
40

9967

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
117

82

52
38 66 99 207 247

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1654 (11.649 min): VD064677.D (-1603) (-)
117

82

52
38 66 99 207 247

11.55 11.60 11.65 11.70

0

10000

20000

30000

40000

50000

Time-->

Abundance Ion 116.90 (116.60 to 117.60): VD064677.D

 11.65

Ion  82.00 (81.70 to 82.70): VD064677.D
Ion 118.90 (118.60 to 119.60): VD064677.D
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#72
1,4-Dichlorobenzene-d4
Concen:   50.000 ug/l  
RT: 13.58 min  Scan# 1982
Delta R.T.   -0.01 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion:152 Resp:   29978
Ion  Ratio  Lower  Upper
152  100
115   57.4   27.8   83.4 
150  157.9    0.0  351.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1983 (13.584 min): VD064584.D (-1974) (-)
150

1157852

40 9966 207134

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
150

115

7852
40

8963 101 193 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1982 (13.579 min): VD064677.D (-1932) (-)
150

115

7852

40 63 89 101 193

13.50 13.55 13.60 13.65

0

10000

20000

30000

40000

Time-->

Abundance Ion 151.90 (151.60 to 152.60): VD064677.D

 13.58

Ion 114.90 (114.60 to 115.60): VD064677.D
Ion 149.90 (149.60 to 150.60): VD064677.D

#76
1,2,3-Trichloropropane
Concen:   56.627 ug/l  
RT: 12.64 min  Scan# 1822
Delta R.T.   -0.15 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 75 Resp:   13405
Ion  Ratio  Lower  Upper
 75  100
 77    1.0    0.0    0.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1848 (12.790 min): VD064584.D (-1846) (-)
11075

39
9159 126 146 207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95 174

75

281
50

193133118 209 249265

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1822 (12.638 min): VD064677.D (-1797) (-)
95 174

75

281
50

133 193118 209 249265

12.60 12.65 12.70

0

2000

4000

6000

8000

10000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VD064677.D

 12.64

Ion  77.00 (76.70 to 77.70): VD064677.D
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#81
trans-1,4-Dichloro-2-butene
Concen:  118.433 ug/l  
RT: 12.64 min  Scan# 1822
Delta R.T.   0.11 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 75 Resp:   13405
Ion  Ratio  Lower  Upper
 75  100
 53    0.0   78.8  118.2#
 89    0.0   38.3   57.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1804 (12.531 min): VD064584.D (-1799) (-)
88

53

38 12473 207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95 174

75

281
50

193133118 209 249265

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1822 (12.638 min): VD064677.D (-1753) (-)
95 174

75

281
50

133 193118 209 249265

12.60 12.65 12.70

0

2000

4000

6000

8000

10000

12000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VD064677.D

 12.64

Ion  53.00 (52.70 to 53.70): VD064677.D
Ion  88.90 (88.60 to 89.60): VD064677.D

#92
1,2-Dibromo-3-Chloropropane
Concen:    1.063 ug/l  
RT: 14.50 min  Scan# 2139
Delta R.T.   -0.02 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion: 75 Resp:      58
Ion  Ratio  Lower  Upper
 75  100
155    0.0   48.0  144.0#
157    0.0   64.1  192.3#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2142 (14.520 min): VD064584.D (-2133) (-)
157

75

39

95 121 187 207 28160

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
40

20757 75

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2139 (14.502 min): VD064677.D (-2091) (-)
40

57
73

207

14.48 14.50 14.52

0

50

100

150

200

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VD064677.D

 14.50

Ion 154.80 (154.50 to 155.50): VD064677.D
Ion 156.80 (156.50 to 157.50): VD064677.D
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#95
Naphthalene
Concen:    1.169 ug/l  
RT: 15.41 min  Scan# 2294
Delta R.T.   0.00 min
Lab File:   VD064677.D
Acq: 30 Dec 2019  14:40    

Tgt Ion:128 Resp:    1165
Ion  Ratio  Lower  Upper
128  100
127    0.0   10.3   15.5#
129    5.2    8.5   12.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2294 (15.414 min): VD064584.D (-2283) (-)
128

10251 7436 149 281207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
40

207
128

57

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2294 (15.414 min): VD064677.D (-2243) (-)
12844

208

15.40 15.45

0

200

400

600

800

Time-->

Abundance Ion 128.00 (127.70 to 128.70): VD064677.D

 15.41

Ion 127.00 (126.70 to 127.70): VD064677.D
Ion 129.00 (128.70 to 129.70): VD064677.D
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