
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_N\DATA\VN041620\
  Data File : VN061024.D                                          
  Acq On    : 16 Apr 2020  20:05
  Operator  : JC/MD
  Sample    : L2284-20
  Misc      : 5.00mL/MSVOA_N/WATER
  ALS Vial  : 24   Sample Multiplier: 1
 
  Quant Time: Apr 17 04:01:07 2020
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_N\METHODS\82N041620W.M
  Quant Title  : SW846 8260
  QLast Update : Fri Apr 17 03:49:39 2020
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Pentafluorobenzene           7.64  168   164998    50.00 ug/l    0.00
    34) 1,4-Difluorobenzene          8.56  114   280320    50.00 ug/l    0.00
    63) Chlorobenzene-d5            11.40  117   264820    50.00 ug/l    0.00
    72) 1,4-Dichlorobenzene-d4      13.34  152   116557    50.00 ug/l    0.00
 
   System Monitoring Compounds                                        
    33) 1,2-Dichloroethane-d4        8.00   65   110157    52.18 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =  104.36%
    35) Dibromofluoromethane         7.56  113    83712    51.14 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =  102.28%
    50) Toluene-d8                  10.08   98   351812    56.87 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =  113.74%
    62) 4-Bromofluorobenzene        12.39   95   130047    53.64 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =  107.28%
 
   Target Compounds                                                   Qvalue
     8) Diethyl Ether                3.39   74     1828     1.519 ug/l      97
    11) Tert butyl alcohol           4.72   59     2213     5.908 ug/l #    73
    16) Acetone                      3.78   43    98329   105.824 ug/l      97
    18) Methyl Acetate               4.29   43      933     0.320 ug/l #    81
    20) Methylene Chloride           4.52   84    11012     5.428 ug/l      92
    23) Vinyl Acetate                5.71   43     1375     0.247 ug/l #    75
    25) 2-Butanone                   6.80   43    11386     7.997 ug/l     100
    31) Cyclohexane                  7.64   56     3718     0.945 ug/l #     1
    36) 1,1-Dichloropropene          7.64   75    13114     4.534 ug/l #    50
    37) Ethyl Acetate                6.80   43    11386     3.625 ug/l #    69
    38) Carbon Tetrachloride         7.64  117    16354     6.792 ug/l #    15
    43) Isopropyl Acetate            8.14   43    42957     8.409 ug/l #    92
    45) 1,2-Dichloropropane          9.25   63      757     0.327 ug/l #    43
    48) Methyl methacrylate          9.16   41     2395     1.061 ug/l #    14
    51) 4-Methyl-2-Pentanone         9.97   43     8049     2.733 ug/l      96
    54) cis-1,3-Dichloropropene      9.89   75    18016     5.035 ug/l #    62
    57) 1,3-Dichloropropane         10.75   76     2753     0.792 ug/l #    43
    59) 2-Hexanone                  10.75   43    43407    20.439 ug/l #    54
    74) N-amyl acetate              12.02   43     3236     0.745 ug/l #    46
    76) 1,2,3-Trichloropropane      12.39   75    66003    25.744 ug/l #   100
    81) trans-1,4-Dichloro-2-buten  12.39   75    66003    63.501 ug/l #    12
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                              Quantitation Report    (Not Reviewed)

  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_N\DATA\VN041620\
  Data File : VN061024.D                                          
  Acq On    : 16 Apr 2020  20:05
  Operator  : JC/MD
  Sample    : L2284-20
  Misc      : 5.00mL/MSVOA_N/WATER
  ALS Vial  : 24   Sample Multiplier: 1

  Quant Time: Apr 17 04:01:07 2020
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_N\METHODS\82N041620W.M
  Quant Title  : SW846 8260
  QLast Update : Fri Apr 17 03:49:39 2020
  Response via : Initial Calibration
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT: 7.64 min  Scan# 1825
Delta R.T.   0.00 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion:168 Resp:  164998
Ion  Ratio  Lower  Upper
168  100
 99   58.1   47.4   71.2 

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 1825 (7.641 min): VN061006.D (-1806) (-)
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Abundance Ion 167.90 (167.60 to 168.60): VN061024.D

  7.64

Ion  98.90 (98.60 to 99.60): VN061024.D

#8
Diethyl Ether
Concen:    1.519 ug/l  
RT: 3.39 min  Scan# 502
Delta R.T.   0.01 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 74 Resp:    1828
Ion  Ratio  Lower  Upper
 74  100
 45  102.4   52.9  158.8 

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 500 (3.381 min): VN061006.D (-485) (-)
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41
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m/z-->

Abundance Scan 502 (3.387 min): VN061024.D (-407) (-)
59

7445

41
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Time-->

Abundance Ion  74.00 (73.70 to 74.70): VN061024.D

  3.39

Ion  45.00 (44.70 to 45.70): VN061024.D
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#11
Tert butyl alcohol
Concen:    5.908 ug/l  
RT: 4.72 min  Scan# 916
Delta R.T.   -0.00 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 59 Resp:    2213
Ion  Ratio  Lower  Upper
 59  100
 57    0.0    8.1   12.1#

Ref

Raw

Sub

30 35 40 45 50 55 60 65
0

50

m/z-->

Abundance Scan 917 (4.722 min): VN061006.D (-893) (-)
59

41
43

5739
5545 5037 53
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0

50

m/z-->

Abundance
59

44
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0

50

m/z-->

Abundance Scan 916 (4.719 min): VN061024.D (-824) (-)
59

4.65 4.70 4.75 4.80
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Time-->

Abundance Ion  59.00 (58.70 to 59.70): VN061024.D

  4.72

Ion  57.00 (56.70 to 57.70): VN061024.D

#16
Acetone
Concen:  105.824 ug/l  
RT: 3.78 min  Scan# 623
Delta R.T.   0.00 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 43 Resp:   98329
Ion  Ratio  Lower  Upper
 43  100
 58   29.2   24.6   37.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 623 (3.776 min): VN061006.D (-600) (-)
43

58

207
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0

50

m/z-->

Abundance
43

58
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0

50

m/z-->

Abundance Scan 623 (3.776 min): VN061024.D (-530) (-)
43

58
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Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN061024.D

  3.78

Ion  58.00 (57.70 to 58.70): VN061024.D
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#18
Methyl Acetate
Concen:    0.320 ug/l  
RT: 4.29 min  Scan# 782
Delta R.T.   0.00 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 43 Resp:     933
Ion  Ratio  Lower  Upper
 43  100
 74   12.9   17.4   26.0#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 781 (4.284 min): VN061006.D (-759) (-)
43
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Abundance Scan 782 (4.288 min): VN061024.D (-688) (-)
43
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0

100

200

300

400

500

600

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN061024.D

  4.29

Ion  74.00 (73.70 to 74.70): VN061024.D

#20
Methylene Chloride
Concen:    5.428 ug/l  
RT: 4.52 min  Scan# 855
Delta R.T.   0.00 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 84 Resp:   11012
Ion  Ratio  Lower  Upper
 84  100
 49  116.8  105.8  158.6 
 51   39.4   32.4   48.6 
 86   63.8   51.1   76.7 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 854 (4.519 min): VN061006.D (-833) (-)
49

84

37 20770

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
49

84

37

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 855 (4.522 min): VN061024.D (-761) (-)
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Time-->

Abundance Ion  83.90 (83.60 to 84.60): VN061024.D

  4.52

Ion  48.90 (48.60 to 49.60): VN061024.D
Ion  50.90 (50.60 to 51.60): VN061024.D
Ion  85.90 (85.60 to 86.60): VN061024.D
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#23
Vinyl Acetate
Concen:    0.247 ug/l  
RT: 5.71 min  Scan# 1224
Delta R.T.   -0.15 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 43 Resp:    1375
Ion  Ratio  Lower  Upper
 43  100
 86    0.0    7.3   10.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1270 (5.857 min): VN061006.D (-1245) (-)
43
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69 20756
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Abundance Scan 1224 (5.709 min): VN061024.D (-1177) (-)
41
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Abundance Ion  43.00 (42.70 to 43.70): VN061024.D

  5.71

Ion  86.00 (85.70 to 86.70): VN061024.D

#25
2-Butanone
Concen:    7.997 ug/l  
RT: 6.80 min  Scan# 1564
Delta R.T.   0.01 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 43 Resp:   11386
Ion  Ratio  Lower  Upper
 43  100
 72   24.5   19.6   29.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1561 (6.792 min): VN061006.D (-1539) (-)
43
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Abundance Scan 1564 (6.802 min): VN061024.D (-1468) (-)
43
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Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN061024.D

  6.80

Ion  72.00 (71.70 to 72.70): VN061024.D
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#31
Cyclohexane
Concen:    0.945 ug/l  
RT: 7.64 min  Scan# 1824
Delta R.T.   0.01 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 56 Resp:    3718
Ion  Ratio  Lower  Upper
 56  100
 69  152.0   25.6   38.4#
 84  136.5   63.4   95.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1821 (7.628 min): VN061006.D (-1801) (-)
56

84 168

41

69

99 137118 149

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
168

99

137
1491177561 8644 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1824 (7.638 min): VN061024.D (-1728) (-)
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Time-->

Abundance Ion  56.00 (55.70 to 56.70): VN061024.D

  7.64

Ion  69.00 (68.70 to 69.70): VN061024.D
Ion  84.00 (83.70 to 84.70): VN061024.D

#33
1,2-Dichloroethane-d4
Concen:   52.181 ug/l  
RT: 8.00 min  Scan# 1937
Delta R.T.   0.00 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 65 Resp:  110157
Ion  Ratio  Lower  Upper
 65  100
 67   53.7    0.0  107.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1937 (8.001 min): VN061006.D (-1919) (-)
78
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Abundance Scan 1937 (8.001 min): VN061024.D (-1844) (-)
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Time-->

Abundance Ion  64.90 (64.60 to 65.60): VN061024.D

  8.00

Ion  66.90 (66.60 to 67.60): VN061024.D
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#34
1,4-Difluorobenzene
Concen:   50.000 ug/l  
RT: 8.56 min  Scan# 2112
Delta R.T.   0.00 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion:114 Resp:  280320
Ion  Ratio  Lower  Upper
114  100
 63   22.6    0.0   46.2 
 88   16.4    0.0   33.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2112 (8.564 min): VN061006.D (-2095) (-)
114

63 88
50 7537 99 207
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50
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Abundance
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88

50 7537 99 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2112 (8.564 min): VN061024.D (-2019) (-)
114

63
88

50 7537 99

8.50 8.60

0

50000

100000

150000

Time-->

Abundance Ion 113.90 (113.60 to 114.60): VN061024.D

  8.56

Ion  63.00 (62.70 to 63.70): VN061024.D
Ion  87.90 (87.60 to 88.60): VN061024.D

#35
Dibromofluoromethane
Concen:   51.136 ug/l  
RT: 7.56 min  Scan# 1801
Delta R.T.   0.00 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion:113 Resp:   83712
Ion  Ratio  Lower  Upper
113  100
111  104.8   83.4  125.2 
192   19.4   15.5   23.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1801 (7.564 min): VN061006.D (-1782) (-)
11197

61

19281

1604736 173123

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
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19279
93 160 17344 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1801 (7.564 min): VN061024.D (-1708) (-)
111

19279
91 160 173 207

7.45 7.50 7.55 7.60 7.65

0

10000

20000

30000

40000

Time-->

Abundance Ion 112.80 (112.50 to 113.50): VN061024.D

  7.56

Ion 110.80 (110.50 to 111.50): VN061024.D
Ion 191.70 (191.40 to 192.40): VN061024.D
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#36
1,1-Dichloropropene
Concen:    4.534 ug/l  
RT: 7.64 min  Scan# 1824
Delta R.T.   -0.13 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 75 Resp:   13114
Ion  Ratio  Lower  Upper
 75  100
110    8.2   16.8   50.3#
 77    0.0   24.7   37.1#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1864 (7.767 min): VN061006.D (-1840) (-)
75

39
117

51 8662 97 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
168

99

137
1491177561 8644 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1824 (7.638 min): VN061024.D (-1771) (-)
168

99

137
1491177561 8637 48

7.55 7.60 7.65 7.70

0

2000

4000

6000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN061024.D

  7.64

Ion 109.90 (109.60 to 110.60): VN061024.D
Ion  76.90 (76.60 to 77.60): VN061024.D

#37
Ethyl Acetate
Concen:    3.625 ug/l  
RT: 6.80 min  Scan# 1564
Delta R.T.   -0.09 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 43 Resp:   11386
Ion  Ratio  Lower  Upper
 43  100
 61    0.0   10.9   16.3#
 70    0.0    7.7   11.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1592 (6.892 min): VN061006.D (-1579) (-)
54

43

70 88 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
43

72

57

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1564 (6.802 min): VN061024.D (-1499) (-)
43

72

57

6.70 6.75 6.80 6.85 6.90

0

1000

2000

3000

4000

5000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN061024.D

  6.80

Ion  60.90 (60.60 to 61.60): VN061024.D
Ion  70.00 (69.70 to 70.70): VN061024.D
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#38
Carbon Tetrachloride
Concen:    6.792 ug/l  
RT: 7.64 min  Scan# 1824
Delta R.T.   -0.11 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion:117 Resp:   16354
Ion  Ratio  Lower  Upper
117  100
119    4.8   78.1  117.1#
121    0.0   24.0   36.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1859 (7.751 min): VN061006.D (-1840) (-)
117

75

39

56

86

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
168

99

137
1491177561 8644 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1824 (7.638 min): VN061024.D (-1766) (-)
168

99

137
1491177561 8637 48 207

7.55 7.60 7.65 7.70

0

2000

4000

6000

8000

Time-->

Abundance Ion 116.80 (116.50 to 117.50): VN061024.D

  7.64

Ion 118.80 (118.50 to 119.50): VN061024.D
Ion 120.80 (120.50 to 121.50): VN061024.D

#43
Isopropyl Acetate
Concen:    8.409 ug/l  
RT: 8.14 min  Scan# 1979
Delta R.T.   0.00 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 43 Resp:   42957
Ion  Ratio  Lower  Upper
 43  100
 61   19.4   20.3   30.5#
 87   11.6    9.4   14.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1979 (8.136 min): VN061006.D (-1960) (-)
43

61
87

101

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
43

61
87

207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1979 (8.136 min): VN061024.D (-1886) (-)
43

61
87

207

8.10 8.20

0

5000

10000

15000

20000

25000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN061024.D

  8.14

Ion  61.00 (60.70 to 61.70): VN061024.D
Ion  87.00 (86.70 to 87.70): VN061024.D
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#45
1,2-Dichloropropane
Concen:    0.327 ug/l  
RT: 9.25 min  Scan# 2324
Delta R.T.   0.15 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 63 Resp:     757
Ion  Ratio  Lower  Upper
 63  100
 65    0.0   25.2   37.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2278 (9.098 min): VN061006.D (-2257) (-)
63

41
76

97 11252

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
43

61
73

87 101 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2324 (9.246 min): VN061024.D (-2185) (-)
43

61
73

87 101 207

9.20 9.22 9.24 9.26 9.28

0

100

200

300

400

500

Time-->

Abundance Ion  62.90 (62.60 to 63.60): VN061024.D

  9.25

Ion  64.90 (64.60 to 65.60): VN061024.D

#48
Methyl methacrylate
Concen:    1.061 ug/l  
RT: 9.16 min  Scan# 2296
Delta R.T.   -0.02 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 41 Resp:    2395
Ion  Ratio  Lower  Upper
 41  100
 69    0.0   65.3   97.9#
 39    0.0   45.2   67.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2303 (9.178 min): VN061006.D (-2291) (-)
41

69

93 174

58
81

160

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
57

41
75 10286 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2296 (9.156 min): VN061024.D (-2210) (-)
57

41
75 10286

9.10 9.15 9.20

0

5000

10000

15000

20000

Time-->

Abundance Ion  41.00 (40.70 to 41.70): VN061024.D

  9.16

Ion  69.00 (68.70 to 69.70): VN061024.D
Ion  39.00 (38.70 to 39.70): VN061024.D
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#50
Toluene-d8
Concen:   56.872 ug/l  
RT: 10.08 min  Scan# 2582
Delta R.T.   0.00 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 98 Resp:  351812
Ion  Ratio  Lower  Upper
 98  100
100   63.6   51.9   77.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2582 (10.075 min): VN061006.D (-2566) (-)
98

42 7054
82

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
98

42 7054
82 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2582 (10.075 min): VN061024.D (-2489) (-)
98

42 7054
82 207

10.00 10.10 10.20

0

50000

100000

150000

200000

Time-->

Abundance Ion  98.00 (97.70 to 98.70): VN061024.D

 10.08

Ion 100.00 (99.70 to 100.70): VN061024.D

#51
4-Methyl-2-Pentanone
Concen:    2.733 ug/l  
RT: 9.97 min  Scan# 2548
Delta R.T.   0.00 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 43 Resp:    8049
Ion  Ratio  Lower  Upper
 43  100
 58   40.6   30.3   45.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2548 (9.966 min): VN061006.D (-2530) (-)
43

58

85 100
72

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
43

58

85 100
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2548 (9.966 min): VN061024.D (-2455) (-)
43

58

85 100

207

9.90 9.95 10.00

0

5000

10000

15000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN061024.D

  9.97

Ion  58.00 (57.70 to 58.70): VN061024.D
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#54
cis-1,3-Dichloropropene
Concen:    5.035 ug/l  
RT: 9.89 min  Scan# 2523
Delta R.T.   0.06 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 75 Resp:   18016
Ion  Ratio  Lower  Upper
 75  100
 77    0.0   25.0   37.6#
 39   33.5   41.4   62.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2503 (9.821 min): VN061006.D (-2489) (-)
75

39

110

51 63 87

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
57

43

75

101
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2523 (9.886 min): VN061024.D (-2410) (-)
57

43

75

101
207

9.85 9.90 9.95

0

5000

10000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN061024.D

  9.89

Ion  76.90 (76.60 to 77.60): VN061024.D
Ion  39.00 (38.70 to 39.70): VN061024.D

#57
1,3-Dichloropropane
Concen:    0.792 ug/l  
RT: 10.75 min  Scan# 2792
Delta R.T.   0.05 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 76 Resp:    2753
Ion  Ratio  Lower  Upper
 76  100
 78    0.0   25.4   38.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2775 (10.696 min): VN061006.D (-2760) (-)
76

41

63
112 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
57

75

43
87

207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2792 (10.750 min): VN061024.D (-2682) (-)
57

75

43
87

10.70 10.75 10.80

0

500

1000

1500

2000

Time-->

Abundance Ion  75.90 (75.60 to 76.60): VN061024.D

 10.75

Ion  77.90 (77.60 to 78.60): VN061024.D
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#59
2-Hexanone
Concen:   20.439 ug/l  
RT: 10.75 min  Scan# 2792
Delta R.T.   0.01 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 43 Resp:   43407
Ion  Ratio  Lower  Upper
 43  100
 58   19.9   26.4   79.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2788 (10.738 min): VN061006.D (-2773) (-)
43

58

1008571
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
57

75

43
87

207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2792 (10.750 min): VN061024.D (-2695) (-)
57

75

43
87

207

10.70 10.75 10.80

0

5000

10000

15000

20000

25000

30000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN061024.D

 10.75

Ion  58.00 (57.70 to 58.70): VN061024.D

#62
4-Bromofluorobenzene
Concen:   53.639 ug/l  
RT: 12.39 min  Scan# 3303
Delta R.T.   0.00 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 95 Resp:  130047
Ion  Ratio  Lower  Upper
 95  100
174   76.4    0.0  151.2 
176   73.9    0.0  148.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3303 (12.393 min): VN061006.D (-3290) (-)
95

174

75

50

117 141 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95

174

75

50

117 141 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3303 (12.393 min): VN061024.D (-3210) (-)
95

174

75

50

117 141 281207

12.35 12.40 12.45

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion  94.90 (94.60 to 95.60): VN061024.D

 12.39

Ion 173.80 (173.50 to 174.50): VN061024.D
Ion 175.80 (175.50 to 176.50): VN061024.D
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#63
Chlorobenzene-d5
Concen:   50.000 ug/l  
RT: 11.40 min  Scan# 2993
Delta R.T.   0.00 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion:117 Resp:  264820
Ion  Ratio  Lower  Upper
117  100
 82   58.7   47.1   70.7 
119   32.2   25.7   38.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2993 (11.397 min): VN061006.D (-2978) (-)
117

82

54

40
9966 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
117

82

54

40
9966

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2993 (11.397 min): VN061024.D (-2900) (-)
117

82

54

40
9966

11.30 11.40 11.50

0

50000

100000

150000

200000

Time-->

Abundance Ion 116.90 (116.60 to 117.60): VN061024.D

 11.40

Ion  82.00 (81.70 to 82.70): VN061024.D
Ion 118.90 (118.60 to 119.60): VN061024.D

#72
1,4-Dichlorobenzene-d4
Concen:   50.000 ug/l  
RT: 13.34 min  Scan# 3596
Delta R.T.   0.00 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion:152 Resp:  116557
Ion  Ratio  Lower  Upper
152  100
115   60.9   30.8   92.4 
150  157.4    0.0  349.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3596 (13.336 min): VN061006.D (-3583) (-)
150

115
52 78

40 9966 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
150

115
7852

40 8963 207101

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3596 (13.336 min): VN061024.D (-3503) (-)
150

115
7852

40 66 89 207101

13.25 13.30 13.35 13.40

0

50000

100000

150000

Time-->

Abundance Ion 151.90 (151.60 to 152.60): VN061024.D

 13.34

Ion 114.90 (114.60 to 115.60): VN061024.D
Ion 149.90 (149.60 to 150.60): VN061024.D
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#74
N-amyl acetate
Concen:    0.745 ug/l  
RT: 12.02 min  Scan# 3187
Delta R.T.   -0.04 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 43 Resp:    3236
Ion  Ratio  Lower  Upper
 43  100
 70    0.0   31.0   46.6#
 55    0.9   18.6   27.8#
 61    0.0   18.2   27.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3200 (12.062 min): VN061006.D (-3183) (-)
43

70

55

87 101112 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
43

58

71 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3187 (12.021 min): VN061024.D (-3107) (-)
58

45

207

11.95 12.00 12.05 12.10
0

500

1000

1500

2000

2500

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN061024.D

 12.02

Ion  70.00 (69.70 to 70.70): VN061024.D
Ion  55.00 (54.70 to 55.70): VN061024.D
Ion  61.00 (60.70 to 61.70): VN061024.D

#76
1,2,3-Trichloropropane
Concen:   25.744 ug/l  
RT: 12.39 min  Scan# 3303
Delta R.T.   -0.15 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 75 Resp:   66003
Ion  Ratio  Lower  Upper
 75  100
 77    1.1    0.0    0.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3350 (12.545 min): VN061006.D (-3346) (-)
75 110

49

95 207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95

174

75

50

117 141 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3303 (12.393 min): VN061024.D (-3257) (-)
95

174

75

50

117 141 281

12.35 12.40 12.45

0

10000

20000

30000

40000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN061024.D

 12.39

Ion  77.00 (76.70 to 77.70): VN061024.D
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#81
trans-1,4-Dichloro-2-butene
Concen:   63.501 ug/l  
RT: 12.39 min  Scan# 3303
Delta R.T.   0.10 min
Lab File:   VN061024.D
Acq: 16 Apr 2020  20:05    

Tgt Ion: 75 Resp:   66003
Ion  Ratio  Lower  Upper
 75  100
 53    0.0   74.7  112.1#
 89    0.0   34.6   52.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3272 (12.294 min): VN061006.D (-3262) (-)
8853

37 12473 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95

174

75

50

117 141 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3303 (12.393 min): VN061024.D (-3179) (-)
95

174

75

50

117 141 281207

12.35 12.40 12.45

0

10000

20000

30000

40000

50000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN061024.D

 12.39

Ion  53.00 (52.70 to 53.70): VN061024.D
Ion  88.90 (88.60 to 89.60): VN061024.D

VN061024.D  82N041620W.M      Fri Apr 17 04:00:00 2020      Page 17

Instrument :
MSVOA_N
ClientSampleId :
TP-16-B-SA


