
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_N\DATA\VN052319\
  Data File : VN055757.D                                          
  Acq On    : 23 May 2019  16:46
  Operator  : JC/SP
  Sample    : PB119982TB
  Misc      : 5.00mL/MSVOA_N/WATER
  ALS Vial  : 20   Sample Multiplier: 1
 
  Quant Time: May 24 06:49:13 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_N\METHODS\82N052319W.M
  Quant Title  : SW846 8260
  QLast Update : Fri May 24 06:41:54 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Pentafluorobenzene           7.66  168   490299    50.00 ug/l    0.00
    34) 1,4-Difluorobenzene          8.59  114   672599    50.00 ug/l    0.00
    63) Chlorobenzene-d5            11.41  117   603956    50.00 ug/l    0.00
    72) 1,4-Dichlorobenzene-d4      13.34  152   227115    50.00 ug/l    0.00
 
   System Monitoring Compounds                                        
    33) 1,2-Dichloroethane-d4        8.03   65   224983    44.43 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   88.86%
    35) Dibromofluoromethane         7.59  113   206842    48.64 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   97.28%
    50) Toluene-d8                  10.09   98   793879    48.67 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   97.34%
    62) 4-Bromofluorobenzene        12.40   95   257672    46.07 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   92.14%
 
   Target Compounds                                                   Qvalue
    13) Acrolein                     3.61   56      449     0.648 ug/l #    77
    16) Acetone                      3.82   43     9514     4.274 ug/l      99
    17) Carbon Disulfide             4.04   76     2507     0.212 ug/l #    74
    18) Methyl Acetate               4.34   43     3101    Below Cal  #    68
    20) Methylene Chloride           4.54   84     2581     0.535 ug/l #    86
    25) 2-Butanone                   6.85   43     2068     0.665 ug/l #    47
    29) Tetrahydrofuran              7.23   42     1260     0.640 ug/l #    53
    31) Cyclohexane                  7.66   56     7257     0.955 ug/l #     1
    36) 1,1-Dichloropropene          7.66   75    26520     4.525 ug/l #    48
    38) Carbon Tetrachloride         7.66  117    38916     6.374 ug/l #    15
    43) Isopropyl Acetate            8.17   43    16241     1.706 ug/l #    88
    45) 1,2-Dichloropropane          9.27   63     1704     0.370 ug/l #    44
    48) Methyl methacrylate          9.18   41     8416     1.919 ug/l #    12
    51) 4-Methyl-2-Pentanone         9.99   43     5315     0.945 ug/l      98
    54) cis-1,3-Dichloropropene      9.90   75    64037     8.750 ug/l #    58
    57) 1,3-Dichloropropane         10.76   76    12472     1.724 ug/l #    42
    59) 2-Hexanone                  10.76   43   164208    41.176 ug/l #    50
    65) Chlorobenzene               11.44  112     2682     0.222 ug/l      94
    71) Bromoform                   12.40  173     1638     0.398 ug/l #     1
    73) Isopropylbenzene            12.25  105     1264    Below Cal  #    69
    74) N-amyl acetate              12.07   43      913    Below Cal  #    78
    76) 1,2,3-Trichloropropane      12.40   75   119222    29.175 ug/l #   100
    79) 2-Chlorotoluene             12.68   91      967    Below Cal       74
    80) 1,3,5-Trimethylbenzene      12.73  105     9092    Below Cal      100
    81) trans-1,4-Dichloro-2-buten  12.40   75   119222    70.630 ug/l #    15
    83) tert-Butylbenzene           12.99  119      953    Below Cal  #    83
    84) 1,2,4-Trimethylbenzene      13.04  105     1637    Below Cal       97
    85) sec-Butylbenzene            13.17  105     1678    Below Cal  #    73
    93) 1,2,4-Trichlorobenzene      14.91  180     1924     4.042 ug/l      87
    94) Hexachlorobutadiene         15.01  225      552    Below Cal       96
    95) Naphthalene                 15.13  128     6773     0.645 ug/l      96
    96) 1,2,3-Trichlorobenzene      15.32  180     2171     0.536 ug/l      91
   --------------------------------------------------------------------------
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                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_N\DATA\VN052319\
  Data File : VN055757.D                                          
  Acq On    : 23 May 2019  16:46
  Operator  : JC/SP
  Sample    : PB119982TB
  Misc      : 5.00mL/MSVOA_N/WATER
  ALS Vial  : 20   Sample Multiplier: 1
 
  Quant Time: May 24 06:49:13 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_N\METHODS\82N052319W.M
  Quant Title  : SW846 8260
  QLast Update : Fri May 24 06:41:54 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                              Quantitation Report    (Not Reviewed)

  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_N\DATA\VN052319\
  Data File : VN055757.D                                          
  Acq On    : 23 May 2019  16:46
  Operator  : JC/SP
  Sample    : PB119982TB
  Misc      : 5.00mL/MSVOA_N/WATER
  ALS Vial  : 20   Sample Multiplier: 1

  Quant Time: May 24 06:49:13 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_N\METHODS\82N052319W.M
  Quant Title  : SW846 8260
  QLast Update : Fri May 24 06:41:54 2019
  Response via : Initial Calibration
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT: 7.66 min  Scan# 1832
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:168 Resp:  490299
Ion  Ratio  Lower  Upper
168  100
 99   45.0   37.2   55.8 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1832 (7.664 min): VN055746.D (-1813) (-)
168

56 84 99

41
69 137

149118
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m/z-->
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Abundance Scan 1832 (7.664 min): VN055757.D (-1739) (-)
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Time-->

Abundance Ion 167.90 (167.60 to 168.60): VN055757.D

  7.66

Ion  98.90 (98.60 to 99.60): VN055757.D

#13
Acrolein
Concen:    0.648 ug/l  
RT: 3.61 min  Scan# 570
Delta R.T.   0.01 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 56 Resp:     449
Ion  Ratio  Lower  Upper
 56  100
 55   88.2   55.4   83.2#

Ref

Raw

Sub

-5 0 5 10 15 20 25 30 35 40 45 50 55 60 65 70 75
0

50

m/z-->

Abundance Scan 568 (3.600 min): VN055746.D (-547) (-)
56

37
5241 69

-5 0 5 10 15 20 25 30 35 40 45 50 55 60 65 70 75
0

50

m/z-->

Abundance
44

40

55

-5 0 5 10 15 20 25 30 35 40 45 50 55 60 65 70 75
0

50

m/z-->

Abundance Scan 570 (3.606 min): VN055757.D (-475) (-)

3.56 3.58 3.60 3.62

0

100

200

300

Time-->

Abundance Ion  56.00 (55.70 to 56.70): VN055757.D

  3.61

Ion  55.00 (54.70 to 55.70): VN055757.D
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#16
Acetone
Concen:    4.274 ug/l  
RT: 3.82 min  Scan# 636
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 43 Resp:    9514
Ion  Ratio  Lower  Upper
 43  100
 58   32.7   26.6   39.8 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80
0

50

m/z-->

Abundance Scan 636 (3.818 min): VN055746.D (-617) (-)
43

58

39 755236 55

30 35 40 45 50 55 60 65 70 75 80
0

50

m/z-->

Abundance
43

58
40

30 35 40 45 50 55 60 65 70 75 80
0

50

m/z-->

Abundance Scan 636 (3.818 min): VN055757.D (-543) (-)
43

58

38

3.70 3.80 3.90

0

1000

2000

3000

4000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN055757.D

  3.82

Ion  58.00 (57.70 to 58.70): VN055757.D

#17
Carbon Disulfide
Concen:    0.212 ug/l  
RT: 4.04 min  Scan# 704
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 76 Resp:    2507
Ion  Ratio  Lower  Upper
 76  100
 78    0.0    7.4   11.2#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 704 (4.037 min): VN055746.D (-683) (-)
76

44
38 64 7941 55

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance
44

76

40

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 704 (4.037 min): VN055757.D (-611) (-)
76

4.00 4.05 4.10

0

200

400

600

800

1000

Time-->

Abundance Ion  75.90 (75.60 to 76.60): VN055757.D

  4.04

Ion  77.90 (77.60 to 78.60): VN055757.D
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#18
Methyl Acetate
Concen:   Below Cal    
RT: 4.34 min  Scan# 797
Delta R.T.   0.01 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 43 Resp:    3101
Ion  Ratio  Lower  Upper
 43  100
 74    8.5   19.3   28.9#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 794 (4.326 min): VN055746.D (-773) (-)
43

39

76

594936 73 7956 63

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance
43

40

74

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 797 (4.336 min): VN055757.D (-701) (-)
43

74

40

4.25 4.30 4.35 4.40

0

500

1000

1500

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN055757.D

  4.34

Ion  74.00 (73.70 to 74.70): VN055757.D

#20
Methylene Chloride
Concen:    0.535 ug/l  
RT: 4.54 min  Scan# 861
Delta R.T.   -0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 84 Resp:    2581
Ion  Ratio  Lower  Upper
 84  100
 49  103.2   93.5  140.3 
 51   44.1   28.6   43.0#
 86   52.2   52.6   79.0#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 862 (4.545 min): VN055746.D (-839) (-)
49 84

88
37 41 7052

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance
49 8444

40

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 861 (4.542 min): VN055757.D (-769) (-)
49 84

41

4.50 4.55 4.60
0

500

1000

Time-->

Abundance Ion  83.90 (83.60 to 84.60): VN055757.D

  4.54

Ion  48.90 (48.60 to 49.60): VN055757.D
Ion  50.90 (50.60 to 51.60): VN055757.D
Ion  85.90 (85.60 to 86.60): VN055757.D
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#25
2-Butanone
Concen:    0.665 ug/l  
RT: 6.85 min  Scan# 1578
Delta R.T.   0.01 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 43 Resp:    2068
Ion  Ratio  Lower  Upper
 43  100
 72    0.0   21.9   32.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1576 (6.841 min): VN055746.D (-1552) (-)
43

61
72 96

186

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

186
117

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1578 (6.847 min): VN055757.D (-1483) (-)
43

186

117

6.80 6.85 6.90

0

200

400

600

800

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN055757.D

  6.85

Ion  72.00 (71.70 to 72.70): VN055757.D

#29
Tetrahydrofuran
Concen:    0.640 ug/l  
RT: 7.23 min  Scan# 1696
Delta R.T.   0.01 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 42 Resp:    1260
Ion  Ratio  Lower  Upper
 42  100
 72   15.5   35.9   53.9#
 71   11.6   34.0   51.0#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1692 (7.214 min): VN055746.D (-1658) (-)
42

72

49 130
938157 11664

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
44

71

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1696 (7.226 min): VN055757.D (-1599) (-)
42

71

7.20 7.25

0

200

400

600

Time-->

Abundance Ion  42.00 (41.70 to 42.70): VN055757.D

  7.23

Ion  72.00 (71.70 to 72.70): VN055757.D
Ion  71.00 (70.70 to 71.70): VN055757.D

VN055757.D  82N052319W.M      Fri May 24 06:44:49 2019      Page 7

Instrument :
MSVOA_N
ClientSampleId :
PB119982TB



#31
Cyclohexane
Concen:    0.955 ug/l  
RT: 7.66 min  Scan# 1831
Delta R.T.   0.01 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 56 Resp:    7257
Ion  Ratio  Lower  Upper
 56  100
 69  173.8   25.6   38.4#
 84  133.8   67.4  101.0#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1827 (7.648 min): VN055746.D (-1804) (-)
56 84 168

41

69

137
118 14993 106

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
168

99

137
1491177556 8637

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1831 (7.661 min): VN055757.D (-1734) (-)
168

99

137
1491177556 8637

7.60 7.65 7.70

0

2000

4000

6000

Time-->

Abundance Ion  56.00 (55.70 to 56.70): VN055757.D

  7.66

Ion  69.00 (68.70 to 69.70): VN055757.D
Ion  84.00 (83.70 to 84.70): VN055757.D

#33
1,2-Dichloroethane-d4
Concen:   44.433 ug/l  
RT: 8.03 min  Scan# 1945
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 65 Resp:  224983
Ion  Ratio  Lower  Upper
 65  100
 67   53.8    0.0  109.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1944 (8.024 min): VN055746.D (-1927) (-)
78

65
51

10239
7045 57 84

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
65

51
102

37 44 8459

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1945 (8.027 min): VN055757.D (-1851) (-)
65

51
102

37 8459

7.90 8.00 8.10

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion  64.90 (64.60 to 65.60): VN055757.D

  8.03

Ion  66.90 (66.60 to 67.60): VN055757.D
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#34
1,4-Difluorobenzene
Concen:   50.000 ug/l  
RT: 8.59 min  Scan# 2119
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:114 Resp:  672599
Ion  Ratio  Lower  Upper
114  100
 63   18.5    0.0   39.2 
 88   15.3    0.0   31.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2118 (8.583 min): VN055746.D (-2101) (-)
114

63 88
5750 9475 8137 6944

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
114

63 88
5750 9475 816937 44

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2119 (8.587 min): VN055757.D (-2025) (-)
114

63 88
5750 9475 816937 44

8.50 8.60 8.70 8.80

0

100000

200000

300000

400000

Time-->

Abundance Ion 113.90 (113.60 to 114.60): VN055757.D

  8.59

Ion  63.00 (62.70 to 63.70): VN055757.D
Ion  87.90 (87.60 to 88.60): VN055757.D

#35
Dibromofluoromethane
Concen:   48.641 ug/l  
RT: 7.59 min  Scan# 1809
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:113 Resp:  206842
Ion  Ratio  Lower  Upper
113  100
111  101.5   81.9  122.9 
192   25.1   19.5   29.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1809 (7.590 min): VN055746.D (-1790) (-)
111

97

19261
79

16012147 17137

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
111

192
79

92 16017144

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1809 (7.590 min): VN055757.D (-1716) (-)
111

192
81

94 16017140

7.50 7.60 7.70

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion 112.80 (112.50 to 113.50): VN055757.D

  7.59

Ion 110.80 (110.50 to 111.50): VN055757.D
Ion 191.70 (191.40 to 192.40): VN055757.D
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#36
1,1-Dichloropropene
Concen:    4.525 ug/l  
RT: 7.66 min  Scan# 1832
Delta R.T.   -0.13 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 75 Resp:   26520
Ion  Ratio  Lower  Upper
 75  100
110    9.3   19.0   57.0#
 77    0.0   25.1   37.7#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1871 (7.789 min): VN055746.D (-1849) (-)
75

11739

49 84
60 95 107

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
168

99

137
1491177556 8637

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1832 (7.664 min): VN055757.D (-1778) (-)
168

99

137
1491177556 8637

7.60 7.65 7.70 7.75

0

5000

10000

15000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN055757.D

  7.66

Ion 109.90 (109.60 to 110.60): VN055757.D
Ion  76.90 (76.60 to 77.60): VN055757.D

#38
Carbon Tetrachloride
Concen:    6.374 ug/l  
RT: 7.66 min  Scan# 1832
Delta R.T.   -0.11 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:117 Resp:   38916
Ion  Ratio  Lower  Upper
117  100
119    5.4   79.0  118.6#
121    0.0   24.7   37.1#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1865 (7.770 min): VN055746.D (-1847) (-)
117

75
56

39

84

65 94 107

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
168

99

137
1491177556 8637

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1832 (7.664 min): VN055757.D (-1772) (-)
168

99

137
1491177556 8637

7.60 7.70

0

5000

10000

15000

20000

Time-->

Abundance Ion 116.80 (116.50 to 117.50): VN055757.D

  7.66

Ion 118.80 (118.50 to 119.50): VN055757.D
Ion 120.80 (120.50 to 121.50): VN055757.D
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#43
Isopropyl Acetate
Concen:    1.706 ug/l  
RT: 8.17 min  Scan# 1989
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 43 Resp:   16241
Ion  Ratio  Lower  Upper
 43  100
 61   18.9   22.2   33.4#
 87   13.5   11.4   17.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1988 (8.165 min): VN055746.D (-1969) (-)
43

61 87
38 101

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
43

61 87
67

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1989 (8.169 min): VN055757.D (-1895) (-)
43

61 87
67

8.10 8.15 8.20 8.25

0

2000

4000

6000

8000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN055757.D

  8.17

Ion  61.00 (60.70 to 61.70): VN055757.D
Ion  87.00 (86.70 to 87.70): VN055757.D

#45
1,2-Dichloropropane
Concen:    0.370 ug/l  
RT: 9.27 min  Scan# 2331
Delta R.T.   0.15 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 63 Resp:    1704
Ion  Ratio  Lower  Upper
 63  100
 65    0.0   24.6   36.8#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2285 (9.120 min): VN055746.D (-2262) (-)
63

41
76

49
97 11285

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
43

61
73

37 53 87 101

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2331 (9.268 min): VN055757.D (-2192) (-)
43

61
73

37 53 87 101

9.25 9.30

0

200

400

600

800

1000

Time-->

Abundance Ion  62.90 (62.60 to 63.60): VN055757.D

  9.27

Ion  64.90 (64.60 to 65.60): VN055757.D
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#48
Methyl methacrylate
Concen:    1.919 ug/l  
RT: 9.18 min  Scan# 2304
Delta R.T.   -0.02 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 41 Resp:    8416
Ion  Ratio  Lower  Upper
 41  100
 69    0.0   71.0  106.6#
 39    0.0   44.2   66.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 2310 (9.201 min): VN055746.D (-2297) (-)
41 69

174
93

58
79

160

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
57

41

8675 102

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 2304 (9.181 min): VN055757.D (-2217) (-)
57

41

8675 102

9.10 9.15 9.20 9.25

0

20000

40000

60000

80000

Time-->

Abundance Ion  41.00 (40.70 to 41.70): VN055757.D

  9.18

Ion  69.00 (68.70 to 69.70): VN055757.D
Ion  39.00 (38.70 to 39.70): VN055757.D

#50
Toluene-d8
Concen:   48.669 ug/l  
RT: 10.09 min  Scan# 2587
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 98 Resp:  793879
Ion  Ratio  Lower  Upper
 98  100
100   64.4   51.9   77.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2587 (10.091 min): VN055746.D (-2570) (-)
98

42 7054
82 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
98

7042 54
82

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2587 (10.091 min): VN055757.D (-2494) (-)
98

7042 54
82

10.00 10.10 10.20

0

100000

200000

300000

400000

500000

Time-->

Abundance Ion  98.00 (97.70 to 98.70): VN055757.D

 10.09

Ion 100.00 (99.70 to 100.70): VN055757.D
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#51
4-Methyl-2-Pentanone
Concen:    0.945 ug/l  
RT: 9.99 min  Scan# 2555
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 43 Resp:    5315
Ion  Ratio  Lower  Upper
 43  100
 58   41.2   32.1   48.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 2554 (9.985 min): VN055746.D (-2537) (-)
43

58

85 100
67 7237 50 77

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
43

57

85 10075

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 2555 (9.988 min): VN055757.D (-2461) (-)
43

57

85 10075

9.94 9.96 9.98 10.00

0

1000

2000

3000

4000

5000

6000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN055757.D

  9.99

Ion  58.00 (57.70 to 58.70): VN055757.D

#54
cis-1,3-Dichloropropene
Concen:    8.750 ug/l  
RT: 9.90 min  Scan# 2529
Delta R.T.   0.07 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 75 Resp:   64037
Ion  Ratio  Lower  Upper
 75  100
 77    0.7   25.4   38.0#
 39   23.7   36.3   54.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2508 (9.837 min): VN055746.D (-2493) (-)
75

39

110

51 62 87

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
57

43

75

101
115 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2529 (9.905 min): VN055757.D (-2415) (-)
57

43

75

101
115 207

9.80 9.90 10.00

0

10000

20000

30000

40000

50000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN055757.D

  9.90

Ion  76.90 (76.60 to 77.60): VN055757.D
Ion  39.00 (38.70 to 39.70): VN055757.D
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#57
1,3-Dichloropropane
Concen:    1.724 ug/l  
RT: 10.76 min  Scan# 2796
Delta R.T.   0.06 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 76 Resp:   12472
Ion  Ratio  Lower  Upper
 76  100
 78    0.0   25.8   38.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2778 (10.705 min): VN055746.D (-2763) (-)
76

41

63
114 20752

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
57

75

43
87

115 207101

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2796 (10.763 min): VN055757.D (-2685) (-)
57

75

43
87

115 207101

10.70 10.75 10.80

0

2000

4000

6000

8000

Time-->

Abundance Ion  75.90 (75.60 to 76.60): VN055757.D

 10.76

Ion  77.90 (77.60 to 78.60): VN055757.D

#59
2-Hexanone
Concen:   41.176 ug/l  
RT: 10.76 min  Scan# 2796
Delta R.T.   0.01 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 43 Resp:  164208
Ion  Ratio  Lower  Upper
 43  100
 58   20.0   28.2   84.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2792 (10.750 min): VN055746.D (-2770) (-)
43

58

1008571
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
57

75

43
87

115 207101

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2796 (10.763 min): VN055757.D (-2699) (-)
57

75

43
87

115 207101

10.70 10.75 10.80

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN055757.D

 10.76

Ion  58.00 (57.70 to 58.70): VN055757.D
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#62
4-Bromofluorobenzene
Concen:   46.069 ug/l  
RT: 12.40 min  Scan# 3305
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 95 Resp:  257672
Ion  Ratio  Lower  Upper
 95  100
174   98.2    0.0  191.0 
176   96.2    0.0  185.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3305 (12.400 min): VN055746.D (-3291) (-)
95 174

75

50

141117 157 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95 174

75

50

143117 159 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3305 (12.400 min): VN055757.D (-3212) (-)
95 174

75

50

143117 159 207 281

12.30 12.40 12.50

0

50000

100000

150000

200000

Time-->

Abundance Ion  94.90 (94.60 to 95.60): VN055757.D

 12.40

Ion 173.80 (173.50 to 174.50): VN055757.D
Ion 175.80 (175.50 to 176.50): VN055757.D

#63
Chlorobenzene-d5
Concen:   50.000 ug/l  
RT: 11.41 min  Scan# 2996
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:117 Resp:  603956
Ion  Ratio  Lower  Upper
117  100
 82   52.8   41.8   62.8 
119   32.8   25.4   38.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2996 (11.406 min): VN055746.D (-2981) (-)
117

82

54
7640 61 89 9947 11167

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
117

82

54
7640 61 998947 10967

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2996 (11.406 min): VN055757.D (-2903) (-)
117

82

54
7640 61 998947 10967

11.30 11.40 11.50

0

100000

200000

300000

400000

Time-->

Abundance Ion 116.90 (116.60 to 117.60): VN055757.D

 11.41

Ion  82.00 (81.70 to 82.70): VN055757.D
Ion 118.90 (118.60 to 119.60): VN055757.D
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#65
Chlorobenzene
Concen:    0.222 ug/l  
RT: 11.44 min  Scan# 3005
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:112 Resp:    2682
Ion  Ratio  Lower  Upper
112  100
114   36.2   26.2   39.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 3004 (11.432 min): VN055746.D (-2989) (-)
112

77

51
38 8661 9771

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
117

82

54
40 76 998961

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 3005 (11.435 min): VN055757.D (-2911) (-)
117

82

54
7640 9962

11.40 11.45

0

500

1000

1500

Time-->

Abundance Ion 111.90 (111.60 to 112.60): VN055757.D

 11.44

Ion 113.90 (113.60 to 114.60): VN055757.D

#71
Bromoform
Concen:    0.398 ug/l  
RT: 12.40 min  Scan# 3306
Delta R.T.   0.28 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:173 Resp:    1638
Ion  Ratio  Lower  Upper
173  100
175  970.3   24.3   72.8#
254    0.0    0.0    0.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3220 (12.127 min): VN055746.D (-3205) (-)
173

91
252

158

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95 174

75

50

117 141157 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3306 (12.403 min): VN055757.D (-3127) (-)
95 174

75

50

117 141157 207 281

12.36 12.38 12.40 12.42

0

5000

10000

15000

Time-->

Abundance Ion 172.70 (172.40 to 173.40): VN055757.D

 12.40

Ion 174.70 (174.40 to 175.40): VN055757.D
Ion 254.40 (254.10 to 255.10): VN055757.D
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#72
1,4-Dichlorobenzene-d4
Concen:   50.000 ug/l  
RT: 13.34 min  Scan# 3598
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:152 Resp:  227115
Ion  Ratio  Lower  Upper
152  100
115   52.3   27.0   81.0 
150  155.2    0.0  343.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3598 (13.342 min): VN055746.D (-3584) (-)
150

115
7852

40 99 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
150

115
7852

40 8963 132 207100

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3598 (13.342 min): VN055757.D (-3505) (-)
150

115
7852

40 8963 134100

13.30 13.40

0

50000

100000

150000

200000

250000

Time-->

Abundance Ion 151.90 (151.60 to 152.60): VN055757.D

 13.34

Ion 114.90 (114.60 to 115.60): VN055757.D
Ion 149.90 (149.60 to 150.60): VN055757.D

#73
Isopropylbenzene
Concen:   Below Cal    
RT: 12.25 min  Scan# 3258
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:105 Resp:    1264
Ion  Ratio  Lower  Upper
105  100
120   11.2   13.6   40.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3258 (12.249 min): VN055746.D (-3243) (-)
105

120
7751 9139 63

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
10544

120 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3258 (12.249 min): VN055757.D (-3164) (-)
105

120 207

43

12.20 12.25

0

200

400

600

800

Time-->

Abundance Ion 105.00 (104.70 to 105.70): VN055757.D

 12.25

Ion 120.00 (119.70 to 120.70): VN055757.D
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#74
N-amyl acetate
Concen:   Below Cal    
RT: 12.07 min  Scan# 3202
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 43 Resp:     913
Ion  Ratio  Lower  Upper
 43  100
 70   32.6   34.0   51.0#
 55   24.8   18.6   28.0 
 61    0.0   20.0   30.0#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 3202 (12.069 min): VN055746.D (-3184) (-)
43

70

6155

87 97 11237

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
43

7055

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 3202 (12.069 min): VN055757.D (-3108) (-)
70

55

12.05 12.10
0

500

1000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN055757.D

 12.07

Ion  70.00 (69.70 to 70.70): VN055757.D
Ion  55.00 (54.70 to 55.70): VN055757.D
Ion  61.00 (60.70 to 61.70): VN055757.D

#76
1,2,3-Trichloropropane
Concen:   29.175 ug/l  
RT: 12.40 min  Scan# 3305
Delta R.T.   -0.15 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 75 Resp:  119222
Ion  Ratio  Lower  Upper
 75  100
 77    1.2    0.0    0.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3353 (12.554 min): VN055746.D (-3347) (-)
75

110

49

207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95 174

75

50

143117 159 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3305 (12.400 min): VN055757.D (-3260) (-)
95 174

75

50

143117 159 207 281

12.40 12.50

0

20000

40000

60000

80000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN055757.D

 12.40

Ion  77.00 (76.70 to 77.70): VN055757.D
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#79
2-Chlorotoluene
Concen:   Below Cal    
RT: 12.68 min  Scan# 3392
Delta R.T.   0.01 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 91 Resp:     967
Ion  Ratio  Lower  Upper
 91  100
126   20.9   18.1   54.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3390 (12.673 min): VN055746.D (-3378) (-)
91

126

63
39 50 75 102

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

91

57 126
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3392 (12.680 min): VN055757.D (-3297) (-)
91

126

40 207

12.65 12.70

0

100

200

300

400

500

600

Time-->

Abundance Ion  91.00 (90.70 to 91.70): VN055757.D

 12.68

Ion 125.90 (125.60 to 126.60): VN055757.D

#80
1,3,5-Trimethylbenzene
Concen:   Below Cal    
RT: 12.73 min  Scan# 3408
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:105 Resp:    9092
Ion  Ratio  Lower  Upper
105  100
120   49.6   24.7   74.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3408 (12.731 min): VN055746.D (-3391) (-)
105

120

77
5139 1769466

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
105

120

44 77 91 17659 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3408 (12.731 min): VN055757.D (-3315) (-)
105

120

77 9139 6553 207

12.70 12.75

0

1000

2000

3000

4000

5000

6000

Time-->

Abundance Ion 105.00 (104.70 to 105.70): VN055757.D

 12.73

Ion 120.00 (119.70 to 120.70): VN055757.D

VN055757.D  82N052319W.M      Fri May 24 06:44:54 2019      Page 19

Instrument :
MSVOA_N
ClientSampleId :
PB119982TB



#81
trans-1,4-Dichloro-2-butene
Concen:   70.630 ug/l  
RT: 12.40 min  Scan# 3305
Delta R.T.   0.10 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion: 75 Resp:  119222
Ion  Ratio  Lower  Upper
 75  100
 53    0.0   68.1  102.1#
 89    0.0   36.9   55.3#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3274 (12.300 min): VN055746.D (-3263) (-)
88

53

37 12473 207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95 174

75

50

143117 159 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3305 (12.400 min): VN055757.D (-3181) (-)
95 174

75

50

117 141 159 207 281

12.40 12.50

0

20000

40000

60000

80000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN055757.D

 12.40

Ion  53.00 (52.70 to 53.70): VN055757.D
Ion  88.90 (88.60 to 89.60): VN055757.D

#83
tert-Butylbenzene
Concen:   Below Cal    
RT: 12.99 min  Scan# 3489
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:119 Resp:     953
Ion  Ratio  Lower  Upper
119  100
 91   56.2   30.9   92.8 
134    6.2   13.3   39.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3489 (12.991 min): VN055746.D (-3475) (-)
119

91

134
41 77

1036552 167

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

119

91

207
134

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3489 (12.992 min): VN055757.D (-3396) (-)
119

41 13491

12.95 13.00

0

200

400

600

800

Time-->

Abundance Ion 119.00 (118.70 to 119.70): VN055757.D

 12.99

Ion  91.00 (90.70 to 91.70): VN055757.D
Ion 134.00 (133.70 to 134.70): VN055757.D
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#84
1,2,4-Trimethylbenzene
Concen:   Below Cal    
RT: 13.04 min  Scan# 3504
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:105 Resp:    1637
Ion  Ratio  Lower  Upper
105  100
120   44.1   23.0   69.0 

Ref

Raw

Sub

0 20 40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3503 (13.036 min): VN055746.D (-3479) (-)
105

120

16777 9139 63 134 202

0 20 40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
10544

120

207

0 20 40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3504 (13.040 min): VN055757.D (-3410) (-)

13.00 13.05

0

200

400

600

800

1000

Time-->

Abundance Ion 105.00 (104.70 to 105.70): VN055757.D

 13.04

Ion 120.00 (119.70 to 120.70): VN055757.D

#85
sec-Butylbenzene
Concen:   Below Cal    
RT: 13.17 min  Scan# 3545
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:105 Resp:    1678
Ion  Ratio  Lower  Upper
105  100
134    8.0   10.4   31.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3545 (13.172 min): VN055746.D (-3530) (-)
105

134
9177

51 6539 119

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
10544

20777 91 134

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3545 (13.172 min): VN055757.D (-3452) (-)
105

77 91 134
20744

13.15 13.20

0

200

400

600

800

1000

Time-->

Abundance Ion 105.00 (104.70 to 105.70): VN055757.D

 13.17

Ion 134.00 (133.70 to 134.70): VN055757.D
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#93
1,2,4-Trichlorobenzene
Concen:    4.042 ug/l  
RT: 14.91 min  Scan# 4085
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:180 Resp:    1924
Ion  Ratio  Lower  Upper
180  100
182   84.0   48.3  144.9 
145   21.3   14.0   41.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4085 (14.908 min): VN055746.D (-4071) (-)
180

14574 109
50 91 208

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
180 207

44

145109 281
74

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4085 (14.908 min): VN055757.D (-3991) (-)
180

145109 281
7443

207

14.90 14.95

0

500

1000

1500

Time-->

Abundance Ion 179.80 (179.50 to 180.50): VN055757.D

 14.91

Ion 181.80 (181.50 to 182.50): VN055757.D
Ion 144.80 (144.50 to 145.50): VN055757.D

#94
Hexachlorobutadiene
Concen:   Below Cal    
RT: 15.01 min  Scan# 4117
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:225 Resp:     552
Ion  Ratio  Lower  Upper
225  100
223   61.4   30.9   92.7 
227   56.9   31.6   94.7 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4116 (15.007 min): VN055746.D (-4102) (-)
225

190
260118

143
8347

16698 208

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
207

44

224
281

260190

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4117 (15.011 min): VN055757.D (-4023) (-)
224

260209
190

281

14.98 15.00 15.02 15.04

0

100

200

300

400

500

Time-->

Abundance Ion 224.70 (224.40 to 225.40): VN055757.D

 15.01

Ion 222.70 (222.40 to 223.40): VN055757.D
Ion 226.70 (226.40 to 227.40): VN055757.D
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#95
Naphthalene
Concen:    0.645 ug/l  
RT: 15.13 min  Scan# 4155
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:128 Resp:    6773
Ion  Ratio  Lower  Upper
128  100
127   11.7   10.3   15.5 
129    9.3    8.7   13.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4154 (15.130 min): VN055746.D (-4139) (-)
128

10251 75 208

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
128

207
44

28110275 191

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4155 (15.133 min): VN055757.D (-4061) (-)
128

10244 64 207191 281

15.10 15.15 15.20

0

1000

2000

3000

4000

5000

Time-->

Abundance Ion 128.00 (127.70 to 128.70): VN055757.D

 15.13

Ion 127.00 (126.70 to 127.70): VN055757.D
Ion 129.00 (128.70 to 129.70): VN055757.D

#96
1,2,3-Trichlorobenzene
Concen:    0.536 ug/l  
RT: 15.32 min  Scan# 4212
Delta R.T.   0.00 min
Lab File:   VN055757.D
Acq: 23 May 2019  16:46    

Tgt Ion:180 Resp:    2171
Ion  Ratio  Lower  Upper
180  100
182  107.9   47.9  143.7 
145   29.8   14.9   44.7 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4211 (15.313 min): VN055746.D (-4196) (-)
180

145
74 109

9049 281207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
182 207

44

281145
74 109

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4212 (15.316 min): VN055757.D (-4118) (-)
182

145
74 10940 55 207 281

15.30 15.35

0

500

1000

1500

2000

Time-->

Abundance Ion 179.80 (179.50 to 180.50): VN055757.D

 15.32

Ion 181.80 (181.50 to 182.50): VN055757.D
Ion 144.90 (144.60 to 145.60): VN055757.D
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