
                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_N\Data\VN092024\
  Data File : VN084076.D                                          
  Acq On    : 20 Sep 2024  17:33
  Operator  : JC\MD
  Sample    : P4093‐01 
  Misc      : 5.0mL/MSVOA_N/WATER
  ALS Vial  : 22   Sample Multiplier: 1
 
  Quant Time: Sep 20 23:29:52 2024
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_N\methods\624N090624W.M
  Quant Title  : METHOD 624 VOLATILE ORGANIC ANALYSIS
  QLast Update : Fri Sep 06 23:42:47 2024
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Bromochloromethane          7.818  128    24361    30.000 ug/l     0.00
    28) 1,4‐Difluorobenzene         9.100  114   127685    30.000 ug/l     0.00
    57) Chlorobenzene‐d5           11.865  117   111024    30.000 ug/l     0.00
 
   System Monitoring Compounds                                        
    27) 1,2‐Dichloroethane‐d4       8.582   65    67701    30.403 ug/l    0.00  
     Spiked Amount     30.000   Range  91 ‐ 110    Recovery   =  101.333% 
    60) 4‐Bromofluorobenzene       12.853   95    46731    24.422 ug/l    0.00  
     Spiked Amount     30.000   Range  63 ‐ 112    Recovery   =   81.400% 
    63) Toluene‐d8                 10.565   98   153322    29.824 ug/l    0.00  
     Spiked Amount     30.000   Range  91 ‐ 112    Recovery   =   99.400% 
 
   Target Compounds                                                   Qvalue
    12) Methyl Acetate              5.036   43     1620     0.887 ug/l      89
    15) Acetone                     4.436   58    49347   201.314 ug/l      77
    18) Methylene Chloride          5.271   84      727     0.439 ug/l #    80
    23) tert‐Butyl Alcohol          5.518   59      204     0.752 ug/l #   100
    25) Chloroform                  7.965   83    15513     4.782 ug/l      93
    30) 2‐Butanone                  7.494   43     1241     1.300 ug/l #    77
    36) 1,2‐Dichloroethane          9.100   62     5315     2.327 ug/l #    72
    38) Methylcyclohexane           9.888   83     5467     2.255 ug/l #    19
    41) Bromodichloromethane        9.888   83     5467     2.404 ug/l #    89
    44) Isopropyl Acetate           8.659   43    32160     9.676 ug/l #    44
    50) 1,1,2‐Trichloroethane      10.571   97     5098     3.747 ug/l #     1
    53) Dibromochloromethane       11.365  129     2549     1.562 ug/l      96
    56) Bromoform                  12.576  173      557     0.537 ug/l #    35
    59) 2‐Hexanone                 11.200   43      273     0.205 ug/l #     1
    72) 1,2,3‐Trichloropropane     12.847   75    25986    15.914 ug/l       1
    77) t‐1,4‐Dichloro‐2‐butene    12.847   75    25986    37.649 ug/l #    12
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                                        Quantitation Report    (Not Reviewed)

  Data Path : Z:\voasrv\HPCHEM1\MSVOA_N\Data\VN092024\
  Data File : VN084076.D                                          
  Acq On    : 20 Sep 2024  17:33
  Operator  : JC\MD
  Sample    : P4093‐01 
  Misc      : 5.0mL/MSVOA_N/WATER
  ALS Vial  : 22   Sample Multiplier: 1

  Quant Time: Sep 20 23:29:52 2024
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_N\methods\624N090624W.M
  Quant Title  : METHOD 624 VOLATILE ORGANIC ANALYSIS
  QLast Update : Fri Sep 06 23:42:47 2024
  Response via : Initial Calibration

2.00 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00
0

10000

20000

30000

40000

50000

60000

70000

80000

90000

100000

110000

120000

130000

140000

150000

160000

170000

180000

190000

200000

210000

220000

230000

240000

250000

260000

Time-->

Abundance TIC: VN084076.D\data.ms

4-
B

ro
m

of
lu

or
ob

en
ze

ne
,S

1,
2,

3-
T

ric
hl

or
op

ro
pa

ne
t-

1,
4-

D
ic

hl
or

o-
2-

bu
te

ne

B
ro

m
of

or
m

,M

C
hl

or
ob

en
ze

ne
-d

5,
I

D
ib

ro
m

oc
hl

or
om

et
ha

ne
,M

2-
H

ex
an

on
e,

M

1,
1,

2-
T

ric
hl

or
oe

th
an

e,
M

T
ol

ue
ne

-d
8,

S

B
ro

m
od

ic
hl

or
om

et
ha

ne
,M

M
et

hy
lc

yc
lo

he
xa

ne

1,
2-

D
ic

hl
or

oe
th

an
e,

M
1,

4-
D

ifl
uo

ro
be

nz
en

e,
I

Is
op

ro
py

l A
ce

ta
te

1,
2-

D
ic

hl
or

oe
th

an
e-

d4
,s

C
hl

or
of

or
m

,M
B

ro
m

oc
hl

or
om

et
ha

ne
,I

2-
B

ut
an

on
e,

M

te
rt

-B
ut

yl
 A

lc
oh

ol
,M

M
et

hy
le

ne
 C

hl
or

id
e,

M

A
ce

to
ne

,M

M
et

hy
l A

ce
ta

te

624N090624W.M Fri Sep 20 23:30:01 2024                                                      Page: 2

Instrument :
MSVOA_N
ClientSampleId :
OUTFALL-DSN-001



#1
Bromochloromethane
Concen:   30.000 ug/l  
RT:   7.818 min  Scan# 997
Delta R.T.  0.006 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion:128 Resp:   24361
Ion  Ratio  Lower  Upper
128  100
 49  184.1    0.0  403.7 
130  128.7    0.0  323.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 996 (7.812 min): VN083693.D\data.ms (-98
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Abundance
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#12
Methyl Acetate
Concen:    0.887 ug/l  
RT:   5.036 min  Scan# 524
Delta R.T.  0.012 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 43 Resp:    1620
Ion  Ratio  Lower  Upper
 43  100
 74   40.8   27.7   41.5 

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 522 (5.024 min): VN083693.D\data.ms (-51
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Abundance Scan 524 (5.036 min): VN084076.D\data.ms (-43
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 5.036
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#15
Acetone
Concen:  201.314 ug/l  
RT:   4.436 min  Scan# 422
Delta R.T.  0.006 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 58 Resp:   49347
Ion  Ratio  Lower  Upper
 58  100
 43  321.3  223.1  334.7 

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 421 (4.430 min): VN083693.D\data.ms (-41
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75.0 150.7
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20000
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Time-->

Abundance

 4.436

#18
Methylene Chloride
Concen:    0.439 ug/l  
RT:   5.271 min  Scan# 564
Delta R.T.  0.006 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 84 Resp:     727
Ion  Ratio  Lower  Upper
 84  100
 49   80.6   86.0  129.0#
 51   52.5   30.0   45.0#
 86   72.4   53.0   79.4 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 563 (5.265 min): VN083693.D\data.ms (-55
49.0 84.0
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Abundance Scan 564 (5.271 min): VN084076.D\data.ms
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#23
tert‐Butyl Alcohol
Concen:    0.752 ug/l  
RT:   5.518 min  Scan# 606
Delta R.T.  ‐0.018 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 59 Resp:     204
Ion  Ratio  Lower  Upper
 59  100
 52    0.0    0.0    0.0 

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 609 (5.536 min): VN083693.D\data.ms (-59
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#25
Chloroform
Concen:    4.782 ug/l  
RT:   7.965 min  Scan# 1022
Delta R.T.  ‐0.000 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 83 Resp:   15513
Ion  Ratio  Lower  Upper
 83  100
 85   58.5   50.9   76.3 

Ref
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#27
1,2‐Dichloroethane‐d4
Concen:   30.403 ug/l  
RT:   8.582 min  Scan# 1127
Delta R.T.  0.006 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 65 Resp:   67701
Ion  Ratio  Lower  Upper
 65  100
 67   50.4   43.2   64.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1126 (8.577 min): VN083693.D\data.ms (-1
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 8.582

#28
1,4‐Difluorobenzene
Concen:   30.000 ug/l  
RT:   9.100 min  Scan# 1215
Delta R.T.  ‐0.000 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion:114 Resp:  127685
Ion  Ratio  Lower  Upper
114  100
 63   22.8   15.9   23.9 
 88   17.2   12.7   19.1 

Ref

Raw

Sub
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m/z-->

Abundance Scan 1215 (9.100 min): VN083693.D\data.ms (-1
114.1

63.1 88.1
50.0 75.138.1
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#30
2‐Butanone
Concen:    1.300 ug/l  
RT:   7.494 min  Scan# 942
Delta R.T.  0.012 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 43 Resp:    1241
Ion  Ratio  Lower  Upper
 43  100
 57    0.0    6.7   10.1#
 72   17.3   24.0   36.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 940 (7.483 min): VN083693.D\data.ms (-93
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 7.494

#36
1,2‐Dichloroethane
Concen:    2.327 ug/l  
RT:   9.100 min  Scan# 1215
Delta R.T.  0.429 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 62 Resp:    5315
Ion  Ratio  Lower  Upper
 62  100
 98    0.0    8.2   12.4#

Ref
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Abundance Scan 1142 (8.671 min): VN083693.D\data.ms (-1
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#38
Methylcyclohexane
Concen:    2.255 ug/l  
RT:   9.888 min  Scan# 1349
Delta R.T.  0.288 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 83 Resp:    5467
Ion  Ratio  Lower  Upper
 83  100
 55    0.0   36.6  109.9#
 98    0.0   23.8   71.5#

Ref

Raw

Sub

40 60 80 100 120
0

50

m/z-->

Abundance Scan 1300 (9.600 min): VN083693.D\data.ms (-1
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 9.888

#41
Bromodichloromethane
Concen:    2.404 ug/l  
RT:   9.888 min  Scan# 1349
Delta R.T.  ‐0.000 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 83 Resp:    5467
Ion  Ratio  Lower  Upper
 83  100
 85   53.2   49.4   74.2 
127    6.3    7.3   10.9#

Ref

Raw

Sub
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0

50
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Abundance Scan 1349 (9.888 min): VN083693.D\data.ms (-1
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Abundance Scan 1349 (9.888 min): VN084076.D\data.ms (-1
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#44
Isopropyl Acetate
Concen:    9.676 ug/l  
RT:   8.659 min  Scan# 1140
Delta R.T.  ‐0.029 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 43 Resp:   32160
Ion  Ratio  Lower  Upper
 43  100
 61    0.6   25.0   37.4#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1145 (8.688 min): VN083693.D\data.ms (-1
43.1
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Abundance Scan 1140 (8.659 min): VN084076.D\data.ms
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Abundance Scan 1140 (8.659 min): VN084076.D\data.ms (-1
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#50
1,1,2‐Trichloroethane
Concen:    3.747 ug/l  
RT:  10.571 min  Scan# 1465
Delta R.T.  ‐0.447 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 97 Resp:    5098
Ion  Ratio  Lower  Upper
 97  100
 83    5.4   68.1  102.1#
 85    0.0   41.8   62.6#
 99  268.3   47.0   70.4#

Ref

Raw

Sub
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0

50
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Abundance Scan 1541 (11.018 min): VN083693.D\data.ms (-
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Abundance Scan 1465 (10.571 min): VN084076.D\data.ms (-
98.1
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Time-->
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10.571
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#53
Dibromochloromethane
Concen:    1.562 ug/l  
RT:  11.365 min  Scan# 1600
Delta R.T.  0.006 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion:129 Resp:    2549
Ion  Ratio  Lower  Upper
129  100
127   75.6   39.4  118.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1599 (11.359 min): VN083693.D\data.ms (-
128.9
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Abundance Scan 1600 (11.365 min): VN084076.D\data.ms
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Abundance Scan 1600 (11.365 min): VN084076.D\data.ms (-
128.8

78.948.0
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0

500

1000

Time-->

Abundance
11.365

#56
Bromoform
Concen:    0.537 ug/l  
RT:  12.576 min  Scan# 1806
Delta R.T.  ‐0.000 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion:173 Resp:     557
Ion  Ratio  Lower  Upper
173  100
175    0.0   40.0   60.0#
254    0.0    8.3   12.5#

Ref

Raw

Sub
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0

50
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Abundance Scan 1806 (12.576 min): VN083693.D\data.ms (-
172.9
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Abundance Scan 1806 (12.576 min): VN084076.D\data.ms
43.9 172.9
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Abundance Scan 1806 (12.576 min): VN084076.D\data.ms (-
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Abundance
12.576
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#57
Chlorobenzene‐d5
Concen:   30.000 ug/l  
RT:  11.865 min  Scan# 1685
Delta R.T.  ‐0.000 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion:117 Resp:  111024
Ion  Ratio  Lower  Upper
117  100
 82   60.3   46.6   69.8 
119   31.2   25.4   38.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1685 (11.865 min): VN083693.D\data.ms (-
117.1

82.1

54.1

40.1
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Abundance Scan 1685 (11.865 min): VN084076.D\data.ms
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Abundance Scan 1685 (11.865 min): VN084076.D\data.ms (-
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11.865

#59
2‐Hexanone
Concen:    0.205 ug/l  
RT:  11.200 min  Scan# 1572
Delta R.T.  0.006 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 43 Resp:     273
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   50.4   75.6#
 57   95.6   18.6   27.8#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1571 (11.194 min): VN083693.D\data.ms (-
43.1

58.1
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Abundance Scan 1572 (11.200 min): VN084076.D\data.ms
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Abundance Scan 1572 (11.200 min): VN084076.D\data.ms (-
43.0 57.0
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Time-->

Abundance
11.200
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#60
4‐Bromofluorobenzene
Concen:   24.422 ug/l  
RT:  12.853 min  Scan# 1853
Delta R.T.  0.006 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 95 Resp:   46731
Ion  Ratio  Lower  Upper
 95  100
174   73.3   60.5   90.7 
176   69.7   57.8   86.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1852 (12.847 min): VN083693.D\data.ms (-
95.1
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Time-->

Abundance
12.853

#63
Toluene‐d8
Concen:   29.824 ug/l  
RT:  10.565 min  Scan# 1464
Delta R.T.  ‐0.000 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 98 Resp:  153322
Ion  Ratio  Lower  Upper
 98  100
100   63.9   52.7   79.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50
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Abundance Scan 1464 (10.565 min): VN083693.D\data.ms (-
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Abundance Scan 1464 (10.565 min): VN084076.D\data.ms (-
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#72
1,2,3‐Trichloropropane
Concen:   15.914 ug/l  
RT:  12.847 min  Scan# 1852
Delta R.T.  ‐0.147 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 75 Resp:   25986
Ion  Ratio  Lower  Upper
 75  100
 77    0.8    0.0  367.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1877 (12.994 min): VN083693.D\data.ms (-
75.0
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Abundance Scan 1852 (12.847 min): VN084076.D\data.ms
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#77
t‐1,4‐Dichloro‐2‐butene
Concen:   37.649 ug/l  
RT:  12.847 min  Scan# 1852
Delta R.T.  0.112 min
Lab File:   VN084076.D
Acq: 20 Sep 2024  17:33    

Tgt Ion: 75 Resp:   25986
Ion  Ratio  Lower  Upper
 75  100
 53    0.0   45.9  137.7#
 89    0.0   25.9   77.7#

Ref

Raw

Sub
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Abundance Scan 1833 (12.735 min): VN083693.D\data.ms (-
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