
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_N\DATA\VN121718\
  Data File : VN052929.D                                          
  Acq On    : 17 Dec 2018  16:04
  Operator  : MD\SY
  Sample    : PB115730TB
  Misc      : 5.00mL/MSVOA_N/WATER
  ALS Vial  : 16   Sample Multiplier: 28
 
  Quant Time: Dec 18 04:45:18 2018
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_N\METHODS\82N121218W.M
  Quant Title  : SW846 8260
  QLast Update : Thu Dec 13 01:08:35 2018
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Pentafluorobenzene           7.67  168  1399028    50.00 ug/l    0.00
    34) 1,4-Difluorobenzene          8.59  114  2177517    50.00 ug/l    0.00
    63) Chlorobenzene-d5            11.41  117  1938093    50.00 ug/l    0.00
    72) 1,4-Dichlorobenzene-d4      13.35  152   815328    50.00 ug/l    0.00
 
   System Monitoring Compounds                                        
    33) 1,2-Dichloroethane-d4        8.03   65   724161    48.68 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   97.36%
    35) Dibromofluoromethane         7.59  113   568917    46.81 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   93.62%
    50) Toluene-d8                  10.09   98  2648774    50.26 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =  100.52%
    62) 4-Bromofluorobenzene        12.40   95   883749    49.49 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   98.98%
 
   Target Compounds                                                   Qvalue
     8) Diethyl Ether                3.42   74     2215     0.283 ug/l      77
    11) Tert butyl alcohol           4.78   59      370     0.445 ug/l #    74
    13) Acrolein                     3.61   56      988     1.263 ug/l #    50
    16) Acetone                      3.82   43    37149    11.119 ug/l      99
    18) Methyl Acetate               4.33   43     6091     0.497 ug/l #    83
    20) Methylene Chloride           4.56   84    23783     1.582 ug/l      98
    25) 2-Butanone                   6.84   43     5985     1.155 ug/l     100
    29) Tetrahydrofuran              7.21   42     1928     0.545 ug/l #    63
    31) Cyclohexane                  7.66   56    24136     0.382 ug/l #     1
    36) 1,1-Dichloropropene          7.66   75    94612     4.718 ug/l #    48
    38) Carbon Tetrachloride         7.67  117   123174     6.674 ug/l #    15
    43) Isopropyl Acetate            8.29   43  1470668    59.547 ug/l #    53
    48) Methyl methacrylate          9.18   41    25277     2.334 ug/l #    21
    49) 1,4-Dioxane                  9.19   88      109     0.887 ug/l #     1
    51) 4-Methyl-2-Pentanone        10.02   43    30067     2.655 ug/l #    35
    54) cis-1,3-Dichloropropene      9.90   75   198658     8.739 ug/l #    59
    57) 1,3-Dichloropropane         10.76   76    34856     1.562 ug/l #    43
    59) 2-Hexanone                  10.76   43   482308    62.144 ug/l #    49
    71) Bromoform                   12.40  173     5666     0.596 ug/l #     1
    76) 1,2,3-Trichloropropane      12.40   75   417245    34.686 ug/l #   100
    80) 1,3,5-Trimethylbenzene      12.73  105    40694     0.828 ug/l      98
    81) trans-1,4-Dichloro-2-buten  12.40   75   417245   111.428 ug/l #    12
    93) 1,2,4-Trichlorobenzene      14.91  180     3744     0.260 ug/l      85
    95) Naphthalene                 15.13  128     9682     0.325 ug/l #    96
    96) 1,2,3-Trichlorobenzene      15.32  180     3890     0.295 ug/l      96
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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  Misc      : 5.00mL/MSVOA_N/WATER
  ALS Vial  : 16   Sample Multiplier: 28
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Abundance TIC: VN052929.D
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT: 7.67 min  Scan# 1833
Delta R.T.   -0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion:168 Resp: 1399028
Ion  Ratio  Lower  Upper
168  100
 99   49.9   40.2   60.2 

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 1833 (7.667 min): VN052827.D (-1812) (-)
168
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Abundance Scan 1833 (7.667 min): VN052929.D (-1740) (-)
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Time-->

Abundance Ion 167.90 (167.60 to 168.60): VN052929.D

  7.67

Ion  98.90 (98.60 to 99.60): VN052929.D

#8
Diethyl Ether
Concen:    0.283 ug/l  
RT: 3.42 min  Scan# 512
Delta R.T.   0.01 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 74 Resp:    2215
Ion  Ratio  Lower  Upper
 74  100
 45  121.8   49.4  148.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 510 (3.413 min): VN052827.D (-492) (-)
59

7445

207
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50

m/z-->

Abundance
44
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74

207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 512 (3.420 min): VN052929.D (-417) (-)
59

45 74

3.35 3.40 3.45

0

500

1000

1500

Time-->

Abundance Ion  74.00 (73.70 to 74.70): VN052929.D

  3.42

Ion  45.00 (44.70 to 45.70): VN052929.D
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#11
Tert butyl alcohol
Concen:    0.445 ug/l  
RT: 4.78 min  Scan# 935
Delta R.T.   -0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 59 Resp:     370
Ion  Ratio  Lower  Upper
 59  100
 57    0.0    7.7   11.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 935 (4.780 min): VN052827.D (-908) (-)
59

41

142 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

59
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 935 (4.780 min): VN052929.D (-842) (-)
59

41

4.76 4.78 4.80

0

100

200

300

Time-->

Abundance Ion  59.00 (58.70 to 59.70): VN052929.D

  4.78

Ion  57.00 (56.70 to 57.70): VN052929.D

#13
Acrolein
Concen:    1.263 ug/l  
RT: 3.61 min  Scan# 572
Delta R.T.   0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 56 Resp:     988
Ion  Ratio  Lower  Upper
 56  100
 55  112.2   56.6   85.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 571 (3.609 min): VN052827.D (-552) (-)
56

37
83 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

56

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 572 (3.612 min): VN052929.D (-478) (-)
56

38

3.56 3.58 3.60 3.62 3.64

0

200

400

600

Time-->

Abundance Ion  56.00 (55.70 to 56.70): VN052929.D

  3.61

Ion  55.00 (54.70 to 55.70): VN052929.D
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#16
Acetone
Concen:   11.119 ug/l  
RT: 3.82 min  Scan# 636
Delta R.T.   0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 43 Resp:   37149
Ion  Ratio  Lower  Upper
 43  100
 58   31.1   25.4   38.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 635 (3.815 min): VN052827.D (-604) (-)
43
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Abundance Scan 636 (3.818 min): VN052929.D (-542) (-)
43
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Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN052929.D

  3.82

Ion  58.00 (57.70 to 58.70): VN052929.D

#18
Methyl Acetate
Concen:    0.497 ug/l  
RT: 4.33 min  Scan# 794
Delta R.T.   0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 43 Resp:    6091
Ion  Ratio  Lower  Upper
 43  100
 74   15.5   19.2   28.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 793 (4.323 min): VN052827.D (-770) (-)
41
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Abundance
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50
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Abundance Scan 794 (4.326 min): VN052929.D (-700) (-)
43
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Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN052929.D

  4.33

Ion  74.00 (73.70 to 74.70): VN052929.D
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#20
Methylene Chloride
Concen:    1.582 ug/l  
RT: 4.56 min  Scan# 866
Delta R.T.   0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 84 Resp:   23783
Ion  Ratio  Lower  Upper
 84  100
 49  120.8   96.8  145.2 
 51   39.6   29.9   44.9 
 86   69.5   51.8   77.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 865 (4.555 min): VN052827.D (-841) (-)
49 84

37 70 142127

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
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37 20760
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0

50

m/z-->

Abundance Scan 866 (4.558 min): VN052929.D (-772) (-)
49 84

37 60

4.50 4.60
0

5000

10000

Time-->

Abundance Ion  83.90 (83.60 to 84.60): VN052929.D

  4.56

Ion  48.90 (48.60 to 49.60): VN052929.D
Ion  50.90 (50.60 to 51.60): VN052929.D
Ion  85.90 (85.60 to 86.60): VN052929.D

#25
2-Butanone
Concen:    1.155 ug/l  
RT: 6.84 min  Scan# 1575
Delta R.T.   0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 43 Resp:    5985
Ion  Ratio  Lower  Upper
 43  100
 72   26.1   21.0   31.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1574 (6.834 min): VN052827.D (-1553) (-)
43 61

77 96

117 186
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m/z-->

Abundance
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50
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Abundance Scan 1575 (6.837 min): VN052929.D (-1481) (-)
75
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0

500

1000

1500

2000
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3000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN052929.D

  6.84

Ion  72.00 (71.70 to 72.70): VN052929.D
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#29
Tetrahydrofuran
Concen:    0.545 ug/l  
RT: 7.21 min  Scan# 1692
Delta R.T.   0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 42 Resp:    1928
Ion  Ratio  Lower  Upper
 42  100
 72   20.4   34.7   52.1#
 71   17.2   32.3   48.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1691 (7.210 min): VN052827.D (-1662) (-)
42
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Abundance Scan 1692 (7.214 min): VN052929.D (-1598) (-)
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Time-->

Abundance Ion  42.00 (41.70 to 42.70): VN052929.D

  7.21

Ion  72.00 (71.70 to 72.70): VN052929.D
Ion  71.00 (70.70 to 71.70): VN052929.D

#31
Cyclohexane
Concen:    0.382 ug/l  
RT: 7.66 min  Scan# 1832
Delta R.T.   0.01 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 56 Resp:   24136
Ion  Ratio  Lower  Upper
 56  100
 69  180.8   26.6   39.8#
 84  157.1   68.4  102.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1830 (7.657 min): VN052827.D (-1806) (-)
16856
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14911899
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Abundance
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Abundance Scan 1832 (7.664 min): VN052929.D (-1737) (-)
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0
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10000

15000

20000

25000

Time-->

Abundance Ion  56.00 (55.70 to 56.70): VN052929.D

  7.66

Ion  69.00 (68.70 to 69.70): VN052929.D
Ion  84.00 (83.70 to 84.70): VN052929.D
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#33
1,2-Dichloroethane-d4
Concen:    N.D. ug/l  
RT: 8.03 min  Scan# 1945
Delta R.T.   -0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 65 Resp:  724161
Ion  Ratio  Lower  Upper
 65  100
 67   54.6    0.0  110.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1945 (8.027 min): VN052827.D (-1926) (-)
78

65
51

10239
7245 57 84 96

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
65

51

102

37 44 78 86 9659 70

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1945 (8.027 min): VN052929.D (-1852) (-)
65

51

102

37 9643 8660 70 77

7.90 8.00 8.10 8.20

0

100000

200000

300000

Time-->

Abundance Ion  64.90 (64.60 to 65.60): VN052929.D

  8.03

Ion  66.90 (66.60 to 67.60): VN052929.D

#34
1,4-Difluorobenzene
Concen:   50.000 ug/l  
RT: 8.59 min  Scan# 2119
Delta R.T.   -0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion:114 Resp: 2177517
Ion  Ratio  Lower  Upper
114  100
 63   20.2    0.0   39.8 
 88   15.4    0.0   31.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2119 (8.587 min): VN052827.D (-2100) (-)
114

63 88
5750 9475 816937 44

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
114

63 88
5750 9475 816937 43 100

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2119 (8.587 min): VN052929.D (-2026) (-)
114

63 88
5750 9475 816937 100

8.50 8.60 8.70

0

500000

1000000

Time-->

Abundance Ion 113.90 (113.60 to 114.60): VN052929.D

  8.59

Ion  63.00 (62.70 to 63.70): VN052929.D
Ion  87.90 (87.60 to 88.60): VN052929.D
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#35
Dibromofluoromethane
Concen:   50.000 ug/l  
RT: 7.59 min  Scan# 1810
Delta R.T.   -0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion:113 Resp:  568917
Ion  Ratio  Lower  Upper
113  100
111  100.5   83.0  124.4 
192   22.1   17.5   26.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1810 (7.593 min): VN052827.D (-1789) (-)
11197

61
192

79
16047 17336 207123

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
111

192
79

93 16044 17160 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1810 (7.593 min): VN052929.D (-1717) (-)
111

192
79

93 1601716043

7.50 7.60 7.70

0

50000

100000

150000

200000

250000

300000

Time-->

Abundance Ion 112.80 (112.50 to 113.50): VN052929.D

  7.59

Ion 110.80 (110.50 to 111.50): VN052929.D
Ion 191.70 (191.40 to 192.40): VN052929.D

#36
1,1-Dichloropropene
Concen:    4.718 ug/l  
RT: 7.66 min  Scan# 1832
Delta R.T.   -0.13 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 75 Resp:   94612
Ion  Ratio  Lower  Upper
 75  100
110    8.5   18.2   54.6#
 77    0.0   24.9   37.3#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1873 (7.796 min): VN052827.D (-1849) (-)
75

39
117

49
8560 95 107

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
168

99

137
117 14975 866137 51 190

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1832 (7.664 min): VN052929.D (-1780) (-)
168

99

137
117 14975 865537 190

7.60 7.70

0

10000

20000

30000

40000

50000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN052929.D

  7.66

Ion 109.90 (109.60 to 110.60): VN052929.D
Ion  76.90 (76.60 to 77.60): VN052929.D
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#38
Carbon Tetrachloride
Concen:    6.674 ug/l  
RT: 7.67 min  Scan# 1833
Delta R.T.   -0.11 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion:117 Resp:  123174
Ion  Ratio  Lower  Upper
117  100
119    4.6   77.1  115.7#
121    0.0   24.9   37.3#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1867 (7.776 min): VN052827.D (-1848) (-)
117

75

5639

85 95 107

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
168

99

137
117 1497561 8637 51 192

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1833 (7.667 min): VN052929.D (-1774) (-)
168

99

137
117 1497561 8637 51 192

7.55 7.60 7.65 7.70 7.75

0

20000

40000

60000

Time-->

Abundance Ion 116.80 (116.50 to 117.50): VN052929.D

  7.67

Ion 118.80 (118.50 to 119.50): VN052929.D
Ion 120.80 (120.50 to 121.50): VN052929.D

#43
Isopropyl Acetate
Concen:   59.547 ug/l  
RT: 8.29 min  Scan# 2027
Delta R.T.   0.13 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 43 Resp: 1470668
Ion  Ratio  Lower  Upper
 43  100
 61    0.0   22.9   34.3#
 87    0.0   10.6   15.8#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1987 (8.162 min): VN052827.D (-1967) (-)
43

61 87
38 75 10155

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
43

60

73 8065 9138 55

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 2027 (8.291 min): VN052929.D (-1894) (-)
43

60

73 8065 9138 55

8.10 8.20 8.30

0

50000

100000

150000

200000

250000

300000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN052929.D

  8.29

Ion  61.00 (60.70 to 61.70): VN052929.D
Ion  87.00 (86.70 to 87.70): VN052929.D
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#48
Methyl methacrylate
Concen:    2.334 ug/l  
RT: 9.18 min  Scan# 2303
Delta R.T.   -0.02 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 41 Resp:   25277
Ion  Ratio  Lower  Upper
 41  100
 69    0.2   72.2  108.2#
 39   16.3   41.9   62.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2310 (9.201 min): VN052827.D (-2298) (-)
41 69

17493

158

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
57

41

86
102 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2303 (9.178 min): VN052929.D (-2217) (-)
57

41

86
102 281207

9.10 9.15 9.20 9.25

0

50000

100000

150000

200000

Time-->

Abundance Ion  41.00 (40.70 to 41.70): VN052929.D

  9.18

Ion  69.00 (68.70 to 69.70): VN052929.D
Ion  39.00 (38.70 to 39.70): VN052929.D

#49
1,4-Dioxane
Concen:    0.887 ug/l  
RT: 9.19 min  Scan# 2307
Delta R.T.   -0.01 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 88 Resp:     109
Ion  Ratio  Lower  Upper
 88  100
 43    0.0   26.6   40.0#
 58  3960.6   58.4   87.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 2309 (9.198 min): VN052827.D (-2294) (-)
41 69

17493

58 79
160102

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
57

41 86
74 102

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 2307 (9.191 min): VN052929.D (-2216) (-)
57

41 86
75 102

9.18 9.19 9.20

0

2000

4000

6000

8000

Time-->

Abundance Ion  88.00 (87.70 to 88.70): VN052929.D

  9.19

Ion  43.00 (42.70 to 43.70): VN052929.D
Ion  58.00 (57.70 to 58.70): VN052929.D
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#50
Toluene-d8
Concen:    0.887 ug/l  
RT: 10.09 min  Scan# 2587
Delta R.T.   -0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 98 Resp: 2648774
Ion  Ratio  Lower  Upper
 98  100
100   64.6   51.6   77.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2587 (10.091 min): VN052827.D (-2570) (-)
98

7042
127 159 238 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
98

7042
113 207 239

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2587 (10.091 min): VN052929.D (-2494) (-)
98

7042
113 207 239

10.00 10.10 10.20

0

500000

1000000

1500000

Time-->

Abundance Ion  98.00 (97.70 to 98.70): VN052929.D

 10.09

Ion 100.00 (99.70 to 100.70): VN052929.D

#51
4-Methyl-2-Pentanone
Concen:    2.655 ug/l  
RT: 10.02 min  Scan# 2566
Delta R.T.   0.04 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 43 Resp:   30067
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   32.2   48.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2553 (9.982 min): VN052827.D (-2535) (-)
43

58

85 100

281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
43

87
60

207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2566 (10.024 min): VN052929.D (-2460) (-)
43

87

61 207

10.00 10.05

0

5000

10000

15000

20000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN052929.D

 10.02

Ion  58.00 (57.70 to 58.70): VN052929.D
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#54
cis-1,3-Dichloropropene
Concen:    8.739 ug/l  
RT: 9.90 min  Scan# 2529
Delta R.T.   0.06 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 75 Resp:  198658
Ion  Ratio  Lower  Upper
 75  100
 77    0.6   25.8   38.8#
 39   24.8   34.8   52.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2509 (9.841 min): VN052827.D (-2493) (-)
75

39

110

55 95 156 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
57

75
41

101
116 207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2529 (9.905 min): VN052929.D (-2416) (-)
57

75
41

101
116 207

9.85 9.90 9.95

0

50000

100000

150000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN052929.D

  9.90

Ion  76.90 (76.60 to 77.60): VN052929.D
Ion  39.00 (38.70 to 39.70): VN052929.D

#57
1,3-Dichloropropane
Concen:    1.562 ug/l  
RT: 10.76 min  Scan# 2796
Delta R.T.   0.05 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 76 Resp:   34856
Ion  Ratio  Lower  Upper
 76  100
 78    0.2   25.8   38.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2779 (10.709 min): VN052827.D (-2762) (-)
76

41

61 114

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
57

75

41
91 115 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2796 (10.763 min): VN052929.D (-2686) (-)
57

75

41
91 115 207 281

10.70 10.75 10.80

0

5000

10000

15000

20000

25000

Time-->

Abundance Ion  75.90 (75.60 to 76.60): VN052929.D

 10.76

Ion  77.90 (77.60 to 78.60): VN052929.D
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#59
2-Hexanone
Concen:   62.144 ug/l  
RT: 10.76 min  Scan# 2796
Delta R.T.   0.01 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 43 Resp:  482308
Ion  Ratio  Lower  Upper
 43  100
 58   19.1   28.1   84.3#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2792 (10.751 min): VN052827.D (-2772) (-)
43

58

10085
281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
57

75

41
91 115 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2796 (10.763 min): VN052929.D (-2699) (-)
57

75

41
91 115 207 281

10.70 10.75 10.80

0

100000

200000

300000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN052929.D

 10.76

Ion  58.00 (57.70 to 58.70): VN052929.D

#62
4-Bromofluorobenzene
Concen:    N.D. ug/l  
RT: 12.40 min  Scan# 3305
Delta R.T.   -0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 95 Resp:  883749
Ion  Ratio  Lower  Upper
 95  100
174   88.8    0.0  178.8 
176   85.4    0.0  173.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3306 (12.403 min): VN052827.D (-3290) (-)
95 174

75

50

141124 156 281207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95 174

75

50

141117 156 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3305 (12.400 min): VN052929.D (-3213) (-)
95 174

75

50

117 143159 207 281

12.30 12.40 12.50

0

200000

400000

600000

Time-->

Abundance Ion  94.90 (94.60 to 95.60): VN052929.D

 12.40

Ion 173.80 (173.50 to 174.50): VN052929.D
Ion 175.80 (175.50 to 176.50): VN052929.D
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#63
Chlorobenzene-d5
Concen:   50.000 ug/l  
RT: 11.41 min  Scan# 2996
Delta R.T.   -0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion:117 Resp: 1938093
Ion  Ratio  Lower  Upper
117  100
 82   54.0   42.8   64.2 
119   32.6   25.5   38.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2996 (11.406 min): VN052827.D (-2981) (-)
117

82

54
40 9966

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
117

82

54
40 9966 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2996 (11.406 min): VN052929.D (-2903) (-)
117

82

54
40 9966 207

11.30 11.40 11.50

0

500000

1000000

1500000

Time-->

Abundance Ion 116.90 (116.60 to 117.60): VN052929.D

 11.41

Ion  82.00 (81.70 to 82.70): VN052929.D
Ion 118.90 (118.60 to 119.60): VN052929.D

#71
Bromoform
Concen:    0.596 ug/l  
RT: 12.40 min  Scan# 3306
Delta R.T.   0.28 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion:173 Resp:    5666
Ion  Ratio  Lower  Upper
173  100
175  866.7   24.3   72.9#
254    0.0    0.1    0.1#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3220 (12.127 min): VN052827.D (-3205) (-)
173

91
252

158 20736

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95 174

75

50

141117 156 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3306 (12.403 min): VN052929.D (-3127) (-)
95 174

75

50

141117 156 281207

12.35 12.40

0

10000

20000

30000

40000

Time-->

Abundance Ion 172.70 (172.40 to 173.40): VN052929.D

 12.40

Ion 174.70 (174.40 to 175.40): VN052929.D
Ion 254.40 (254.10 to 255.10): VN052929.D
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#72
1,4-Dichlorobenzene-d4
Concen:   50.000 ug/l  
RT: 13.35 min  Scan# 3599
Delta R.T.   -0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion:152 Resp:  815328
Ion  Ratio  Lower  Upper
152  100
115   56.7   28.3   85.0 
150  156.8    0.0  347.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3599 (13.345 min): VN052827.D (-3584) (-)
150

115
7852

40 99 207133

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
150

115
7852

40 8963 103 132 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3599 (13.345 min): VN052929.D (-3506) (-)
150

115
7852

40 8963 132 207100

13.30 13.40

0

200000

400000

600000

800000

1000000

Time-->

Abundance Ion 151.90 (151.60 to 152.60): VN052929.D

 13.35

Ion 114.90 (114.60 to 115.60): VN052929.D
Ion 149.90 (149.60 to 150.60): VN052929.D

#76
1,2,3-Trichloropropane
Concen:   34.686 ug/l  
RT: 12.40 min  Scan# 3305
Delta R.T.   -0.15 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 75 Resp:  417245
Ion  Ratio  Lower  Upper
 75  100
 77    1.2    0.0    0.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3353 (12.554 min): VN052827.D (-3348) (-)
75

110

49

148

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95 174

75

50

141117 156 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3305 (12.400 min): VN052929.D (-3260) (-)
95 174

75

50

143117 159 207 281

12.30 12.35 12.40 12.45

0

50000

100000

150000

200000

250000

300000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN052929.D

 12.40

Ion  77.00 (76.70 to 77.70): VN052929.D
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#80
1,3,5-Trimethylbenzene
Concen:    0.828 ug/l  
RT: 12.73 min  Scan# 3409
Delta R.T.   -0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion:105 Resp:   40694
Ion  Ratio  Lower  Upper
105  100
120   50.0   24.4   73.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3409 (12.734 min): VN052827.D (-3391) (-)
105

120

77
5139 133 174 2079366

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
105

120

77 9144
17465 207135

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3409 (12.734 min): VN052929.D (-3316) (-)
105

120

77 9139 51 65 135 207

12.70 12.75 12.80

0

5000

10000

15000

20000

25000

Time-->

Abundance Ion 105.00 (104.70 to 105.70): VN052929.D

 12.73

Ion 120.00 (119.70 to 120.70): VN052929.D

#81
trans-1,4-Dichloro-2-butene
Concen:  111.428 ug/l  
RT: 12.40 min  Scan# 3305
Delta R.T.   0.10 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion: 75 Resp:  417245
Ion  Ratio  Lower  Upper
 75  100
 53    0.1   74.7  112.1#
 89    0.0   36.1   54.1#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3274 (12.300 min): VN052827.D (-3265) (-)
7553

90

38 124109 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95 174

75

50

141117 156 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3305 (12.400 min): VN052929.D (-3181) (-)
95 174

75

50

141117 156 281207

12.30 12.35 12.40 12.45

0

100000

200000

300000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN052929.D

 12.40

Ion  53.00 (52.70 to 53.70): VN052929.D
Ion  88.90 (88.60 to 89.60): VN052929.D
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#93
1,2,4-Trichlorobenzene
Concen:    0.260 ug/l  
RT: 14.91 min  Scan# 4087
Delta R.T.   0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion:180 Resp:    3744
Ion  Ratio  Lower  Upper
180  100
182   78.8   47.8  143.3 
145   24.4   14.2   42.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4086 (14.911 min): VN052827.D (-4070) (-)
180

14574 109

50 91 130 207 282

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

207

180

60 14591 109 28175

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4087 (14.914 min): VN052929.D (-3993) (-)
180

14574
109 20791

50
281

14.85 14.90 14.95

0

500

1000

1500

2000

2500

Time-->

Abundance Ion 179.80 (179.50 to 180.50): VN052929.D

 14.91

Ion 181.80 (181.50 to 182.50): VN052929.D
Ion 144.80 (144.50 to 145.50): VN052929.D

#95
Naphthalene
Concen:    0.325 ug/l  
RT: 15.13 min  Scan# 4155
Delta R.T.   -0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion:128 Resp:    9682
Ion  Ratio  Lower  Upper
128  100
127   12.9   10.2   15.4 
129   14.4    8.6   13.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4155 (15.133 min): VN052827.D (-4139) (-)
128

10251 75 207 28219136

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
128

44
207

60 96 28119175

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4155 (15.133 min): VN052929.D (-4062) (-)
128

10275 28238 20919160

15.10 15.15

0

2000

4000

6000

8000

Time-->

Abundance Ion 128.00 (127.70 to 128.70): VN052929.D

 15.13

Ion 127.00 (126.70 to 127.70): VN052929.D
Ion 129.00 (128.70 to 129.70): VN052929.D
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#96
1,2,3-Trichlorobenzene
Concen:    0.295 ug/l  
RT: 15.32 min  Scan# 4212
Delta R.T.   -0.00 min
Lab File:   VN052929.D
Acq: 17 Dec 2018  16:04    

Tgt Ion:180 Resp:    3890
Ion  Ratio  Lower  Upper
180  100
182   93.2   47.9  143.7 
145   34.5   15.0   45.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4212 (15.316 min): VN052827.D (-4195) (-)
180

145
74 109

49 91 130 208 282

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
20744

180

14560 2811099175

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4212 (15.316 min): VN052929.D (-4119) (-)
180

145
74 2071095641

15.25 15.30 15.35

0

500

1000

1500

2000

2500

3000

Time-->

Abundance Ion 179.80 (179.50 to 180.50): VN052929.D

 15.32

Ion 181.80 (181.50 to 182.50): VN052929.D
Ion 144.90 (144.60 to 145.60): VN052929.D
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