
                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_N\Data\VN122820\
  Data File : VN065289.D                                          
  Acq On    : 28 Dec 2020  16:30
  Operator  : JC/MD
  Sample    : L5218‐07DL 10X
  Misc      : 5.00mL/MSVOA_N/WATER
  ALS Vial  : 17   Sample Multiplier: 1
 
  Quant Time: Dec 29 02:22:59 2020
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_N\methods\82N122220W.M
  Quant Title  : SW846 8260
  QLast Update : Tue Dec 22 15:42:18 2020
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Pentafluorobenzene          7.627  168   250154    50.00 ug/l     0.00
    34) 1,4‐Difluorobenzene         8.553  114   405827    50.00 ug/l     0.00
    63) Chlorobenzene‐d5           11.380  117   428613    50.00 ug/l     0.00
    72) 1,4‐Dichlorobenzene‐d4     13.318  152   174630    50.00 ug/l     0.00
 
   System Monitoring Compounds                                        
    33) 1,2‐Dichloroethane‐d4       7.991   65   143151    50.69 ug/l    0.00  
     Spiked Amount     50.000   Range  61 ‐ 141    Recovery   =  101.38% 
    35) Dibromofluoromethane        7.553  113   126144    51.52 ug/l    0.00  
     Spiked Amount     50.000   Range  69 ‐ 133    Recovery   =  103.04% 
    50) Toluene‐d8                 10.061   98   501840    54.69 ug/l    0.00  
     Spiked Amount     50.000   Range  65 ‐ 126    Recovery   =  109.38% 
    62) 4‐Bromofluorobenzene       12.376   95   198197    54.14 ug/l    0.00  
     Spiked Amount     50.000   Range  58 ‐ 135    Recovery   =  108.28% 
 
   Target Compounds                                                   Qvalue
    11) Tert butyl alcohol          4.779   59    49151   106.37 ug/l      99
    13) Acrolein                    3.547   56       61     2.60 ug/l #     1
    15) Acrylonitrile               5.007   53     3748     3.36 ug/l #    20
    16) Acetone                     3.756   43       61    Below Cal  #    43
    18) Methyl Acetate              4.287   43      617     0.24 ug/l #    50
    19) Methyl tert‐butyl Ether     5.007   73   401369    51.43 ug/l      98
    22) Diisopropyl ether           5.914   45     6148     0.76 ug/l      94
    23) Vinyl Acetate               5.917   43     3592     0.53 ug/l #    71
    31) Cyclohexane                 7.627   56     4235     1.02 ug/l #     6
    36) 1,1‐Dichloropropene         7.624   75    15430     4.18 ug/l #    50
    38) Carbon Tetrachloride        7.624  117    20968     5.41 ug/l #    17
    71) Bromoform                  12.376  173     1188     0.41 ug/l #     1
    76) 1,2,3‐Trichloropropane     12.376   75    97794    27.45 ug/l #   100
    81) trans‐1,4‐Dichloro‐2‐b...  12.376   75    97794    69.22 ug/l #    15
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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  Operator  : JC/MD
  Sample    : L5218‐07DL 10X
  Misc      : 5.00mL/MSVOA_N/WATER
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  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_N\methods\82N122220W.M
  Quant Title  : SW846 8260
  QLast Update : Tue Dec 22 15:42:18 2020
  Response via : Initial Calibration

2.00 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

500000

550000

600000

650000

700000

750000

800000

Time-->

Abundance TIC: VN065289.D\data.ms

1,
4-

D
ic

hl
or

ob
en

ze
ne

-d
4,

I

B
ro

m
of

or
m

,P
 

4-
B

ro
m

of
lu

or
ob

en
ze

ne
,S

1,
2,

3-
T

ric
hl

or
op

ro
pa

ne
,T

 
tr

an
s-

1,
4-

D
ic

hl
or

o-
2-

bu
te

ne
,T

C
hl

or
ob

en
ze

ne
-d

5,
I

T
ol

ue
ne

-d
8,

S

1,
4-

D
ifl

uo
ro

be
nz

en
e,

I

1,
2-

D
ic

hl
or

oe
th

an
e-

d4
,S

C
yc

lo
he

xa
ne

,T
 

P
en

ta
flu

or
ob

en
ze

ne
,I

1,
1-

D
ic

hl
or

op
ro

pe
ne

,T
 

C
ar

bo
n 

T
et

ra
ch

lo
rid

e,
T

 
D

ib
ro

m
of

lu
or

om
et

ha
ne

,S

V
in

yl
 A

ce
ta

te
,T

 
D

iis
op

ro
py

l e
th

er
,T

A
cr

yl
on

itr
ile

,T
 

M
et

hy
l t

er
t-

bu
ty

l E
th

er
,T

 

M
et

hy
l A

ce
ta

te
,T

A
cr

ol
ei

n,
T

 

T
er

t b
ut

yl
 a

lc
oh

ol
,T

 

82N122220W.M Tue Dec 29 02:23:10 2020                                                      Page: 2

Instrument :
MSVOA_N
ClientSampleId :
MW-7DL



#1
Pentafluorobenzene
Concen:   50.00 ug/l  
RT:   7.627 min  Scan# 1831
Delta R.T.  0.000 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion:168 Resp:  250154
Ion  Ratio  Lower  Upper
168  100
 99   48.5   43.0   64.4 

Ref
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Sub
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#11
Tert butyl alcohol
Concen:  106.37 ug/l  
RT:   4.779 min  Scan# 945
Delta R.T.  0.007 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 59 Resp:   49151
Ion  Ratio  Lower  Upper
 59  100
 57   10.2    7.9   11.9 

Ref

Raw
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#13
Acrolein
Concen:    2.60 ug/l  
RT:   3.547 min  Scan# 562
Delta R.T.  ‐0.026 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 56 Resp:      61
Ion  Ratio  Lower  Upper
 56  100
 55  395.1   56.5   84.7#

Ref

Raw

Sub
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#15
Acrylonitrile
Concen:    3.36 ug/l  
RT:   5.007 min  Scan# 1016
Delta R.T.  0.064 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 53 Resp:    3748
Ion  Ratio  Lower  Upper
 53  100
 52    6.6   65.5   98.3#
 51   77.7   28.6   43.0#

Ref
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#16
Acetone
Concen:   Below Cal    
RT:   3.756 min  Scan# 627
Delta R.T.  ‐0.029 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 43 Resp:      61
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   25.7   38.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 636 (3.785 min): VN065195.D\data.ms (-61
43.0

75.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 627 (3.756 min): VN065289.D\data.ms
44.0

206.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 627 (3.756 min): VN065289.D\data.ms (-54
43.0

206.9

3.75 3.76

0

100

200

300

400

500

Time-->

Abundance
 3.756

#18
Methyl Acetate
Concen:    0.24 ug/l  
RT:   4.287 min  Scan# 792
Delta R.T.  ‐0.000 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 43 Resp:     617
Ion  Ratio  Lower  Upper
 43  100
 74    0.0   20.2   30.2#
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#19
Methyl tert‐butyl Ether
Concen:   51.43 ug/l  
RT:   5.007 min  Scan# 1016
Delta R.T.  0.003 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 73 Resp:  401369
Ion  Ratio  Lower  Upper
 73  100
 57   22.6   17.4   26.0 
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#22
Diisopropyl ether
Concen:    0.76 ug/l  
RT:   5.914 min  Scan# 1298
Delta R.T.  ‐0.000 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 45 Resp:    6148
Ion  Ratio  Lower  Upper
 45  100
 43   52.9   46.2   69.2 
 87   26.9   24.1   36.1 
 59   11.0    9.0   13.4 
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#23
Vinyl Acetate
Concen:    0.53 ug/l  
RT:   5.917 min  Scan# 1299
Delta R.T.  0.065 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 43 Resp:    3592
Ion  Ratio  Lower  Upper
 43  100
 86    0.0    8.9   13.3#

Ref
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#31
Cyclohexane
Concen:    1.02 ug/l  
RT:   7.627 min  Scan# 1831
Delta R.T.  0.016 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 56 Resp:    4235
Ion  Ratio  Lower  Upper
 56  100
 69  170.2   27.5   41.3#
 84  131.2   73.9  110.9#
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#33
1,2‐Dichloroethane‐d4
Concen:   50.69 ug/l  
RT:   7.991 min  Scan# 1944
Delta R.T.  ‐0.000 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 65 Resp:  143151
Ion  Ratio  Lower  Upper
 65  100
 67   52.2    0.0  108.2 

Ref
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#34
1,4‐Difluorobenzene
Concen:   50.00 ug/l  
RT:   8.553 min  Scan# 2119
Delta R.T.  0.003 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion:114 Resp:  405827
Ion  Ratio  Lower  Upper
114  100
 63   19.8    0.0   38.6 
 88   15.4    0.0   32.6 
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#35
Dibromofluoromethane
Concen:   51.52 ug/l  
RT:   7.553 min  Scan# 1808
Delta R.T.  0.003 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion:113 Resp:  126144
Ion  Ratio  Lower  Upper
113  100
111  103.1   81.6  122.4 
192   23.3   16.2   24.2 

Ref

Raw

Sub
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#36
1,1‐Dichloropropene
Concen:    4.18 ug/l  
RT:   7.624 min  Scan# 1830
Delta R.T.  ‐0.129 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 75 Resp:   15430
Ion  Ratio  Lower  Upper
 75  100
110   10.0   17.8   53.3#
 77    0.0   25.0   37.4#
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#38
Carbon Tetrachloride
Concen:    5.41 ug/l  
RT:   7.624 min  Scan# 1830
Delta R.T.  ‐0.109 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion:117 Resp:   20968
Ion  Ratio  Lower  Upper
117  100
119    5.9   76.7  115.1#
121    0.0   25.4   38.2#

Ref

Raw
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#50
Toluene‐d8
Concen:   54.69 ug/l  
RT:  10.061 min  Scan# 2588
Delta R.T.  0.003 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 98 Resp:  501840
Ion  Ratio  Lower  Upper
 98  100
100   64.9   51.7   77.5 

Ref

Raw
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50
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#62
4‐Bromofluorobenzene
Concen:   54.14 ug/l  
RT:  12.376 min  Scan# 3308
Delta R.T.  0.000 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 95 Resp:  198197
Ion  Ratio  Lower  Upper
 95  100
174   90.9    0.0  160.4 
176   88.5    0.0  158.4 

Ref

Raw

Sub
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50
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#63
Chlorobenzene‐d5
Concen:   50.00 ug/l  
RT:  11.380 min  Scan# 2998
Delta R.T.  ‐0.000 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion:117 Resp:  428613
Ion  Ratio  Lower  Upper
117  100
 82   53.8   44.2   66.2 
119   32.6   25.8   38.6 

Ref

Raw

Sub
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Abundance Scan 2998 (11.380 min): VN065195.D\data.ms (-
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#71
Bromoform
Concen:    0.41 ug/l  
RT:  12.376 min  Scan# 3308
Delta R.T.  0.276 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion:173 Resp:    1188
Ion  Ratio  Lower  Upper
173  100
175  894.0   24.3   72.8#
254    0.0    0.0    0.0 

Ref

Raw

Sub
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0
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Abundance Scan 3222 (12.100 min): VN065195.D\data.ms (-
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#72
1,4‐Dichlorobenzene‐d4
Concen:   50.00 ug/l  
RT:  13.318 min  Scan# 3601
Delta R.T.  0.000 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion:152 Resp:  174630
Ion  Ratio  Lower  Upper
152  100
115   55.2   29.7   89.1 
150  156.6    0.0  350.6 

Ref

Raw

Sub
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Abundance Scan 3601 (13.318 min): VN065195.D\data.ms (-
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#76
1,2,3‐Trichloropropane
Concen:   27.45 ug/l  
RT:  12.376 min  Scan# 3308
Delta R.T.  ‐0.151 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 75 Resp:   97794
Ion  Ratio  Lower  Upper
 75  100
 77    1.1    0.0    0.0#

Ref
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#81
trans‐1,4‐Dichloro‐2‐butene
Concen:   69.22 ug/l  
RT:  12.376 min  Scan# 3308
Delta R.T.  0.103 min
Lab File:   VN065289.D
Acq: 28 Dec 2020  16:30    

Tgt Ion: 75 Resp:   97794
Ion  Ratio  Lower  Upper
 75  100
 53    0.0   67.0  100.4#
 89    0.0   39.6   59.4#
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