
                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_N\Data\VN032223\
  Data File : VN077104.D                                          
  Acq On    : 22 Mar 2023  13:41
  Operator  : JC\MD
  Sample    : O1849‐01
  Misc      : 12.53 gr/5.0mL/100uL/5.0mL/MSVOA_N/MeOH
  ALS Vial  : 1   Sample Multiplier: 1
 
  Quant Time: Mar 22 23:23:23 2023
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_N\methods\82N031723W.M
  Quant Title  : SW846 8260
  QLast Update : Mon Mar 20 08:50:30 2023
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Pentafluorobenzene          8.225  168   322478    50.000 ug/l     0.00
    34) 1,4‐Difluorobenzene         9.101  114   584739    50.000 ug/l     0.00
    63) Chlorobenzene‐d5           11.866  117   509574    50.000 ug/l     0.00
    72) 1,4‐Dichlorobenzene‐d4     13.795  152   185981    50.000 ug/l     0.00
 
   System Monitoring Compounds                                        
    33) 1,2‐Dichloroethane‐d4       8.578   65   261756    50.816 ug/l    0.00  
     Spiked Amount     50.000   Range  74 ‐ 125    Recovery   =  101.640% 
    35) Dibromofluoromethane        8.166  113   185540    45.309 ug/l    0.00  
     Spiked Amount     50.000   Range  75 ‐ 124    Recovery   =   90.620% 
    50) Toluene‐d8                 10.566   98   717645    49.060 ug/l    0.00  
     Spiked Amount     50.000   Range  86 ‐ 113    Recovery   =   98.120% 
    62) 4‐Bromofluorobenzene       12.854   95   227351    43.984 ug/l    0.00  
     Spiked Amount     50.000   Range  83 ‐ 123    Recovery   =   87.960% 
 
   Target Compounds                                                   Qvalue
     6) Chloroethane                3.125   64      825     0.372 ug/l #    42
     9) 1,1,2‐Trichlorotrifluo...   4.337  101    20849     4.872 ug/l     100
    10) Methyl Iodide               4.572  142     1047     0.217 ug/l #    89
    11) Tert butyl alcohol          5.501   59     2222     2.960 ug/l #    72
    12) 1,1‐Dichloroethene          4.307   96     1642     0.419 ug/l #    37
    18) Methyl Acetate              5.048   43     2989     0.345 ug/l #    69
    20) Methylene Chloride          5.272   84     1897     0.381 ug/l      95
    25) 2‐Butanone                  7.501   43     1505     0.448 ug/l #    64
    27) cis‐1,2‐Dichloroethene      7.489   96    66678    13.719 ug/l      92
    31) Cyclohexane                 8.231   56     9517     1.129 ug/l #     1
    36) 1,1‐Dichloropropene         8.225   75    31467     4.920 ug/l #    51
    38) Carbon Tetrachloride        8.219  117    38453     6.172 ug/l #    15
    39) Methylcyclohexane           9.348   83    19273     2.574 ug/l #     1
    44) Trichloroethene             9.354  130  1311684   294.392 ug/l      94
    45) 1,2‐Dichloropropane         9.354   63     4693     0.911 ug/l #     1
    59) 2‐Hexanone                 11.213   43     1893     0.392 ug/l      87
    60) Dibromochloromethane       11.107  129    10626     2.316 ug/l #    11
    64) Tetrachloroethene          11.107  164    10352     3.027 ug/l      95
    71) Bromoform                  12.848  173     1137     0.387 ug/l #    28
    76) 1,2,3‐Trichloropropane     12.854   75   126004    26.193 ug/l #     1
    81) trans‐1,4‐Dichloro‐2‐b...  12.854   75   126004    72.097 ug/l #    10
    88) 1,4‐Dichlorobenzene        13.818  146     2655     0.378 ug/l #    23
    93) 1,2,4‐Trichlorobenzene     15.401  180      951     0.299 ug/l      76
    95) Naphthalene                15.636  128     3915     2.217 ug/l      97
    96) 1,2,3‐Trichlorobenzene     15.848  180     1126     0.353 ug/l #    15
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT:   8.225 min  Scan# 1069
Delta R.T.  ‐0.006 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:168 Resp:  322478
Ion  Ratio  Lower  Upper
168  100
 99   64.8   53.9   80.9 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1070 (8.231 min): VN077029.D\data.ms (-1
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Abundance
 8.225

#6
Chloroethane
Concen:    0.372 ug/l  
RT:   3.125 min  Scan# 202
Delta R.T.  0.000 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 64 Resp:     825
Ion  Ratio  Lower  Upper
 64  100
 66    0.0   26.3   39.5#

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 202 (3.125 min): VN077029.D\data.ms (-19
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Abundance Scan 202 (3.125 min): VN077104.D\data.ms
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#9
1,1,2‐Trichlorotrifluoroethane
Concen:    4.872 ug/l  
RT:   4.337 min  Scan# 408
Delta R.T.  ‐0.047 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:101 Resp:   20849
Ion  Ratio  Lower  Upper
101  100
 85   45.8   36.6   55.0 
151   70.7   56.9   85.3 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 416 (4.384 min): VN077029.D\data.ms (-40
101.0

151.0

61.0

81.937.0 131.9 170.8
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Abundance
 4.337

#10
Methyl Iodide
Concen:    0.217 ug/l  
RT:   4.572 min  Scan# 448
Delta R.T.  ‐0.035 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:142 Resp:    1047
Ion  Ratio  Lower  Upper
142  100
127   42.6   36.1   54.1 
141    0.0   10.8   16.2#

Ref
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#11
Tert butyl alcohol
Concen:    2.960 ug/l  
RT:   5.501 min  Scan# 606
Delta R.T.  ‐0.036 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 59 Resp:    2222
Ion  Ratio  Lower  Upper
 59  100
 57    0.0    8.6   12.8#

Ref

Raw

Sub
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50
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#12
1,1‐Dichloroethene
Concen:    0.419 ug/l  
RT:   4.307 min  Scan# 403
Delta R.T.  ‐0.047 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 96 Resp:    1642
Ion  Ratio  Lower  Upper
 96  100
 61   61.6  133.8  200.8#
 98   44.7   48.6   72.8#

Ref
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#18
Methyl Acetate
Concen:    0.345 ug/l  
RT:   5.048 min  Scan# 529
Delta R.T.  0.011 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 43 Resp:    2989
Ion  Ratio  Lower  Upper
 43  100
 74    7.3   17.7   26.5#

Ref

Raw

Sub
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50
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Abundance Scan 527 (5.037 min): VN077029.D\data.ms (-51
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#20
Methylene Chloride
Concen:    0.381 ug/l  
RT:   5.272 min  Scan# 567
Delta R.T.  ‐0.018 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 84 Resp:    1897
Ion  Ratio  Lower  Upper
 84  100
 49  123.9  103.8  155.6 
 51   47.3   32.3   48.5 
 86   62.0   49.9   74.9 

Ref
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#25
2‐Butanone
Concen:    0.448 ug/l  
RT:   7.501 min  Scan# 946
Delta R.T.  0.012 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 43 Resp:    1505
Ion  Ratio  Lower  Upper
 43  100
 72   44.2   20.7   31.1#

Ref

Raw
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Abundance
 7.501

#27
cis‐1,2‐Dichloroethene
Concen:   13.719 ug/l  
RT:   7.489 min  Scan# 944
Delta R.T.  ‐0.006 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 96 Resp:   66678
Ion  Ratio  Lower  Upper
 96  100
 61  144.0    0.0  315.4 
 98   62.7    0.0  128.6 
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#31
Cyclohexane
Concen:    1.129 ug/l  
RT:   8.231 min  Scan# 1070
Delta R.T.  ‐0.029 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 56 Resp:    9517
Ion  Ratio  Lower  Upper
 56  100
 69  155.2   22.8   34.2#
 84  128.2   64.7   97.1#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50
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Abundance Scan 1075 (8.260 min): VN077029.D\data.ms (-1
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0

50

m/z-->

Abundance Scan 1070 (8.231 min): VN077104.D\data.ms
168.1

99.0

137.1
118.075.156.037.0

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1070 (8.231 min): VN077104.D\data.ms (-1
168.1

99.0

137.1
118.075.155.036.1

8.15 8.20 8.25 8.30

0

2000

4000

6000

Time-->

Abundance

 8.231

#33
1,2‐Dichloroethane‐d4
Concen:   50.816 ug/l  
RT:   8.578 min  Scan# 1129
Delta R.T.  ‐0.005 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 65 Resp:  261756
Ion  Ratio  Lower  Upper
 65  100
 67   52.0    0.0  105.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1130 (8.583 min): VN077029.D\data.ms (-1
65.0

78.1
51.0

102.0
37.0

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1129 (8.578 min): VN077104.D\data.ms
65.0

51.0

102.0
37.0 83.9

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1129 (8.578 min): VN077104.D\data.ms (-1
65.0

51.0

102.0
37.0 83.9

8.50 8.60 8.70

0

20000

40000

60000

80000

100000

Time-->

Abundance
 8.578
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#34
1,4‐Difluorobenzene
Concen:   50.000 ug/l  
RT:   9.101 min  Scan# 1218
Delta R.T.  ‐0.006 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:114 Resp:  584739
Ion  Ratio  Lower  Upper
114  100
 63   24.0    0.0   44.6 
 88   16.3    0.0   33.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1219 (9.107 min): VN077029.D\data.ms (-1
114.1

63.0 88.0
50.0 75.037.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1218 (9.101 min): VN077104.D\data.ms
114.1

63.1
88.050.0

37.0 76.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1218 (9.101 min): VN077104.D\data.ms (-1
114.1

63.1
88.050.0

37.0 76.0

9.00 9.10 9.20

0

50000

100000

150000

200000

250000

Time-->

Abundance
 9.101

#35
Dibromofluoromethane
Concen:   45.309 ug/l  
RT:   8.166 min  Scan# 1059
Delta R.T.  ‐0.006 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:113 Resp:  185540
Ion  Ratio  Lower  Upper
113  100
111  102.0   82.2  123.2 
192   16.4   13.0   19.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1060 (8.172 min): VN077029.D\data.ms (-1
97.0

61.0

118.9 191.9
37.0 159.8

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1059 (8.166 min): VN077104.D\data.ms
111.0

78.9
191.9

159.843.9

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1059 (8.166 min): VN077104.D\data.ms (-1
111.0

78.9
191.9

159.8

8.10 8.20 8.30

0

20000

40000

60000

Time-->

Abundance
 8.166
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#36
1,1‐Dichloropropene
Concen:    4.920 ug/l  
RT:   8.225 min  Scan# 1069
Delta R.T.  ‐0.153 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 75 Resp:   31467
Ion  Ratio  Lower  Upper
 75  100
110    8.2   15.9   47.7#
 77    0.0   24.3   36.5#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1095 (8.378 min): VN077029.D\data.ms (-1
75.0

116.9

39.1

94.9 167.8

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1069 (8.225 min): VN077104.D\data.ms
168.1

99.0

137.0
118.075.0

56.037.0

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1069 (8.225 min): VN077104.D\data.ms (-1
168.1

99.0

137.0
75.0 118.0

56.037.0

8.20 8.30

0

5000

10000

Time-->

Abundance
 8.225

#38
Carbon Tetrachloride
Concen:    6.172 ug/l  
RT:   8.219 min  Scan# 1068
Delta R.T.  ‐0.147 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:117 Resp:   38453
Ion  Ratio  Lower  Upper
117  100
119    4.3   78.2  117.2#
121    0.0   23.2   34.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1093 (8.366 min): VN077029.D\data.ms (-1
116.975.0

39.1

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1068 (8.219 min): VN077104.D\data.ms
168.1

99.0

137.0
75.0

37.1 194.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1068 (8.219 min): VN077104.D\data.ms (-1
168.1

99.0

137.0
75.0

37.1 194.0

8.20 8.30

0

5000

10000

15000

Time-->

Abundance
 8.219
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#39
Methylcyclohexane
Concen:    2.574 ug/l  
RT:   9.348 min  Scan# 1260
Delta R.T.  ‐0.259 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 83 Resp:   19273
Ion  Ratio  Lower  Upper
 83  100
 55    0.0   63.8   95.8#
 98  156.8   37.1   55.7#

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1304 (9.607 min): VN077029.D\data.ms (-1
83.1

55.1

98.1
39.1

114.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1260 (9.348 min): VN077104.D\data.ms
95.0 130.0

60.0

37.0 76.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1260 (9.348 min): VN077104.D\data.ms (-1
95.0 130.0

60.0

37.0 76.0

9.30 9.35 9.40

0

5000

10000

15000

Time-->

Abundance

 9.348

#44
Trichloroethene
Concen:  294.392 ug/l  
RT:   9.354 min  Scan# 1261
Delta R.T.  0.000 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:130 Resp: 1311684
Ion  Ratio  Lower  Upper
130  100
 95  108.2    0.0  204.4 

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1261 (9.354 min): VN077029.D\data.ms (-1
95.0 130.0

60.0

37.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1261 (9.354 min): VN077104.D\data.ms
95.0 130.0

60.0

37.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1261 (9.354 min): VN077104.D\data.ms (-1
95.0 130.0

60.0

37.0

9.20 9.30 9.40 9.50

0

200000

400000

600000

Time-->

Abundance
 9.354
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#45
1,2‐Dichloropropane
Concen:    0.911 ug/l  
RT:   9.354 min  Scan# 1261
Delta R.T.  ‐0.271 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 63 Resp:    4693
Ion  Ratio  Lower  Upper
 63  100
 65  444.4   25.5   38.3#

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1307 (9.625 min): VN077029.D\data.ms (-1
63.0

41.1

83.0

98.1

114.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1261 (9.354 min): VN077104.D\data.ms
95.0 130.0

60.0

37.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1261 (9.354 min): VN077104.D\data.ms (-1
95.0 130.0

60.0

37.0

9.30 9.35 9.40

0

5000

10000

Time-->

Abundance

 9.354

#50
Toluene‐d8
Concen:   49.060 ug/l  
RT:  10.566 min  Scan# 1467
Delta R.T.  ‐0.006 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 98 Resp:  717645
Ion  Ratio  Lower  Upper
 98  100
100   64.7   51.6   77.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1468 (10.572 min): VN077029.D\data.ms (-
98.1

42.0 70.154.1
82.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1467 (10.566 min): VN077104.D\data.ms
98.1

42.1 70.154.1
82.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1467 (10.566 min): VN077104.D\data.ms (-
98.1

42.1 70.154.1
82.1

10.60

0

100000

200000

300000

Time-->

Abundance
10.566
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#59
2‐Hexanone
Concen:    0.392 ug/l  
RT:  11.213 min  Scan# 1577
Delta R.T.  0.018 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 43 Resp:    1893
Ion  Ratio  Lower  Upper
 43  100
 58   45.9   27.7   83.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1574 (11.195 min): VN077029.D\data.ms (-
43.0

58.1

100.185.171.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1577 (11.213 min): VN077104.D\data.ms
43.1

58.0

100.2

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1577 (11.213 min): VN077104.D\data.ms (-
43.1

58.0

100.2

11.15 11.20 11.25

0

200

400

600

800

Time-->

Abundance
11.213

#60
Dibromochloromethane
Concen:    2.316 ug/l  
RT:  11.107 min  Scan# 1559
Delta R.T.  ‐0.253 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:129 Resp:   10626
Ion  Ratio  Lower  Upper
129  100
127    0.0   38.6  115.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1602 (11.360 min): VN077029.D\data.ms (-
128.9

78.948.0
207.9172.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1559 (11.107 min): VN077104.D\data.ms
165.9

129.0
93.9

47.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1559 (11.107 min): VN077104.D\data.ms (-
165.9

129.0
93.9

47.0

11.05 11.10 11.15

0

1000

2000

3000

4000

5000

Time-->

Abundance
11.107
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#62
4‐Bromofluorobenzene
Concen:   43.984 ug/l  
RT:  12.854 min  Scan# 1856
Delta R.T.  0.006 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 95 Resp:  227351
Ion  Ratio  Lower  Upper
 95  100
174   67.3    0.0  136.6 
176   64.5    0.0  130.0 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1855 (12.848 min): VN077029.D\data.ms (-
95.1

176.0

50.0

127.9 281.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1856 (12.854 min): VN077104.D\data.ms
95.1

174.0

50.0

141.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1856 (12.854 min): VN077104.D\data.ms (-
95.1

174.0

50.0

141.0

12.80 12.90

0

50000

100000

Time-->

Abundance
12.854

#63
Chlorobenzene‐d5
Concen:   50.000 ug/l  
RT:  11.866 min  Scan# 1688
Delta R.T.  ‐0.000 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:117 Resp:  509574
Ion  Ratio  Lower  Upper
117  100
 82   61.3   49.4   74.0 
119   31.9   26.5   39.7 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1688 (11.866 min): VN077029.D\data.ms (-
117.1

82.1

54.1

40.0 99.167.1

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1688 (11.866 min): VN077104.D\data.ms
117.1

82.1

54.1

40.1
99.166.9

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1688 (11.866 min): VN077104.D\data.ms (-
117.1

82.1

54.1

40.0
99.166.9

11.80 11.90

0

50000

100000

150000

200000

250000

Time-->

Abundance
11.866
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#64
Tetrachloroethene
Concen:    3.027 ug/l  
RT:  11.107 min  Scan# 1559
Delta R.T.  0.000 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:164 Resp:   10352
Ion  Ratio  Lower  Upper
164  100
166  136.1  101.9  152.9 
129  106.5   82.6  123.8 
131   98.9   76.8  115.2 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1559 (11.107 min): VN077029.D\data.ms (-
165.9

129.0

94.0

47.0

70.0

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1559 (11.107 min): VN077104.D\data.ms
165.9

129.0
93.9

47.0

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1559 (11.107 min): VN077104.D\data.ms (-
165.9

129.0
93.9

47.0

11.10

0

2000

4000

6000

Time-->

Abundance

11.107

#71
Bromoform
Concen:    0.387 ug/l  
RT:  12.848 min  Scan# 1855
Delta R.T.  0.271 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:173 Resp:    1137
Ion  Ratio  Lower  Upper
173  100
175    0.0   24.5   73.5#
254    0.0    0.1    0.1#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1809 (12.577 min): VN077029.D\data.ms (-
172.9

80.9

251.9
52.3

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1855 (12.848 min): VN077104.D\data.ms
95.0

174.0

50.1

142.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1855 (12.848 min): VN077104.D\data.ms (-
95.0

174.0

50.1

142.9

12.82 12.84 12.86

0

2000

4000

6000

Time-->

Abundance

12.848
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#72
1,4‐Dichlorobenzene‐d4
Concen:   50.000 ug/l  
RT:  13.795 min  Scan# 2016
Delta R.T.  ‐0.000 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:152 Resp:  185981
Ion  Ratio  Lower  Upper
152  100
115   65.3   31.9   95.7 
150  158.7    0.0  348.0 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 2016 (13.795 min): VN077029.D\data.ms (-
150.0

115.178.052.1

96.0 132.9

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 2016 (13.795 min): VN077104.D\data.ms
150.0

115.1
78.052.1

131.895.8

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 2016 (13.795 min): VN077104.D\data.ms (-
150.0

115.1
78.052.1

131.895.8

13.70 13.80 13.90

0

50000

100000

150000

Time-->

Abundance

13.795

#76
1,2,3‐Trichloropropane
Concen:   26.193 ug/l  
RT:  12.854 min  Scan# 1856
Delta R.T.  ‐0.141 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 75 Resp:  126004
Ion  Ratio  Lower  Upper
 75  100
 77    1.7  107.3  322.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1880 (12.995 min): VN077029.D\data.ms (-
75.0

110.0

49.0

147.8

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1856 (12.854 min): VN077104.D\data.ms
95.1

174.0
75.0

50.0

117.0 141.0
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50
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Abundance Scan 1856 (12.854 min): VN077104.D\data.ms (-
95.1

174.0
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50.0
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Time-->

Abundance
12.854
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#81
trans‐1,4‐Dichloro‐2‐butene
Concen:   72.097 ug/l  
RT:  12.854 min  Scan# 1856
Delta R.T.  0.118 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion: 75 Resp:  126004
Ion  Ratio  Lower  Upper
 75  100
 53    0.1   80.8  121.2#
 89    0.1   34.2   51.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1836 (12.736 min): VN077029.D\data.ms (-
88.053.0

124.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1856 (12.854 min): VN077104.D\data.ms
95.1

174.0
75.0

50.0

117.0 141.0
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m/z-->

Abundance Scan 1856 (12.854 min): VN077104.D\data.ms (-
95.1

174.0
75.0

50.0

117.0 141.0
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#88
1,4‐Dichlorobenzene
Concen:    0.378 ug/l  
RT:  13.818 min  Scan# 2020
Delta R.T.  0.005 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:146 Resp:    2655
Ion  Ratio  Lower  Upper
146  100
111  148.5   21.5   64.5#
148   77.4   31.9   95.9 
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#93
1,2,4‐Trichlorobenzene
Concen:    0.299 ug/l  
RT:  15.401 min  Scan# 2289
Delta R.T.  0.006 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:180 Resp:     951
Ion  Ratio  Lower  Upper
180  100
182  120.5   47.3  141.9 
145   24.7   16.9   50.7 
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Abundance Scan 2289 (15.401 min): VN077104.D\data.ms
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#95
Naphthalene
Concen:    2.217 ug/l  
RT:  15.636 min  Scan# 2329
Delta R.T.  ‐0.006 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:128 Resp:    3915
Ion  Ratio  Lower  Upper
128  100
127   13.1   10.0   15.0 
129    9.1    8.6   13.0 
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#96
1,2,3‐Trichlorobenzene
Concen:    0.353 ug/l  
RT:  15.848 min  Scan# 2365
Delta R.T.  0.006 min
Lab File:   VN077104.D
Acq: 22 Mar 2023  13:41    

Tgt Ion:180 Resp:    1126
Ion  Ratio  Lower  Upper
180  100
182    0.0   47.4  142.2#
145    5.7   17.9   53.8#
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