
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_N\DATA\VN033019\
  Data File : VN054837.D                                          
  Acq On    : 31 Mar 2019   7:30
  Operator  : JC/SP
  Sample    : K2164-07DL 10X
  Misc      : 5.00mL/MSVOA_N/WATER
  ALS Vial  : 47   Sample Multiplier: 1
 
  Quant Time: Apr 01 01:42:44 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_N\METHODS\82N032919W.M
  Quant Title  : SW846 8260
  QLast Update : Sat Mar 30 00:48:18 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Pentafluorobenzene           7.67  168   529651    50.00 ug/l    0.00
    34) 1,4-Difluorobenzene          8.59  114   843796    50.00 ug/l    0.00
    63) Chlorobenzene-d5            11.41  117   711731    50.00 ug/l    0.00
    72) 1,4-Dichlorobenzene-d4      13.35  152   249786    50.00 ug/l    0.00
 
   System Monitoring Compounds                                        
    33) 1,2-Dichloroethane-d4        8.03   65   346423    48.52 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   97.04%
    35) Dibromofluoromethane         7.59  113   273235    48.57 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   97.14%
    50) Toluene-d8                  10.09   98  1020974    48.82 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   97.64%
    62) 4-Bromofluorobenzene        12.40   95   307786    44.25 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   88.50%
 
   Target Compounds                                                   Qvalue
     5) Bromomethane                 2.57   94      113    Below Cal       88
    11) Tert butyl alcohol           4.83   59    38333   103.046 ug/l #    70
    13) Acrolein                     3.61   56      307     0.923 ug/l #    64
    15) Acrylonitrile                5.05   53     7962     3.851 ug/l #    16
    16) Acetone                      3.82   43      550     0.323 ug/l #    26
    18) Methyl Acetate               4.33   43     2925    Below Cal  #    78
    19) Methyl tert-butyl Ether      5.06   73   565598    38.837 ug/l      94
    22) Diisopropyl ether            5.97   45    12103     0.597 ug/l #    89
    29) Tetrahydrofuran              7.24   42      595     0.340 ug/l #    30
    31) Cyclohexane                  7.66   56    11962    Below Cal  #    24
    36) 1,1-Dichloropropene          7.66   75    41217     5.242 ug/l #    47
    38) Carbon Tetrachloride         7.67  117    50511     6.614 ug/l #    16
    51) 4-Methyl-2-Pentanone         9.99   43     1645     0.312 ug/l #    82
    58) 2-Chloroethyl Vinyl ether    9.71   63       65    10.377 ug/l #    44
    59) 2-Hexanone                  10.76   43     3199     0.949 ug/l      76
    74) N-amyl acetate              12.07   43     1660     0.261 ug/l      96
    75) 1,1,2,2-Tetrachloroethane   12.50   83      184    Below Cal  #    65
    76) 1,2,3-Trichloropropane      12.40   75   160968    37.095 ug/l #   100
    81) trans-1,4-Dichloro-2-buten  12.40   75   160968   144.290 ug/l #    11
    83) tert-Butylbenzene           12.99  119      960    Below Cal       91
    93) 1,2,4-Trichlorobenzene      14.91  180     1550     0.386 ug/l      99
    94) Hexachlorobutadiene         15.01  225      336    Below Cal  #    77
    95) Naphthalene                 15.14  128     5604     0.622 ug/l #    94
    96) 1,2,3-Trichlorobenzene      15.31  180     1803     0.445 ug/l      92
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_N\DATA\VN033019\
  Data File : VN054837.D                                          
  Acq On    : 31 Mar 2019   7:30
  Operator  : JC/SP
  Sample    : K2164-07DL 10X
  Misc      : 5.00mL/MSVOA_N/WATER
  ALS Vial  : 47   Sample Multiplier: 1
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  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_N\METHODS\82N032919W.M
  Quant Title  : SW846 8260
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT: 7.67 min  Scan# 1833
Delta R.T.   -0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion:168 Resp:  529651
Ion  Ratio  Lower  Upper
168  100
 99   55.6   37.1   55.7 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1833 (7.667 min): VN054762.D (-1813) (-)
168
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Abundance Scan 1833 (7.667 min): VN054837.D (-1740) (-)
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Abundance Ion 167.90 (167.60 to 168.60): VN054837.D

  7.67

Ion  98.90 (98.60 to 99.60): VN054837.D

#5
Bromomethane
Concen:   Below Cal    
RT: 2.57 min  Scan# 248
Delta R.T.   -0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 94 Resp:     113
Ion  Ratio  Lower  Upper
 94  100
 96   84.3   77.0  115.4 

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 249 (2.574 min): VN054762.D (-234) (-)
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Abundance Scan 248 (2.571 min): VN054837.D (-156) (-)
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55 82

2.56 2.57 2.58

0

50

100

150

200

250

Time-->

Abundance Ion  93.90 (93.60 to 94.60): VN054837.D

  2.57

Ion  95.90 (95.60 to 96.60): VN054837.D
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#11
Tert butyl alcohol
Concen:  103.046 ug/l  
RT: 4.83 min  Scan# 950
Delta R.T.   0.01 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 59 Resp:   38333
Ion  Ratio  Lower  Upper
 59  100
 57    0.0    9.0   13.6#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75
0

50

m/z-->

Abundance Scan 946 (4.815 min): VN054762.D (-922) (-)
59

41
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575550 5337 45 67
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30 35 40 45 50 55 60 65 70 75
0

50
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Abundance Scan 950 (4.828 min): VN054837.D (-853) (-)
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Abundance Ion  59.00 (58.70 to 59.70): VN054837.D

  4.83

Ion  57.00 (56.70 to 57.70): VN054837.D

#13
Acrolein
Concen:    0.923 ug/l  
RT: 3.61 min  Scan# 570
Delta R.T.   -0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 56 Resp:     307
Ion  Ratio  Lower  Upper
 56  100
 55  101.0   56.7   85.1#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 570 (3.606 min): VN054762.D (-552) (-)
56

37
69 8346
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50
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Abundance
44
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60

105

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 570 (3.606 min): VN054837.D (-477) (-)
56

42 1056449

36

3.60 3.62

0

100

200
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Time-->

Abundance Ion  56.00 (55.70 to 56.70): VN054837.D

  3.61

Ion  55.00 (54.70 to 55.70): VN054837.D
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#15
Acrylonitrile
Concen:    3.851 ug/l  
RT: 5.05 min  Scan# 1020
Delta R.T.   0.06 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 53 Resp:    7962
Ion  Ratio  Lower  Upper
 53  100
 52    2.8   66.4   99.6#
 51   79.5   29.6   44.4#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1002 (4.995 min): VN054762.D (-977) (-)
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Abundance Ion  53.00 (52.70 to 53.70): VN054837.D

  5.05

Ion  52.00 (51.70 to 52.70): VN054837.D
Ion  51.00 (50.70 to 51.70): VN054837.D

#16
Acetone
Concen:    0.323 ug/l  
RT: 3.82 min  Scan# 638
Delta R.T.   0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 43 Resp:     550
Ion  Ratio  Lower  Upper
 43  100
 58   81.8   29.9   44.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
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m/z-->

Abundance Scan 637 (3.822 min): VN054762.D (-618) (-)
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Abundance Scan 638 (3.825 min): VN054837.D (-544) (-)
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Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN054837.D

  3.82

Ion  58.00 (57.70 to 58.70): VN054837.D
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#18
Methyl Acetate
Concen:   Below Cal    
RT: 4.33 min  Scan# 795
Delta R.T.   -0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 43 Resp:    2925
Ion  Ratio  Lower  Upper
 43  100
 74   15.0   20.8   31.2#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85
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50

m/z-->

Abundance Scan 796 (4.333 min): VN054762.D (-771) (-)
41
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Abundance Scan 795 (4.329 min): VN054837.D (-702) (-)
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Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN054837.D

  4.33

Ion  74.00 (73.70 to 74.70): VN054837.D

#19
Methyl tert-butyl Ether
Concen:   38.837 ug/l  
RT: 5.06 min  Scan# 1022
Delta R.T.   0.01 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 73 Resp:  565598
Ion  Ratio  Lower  Upper
 73  100
 57   23.9   16.8   25.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1020 (5.053 min): VN054762.D (-989) (-)
73
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Abundance Scan 1022 (5.059 min): VN054837.D (-927) (-)
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Time-->

Abundance Ion  73.00 (72.70 to 73.70): VN054837.D

  5.06

Ion  57.00 (56.70 to 57.70): VN054837.D
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#22
Diisopropyl ether
Concen:    0.597 ug/l  
RT: 5.97 min  Scan# 1305
Delta R.T.   0.01 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 45 Resp:   12103
Ion  Ratio  Lower  Upper
 45  100
 43   54.0   48.2   72.2 
 87   22.3   24.9   37.3#
 59    8.2    9.5   14.3#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1302 (5.960 min): VN054762.D (-1262) (-)
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Abundance Scan 1305 (5.969 min): VN054837.D (-1209) (-)
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Time-->

Abundance Ion  45.00 (44.70 to 45.70): VN054837.D

  5.97

Ion  43.00 (42.70 to 43.70): VN054837.D
Ion  87.00 (86.70 to 87.70): VN054837.D
Ion  59.00 (58.70 to 59.70): VN054837.D

#29
Tetrahydrofuran
Concen:    0.340 ug/l  
RT: 7.24 min  Scan# 1699
Delta R.T.   0.02 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 42 Resp:     595
Ion  Ratio  Lower  Upper
 42  100
 72    0.0   37.8   56.6#
 71    0.0   36.2   54.2#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1694 (7.220 min): VN054762.D (-1666) (-)
42

72
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Abundance Scan 1699 (7.236 min): VN054837.D (-1601) (-)
38
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Time-->

Abundance Ion  42.00 (41.70 to 42.70): VN054837.D

  7.24

Ion  72.00 (71.70 to 72.70): VN054837.D
Ion  71.00 (70.70 to 71.70): VN054837.D
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#31
Cyclohexane
Concen:   Below Cal    
RT: 7.66 min  Scan# 1832
Delta R.T.   0.01 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 56 Resp:   11962
Ion  Ratio  Lower  Upper
 56  100
 69  163.9   27.8   41.6#
 84  113.5   74.6  111.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1828 (7.651 min): VN054762.D (-1804) (-)
56
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41
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40 60 80 100 120 140 160 180
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50
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50
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Abundance Scan 1832 (7.664 min): VN054837.D (-1734) (-)
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Time-->

Abundance Ion  56.00 (55.70 to 56.70): VN054837.D

  7.66

Ion  69.00 (68.70 to 69.70): VN054837.D
Ion  84.00 (83.70 to 84.70): VN054837.D

#33
1,2-Dichloroethane-d4
Concen:   48.520 ug/l  
RT: 8.03 min  Scan# 1946
Delta R.T.   0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 65 Resp:  346423
Ion  Ratio  Lower  Upper
 65  100
 67   51.9    0.0  104.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 1945 (8.027 min): VN054762.D (-1926) (-)
78

65
51

39 102

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance
65

51
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37 16884

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 1946 (8.030 min): VN054837.D (-1852) (-)
65

51

102
37 84

7.90 8.00 8.10

0

50000

100000

150000

Time-->

Abundance Ion  64.90 (64.60 to 65.60): VN054837.D

  8.03

Ion  66.90 (66.60 to 67.60): VN054837.D
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#34
1,4-Difluorobenzene
Concen:   50.000 ug/l  
RT: 8.59 min  Scan# 2119
Delta R.T.   -0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion:114 Resp:  843796
Ion  Ratio  Lower  Upper
114  100
 63   22.4    0.0   35.2 
 88   15.8    0.0   30.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2119 (8.587 min): VN054762.D (-2100) (-)
114

63
88

5750 75 948137 6944

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
114

63
88

5750 75 94814337 69

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2119 (8.586 min): VN054837.D (-2026) (-)
114
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5750 75 94816937 43
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100000
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300000

400000

500000

Time-->

Abundance Ion 113.90 (113.60 to 114.60): VN054837.D

  8.59

Ion  63.00 (62.70 to 63.70): VN054837.D
Ion  87.90 (87.60 to 88.60): VN054837.D

#35
Dibromofluoromethane
Concen:   48.571 ug/l  
RT: 7.59 min  Scan# 1810
Delta R.T.   0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion:113 Resp:  273235
Ion  Ratio  Lower  Upper
113  100
111  101.5   82.2  123.4 
192   20.7   19.2   28.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1809 (7.590 min): VN054762.D (-1790) (-)
111

97

61
19281

1601214737 173
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0

50
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Abundance
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19279
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16040 171

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1810 (7.593 min): VN054837.D (-1716) (-)
111

19279
91

16017144

7.50 7.60 7.70 7.80

0

50000

100000

150000

Time-->

Abundance Ion 112.80 (112.50 to 113.50): VN054837.D

  7.59

Ion 110.80 (110.50 to 111.50): VN054837.D
Ion 191.70 (191.40 to 192.40): VN054837.D
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#36
1,1-Dichloropropene
Concen:    5.242 ug/l  
RT: 7.66 min  Scan# 1831
Delta R.T.   -0.13 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 75 Resp:   41217
Ion  Ratio  Lower  Upper
 75  100
110    8.3   19.1   57.5#
 77    0.0   25.0   37.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1871 (7.789 min): VN054762.D (-1849) (-)
75

39
119

49
1098560 95 149

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
168

99

137
117 1497561 8637 51 191

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1831 (7.660 min): VN054837.D (-1778) (-)
168

99

137
117 1497561 8637 51 191

7.60 7.65 7.70 7.75

0

5000

10000

15000

20000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN054837.D

  7.66

Ion 109.90 (109.60 to 110.60): VN054837.D
Ion  76.90 (76.60 to 77.60): VN054837.D

#38
Carbon Tetrachloride
Concen:    6.614 ug/l  
RT: 7.67 min  Scan# 1833
Delta R.T.   -0.11 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion:117 Resp:   50511
Ion  Ratio  Lower  Upper
117  100
119    5.3   76.3  114.5#
121    0.0   24.6   36.8#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1866 (7.773 min): VN054762.D (-1847) (-)
117

75
5639

84

65 94 107

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
168

99

137
1491177561 8437 51

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1833 (7.667 min): VN054837.D (-1773) (-)
168

99

137
1491177561 8437 51

7.60 7.70 7.80

0

5000

10000

15000

20000

25000

Time-->

Abundance Ion 116.80 (116.50 to 117.50): VN054837.D

  7.67

Ion 118.80 (118.50 to 119.50): VN054837.D
Ion 120.80 (120.50 to 121.50): VN054837.D
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#50
Toluene-d8
Concen:   48.817 ug/l  
RT: 10.09 min  Scan# 2587
Delta R.T.   -0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 98 Resp: 1020974
Ion  Ratio  Lower  Upper
 98  100
100   63.3   51.2   76.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 2587 (10.091 min): VN054762.D (-2569) (-)
98

42 7054
6448 76 8236 88

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
98

42 7054
48 64 8276 1108836

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 2587 (10.091 min): VN054837.D (-2494) (-)
98

42 7054
48 64 8276 1108836

10.00 10.10 10.20 10.30

0

100000

200000

300000

400000

500000

600000

Time-->

Abundance Ion  98.00 (97.70 to 98.70): VN054837.D

 10.09

Ion 100.00 (99.70 to 100.70): VN054837.D

#51
4-Methyl-2-Pentanone
Concen:    0.312 ug/l  
RT: 9.99 min  Scan# 2554
Delta R.T.   -0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 43 Resp:    1645
Ion  Ratio  Lower  Upper
 43  100
 58   28.5   31.8   47.6#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 2554 (9.985 min): VN054762.D (-2538) (-)
43

58

85 100
38 67 7251 77

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
43

58 85

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 2554 (9.985 min): VN054837.D (-2461) (-)
43

58
85

9.95 10.00

0

500

1000

1500

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN054837.D

  9.99

Ion  58.00 (57.70 to 58.70): VN054837.D
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#58
2-Chloroethyl Vinyl ether
Concen:   10.377 ug/l  
RT: 9.71 min  Scan# 2468
Delta R.T.   0.01 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 63 Resp:      65
Ion  Ratio  Lower  Upper
 63  100
106    0.0   24.4   36.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2464 (9.696 min): VN054762.D (-2449) (-)
63

43

106

79 91

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

60

207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2468 (9.709 min): VN054837.D (-2370) (-)
39

63
207

9.70 9.71 9.72

0

50

100

150

200

Time-->

Abundance Ion  62.90 (62.60 to 63.60): VN054837.D

  9.71

Ion 105.90 (105.60 to 106.60): VN054837.D

#59
2-Hexanone
Concen:    0.949 ug/l  
RT: 10.76 min  Scan# 2795
Delta R.T.   0.01 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 43 Resp:    3199
Ion  Ratio  Lower  Upper
 43  100
 58   38.7   28.0   83.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2793 (10.754 min): VN054762.D (-2778) (-)
43

58

1008571
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
43

57

20775 99

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2795 (10.760 min): VN054837.D (-2700) (-)
43

57

20775 99

10.70 10.75 10.80

0

500

1000

1500

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN054837.D

 10.76

Ion  58.00 (57.70 to 58.70): VN054837.D
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#62
4-Bromofluorobenzene
Concen:   44.250 ug/l  
RT: 12.40 min  Scan# 3306
Delta R.T.   0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 95 Resp:  307786
Ion  Ratio  Lower  Upper
 95  100
174   83.6    0.0  191.0 
176   81.0    0.0  187.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3305 (12.400 min): VN054762.D (-3291) (-)
95 174

75

50

141117 157 207 28135

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95 174

75

50

143117 207 281159

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3306 (12.403 min): VN054837.D (-3212) (-)
95 174

75

50

141117 157 281

12.40 12.50

0

50000

100000

150000

200000

250000

Time-->

Abundance Ion  94.90 (94.60 to 95.60): VN054837.D

 12.40

Ion 173.80 (173.50 to 174.50): VN054837.D
Ion 175.80 (175.50 to 176.50): VN054837.D

#63
Chlorobenzene-d5
Concen:   50.000 ug/l  
RT: 11.41 min  Scan# 2996
Delta R.T.   -0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion:117 Resp:  711731
Ion  Ratio  Lower  Upper
117  100
 82   56.1   40.0   60.0 
119   32.2   25.8   38.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2996 (11.406 min): VN054762.D (-2981) (-)
117

82

54

40 76
6247 89 99 109

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
117

82

54

40 7647 61 89 99 10967

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2996 (11.406 min): VN054837.D (-2903) (-)
117

82

54

40 7647 61 89 99 10967

11.30 11.40 11.50 11.60

0

100000

200000

300000

400000

500000

Time-->

Abundance Ion 116.90 (116.60 to 117.60): VN054837.D

 11.41

Ion  82.00 (81.70 to 82.70): VN054837.D
Ion 118.90 (118.60 to 119.60): VN054837.D
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#72
1,4-Dichlorobenzene-d4
Concen:   50.000 ug/l  
RT: 13.35 min  Scan# 3599
Delta R.T.   0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion:152 Resp:  249786
Ion  Ratio  Lower  Upper
152  100
115   57.5   27.2   81.6 
150  156.0    0.0  349.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3598 (13.342 min): VN054762.D (-3584) (-)
150

1157852

40 99 13266

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
150

115
7852

40 66 89 132 207100

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3599 (13.345 min): VN054837.D (-3505) (-)
150

115
7852

38 8963 134 207100

13.30 13.35 13.40

0

50000

100000

150000

200000

250000

300000

Time-->

Abundance Ion 151.90 (151.60 to 152.60): VN054837.D

 13.35

Ion 114.90 (114.60 to 115.60): VN054837.D
Ion 149.90 (149.60 to 150.60): VN054837.D

#74
N-amyl acetate
Concen:    0.261 ug/l  
RT: 12.07 min  Scan# 3202
Delta R.T.   -0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 43 Resp:    1660
Ion  Ratio  Lower  Upper
 43  100
 70   41.3   35.4   53.0 
 55   27.6   19.8   29.6 
 61   24.8   19.8   29.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 3202 (12.069 min): VN054762.D (-3184) (-)
43

70
55 61

85 101 11537

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
43

55
70

61

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 3202 (12.069 min): VN054837.D (-3109) (-)
43

55
70

61

12.05 12.10
0

500

1000

1500

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VN054837.D

 12.07

Ion  70.00 (69.70 to 70.70): VN054837.D
Ion  55.00 (54.70 to 55.70): VN054837.D
Ion  61.00 (60.70 to 61.70): VN054837.D
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#75
1,1,2,2-Tetrachloroethane
Concen:   Below Cal    
RT: 12.50 min  Scan# 3336
Delta R.T.   -0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 83 Resp:     184
Ion  Ratio  Lower  Upper
 83  100
131    0.0    5.8   17.4#
 85   35.9   32.2   96.6 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 3337 (12.503 min): VN054762.D (-3322) (-)
83

95 15861 13351 16837 74 143104 117

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
44

8360 174

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 3336 (12.499 min): VN054837.D (-3243) (-)
83

17452

12.48 12.50

0

50

100

150

200

250

300

Time-->

Abundance Ion  82.90 (82.60 to 83.60): VN054837.D

 12.50

Ion 130.80 (130.50 to 131.50): VN054837.D
Ion  84.90 (84.60 to 85.60): VN054837.D

#76
1,2,3-Trichloropropane
Concen:   37.095 ug/l  
RT: 12.40 min  Scan# 3305
Delta R.T.   -0.15 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 75 Resp:  160968
Ion  Ratio  Lower  Upper
 75  100
 77    1.0    0.0    0.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3353 (12.554 min): VN054762.D (-3349) (-)
75

110

49

148 20792

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95

174

75

50

143117 159 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3305 (12.400 min): VN054837.D (-3260) (-)
95

174

75

50

143117 159 207 281

12.30 12.40 12.50

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN054837.D

 12.40

Ion  77.00 (76.70 to 77.70): VN054837.D
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#81
trans-1,4-Dichloro-2-butene
Concen:  144.290 ug/l  
RT: 12.40 min  Scan# 3305
Delta R.T.   0.10 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion: 75 Resp:  160968
Ion  Ratio  Lower  Upper
 75  100
 53    0.0   76.2  114.2#
 89    0.0   39.2   58.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3274 (12.300 min): VN054762.D (-3265) (-)
8853

37 73 124 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95

174

75

50

143117 159 207 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3305 (12.400 min): VN054837.D (-3181) (-)
95

174

75

50

143117 159 207 281

12.30 12.40 12.50

0

20000

40000

60000

80000

100000

120000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VN054837.D

 12.40

Ion  53.00 (52.70 to 53.70): VN054837.D
Ion  88.90 (88.60 to 89.60): VN054837.D

#83
tert-Butylbenzene
Concen:   Below Cal    
RT: 12.99 min  Scan# 3490
Delta R.T.   0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion:119 Resp:     960
Ion  Ratio  Lower  Upper
119  100
 91   53.6   30.9   92.8 
134   29.5   13.2   39.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3489 (12.992 min): VN054762.D (-3474) (-)
119

91

13441 77
1036552 167 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
40

119

91
13451

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3490 (12.995 min): VN054837.D (-3396) (-)
119

43
134

12.95 13.00

0

200

400

600

800

Time-->

Abundance Ion 119.00 (118.70 to 119.70): VN054837.D

 12.99

Ion  91.00 (90.70 to 91.70): VN054837.D
Ion 134.00 (133.70 to 134.70): VN054837.D
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#93
1,2,4-Trichlorobenzene
Concen:    0.386 ug/l  
RT: 14.91 min  Scan# 4086
Delta R.T.   0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion:180 Resp:    1550
Ion  Ratio  Lower  Upper
180  100
182   97.4   48.0  144.2 
145   29.0   14.2   42.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4085 (14.908 min): VN054762.D (-4070) (-)
180

14574 109

50 91 207 281124

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
18044

207

74 109 145
281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4086 (14.911 min): VN054837.D (-3992) (-)
180

44 74 109 145
207

14.90 14.95

0

500

1000

1500

Time-->

Abundance Ion 179.80 (179.50 to 180.50): VN054837.D

 14.91

Ion 181.80 (181.50 to 182.50): VN054837.D
Ion 144.80 (144.50 to 145.50): VN054837.D

#94
Hexachlorobutadiene
Concen:   Below Cal    
RT: 15.01 min  Scan# 4117
Delta R.T.   0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion:225 Resp:     336
Ion  Ratio  Lower  Upper
225  100
223   96.4   31.1   93.5#
227   61.9   31.9   95.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4116 (15.008 min): VN054762.D (-4103) (-)
225

190118
2601418347

15798 207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
40

207

223
11796 19073 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4117 (15.011 min): VN054837.D (-4023) (-)
223

40
117 207

1909673
281

14.98 15.00 15.02
0

100

200

300

400

Time-->

Abundance Ion 224.70 (224.40 to 225.40): VN054837.D

 15.01

Ion 222.70 (222.40 to 223.40): VN054837.D
Ion 226.70 (226.40 to 227.40): VN054837.D
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#95
Naphthalene
Concen:    0.622 ug/l  
RT: 15.14 min  Scan# 4156
Delta R.T.   0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion:128 Resp:    5604
Ion  Ratio  Lower  Upper
128  100
127   11.3   10.1   15.1 
129   14.5    8.7   13.1#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4155 (15.133 min): VN054762.D (-4139) (-)
128

10251 75 191 28136

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
128

44
207

10263 28187

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4156 (15.136 min): VN054837.D (-4062) (-)
128

10263
2098743

15.10 15.15

0

1000

2000

3000

4000

Time-->

Abundance Ion 128.00 (127.70 to 128.70): VN054837.D

 15.14

Ion 127.00 (126.70 to 127.70): VN054837.D
Ion 129.00 (128.70 to 129.70): VN054837.D

#96
1,2,3-Trichlorobenzene
Concen:    0.445 ug/l  
RT: 15.31 min  Scan# 4210
Delta R.T.   -0.00 min
Lab File:   VN054837.D
Acq: 31 Mar 2019   7:30    

Tgt Ion:180 Resp:    1803
Ion  Ratio  Lower  Upper
180  100
182  102.8   47.5  142.6 
145   24.2   14.8   44.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4211 (15.313 min): VN054762.D (-4195) (-)
180

14574 109

37 9054 207 281124

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
207

18240

14573 109 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4210 (15.310 min): VN054837.D (-4118) (-)
182

20714573 109
49

281

15.30 15.35

0

500

1000

Time-->

Abundance Ion 179.80 (179.50 to 180.50): VN054837.D

 15.31

Ion 181.80 (181.50 to 182.50): VN054837.D
Ion 144.90 (144.60 to 145.60): VN054837.D
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