
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_U\DATA\VU010921\
  Data File : VU041907.D                                          
  Acq On    : 08 Jan 2021  16:00
  Operator  : SY/MD
  Sample    : M1049-04
  Misc      : 25.0mL/MSVOA_U/WATER
  ALS Vial  : 41   Sample Multiplier: 1
 
  Quant Time: Jan 09 01:35:22 2021
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_U\METHOD\SOMUTR121220WMA.M
  Quant Title  : TRACE VOA SOM01.0
  QLast Update : Sat Jan 09 01:31:59 2021
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) 1,4-Difluorobenzene          6.26  114   125152     5.00 ug/L    0.00
    28) Chlorobenzene-d5             9.42  117   123288     5.00 ug/L    0.00
    60) 1,4-Dichlorobenzene-d4      11.81  152    54183     5.00 ug/L    0.00
 
   System Monitoring Compounds                                        
     4) Vinyl Chloride-d3            1.60   65    36063     3.69 ug/L    0.00  
     Spiked Amount      5.000   Range  40 - 130    Recovery   =   73.80% 
     7) Chloroethane-d5              1.92   69    39382     5.20 ug/L    0.00  
     Spiked Amount      5.000   Range  65 - 130    Recovery   =  104.00% 
    11) 1,1-Dichloroethene-d2        2.58   63    56399     3.13 ug/L    0.00  
     Spiked Amount      5.000   Range  60 - 125    Recovery   =   62.60% 
    20) 2-Butanone-d5                4.66   46   142623    50.75 ug/L    0.00  
     Spiked Amount     50.000   Range  40 - 130    Recovery   =  101.50% 
    24) Chloroform-d                 5.08   84    85977     5.13 ug/L    0.00  
     Spiked Amount      5.000   Range  70 - 125    Recovery   =  102.60% 
    26) 1,2-Dichloroethane-d4        5.72   65    47765     5.02 ug/L    0.00  
     Spiked Amount      5.000   Range  70 - 130    Recovery   =  100.40% 
    32) Benzene-d6                   5.74   84   159466     4.52 ug/L    0.00  
     Spiked Amount      5.000   Range  70 - 125    Recovery   =   90.40% 
    36) 1,2-Dichloropropane-d6       6.70   67    51967     4.69 ug/L    0.00  
     Spiked Amount      5.000   Range  60 - 140    Recovery   =   93.80% 
    41) Toluene-d8                   7.90   98   132750     4.17 ug/L    0.00  
     Spiked Amount      5.000   Range  70 - 130    Recovery   =   83.40% 
    43) trans-1,3-Dichloropropene-   8.19   79    19473     3.91 ug/L    0.00  
     Spiked Amount      5.000   Range  55 - 130    Recovery   =   78.20% 
    46) 2-Hexanone-d5                8.64   63   132122    48.56 ug/L    0.00  
     Spiked Amount     50.000   Range  45 - 130    Recovery   =   97.12% 
    57) 1,1,2,2-Tetrachloroethane-  10.75   84    50109     4.98 ug/L    0.00  
     Spiked Amount      5.000   Range  65 - 120    Recovery   =   99.60% 
    64) 1,2-Dichlorobenzene-d4      12.19  152    52874     5.49 ug/L    0.00  
     Spiked Amount      5.000   Range  80 - 120    Recovery   =  109.80% 
 
   Target Compounds                                                   Qvalue
     3) Chloromethane                1.52   50      605     0.059 ug/L #    69
     9) Trichlorofluoromethane       2.15  101   387140    26.892 ug/L      98
    10) 1,1,2-Trichloro-1,2,2-trif   2.57  101      793     0.092 ug/L #    22
    22) cis-1,2-Dichloroethene       4.69   96     3326     0.343 ug/L      83
    25) Chloroform                   5.11   83     5540     0.335 ug/L      77
    31) Carbon tetrachloride         5.54  117     7595     0.620 ug/L      99
    34) Trichloroethene              6.55   95   243090    24.535 ug/L      94
    35) Methylcyclohexane            6.70   83    12884     0.804 ug/L #    18
    37) 1,2-Dichloropropane          6.70   63     5544     0.550 ug/L #    88
    39) cis-1,3-Dichloropropene      7.57   75     1153     0.077 ug/L #    58
    44) trans-1,3-Dichloropropene    8.19   75      733     0.055 ug/L #    70
    45) 1,1,2-Trichloroethane        8.41   97     1659     0.222 ug/L      93
    47) Tetrachloroethene            8.56  164   637159    91.863 ug/L      96
    48) 2-Hexanone                   8.64   43    14010     2.682 ug/L #    68
    49) Dibromochloromethane         8.56  129   592119    69.116 ug/L #    10
    51) Chlorobenzene                9.45  112     1965     0.078 ug/L      90
    59) 1,2,3-Trichloropropane      11.81   75     5516     0.728 ug/L      98
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                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_U\DATA\VU010921\
  Data File : VU041907.D                                          
  Acq On    : 08 Jan 2021  16:00
  Operator  : SY/MD
  Sample    : M1049-04
  Misc      : 25.0mL/MSVOA_U/WATER
  ALS Vial  : 41   Sample Multiplier: 1
 
  Quant Time: Jan 09 01:35:22 2021
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_U\METHOD\SOMUTR121220WMA.M
  Quant Title  : TRACE VOA SOM01.0
  QLast Update : Sat Jan 09 01:31:59 2021
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                              Quantitation Report    (Not Reviewed)
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  Data File : VU041907.D                                          
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  Operator  : SY/MD
  Sample    : M1049-04
  Misc      : 25.0mL/MSVOA_U/WATER
  ALS Vial  : 41   Sample Multiplier: 1
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  Quant Title  : TRACE VOA SOM01.0
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  Response via : Initial Calibration
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Abundance TIC: VU041907.D
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#3
Chloromethane
Concen:    0.059 ug/L  
RT: 1.52 min  Scan# 57
Delta R.T.   -0.00 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion: 50 Resp:     605
Ion  Ratio  Lower  Upper
 50  100
 52   52.2   24.1   44.8#

Ref

Raw

Sub

26 28 30 32 34 36 38 40 42 44 46 48 50 52 54 56 58 60 62
0

50

m/z-->

Abundance Scan 57 (1.523 min): VU041892.D (-48) (-)
50

52

47
37 40 44

26 28 30 32 34 36 38 40 42 44 46 48 50 52 54 56 58 60 62
0

50

m/z-->

Abundance
44
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52

26 28 30 32 34 36 38 40 42 44 46 48 50 52 54 56 58 60 62
0

50

m/z-->

Abundance Scan 57 (1.523 min): VU041907.D (-1) (-)
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52
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Time-->

Abundance Ion  50.05 (49.75 to 50.75): VU041907.D

  1.52

Ion  52.05 (51.75 to 52.75): VU041907.D

#9
Trichlorofluoromethane
Concen:   26.892 ug/L  
RT: 2.15 min  Scan# 251
Delta R.T.   -0.00 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion:101 Resp:  387140
Ion  Ratio  Lower  Upper
101  100
103   65.3   51.1   76.7 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 251 (2.147 min): VU041892.D (-239) (-)
101

6647 8237 1177259

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
101

6647 82 11737 1237258

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 251 (2.147 min): VU041907.D (-158) (-)
101

6647 82 11937 7258

2.10 2.15 2.20

0

50000

100000

150000

200000

250000

300000

Time-->

Abundance Ion 101.00 (100.70 to 101.70): VU041907.D

  2.15

Ion 103.00 (102.70 to 103.70): VU041907.D
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#10
1,1,2-Trichloro-1,2,2-trifluoroethane
Concen:    0.092 ug/L  
RT: 2.57 min  Scan# 384
Delta R.T.   -0.02 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion:101 Resp:     793
Ion  Ratio  Lower  Upper
101  100
 85    0.0   33.6   50.4#
151    0.0   56.2   84.4#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 389 (2.591 min): VU041892.D (-374) (-)
61

96

151

85
47 105 11637 13270 167

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance
63

98

37 47 82

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 384 (2.575 min): VU041907.D (-296) (-)
63

98

4737 82

2.55 2.60

0

200

400

600

Time-->

Abundance Ion 101.00 (100.70 to 101.70): VU041907.D

  2.57

Ion  85.00 (84.70 to 85.70): VU041907.D
Ion 151.00 (150.70 to 151.70): VU041907.D

#22
cis-1,2-Dichloroethene
Concen:    0.343 ug/L  
RT: 4.69 min  Scan# 1041
Delta R.T.   0.01 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion: 96 Resp:    3326
Ion  Ratio  Lower  Upper
 96  100
 61  107.1   88.8  165.0 
 68    0.0    0.0    0.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1039 (4.681 min): VU041892.D (-1023) (-)
61

96

46

77
37 56 7051

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
46

77

59 96
41 54

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1041 (4.687 min): VU041907.D (-946) (-)
46

77

59 96
41 54

4.65 4.70 4.75

0

500

1000

1500

2000

2500

Time-->

Abundance Ion  96.00 (95.70 to 96.70): VU041907.D

  4.69

Ion  61.05 (60.75 to 61.75): VU041907.D
Ion  68.15 (67.85 to 68.85): VU041907.D
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#25
Chloroform
Concen:    0.335 ug/L  
RT: 5.11 min  Scan# 1171
Delta R.T.   0.00 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion: 83 Resp:    5540
Ion  Ratio  Lower  Upper
 83  100
 85   80.7   44.2   82.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1170 (5.102 min): VU041892.D (-1152) (-)
83

47

37 11970

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
84

47

37 11972

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1171 (5.105 min): VU041907.D (-1077) (-)
84

47

37 11972
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500

1000

1500
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Time-->

Abundance Ion  83.05 (82.75 to 83.75): VU041907.D

  5.11

Ion  85.00 (84.70 to 85.70): VU041907.D

#31
Carbon tetrachloride
Concen:    0.620 ug/L  
RT: 5.54 min  Scan# 1306
Delta R.T.   0.00 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion:117 Resp:    7595
Ion  Ratio  Lower  Upper
117  100
119   96.0   76.2  114.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1305 (5.536 min): VU041892.D (-1288) (-)
117

82
47

37 12358 70

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
117

82
47

35

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1306 (5.539 min): VU041907.D (-1212) (-)
117

82
47

35

5.50 5.55 5.60

0

1000

2000

3000

4000

Time-->

Abundance Ion 116.90 (116.60 to 117.60): VU041907.D

  5.54

Ion 118.90 (118.60 to 119.60): VU041907.D
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#34
Trichloroethene
Concen:   24.535 ug/L  
RT: 6.55 min  Scan# 1621
Delta R.T.   0.00 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion: 95 Resp:  243090
Ion  Ratio  Lower  Upper
 95  100
 97   64.2   43.9   81.5 
132   99.4   63.1  117.3 
130  101.5   67.4  125.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1620 (6.549 min): VU041892.D (-1606) (-)
95 130

60

47
8237 67 114

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
13095

60

47
37 8267 11474 137

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1621 (6.552 min): VU041907.D (-1527) (-)
13095

60

47
8237 13767

6.50 6.60 6.70
0

50000

100000

150000

200000

Time-->

Abundance Ion  95.00 (94.70 to 95.70): VU041907.D

  6.55

Ion  96.95 (96.65 to 97.65): VU041907.D
Ion 131.95 (131.65 to 132.65): VU041907.D
Ion 129.95 (129.65 to 130.65): VU041907.D

#35
Methylcyclohexane
Concen:    0.804 ug/L  
RT: 6.70 min  Scan# 1667
Delta R.T.   -0.07 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion: 83 Resp:   12884
Ion  Ratio  Lower  Upper
 83  100
 55    0.0   61.2   91.8#
 98    0.0   36.6   54.8#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1689 (6.771 min): VU041892.D (-1676) (-)
83

55

98
41

70
63 91

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
67

46

81

1181005338 130

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1667 (6.700 min): VU041907.D (-1596) (-)
67

46

81

1181005338 130

6.65 6.70 6.75

0

2000

4000

6000

8000

Time-->

Abundance Ion  83.15 (82.85 to 83.85): VU041907.D

  6.70

Ion  55.10 (54.80 to 55.80): VU041907.D
Ion  98.15 (97.85 to 98.85): VU041907.D

VU041907.D  SOMUTR121220WMA.M      Sat Jan 09 01:35:09 2021      Page 7

Instrument :
MSVOA_U
ClientSampleId :



#37
1,2-Dichloropropane
Concen:    0.550 ug/L  
RT: 6.70 min  Scan# 1667
Delta R.T.   -0.10 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion: 63 Resp:    5544
Ion  Ratio  Lower  Upper
 63  100
112    0.0    3.1    4.7#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1698 (6.800 min): VU041892.D (-1681) (-)
63

41 76

49
1129785

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
67

46

81

1181005338 130

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1667 (6.700 min): VU041907.D (-1605) (-)
67

46

81

1181005338 130

6.65 6.70 6.75

0

1000

2000

3000

Time-->

Abundance Ion  63.10 (62.80 to 63.80): VU041907.D

  6.70

Ion 112.10 (111.80 to 112.80): VU041907.D

#39
cis-1,3-Dichloropropene
Concen:    0.077 ug/L  
RT: 7.57 min  Scan# 1939
Delta R.T.   -0.04 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion: 75 Resp:    1153
Ion  Ratio  Lower  Upper
 75  100
 77   55.0   22.3   41.3#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1951 (7.613 min): VU041892.D (-1930) (-)
75

39
110

49
836155

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
79

42
114

51

65 8636

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1939 (7.574 min): VU041907.D (-1858) (-)
79

42
114

51

65 8636

7.54 7.56 7.58 7.60

0

200

400

600

800

Time-->

Abundance Ion  75.05 (74.75 to 75.75): VU041907.D

  7.57

Ion  77.05 (76.75 to 77.75): VU041907.D
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#44
trans-1,3-Dichloropropene
Concen:    0.055 ug/L  
RT: 8.19 min  Scan# 2129
Delta R.T.   -0.03 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion: 75 Resp:     733
Ion  Ratio  Lower  Upper
 75  100
 77   51.2   23.8   44.2#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2138 (8.214 min): VU041892.D (-2119) (-)
75

39
110

49

8360 116

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
79

42 114
51

6136

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2129 (8.185 min): VU041907.D (-2045) (-)
79

114
51

37 61

8.14 8.16 8.18 8.20 8.22

0

100

200

300

400

500

600

Time-->

Abundance Ion  75.05 (74.75 to 75.75): VU041907.D

  8.19

Ion  77.05 (76.75 to 77.75): VU041907.D

#45
1,1,2-Trichloroethane
Concen:    0.222 ug/L  
RT: 8.41 min  Scan# 2198
Delta R.T.   0.00 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion: 97 Resp:    1659
Ion  Ratio  Lower  Upper
 97  100
 99   56.2   42.1   78.3 
 83   81.0   62.6  116.2 
 85   50.8   39.1   72.7 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 2197 (8.404 min): VU041892.D (-2183) (-)
9783

61

13449
36 72

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
97

83

61

44 132

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 2198 (8.407 min): VU041907.D (-2104) (-)
97

83

61

44 132

8.40 8.45
0

500

1000

1500

Time-->

Abundance Ion  96.95 (96.65 to 97.65): VU041907.D

  8.41

Ion  99.05 (98.75 to 99.75): VU041907.D
Ion  82.95 (82.65 to 83.65): VU041907.D
Ion  85.00 (84.70 to 85.70): VU041907.D
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Instrument :
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#47
Tetrachloroethene
Concen:   91.863 ug/L  
RT: 8.56 min  Scan# 2245
Delta R.T.   0.00 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion:164 Resp:  637159
Ion  Ratio  Lower  Upper
164  100
129   94.1   72.2  134.0 
131   92.4   66.9  124.3 
166  129.2   89.6  166.4 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 2244 (8.555 min): VU041892.D (-2231) (-)
166

129

94

47 59
82

37 119

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
166

129

94

47 59 82
37 11770

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 2245 (8.558 min): VU041907.D (-2151) (-)
166

129

94

47 59 82
37 11770

8.45 8.50 8.55 8.60 8.65
0

200000

400000

600000

Time-->

Abundance Ion 163.90 (163.60 to 164.60): VU041907.D

  8.56

Ion 128.95 (128.65 to 129.65): VU041907.D
Ion 130.95 (130.65 to 131.65): VU041907.D
Ion 165.90 (165.60 to 166.60): VU041907.D

#48
2-Hexanone
Concen:    2.682 ug/L  
RT: 8.64 min  Scan# 2270
Delta R.T.   -0.05 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion: 43 Resp:   14010
Ion  Ratio  Lower  Upper
 43  100
 58   32.0   47.9   71.9#
 57   30.1   16.5   24.7#
100    0.0    9.4   14.2#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 2285 (8.687 min): VU041892.D (-2275) (-)
43

58

1008571

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance
46

63

105
76 87 16612937 96

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 2270 (8.639 min): VU041907.D (-2192) (-)
46

63

105
76 87 16812937 96

8.55 8.60 8.65 8.70 8.75
0

2000

4000

6000

8000

10000

Time-->

Abundance Ion  43.05 (42.75 to 43.75): VU041907.D

  8.64

Ion  58.05 (57.75 to 58.75): VU041907.D
Ion  57.20 (56.90 to 57.90): VU041907.D
Ion 100.15 (99.85 to 100.85): VU041907.D
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#49
Dibromochloromethane
Concen:   69.116 ug/L  
RT: 8.56 min  Scan# 2245
Delta R.T.   -0.25 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion:129 Resp:  592119
Ion  Ratio  Lower  Upper
129  100
127    0.0   54.7  101.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2324 (8.812 min): VU041892.D (-2311) (-)
129

8148 93 208160 17337

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
166

129

94

47 59 82
1177036

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2245 (8.558 min): VU041907.D (-2231) (-)
166

129

94

47 59 82
1177036

8.50 8.55 8.60 8.65

0

100000

200000

300000

400000

Time-->

Abundance Ion 128.95 (128.65 to 129.65): VU041907.D

  8.56

Ion 126.90 (126.60 to 127.60): VU041907.D

#51
Chlorobenzene
Concen:    0.078 ug/L  
RT: 9.45 min  Scan# 2522
Delta R.T.   0.00 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion:112 Resp:    1965
Ion  Ratio  Lower  Upper
112  100
114   30.7   22.7   42.3 
 77   71.7   49.1   73.7 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2521 (9.446 min): VU041892.D (-2507) (-)
112

77

51
37 57 84 9763

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
117

82

54
7644

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2522 (9.449 min): VU041907.D (-2428) (-)
117

82

54
76

40

9.40 9.45

0

500

1000

1500

Time-->

Abundance Ion 112.10 (111.80 to 112.80): VU041907.D

  9.45

Ion 114.05 (113.75 to 114.75): VU041907.D
Ion  77.10 (76.80 to 77.80): VU041907.D
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#59
1,2,3-Trichloropropane
Concen:    0.728 ug/L  
RT: 11.81 min  Scan# 3255
Delta R.T.   0.99 min
Lab File:   VU041907.D
Acq: 08 Jan 2021  16:00    

Tgt Ion: 75 Resp:    5516
Ion  Ratio  Lower  Upper
 75  100
 77   33.7   26.2   39.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 2948 (10.819 min): VU041892.D (-2936) (-)
75

110

39
49 9961

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance
150

115
7852

8740 63 99 124

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 3255 (11.806 min): VU041907.D (-2326) (-)
150

115
7852

8740 63 99 124

11.75 11.80 11.85

0

1000

2000

3000

4000

Time-->

Abundance Ion  75.00 (74.70 to 75.70): VU041907.D

 11.81

Ion  77.00 (76.70 to 77.70): VU041907.D
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