
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_U\DATA\VU081519\
                              Quantitation Report    (Not Reviewed)
  Data File : VU033806.D                                          
  Acq On    : 15 Aug 2019  13:26
  Operator  : JC/SP
  Sample    : MDL05
  Misc      : 25.0mL/MSVOA_U/WATER
  ALS Vial  : 8   Sample Multiplier: 1
 
  Quant Time: Aug 16 01:12:41 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_U\METHOD\SFAMUTR081419WMA.M
  Quant Title  : TRACE VOA SOM01.0
  QLast Update : Fri Aug 16 01:09:16 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) 1,4-Difluorobenzene          5.86  114   178741     5.00 ug/L    0.00
    28) Chlorobenzene-d5             9.07  117   190245     5.00 ug/L    0.00
    58) 1,4-Dichlorobenzene-d4      11.47  152    87243     5.00 ug/L    0.00
 
   System Monitoring Compounds                                        
     4) Vinyl Chloride-d3            1.39   65    75545     3.73 ug/L    0.00  
     Spiked Amount      5.000   Range  40 - 130    Recovery   =   74.60% 
     7) Chloroethane-d5              1.67   69    66180     4.18 ug/L    0.00  
     Spiked Amount      5.000   Range  65 - 130    Recovery   =   83.60% 
    11) 1,1-Dichloroethene-d2        2.26   65    36766     3.96 ug/L    0.00  
     Spiked Amount      5.000   Range  60 - 125    Recovery   =   79.20% 
    20) 2-Butanone-d5                4.20   46   185567    47.47 ug/L    0.00  
     Spiked Amount     50.000   Range  40 - 130    Recovery   =   94.94% 
    24) Chloroform-d                 4.62   84   126487     4.19 ug/L    0.00  
     Spiked Amount      5.000   Range  70 - 125    Recovery   =   83.80% 
    26) 1,2-Dichloroethane-d4        5.29   65    67006     4.24 ug/L    0.00  
     Spiked Amount      5.000   Range  70 - 130    Recovery   =   84.80% 
    32) Benzene-d6                   5.32   84   232485     3.98 ug/L    0.00  
     Spiked Amount      5.000   Range  70 - 125    Recovery   =   79.60% 
    36) 1,2-Dichloropropane-d6       6.31   67    77576     4.18 ug/L    0.00  
     Spiked Amount      5.000   Range  60 - 140    Recovery   =   83.60% 
    41) Toluene-d8                   7.55   98   193565     3.60 ug/L    0.00  
     Spiked Amount      5.000   Range  70 - 130    Recovery   =   72.00% 
    43) trans-1,3-Dichloropropene-   7.84   79    27572     3.76 ug/L    0.00  
     Spiked Amount      5.000   Range  55 - 130    Recovery   =   75.20% 
    46) 2-Hexanone-d5                8.30   63   124050    42.44 ug/L    0.00  
     Spiked Amount     50.000   Range  45 - 130    Recovery   =   84.88% 
    56) 1,1,2,2-Tetrachloroethane-  10.41   84    68604     4.28 ug/L    0.00  
     Spiked Amount      5.000   Range  65 - 120    Recovery   =   85.60% 
    66) 1,2-Dichlorobenzene-d4      11.84  152    80318     4.54 ug/L    0.00  
     Spiked Amount      5.000   Range  80 - 120    Recovery   =   90.80% 
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane      1.20   85     7453     0.288 ug/L      99
     3) Chloromethane                1.32   50     7805     0.290 ug/L      90
     5) Vinyl chloride               1.39   62     8763     0.299 ug/L #    70
     6) Bromomethane                 1.62   94     4949     0.290 ug/L      87
     8) Chloroethane                 1.69   64     5116     0.295 ug/L      94
     9) Trichlorofluoromethane       1.88  101    11598     0.289 ug/L     100
    10) 1,1,2-Trichloro-1,2,2-trif   2.27  101     7313     0.343 ug/L      94
    12) 1,1-Dichloroethene           2.27   96     7294     0.354 ug/L #     1
    14) Carbon disulfide             2.46   76    20634     0.295 ug/L      99
    15) Methyl Acetate               2.61   43     2744     0.253 ug/L #    84
    16) Methylene chloride           2.68   84     8904     0.370 ug/L      97
    17) Methyl tert-butyl Ether      2.99   73    15007     0.281 ug/L #    92
    18) trans-1,2-Dichloroethene     2.96   96     6806     0.308 ug/L      98
    19) 1,1-Dichloroethane           3.42   63     9932     0.287 ug/L      97
    21) 2-Butanone                   4.29   43    12282     2.381 ug/L      83
    22) cis-1,2-Dichloroethene       4.20   96     5167     0.274 ug/L      90
    23) Bromochloromethane           4.52  128     2720     0.301 ug/L      97
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  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_U\DATA\VU081519\
                              Quantitation Report    (Not Reviewed)
  Data File : VU033806.D                                          
  Acq On    : 15 Aug 2019  13:26
  Operator  : JC/SP
  Sample    : MDL05
  Misc      : 25.0mL/MSVOA_U/WATER
  ALS Vial  : 8   Sample Multiplier: 1
 
  Quant Time: Aug 16 01:12:41 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_U\METHOD\SFAMUTR081419WMA.M
  Quant Title  : TRACE VOA SOM01.0
  QLast Update : Fri Aug 16 01:09:16 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
    25) Chloroform                   4.65   83    14834     0.399 ug/L      93
    27) 1,2-Dichloroethane           5.39   62     6824     0.298 ug/L     100
    29) 1,1,1-Trichloroethane        4.89   97     8534     0.276 ug/L      98
    30) Cyclohexane                  4.96   56     6250     0.223 ug/L      96
    31) Carbon tetrachloride         5.11  117     7862     0.285 ug/L      94
    33) Benzene                      5.37   78    20563     0.270 ug/L     100
    34) Trichloroethene              6.17   95     6167     0.309 ug/L      87
    35) Methylcyclohexane            6.40   83     7301     0.244 ug/L      97
    37) 1,2-Dichloropropane          6.41   63     5757     0.280 ug/L #    91
    38) Bromodichloromethane         6.74   83     7665     0.296 ug/L #    94
    39) cis-1,3-Dichloropropene      7.26   75     7329     0.264 ug/L      97
    40) 4-Methyl-2-pentanone         7.45   43    26693     2.246 ug/L #    88
    42) Toluene                      7.62   91    20366     0.255 ug/L      98
    44) trans-1,3-Dichloropropene    7.87   75     5843     0.252 ug/L      92
    45) 1,1,2-Trichloroethane        8.05   97     3995     0.272 ug/L      93
    47) Tetrachloroethene            8.21  164     4603     0.277 ug/L      88
    48) 2-Hexanone                   8.35   43    29447     3.427 ug/L      94
    49) Dibromochloromethane         8.46  129     4885     0.274 ug/L      88
    50) 1,2-Dibromoethane            8.57  107     3813     0.268 ug/L #    94
    51) Chlorobenzene                9.11  112    13613     0.264 ug/L      90
    52) Ethylbenzene                 9.23   91    19803     0.239 ug/L      96
    53) m,p-Xylene                   9.36  106     6653     0.213 ug/L      91
    54) o-Xylene                     9.76  106     5744     0.194 ug/L      85
    55) Styrene                      9.78  104     9559     0.186 ug/L      98
    57) 1,1,2,2-Tetrachloroethane   10.44   83     5631     0.292 ug/L #    95
    59) Isopropylbenzene            10.15  105    15708     0.236 ug/L      96
    60) Bromoform                    9.95  173     2675     0.300 ug/L #    94
    61) 1,2,3-Trichloropropane      10.48   75     3710     0.320 ug/L      96
    62) 1,3,5-Trimethylbenzene      10.76  105    11768     0.218 ug/L      98
    63) 1,2,4-Trimethylbenzene      11.13  105    11767     0.218 ug/L      94
    64) 1,3-Dichlorobenzene         11.40  146    10341     0.291 ug/L      97
    65) 1,4-Dichlorobenzene         11.49  146    10947     0.299 ug/L      95
    67) 1,2-Dichlorobenzene         11.86  146    10899     0.317 ug/L      94
    68) 1,2-Dibromo-3-chloropropan  12.64   75      628     0.248 ug/L #    82
    69) 1,3,5-Trichlorobenzene      12.88  180     7652     0.274 ug/L      95
    70) 1,2,4-trichlorobenzene      13.49  180     4606     0.212 ug/L      95
    71) Naphthalene                 13.74  128     6220     0.186 ug/L #    89
    72) 1,2,3-Trichlorobenzene      13.98  180     4614     0.225 ug/L      97
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_U\DATA\VU081519\
                              Quantitation Report    (Not Reviewed)
  Data File : VU033806.D                                          
  Acq On    : 15 Aug 2019  13:26
  Operator  : JC/SP
  Sample    : MDL05
  Misc      : 25.0mL/MSVOA_U/WATER
  ALS Vial  : 8   Sample Multiplier: 1

  Quant Time: Aug 16 01:12:41 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_U\METHOD\SFAMUTR081419WMA.M
  Quant Title  : TRACE VOA SOM01.0
  QLast Update : Fri Aug 16 01:09:16 2019
  Response via : Initial Calibration
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#2
Dichlorodifluoromethane
Concen:    0.288 ug/L  
RT: 1.20 min  Scan# 33
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 85 Resp:    7453
Ion  Ratio  Lower  Upper
 85  100
 87   31.3   25.6   38.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 33 (1.196 min): VU033802.D (-25) (-)
85

50 1016637 12072

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
44

85

50 1016637

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 33 (1.196 min): VU033806.D (-1) (-)
85

50 1016637

1.15 1.20 1.25

0

2000

4000

6000

8000

Time-->

Abundance Ion  85.00 (84.70 to 85.70): VU033806.D

  1.20

Ion  87.00 (86.70 to 87.70): VU033806.D

#3
Chloromethane
Concen:    0.290 ug/L  
RT: 1.32 min  Scan# 71
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 50 Resp:    7805
Ion  Ratio  Lower  Upper
 50  100
 52   38.1   22.7   42.1 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 71 (1.318 min): VU033802.D (-62) (-)
50

47
37 40 44 53 78

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance
44

50

4740 7837 54

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 71 (1.319 min): VU033806.D (-1) (-)
50

47
36 39 54 77

1.30 1.35

0

2000

4000

6000

8000

Time-->

Abundance Ion  50.00 (49.70 to 50.70): VU033806.D

  1.32

Ion  52.00 (51.70 to 52.70): VU033806.D
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#5
Vinyl chloride
Concen:    0.299 ug/L  
RT: 1.39 min  Scan# 94
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 62 Resp:    8763
Ion  Ratio  Lower  Upper
 62  100
 64   47.9   21.9   40.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 94 (1.392 min): VU033802.D (-85) (-)
62

4736 78 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
65

44
77

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 94 (1.392 min): VU033806.D (-1) (-)
65

35 47 77

1.35 1.40

0

2000

4000

6000

8000

10000

Time-->

Abundance Ion  62.00 (61.70 to 62.70): VU033806.D

  1.39

Ion  64.00 (63.70 to 64.70): VU033806.D

#6
Bromomethane
Concen:    0.290 ug/L  
RT: 1.62 min  Scan# 165
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 94 Resp:    4949
Ion  Ratio  Lower  Upper
 94  100
 96   82.7   66.4  123.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 165 (1.621 min): VU033802.D (-152) (-)
94

79
46 5140

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
44

94

79
36 58

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 165 (1.621 min): VU033806.D (-72) (-)
94

79
4136 58

1.60 1.65

0

1000

2000

3000

4000

5000

Time-->

Abundance Ion  94.00 (93.70 to 94.70): VU033806.D

  1.62

Ion  96.00 (95.70 to 96.70): VU033806.D
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#8
Chloroethane
Concen:    0.295 ug/L  
RT: 1.69 min  Scan# 187
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 64 Resp:    5116
Ion  Ratio  Lower  Upper
 64  100
 66   28.1   21.9   40.7 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 187 (1.691 min): VU033802.D (-176) (-)
64

49

6136 6740 70 8143 52

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance
44

64 69

49
36 39 53 60 77 80

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 187 (1.691 min): VU033806.D (-94) (-)
69

51
6436 80

1.65 1.70

0

1000

2000

3000

4000

5000

Time-->

Abundance Ion  64.00 (63.70 to 64.70): VU033806.D

  1.69

Ion  66.00 (65.70 to 66.70): VU033806.D

#9
Trichlorofluoromethane
Concen:    0.289 ug/L  
RT: 1.88 min  Scan# 245
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:101 Resp:   11598
Ion  Ratio  Lower  Upper
101  100
103   65.1   52.3   78.5 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 244 (1.875 min): VU033802.D (-233) (-)
101

664737 82 11959 9472

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
101

44

66
37 8251 91

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 245 (1.878 min): VU033806.D (-191) (-)
101

46 6637 82 91

1.85 1.90

0

2000

4000

6000

8000

Time-->

Abundance Ion 101.00 (100.70 to 101.70): VU033806.D

  1.88

Ion 103.00 (102.70 to 103.70): VU033806.D
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#10
1,1,2-Trichloro-1,2,2-trifluoroethane
Concen:    0.343 ug/L  
RT: 2.27 min  Scan# 368
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:101 Resp:    7313
Ion  Ratio  Lower  Upper
101  100
 85   42.6   36.2   54.2 
151   66.8   58.7   88.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 368 (2.273 min): VU033802.D (-353) (-)
61

96

151

85
47

116 13236 16774

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
63

98

44 15185 116 132 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 368 (2.273 min): VU033806.D (-275) (-)
63

98

1518547 117 132 20736

2.20 2.25 2.30

0

1000

2000

3000

4000

5000

Time-->

Abundance Ion 101.00 (100.70 to 101.70): VU033806.D

  2.27

Ion  85.00 (84.70 to 85.70): VU033806.D
Ion 151.00 (150.70 to 151.70): VU033806.D

#12
1,1-Dichloroethene
Concen:    0.354 ug/L  
RT: 2.27 min  Scan# 368
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 96 Resp:    7294
Ion  Ratio  Lower  Upper
 96  100
 61  243.1  123.8  230.0#
 63  747.5   78.0  144.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 367 (2.270 min): VU033802.D (-352) (-)
61

96

151
85

47
116 13436 16774

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
63

98

44 15185 116 132 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 368 (2.273 min): VU033806.D (-274) (-)
63

98

1518547 116 132 20736

2.20 2.25 2.30

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion  96.00 (95.70 to 96.70): VU033806.D

  2.27

Ion  61.05 (60.75 to 61.75): VU033806.D
Ion  63.00 (62.70 to 63.70): VU033806.D
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#14
Carbon disulfide
Concen:    0.295 ug/L  
RT: 2.46 min  Scan# 426
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 76 Resp:   20634
Ion  Ratio  Lower  Upper
 76  100
 78    8.8    7.2   10.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 426 (2.460 min): VU033802.D (-412) (-)
76

44
38 6450 94 10481

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
76

44

38 52 64

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 426 (2.460 min): VU033806.D (-333) (-)
76

44
6438 52

2.40 2.45 2.50

0

5000

10000

15000

Time-->

Abundance Ion  76.00 (75.70 to 76.70): VU033806.D

  2.46

Ion  78.00 (77.70 to 78.70): VU033806.D

#15
Methyl Acetate
Concen:    0.253 ug/L  
RT: 2.61 min  Scan# 474
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 43 Resp:    2744
Ion  Ratio  Lower  Upper
 43  100
 74   31.1   18.8   28.2#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 474 (2.614 min): VU033802.D (-462) (-)
43

74
59

52 94

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
44

36 7452 59 96

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 474 (2.614 min): VU033806.D (-381) (-)
44

74
59

54 9636

2.55 2.60 2.65

0

500

1000

1500

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VU033806.D

  2.61

Ion  74.00 (73.70 to 74.70): VU033806.D
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#16
Methylene chloride
Concen:    0.370 ug/L  
RT: 2.68 min  Scan# 495
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 84 Resp:    8904
Ion  Ratio  Lower  Upper
 84  100
 86   68.5   46.0   85.4 
 49  132.4   90.4  168.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 495 (2.682 min): VU033802.D (-481) (-)
49

84

37 7042 7755 8961 94

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
49

84
44

36
7769 96

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 495 (2.682 min): VU033806.D (-402) (-)
49

84

37 9670 79

2.65 2.70 2.75

0

2000

4000

6000

8000

Time-->

Abundance Ion  84.00 (83.70 to 84.70): VU033806.D

  2.68

Ion  86.00 (85.70 to 86.70): VU033806.D
Ion  49.00 (48.70 to 49.70): VU033806.D

#17
Methyl tert-butyl Ether
Concen:    0.281 ug/L  
RT: 2.99 min  Scan# 590
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 73 Resp:   15007
Ion  Ratio  Lower  Upper
 73  100
 43   26.8   16.2   24.4#
 57   24.6   18.9   28.3 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 589 (2.984 min): VU033802.D (-571) (-)
73

5741
966351 874636

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
73

44

57
39

986352 78

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 590 (2.987 min): VU033806.D (-496) (-)
73

5743
986338 7952

2.90 2.95 3.00 3.05

0

2000

4000

6000

8000

Time-->

Abundance Ion  73.00 (72.70 to 73.70): VU033806.D

  2.99

Ion  43.00 (42.70 to 43.70): VU033806.D
Ion  57.00 (56.70 to 57.70): VU033806.D
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#18
trans-1,2-Dichloroethene
Concen:    0.308 ug/L  
RT: 2.96 min  Scan# 583
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 96 Resp:    6806
Ion  Ratio  Lower  Upper
 96  100
 61  154.2  107.2  199.0 
 98   64.9   43.0   79.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 582 (2.961 min): VU033802.D (-566) (-)
61

96

73

41
84

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
61

44
96

73

207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 583 (2.965 min): VU033806.D (-489) (-)
61

96

73

41
207

2.90 2.95 3.00

0

2000

4000

6000

Time-->

Abundance Ion  96.00 (95.70 to 96.70): VU033806.D

  2.96

Ion  61.00 (60.70 to 61.70): VU033806.D
Ion  98.00 (97.70 to 98.70): VU033806.D

#19
1,1-Dichloroethane
Concen:    0.287 ug/L  
RT: 3.42 min  Scan# 725
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 63 Resp:    9932
Ion  Ratio  Lower  Upper
 63  100
 65   30.3   22.4   41.6 
 83   13.2    9.7   17.9 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 725 (3.421 min): VU033802.D (-706) (-)
63

83
9837 48 70

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
63

44 83
9836

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 725 (3.421 min): VU033806.D (-632) (-)
63

83
984737

3.35 3.40 3.45 3.50

0

1000

2000

3000

4000

5000

6000

Time-->

Abundance Ion  63.00 (62.70 to 63.70): VU033806.D

  3.42

Ion  65.00 (64.70 to 65.70): VU033806.D
Ion  83.00 (82.70 to 83.70): VU033806.D
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#21
2-Butanone
Concen:    2.381 ug/L  
RT: 4.29 min  Scan# 994
Delta R.T.   0.01 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 43 Resp:   12282
Ion  Ratio  Lower  Upper
 43  100
 72   17.2   13.1   39.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 991 (4.276 min): VU033802.D (-951) (-)
43

72

57
96 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
46

77

59

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 994 (4.286 min): VU033806.D (-898) (-)
46

77

59

4.20 4.30 4.40

0

1000

2000

3000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VU033806.D

  4.29

Ion  72.00 (71.70 to 72.70): VU033806.D

#22
cis-1,2-Dichloroethene
Concen:    0.274 ug/L  
RT: 4.20 min  Scan# 966
Delta R.T.   -0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 96 Resp:    5167
Ion  Ratio  Lower  Upper
 96  100
 61  145.7   91.7  170.3 
 98   67.4   45.1   83.9 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 967 (4.199 min): VU033802.D (-949) (-)
61

46 96

77

37 5651 70

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
46

77

59 9640 52

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 966 (4.196 min): VU033806.D (-874) (-)
46

77

59 965240

4.15 4.20 4.25

0

1000

2000

3000

4000

Time-->

Abundance Ion  96.00 (95.70 to 96.70): VU033806.D

  4.20

Ion  61.00 (60.70 to 61.70): VU033806.D
Ion  98.00 (97.70 to 98.70): VU033806.D
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#23
Bromochloromethane
Concen:    0.301 ug/L  
RT: 4.52 min  Scan# 1067
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:128 Resp:    2720
Ion  Ratio  Lower  Upper
128  100
 49  145.2  106.8  198.4 
130  127.1   88.3  164.1 
 51   48.6   40.3   60.5 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1067 (4.521 min): VU033802.D (-1051) (-)
49 130

93
79

37 64 114

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
49 130

93
79

40

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1067 (4.521 min): VU033806.D (-974) (-)
49 130

93
79

40

4.50 4.55 4.60
0

5000

10000

15000

Time-->

Abundance Ion 128.00 (127.70 to 128.70): VU033806.D

  4.52

Ion  49.00 (48.70 to 49.70): VU033806.D
Ion 130.00 (129.70 to 130.70): VU033806.D
Ion  51.00 (50.70 to 51.70): VU033806.D

#25
Chloroform
Concen:    0.399 ug/L  
RT: 4.65 min  Scan# 1106
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 83 Resp:   14834
Ion  Ratio  Lower  Upper
 83  100
 85   68.8   44.2   82.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1106 (4.646 min): VU033802.D (-1088) (-)
83

47

37 11970

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
84

47

37 11970

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1106 (4.646 min): VU033806.D (-1013) (-)
84

47

37 11970

4.55 4.60 4.65 4.70 4.75

0

2000

4000

6000

Time-->

Abundance Ion  83.00 (82.70 to 83.70): VU033806.D

  4.65

Ion  85.00 (84.70 to 85.70): VU033806.D
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#27
1,2-Dichloroethane
Concen:    0.298 ug/L  
RT: 5.39 min  Scan# 1337
Delta R.T.   0.01 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 62 Resp:    6824
Ion  Ratio  Lower  Upper
 62  100
 98    9.3    7.4   11.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1335 (5.383 min): VU033802.D (-1319) (-)
78

62

49

39 9873

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
7862

49
84

4439 9856

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1337 (5.389 min): VU033806.D (-1242) (-)
7862

49
84

39 9856

5.30 5.35 5.40 5.45

0

1000

2000

3000

Time-->

Abundance Ion  62.00 (61.70 to 62.70): VU033806.D

  5.39

Ion  98.00 (97.70 to 98.70): VU033806.D

#29
1,1,1-Trichloroethane
Concen:    0.276 ug/L  
RT: 4.89 min  Scan# 1181
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 97 Resp:    8534
Ion  Ratio  Lower  Upper
 97  100
 99   63.5   50.8   76.2 
 61   42.8   37.4   56.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1181 (4.887 min): VU033802.D (-1162) (-)
97

61

117
37 8247 11170 123

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
97

61

44 117
37 84

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1181 (4.887 min): VU033806.D (-1088) (-)
97

61

117
37 44

4.80 4.85 4.90 4.95

0

1000

2000

3000

4000

5000

Time-->

Abundance Ion  97.00 (96.70 to 97.70): VU033806.D

  4.89

Ion  99.00 (98.70 to 99.70): VU033806.D
Ion  61.00 (60.70 to 61.70): VU033806.D
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#30
Cyclohexane
Concen:    0.223 ug/L  
RT: 4.96 min  Scan# 1205
Delta R.T.   -0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 56 Resp:    6250
Ion  Ratio  Lower  Upper
 56  100
 69   32.7   25.2   37.8 
 84   91.5   69.8  104.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 1206 (4.968 min): VU033802.D (-1186) (-)
56 84

41

69

168

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance
56

84

41

69

16899

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 1205 (4.965 min): VU033806.D (-1113) (-)
56

41

69

16879 99

4.90 4.95 5.00

0

1000

2000

3000

Time-->

Abundance Ion  56.00 (55.70 to 56.70): VU033806.D

  4.96

Ion  69.00 (68.70 to 69.70): VU033806.D
Ion  84.00 (83.70 to 84.70): VU033806.D

#31
Carbon tetrachloride
Concen:    0.285 ug/L  
RT: 5.11 min  Scan# 1249
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:117 Resp:    7862
Ion  Ratio  Lower  Upper
117  100
119   92.3   78.5  117.7 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1249 (5.106 min): VU033802.D (-1231) (-)
117

47 82

37 12359 70

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
117

82
47

37 123

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1249 (5.106 min): VU033806.D (-1156) (-)
117

82
47

37 123

5.05 5.10 5.15

0

1000

2000

3000

4000

Time-->

Abundance Ion 117.00 (116.70 to 117.70): VU033806.D

  5.11

Ion 119.00 (118.70 to 119.70): VU033806.D
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#33
Benzene
Concen:    0.270 ug/L  
RT: 5.37 min  Scan# 1330
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 78 Resp:   20563

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1329 (5.363 min): VU033802.D (-1302) (-)
78

52
6239 73 988544

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
78

8451
6239 44 56 67 73

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1330 (5.367 min): VU033806.D (-1236) (-)
78

8451
6239 56 67 73

5.30 5.35 5.40 5.45

0

2000

4000

6000

8000

10000

Time-->

Abundance Ion  78.00 (77.70 to 78.70): VU033806.D

  5.37

#34
Trichloroethene
Concen:    0.309 ug/L  
RT: 6.17 min  Scan# 1579
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 95 Resp:    6167
Ion  Ratio  Lower  Upper
 95  100
 97   55.2   45.4   84.4 
132   89.2   68.9  127.9 
130   83.5   70.5  130.9 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1578 (6.164 min): VU033802.D (-1564) (-)
13095

60

47
8237 67

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
95 132

60

44
37 84

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1579 (6.167 min): VU033806.D (-1485) (-)
132

97

60

47

6.10 6.15 6.20
0

1000

2000

3000

4000

5000

Time-->

Abundance Ion  95.00 (94.70 to 95.70): VU033806.D

  6.17

Ion  97.00 (96.70 to 97.70): VU033806.D
Ion 132.00 (131.70 to 132.70): VU033806.D
Ion 130.00 (129.70 to 130.70): VU033806.D

VU033806.D  SFAMUTR081419WMA.M      Fri Aug 16 01:10:44 2019      Page 15

Instrument :
MSVOA_U
ClientSampleId :
MDL05



#35
Methylcyclohexane
Concen:    0.244 ug/L  
RT: 6.40 min  Scan# 1650
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 83 Resp:    7301
Ion  Ratio  Lower  Upper
 83  100
 55   80.9   65.0   97.6 
 98   40.6   36.2   54.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1649 (6.392 min): VU033802.D (-1634) (-)
83

55

41 98

6963
7649 91 112

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
8355

41

98
63

69
77

49 91 112

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1650 (6.395 min): VU033806.D (-1556) (-)
8355

41

98
63

69
77

49 91 112

6.35 6.40 6.45

0

2000

4000

6000

8000

10000

12000

Time-->

Abundance Ion  83.00 (82.70 to 83.70): VU033806.D

  6.40

Ion  55.00 (54.70 to 55.70): VU033806.D
Ion  98.00 (97.70 to 98.70): VU033806.D

#37
1,2-Dichloropropane
Concen:    0.280 ug/L  
RT: 6.41 min  Scan# 1656
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 63 Resp:    5757
Ion  Ratio  Lower  Upper
 63  100
112    7.0    3.3    4.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1655 (6.411 min): VU033802.D (-1637) (-)
63

41

83

98

11252 130

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
63

41

76

98
112 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1656 (6.415 min): VU033806.D (-1562) (-)
63

41

76

98
112 207

6.35 6.40 6.45 6.50

0

1000

2000

3000

Time-->

Abundance Ion  63.00 (62.70 to 63.70): VU033806.D

  6.41

Ion 112.00 (111.70 to 112.70): VU033806.D
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#38
Bromodichloromethane
Concen:    0.296 ug/L  
RT: 6.74 min  Scan# 1757
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 83 Resp:    7665
Ion  Ratio  Lower  Upper
 83  100
 85   68.5   45.0   83.6 
127    7.3    7.8   11.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1756 (6.736 min): VU033802.D (-1740) (-)
83

47
129

1149436 161 20763

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
83

47
129

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1757 (6.739 min): VU033806.D (-1663) (-)
83

47
129

6.70 6.75 6.80

0

1000

2000

3000

4000

5000

Time-->

Abundance Ion  83.00 (82.70 to 83.70): VU033806.D

  6.74

Ion  85.00 (84.70 to 85.70): VU033806.D
Ion 127.00 (126.70 to 127.70): VU033806.D

#39
cis-1,3-Dichloropropene
Concen:    0.264 ug/L  
RT: 7.26 min  Scan# 1918
Delta R.T.   0.01 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 75 Resp:    7329
Ion  Ratio  Lower  Upper
 75  100
 77   32.1   23.6   43.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1916 (7.251 min): VU033802.D (-1894) (-)
75

39

11049

856155

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
75

39

49 110

81

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1918 (7.257 min): VU033806.D (-1823) (-)
75

39

49 110

81

7.20 7.25 7.30 7.35

0

1000

2000

3000

Time-->

Abundance Ion  75.00 (74.70 to 75.70): VU033806.D

  7.26

Ion  77.00 (76.70 to 77.70): VU033806.D
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#40
4-Methyl-2-pentanone
Concen:    2.246 ug/L  
RT: 7.45 min  Scan# 1978
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 43 Resp:   26693
Ion  Ratio  Lower  Upper
 43  100
 58   38.2   32.2   48.4 
100    0.0   11.9   17.9#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1978 (7.450 min): VU033802.D (-1962) (-)
43

58

85 100
6738 53 72 77

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
43

58

85 100
67 795338 72

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1978 (7.450 min): VU033806.D (-1885) (-)
43

58

85 100
67 795338 72

7.40 7.45 7.50 7.55

0

20000

40000

60000

80000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VU033806.D

  7.45

Ion  58.00 (57.70 to 58.70): VU033806.D
Ion 100.00 (99.70 to 100.70): VU033806.D

#42
Toluene
Concen:    0.255 ug/L  
RT: 7.62 min  Scan# 2031
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 91 Resp:   20366
Ion  Ratio  Lower  Upper
 91  100
 92   55.7   40.0   74.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2030 (7.617 min): VU033802.D (-2015) (-)
91

6539 51
77

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
91

6539 51
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2031 (7.620 min): VU033806.D (-1937) (-)
91

6539 51
207

7.55 7.60 7.65 7.70

0

2000

4000

6000

8000

10000

12000

Time-->

Abundance Ion  91.00 (90.70 to 91.70): VU033806.D

  7.62

Ion  92.00 (91.70 to 92.70): VU033806.D
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#44
trans-1,3-Dichloropropene
Concen:    0.252 ug/L  
RT: 7.87 min  Scan# 2108
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 75 Resp:    5843
Ion  Ratio  Lower  Upper
 75  100
 77   36.5   22.3   41.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2107 (7.865 min): VU033802.D (-2089) (-)
75

39

110

51
62 87 98 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
75

39

110
51

98

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2108 (7.868 min): VU033806.D (-2014) (-)
75

39

110
51

7.85 7.90 7.95

0

500

1000

1500

2000

2500

3000

Time-->

Abundance Ion  75.00 (74.70 to 75.70): VU033806.D

  7.87

Ion  77.00 (76.70 to 77.70): VU033806.D

#45
1,1,2-Trichloroethane
Concen:    0.272 ug/L  
RT: 8.05 min  Scan# 2166
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 97 Resp:    3995
Ion  Ratio  Lower  Upper
 97  100
 99   66.6   42.6   79.0 
 83   94.3   59.8  111.1 
 85   57.2   39.3   72.9 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 2165 (8.051 min): VU033802.D (-2152) (-)
9783

61

49 13237 72 110

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
9783

61

44
13437

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 2166 (8.055 min): VU033806.D (-2072) (-)
9783

61

49 13437

8.00 8.05 8.10
0

1000

2000

3000

Time-->

Abundance Ion  97.00 (96.70 to 97.70): VU033806.D

  8.05

Ion  99.00 (98.70 to 99.70): VU033806.D
Ion  83.00 (82.70 to 83.70): VU033806.D
Ion  85.00 (84.70 to 85.70): VU033806.D
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#47
Tetrachloroethene
Concen:    0.277 ug/L  
RT: 8.21 min  Scan# 2214
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:164 Resp:    4603
Ion  Ratio  Lower  Upper
164  100
129   74.6   66.1  122.7 
131   80.6   65.2  121.2 
166  121.3   88.5  164.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2214 (8.209 min): VU033802.D (-2201) (-)
166

129

94

47
59 82

70 11736

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
166

131

94

47
59

82
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2214 (8.209 min): VU033806.D (-2121) (-)
166

131

94

47
59

82
207

8.15 8.20 8.25
0

1000

2000

3000

4000

5000

Time-->

Abundance Ion 164.00 (163.70 to 164.70): VU033806.D

  8.21

Ion 129.00 (128.70 to 129.70): VU033806.D
Ion 131.00 (130.70 to 131.70): VU033806.D
Ion 166.00 (165.70 to 166.70): VU033806.D

#48
2-Hexanone
Concen:    3.427 ug/L  
RT: 8.35 min  Scan# 2259
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 43 Resp:   29447
Ion  Ratio  Lower  Upper
 43  100
 58   50.6   45.2   67.8 
 57   20.5   15.7   23.5 
100   10.9    8.6   13.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2258 (8.350 min): VU033802.D (-2248) (-)
43

58

1008571
131

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
43

58

1008571
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2259 (8.354 min): VU033806.D (-2165) (-)
43

58

10071
82 207

8.30 8.35 8.40 8.45
0

5000

10000

15000

20000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VU033806.D

  8.35

Ion  58.00 (57.70 to 58.70): VU033806.D
Ion  57.00 (56.70 to 57.70): VU033806.D
Ion 100.00 (99.70 to 100.70): VU033806.D
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#49
Dibromochloromethane
Concen:    0.274 ug/L  
RT: 8.46 min  Scan# 2292
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:129 Resp:    4885
Ion  Ratio  Lower  Upper
129  100
127   66.8   54.2  100.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2292 (8.460 min): VU033802.D (-2278) (-)
129

8148 93 208160 17337 114

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
129

46 79
63 91 208

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2292 (8.460 min): VU033806.D (-2199) (-)
129

46 79
63 91 208

8.40 8.45 8.50

0

1000

2000

3000

Time-->

Abundance Ion 129.00 (128.70 to 129.70): VU033806.D

  8.46

Ion 127.00 (126.70 to 127.70): VU033806.D

#50
1,2-Dibromoethane
Concen:    0.268 ug/L  
RT: 8.57 min  Scan# 2326
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:107 Resp:    3813
Ion  Ratio  Lower  Upper
107  100
109  103.2   68.3  126.8 
188    0.0    3.0    4.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2326 (8.569 min): VU033802.D (-2314) (-)
107

81 93 1881605740 127

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
109

44
79

20795

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2326 (8.569 min): VU033806.D (-2233) (-)
109

79
43 20795

8.55 8.60

0

500

1000

1500

2000

2500

Time-->

Abundance Ion 107.00 (106.70 to 107.70): VU033806.D

  8.57

Ion 109.00 (108.70 to 109.70): VU033806.D
Ion 188.00 (187.70 to 188.70): VU033806.D
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#51
Chlorobenzene
Concen:    0.264 ug/L  
RT: 9.11 min  Scan# 2493
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:112 Resp:   13613
Ion  Ratio  Lower  Upper
112  100
114   34.2   22.5   41.7 
 77   66.5   45.3   67.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2492 (9.103 min): VU033802.D (-2477) (-)
112

77

51
38 63 97

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
112

77

50

38
63 20797

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2493 (9.106 min): VU033806.D (-2399) (-)
112

77

50

38
61 97 207

9.05 9.10 9.15 9.20

0

2000

4000

6000

8000

Time-->

Abundance Ion 112.00 (111.70 to 112.70): VU033806.D

  9.11

Ion 114.00 (113.70 to 114.70): VU033806.D
Ion  77.00 (76.70 to 77.70): VU033806.D

#52
Ethylbenzene
Concen:    0.239 ug/L  
RT: 9.23 min  Scan# 2533
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 91 Resp:   19803
Ion  Ratio  Lower  Upper
 91  100
106   28.5   21.6   40.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2533 (9.234 min): VU033802.D (-2519) (-)
91

106

51 776539 8545 97 114

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
91

106

77655139 117

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 2533 (9.235 min): VU033806.D (-2440) (-)
91

106

77655139 117

9.15 9.20 9.25 9.30

0

5000

10000

Time-->

Abundance Ion  91.00 (90.70 to 91.70): VU033806.D

  9.23

Ion 106.00 (105.70 to 106.70): VU033806.D
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#53
m,p-Xylene
Concen:    0.213 ug/L  
RT: 9.36 min  Scan# 2572
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:106 Resp:    6653
Ion  Ratio  Lower  Upper
106  100
 91  189.5  142.7  265.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2571 (9.357 min): VU033802.D (-2558) (-)
91

106

775139 65
119 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
91

106

775139 65

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2572 (9.360 min): VU033806.D (-2478) (-)
91

106

7751 6539

9.30 9.35 9.40

0

2000

4000

6000

8000

Time-->

Abundance Ion 106.00 (105.70 to 106.70): VU033806.D

  9.36

Ion  91.00 (90.70 to 91.70): VU033806.D

#54
o-Xylene
Concen:    0.194 ug/L  
RT: 9.76 min  Scan# 2697
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:106 Resp:    5744
Ion  Ratio  Lower  Upper
106  100
 91  237.8  149.5  277.7 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2697 (9.762 min): VU033802.D (-2684) (-)
91

106

7851
39 63

119 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
91

106

51 77
39 65

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2697 (9.762 min): VU033806.D (-2604) (-)
91

106

7751
39 65

9.70 9.75 9.80

0

2000

4000

6000

8000

10000

Time-->

Abundance Ion 106.00 (105.70 to 106.70): VU033806.D

  9.76

Ion  91.00 (90.70 to 91.70): VU033806.D
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#55
Styrene
Concen:    0.186 ug/L  
RT: 9.78 min  Scan# 2702
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:104 Resp:    9559
Ion  Ratio  Lower  Upper
104  100
 78   46.8   31.8   59.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2701 (9.775 min): VU033802.D (-2686) (-)
104

91

78

51

39 63
115 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
104

91

78

51

39 63

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2702 (9.778 min): VU033806.D (-2608) (-)
104

91

78

51

39 63

9.70 9.75 9.80 9.85

0

1000

2000

3000

4000

5000

Time-->

Abundance Ion 104.00 (103.70 to 104.70): VU033806.D

  9.78

Ion  78.00 (77.70 to 78.70): VU033806.D

#57
1,1,2,2-Tetrachloroethane
Concen:    0.292 ug/L  
RT: 10.44 min  Scan# 2908
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 83 Resp:    5631
Ion  Ratio  Lower  Upper
 83  100
 85   60.6   44.4   82.4 
131   14.2    7.6   11.4#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 2908 (10.440 min): VU033802.D (-2895) (-)
83

9560 131 1684837 70

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
84

98 13361 16844

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 2908 (10.440 min): VU033806.D (-2815) (-)
84

98 13361 168
4937

10.40 10.45 10.50

0

1000

2000

3000

4000

Time-->

Abundance Ion  83.00 (82.70 to 83.70): VU033806.D

 10.44

Ion  85.00 (84.70 to 85.70): VU033806.D
Ion 131.00 (130.70 to 131.70): VU033806.D
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#59
Isopropylbenzene
Concen:    0.236 ug/L  
RT: 10.15 min  Scan# 2818
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:105 Resp:   15708
Ion  Ratio  Lower  Upper
105  100
120   28.6   21.5   32.3 
 77   18.1   12.8   19.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2818 (10.151 min): VU033802.D (-2803) (-)
105

120
77

51 9139 63 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
105

120
7751 9139 63

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2818 (10.151 min): VU033806.D (-2196) (-)
105

120
7751 9139 63

10.10 10.15 10.20

0

2000

4000

6000

8000

10000

12000

Time-->

Abundance Ion 105.00 (104.70 to 105.70): VU033806.D

 10.15

Ion 120.00 (119.70 to 120.70): VU033806.D
Ion  77.00 (76.70 to 77.70): VU033806.D

#60
Bromoform
Concen:    0.300 ug/L  
RT: 9.95 min  Scan# 2754
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:173 Resp:    2675
Ion  Ratio  Lower  Upper
173  100
175   42.8   36.6   55.0 
254    3.0    7.0   10.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 2753 (9.942 min): VU033802.D (-2741) (-)
173

79 93
252

15840

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
173

44

81 94
252

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 2754 (9.945 min): VU033806.D (-2660) (-)
173

81 94
25244

9.90 9.95 10.00

0

500

1000

1500

2000

Time-->

Abundance Ion 173.00 (172.70 to 173.70): VU033806.D

  9.95

Ion 175.00 (174.70 to 175.70): VU033806.D
Ion 254.00 (253.70 to 254.70): VU033806.D
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#61
1,2,3-Trichloropropane
Concen:    0.320 ug/L  
RT: 10.48 min  Scan# 2920
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 75 Resp:    3710
Ion  Ratio  Lower  Upper
 75  100
 77   35.1   25.8   38.6 
110   34.4   28.9   43.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2920 (10.479 min): VU033802.D (-2907) (-)
75

110
39

9961

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
75

110
44 61 97

86 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2920 (10.479 min): VU033806.D (-2298) (-)
75

110
6149 97

38 86

10.45 10.50

0

500

1000

1500

2000

2500

3000

Time-->

Abundance Ion  75.00 (74.70 to 75.70): VU033806.D

 10.48

Ion  77.00 (76.70 to 77.70): VU033806.D
Ion 110.00 (109.70 to 110.70): VU033806.D

#62
1,3,5-Trimethylbenzene
Concen:    0.218 ug/L  
RT: 10.76 min  Scan# 3006
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:105 Resp:   11768
Ion  Ratio  Lower  Upper
105  100
120   49.6   38.6   58.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 3006 (10.755 min): VU033802.D (-2992) (-)
105

120

77 915139 6558 13384 98

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
105

120

917739 51 63

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 3006 (10.755 min): VU033806.D (-2944) (-)
105

120

917739 51 58 65

10.70 10.75 10.80

0

2000

4000

6000

8000

Time-->

Abundance Ion 105.00 (104.70 to 105.70): VU033806.D

 10.76

Ion 120.00 (119.70 to 120.70): VU033806.D
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#63
1,2,4-Trimethylbenzene
Concen:    0.218 ug/L  
RT: 11.13 min  Scan# 3123
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:105 Resp:   11767
Ion  Ratio  Lower  Upper
105  100
120   41.9   36.5   54.7 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 3123 (11.132 min): VU033802.D (-3109) (-)
105

120

77 9139 51 6558 13498 113

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
105

120

917744 51 6557

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 3123 (11.132 min): VU033806.D (-3061) (-)
105

120

9177
39 51 6557

11.10 11.15 11.20

0

2000

4000

6000

8000

Time-->

Abundance Ion 105.00 (104.70 to 105.70): VU033806.D

 11.13

Ion 120.00 (119.70 to 120.70): VU033806.D

#64
1,3-Dichlorobenzene
Concen:    0.291 ug/L  
RT: 11.40 min  Scan# 3208
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:146 Resp:   10341
Ion  Ratio  Lower  Upper
146  100
111   36.6   28.5   52.9 
148   62.9   44.6   82.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3207 (11.402 min): VU033802.D (-3194) (-)
146

111
75

50
37 61 86 97 122 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
146

111
75

50
37 8661

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3208 (11.405 min): VU033806.D (-3114) (-)
146

111
75

50
37 8661

11.35 11.40 11.45

0

2000

4000

6000

8000

Time-->

Abundance Ion 145.95 (145.65 to 146.65): VU033806.D

 11.40

Ion 111.00 (110.70 to 111.70): VU033806.D
Ion 148.00 (147.70 to 148.70): VU033806.D
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#65
1,4-Dichlorobenzene
Concen:    0.299 ug/L  
RT: 11.49 min  Scan# 3234
Delta R.T.   -0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:146 Resp:   10947
Ion  Ratio  Lower  Upper
146  100
111   39.9   26.2   48.8 
148   58.3   44.2   82.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3235 (11.492 min): VU033802.D (-3222) (-)
146

111
75

50
37 61 86 97 122133 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
150

115
7552

8738 63 99

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3234 (11.489 min): VU033806.D (-3142) (-)
150

115
7552

8738 63 99

11.45 11.50 11.55

0

2000

4000

6000

8000

Time-->

Abundance Ion 145.95 (145.65 to 146.65): VU033806.D

 11.49

Ion 111.00 (110.70 to 111.70): VU033806.D
Ion 148.00 (147.70 to 148.70): VU033806.D

#67
1,2-Dichlorobenzene
Concen:    0.317 ug/L  
RT: 11.86 min  Scan# 3351
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:146 Resp:   10899
Ion  Ratio  Lower  Upper
146  100
111   46.8   32.7   49.1 
148   66.0   50.6   76.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3350 (11.861 min): VU033802.D (-3336) (-)
146

111
75

50
37 8661 97 122133 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
150

115
7852

40 8963

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3351 (11.865 min): VU033806.D (-3257) (-)
150

115

7852
38 8963

11.80 11.85 11.90

0

2000

4000

6000

8000

Time-->

Abundance Ion 145.95 (145.65 to 146.65): VU033806.D

 11.86

Ion 111.00 (110.70 to 111.70): VU033806.D
Ion 148.00 (147.70 to 148.70): VU033806.D
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#68
1,2-Dibromo-3-chloropropane
Concen:    0.248 ug/L  
RT: 12.64 min  Scan# 3593
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion: 75 Resp:     628
Ion  Ratio  Lower  Upper
 75  100
155  104.2   67.3  100.9#
157  121.5   85.3  127.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3593 (12.643 min): VU033802.D (-3581) (-)
15775

39

93 119
51 105 18714363

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

157
75

207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3593 (12.643 min): VU033806.D (-3500) (-)
157

75
39

207

12.60 12.65

0

100

200

300

400

500

600

Time-->

Abundance Ion  75.05 (74.75 to 75.75): VU033806.D

 12.64

Ion 154.95 (154.65 to 155.65): VU033806.D
Ion 156.90 (156.60 to 157.60): VU033806.D

#69
1,3,5-Trichlorobenzene
Concen:    0.274 ug/L  
RT: 12.88 min  Scan# 3666
Delta R.T.   0.00 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:180 Resp:    7652
Ion  Ratio  Lower  Upper
180  100
182  100.7   76.6  114.8 
184   26.3   24.4   36.6 
145   28.8   23.3   34.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3665 (12.874 min): VU033802.D (-3652) (-)
180

74 145
109

5037 9162 120131 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
180

74
109 14544

61 20790

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3666 (12.878 min): VU033806.D (-3043) (-)
180

74
109 145

37 50 61 20791

12.85 12.90
0

2000

4000

6000

Time-->

Abundance Ion 180.00 (179.70 to 180.70): VU033806.D

 12.88

Ion 182.00 (181.70 to 182.70): VU033806.D
Ion 184.00 (183.70 to 184.70): VU033806.D
Ion 145.00 (144.70 to 145.70): VU033806.D
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#70
1,2,4-trichlorobenzene
Concen:    0.212 ug/L  
RT: 13.49 min  Scan# 3858
Delta R.T.   0.01 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:180 Resp:    4606
Ion  Ratio  Lower  Upper
180  100
182  102.7   77.4  116.2 
145   28.1   23.5   35.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3856 (13.488 min): VU033802.D (-3844) (-)
180

14574 109

5037 9061 120131 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
180

44
14574

109
20760 86

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3858 (13.495 min): VU033806.D (-3763) (-)
180

14574
109

5037 86

13.45 13.50 13.55

0

1000

2000

3000

Time-->

Abundance Ion 179.90 (179.60 to 180.60): VU033806.D

 13.49

Ion 182.00 (181.70 to 182.70): VU033806.D
Ion 144.95 (144.65 to 145.65): VU033806.D

#71
Naphthalene
Concen:    0.186 ug/L  
RT: 13.74 min  Scan# 3934
Delta R.T.   0.01 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:128 Resp:    6220
Ion  Ratio  Lower  Upper
128  100
129    7.5    8.5   12.7#
127    8.6   11.2   16.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3931 (13.729 min): VU033802.D (-3918) (-)
128

10251 63 7539 86 113 182 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
128

44

2071027563

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 3934 (13.739 min): VU033806.D (-3309) (-)
128

44
102 2077563

13.70 13.75 13.80

0

500

1000

1500

2000

2500

3000

Time-->

Abundance Ion 128.00 (127.70 to 128.70): VU033806.D

 13.74

Ion 129.00 (128.70 to 129.70): VU033806.D
Ion 127.00 (126.70 to 127.70): VU033806.D
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#72
1,2,3-Trichlorobenzene
Concen:    0.225 ug/L  
RT: 13.98 min  Scan# 4009
Delta R.T.   0.01 min
Lab File:   VU033806.D
Acq: 15 Aug 2019  13:26    

Tgt Ion:180 Resp:    4614
Ion  Ratio  Lower  Upper
180  100
182   94.5   75.7  113.5 
145   24.4   24.3   36.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 4007 (13.974 min): VU033802.D (-3993) (-)
180

14574 109

37 50 8561 12097 131 156 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
180

44

109 14574

207
90

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 4009 (13.980 min): VU033806.D (-3914) (-)
180

109 14574

44 90
207

13.95 14.00 14.05

0

500

1000

1500

2000

2500

3000

Time-->

Abundance Ion 179.90 (179.60 to 180.60): VU033806.D

 13.98

Ion 181.90 (181.60 to 182.60): VU033806.D
Ion 144.95 (144.65 to 145.65): VU033806.D
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