
                                        BFB

  Data Path : Z:\voasrv\HPCHEM1\MSVOA_V\Data\VV101323\
  Data File : VV032421.D                                          
  Acq On    : 13 Oct 2023  10:43
  Operator  : SY/MD
  Sample    : BFB251
  Misc      : 25.0mL/MSVOA_V/WATER
  ALS Vial  : 1   Sample Multiplier: 1

  Integration File: rteint.p

  Method    : Z:\voasrv\HPCHEM1\MSVOA_V\Method\SFAMVSIM101323.M
  Title     : TRACE VOA SOM01.0 
  Last Update  : Mon Oct 16 02:50:34 2023
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Abundance TIC: VV032421.D\data.ms
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Abundance Average of 10.011 to 10.018 min.: VV032421.D\data.ms (-)
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142.9118.8104.0 129.8 158.7

AutoFind: Scans 2790, 2791, 2792; Background Corrected with Scan 2779

| Target | Rel. to | Lower  | Upper  |  Rel.  |    Raw   |   Result  |
|  Mass  |  Mass   | Limit% | Limit% |  Abn%  |    Abn   | Pass/Fail |
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
|   50   |    95   |    15  |    40  |  19.3  |     7366 |   PASS    |
|   75   |    95   |    30  |    80  |  51.8  |    19717 |   PASS    |
|   95   |    95   |   100  |   100  | 100.0  |    38075 |   PASS    |
|   96   |    95   |     5  |     9  |   7.2  |     2740 |   PASS    |
|  173   |   174   |  0.00  |     2  |   1.1  |      324 |   PASS    |
|  174   |    95   |    50  |   120  |  79.9  |    30437 |   PASS    |
|  175   |   174   |     5  |     9  |   8.1  |     2473 |   PASS    |
|  176   |   174   |    95  |   101  |  96.4  |    29355 |   PASS    |
|  177   |   176   |     5  |     9  |   6.2  |     1834 |   PASS    |
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
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Scan 2779 (9.976 min): VV032421.D\data.ms
BFB251

       m/z      Abundance
     37.00          120.0
     39.90          215.0
     40.70          108.0
     42.00          135.0
     43.80          317.0
     76.70          109.0
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Scan 2790 (10.011 min): VV032421.D\data.ms
BFB251

       m/z      Abundance
     35.90          384.0
     36.90         1957.0
     38.00         1815.0
     39.00          837.0
     39.80          245.0
     43.90          488.0
     45.00          418.0
     46.00          122.0
     46.90          510.0
     47.90          267.0
     48.90         1733.0
     50.00         7168.0
     51.00         2388.0
     51.90          113.0
     54.70          168.0
     56.00          617.0
     56.90         1192.0
     59.90          365.0
     61.00         2010.0
     62.00         1981.0
     63.00         1675.0
     63.90          237.0
     65.00          382.0
     67.00          149.0
     68.00         3677.0
     68.90         3867.0
     70.00          404.0
     72.00          275.0
     72.90         1795.0
     74.00         6820.0
     75.00        18672.0
     76.00         1602.0
     76.90          382.0
     77.60          180.0
     78.80         1321.0
     79.90          369.0
     80.90         1441.0
     81.80          300.0
     85.70          113.0
     86.90         1768.0
     87.90         1484.0
     90.80          155.0
     91.90         1365.0
     92.90         1531.0
     94.00         4509.0
     95.00        36056.0
     96.00         2658.0
    103.90          250.0
    105.80          209.0
    115.90          161.0
    116.90          215.0
    117.90          207.0
    118.70          309.0
    127.90          155.0
    128.80          140.0
    129.80          151.0
    134.80          112.0
    140.90          398.0
    142.90          518.0
    144.90          135.0
    170.90          144.0
    171.80          456.0
    173.90        27992.0
    174.90         2226.0
    175.90        26640.0
    176.90         1773.0
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Scan 2791 (10.014 min): VV032421.D\data.ms
BFB251

       m/z      Abundance
     35.90          410.0
     36.90         2058.0
     38.00         1859.0
     38.90          881.0
     39.80          247.0
     43.90          583.0
     45.00          484.0
     46.10          112.0
     46.90          601.0
     47.90          282.0
     49.00         1828.0
     50.00         7585.0
     51.00         2627.0
     51.80          132.0
     52.90          109.0
     54.70          179.0
     56.00          691.0
     56.90         1333.0
     59.90          481.0
     61.00         2211.0
     62.00         2209.0
     63.00         1847.0
     64.10          279.0
     64.90          369.0
     65.90          108.0
     67.00          144.0
     68.00         3991.0
     68.90         4082.0
     70.10          395.0
     72.00          304.0
     72.90         1869.0
     74.00         7420.0
     75.00        20328.0
     76.00         1696.0
     76.90          333.0
     77.70          172.0
     78.80         1389.0
     79.90          469.0
     80.90         1540.0
     81.80          351.0
     85.80          128.0
     86.90         1987.0
     87.90         1558.0
     90.70          157.0
     91.90         1572.0
     92.90         1655.0
     94.00         4853.0
     95.00        39352.0
     96.00         2845.0
    103.90          267.0
    105.80          234.0
    115.80          156.0
    116.90          227.0
    117.90          217.0
    118.80          367.0
    127.80          188.0
    128.80          171.0
    129.90          189.0
    140.80          457.0
    142.90          535.0
    144.90          145.0
    147.90          121.0
    170.90          154.0
    171.80          536.0
    173.00          475.0
    173.90        31520.0
    174.90         2595.0
    175.90        30392.0
    176.90         1883.0
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Scan 2792 (10.018 min): VV032421.D\data.ms
BFB251

       m/z      Abundance
     35.90          434.0
     36.90         2053.0
     38.00         1767.0
     38.90          862.0
     39.80          253.0
     43.90          657.0
     45.00          477.0
     47.00          603.0
     47.90          287.0
     49.00         1714.0
     50.00         7344.0
     51.00         2596.0
     51.90          137.0
     52.90          106.0
     54.70          162.0
     55.90          695.0
     56.90         1311.0
     59.90          530.0
     61.00         2107.0
     62.00         2188.0
     63.00         1806.0
     64.10          293.0
     64.90          327.0
     65.90          115.0
     66.90          145.0
     68.00         3922.0
     69.00         3934.0
     70.10          331.0
     72.00          299.0
     73.00         1820.0
     74.00         7065.0
     75.00        20152.0
     76.00         1651.0
     77.00          295.0
     77.90          193.0
     78.80         1431.0
     79.90          510.0
     80.90         1563.0
     81.90          394.0
     85.80          122.0
     86.90         2010.0
     87.90         1617.0
     90.70          161.0
     91.90         1519.0
     92.90         1655.0
     94.00         4653.0
     95.00        38816.0
     96.00         2717.0
    104.00          237.0
    105.80          237.0
    115.70          176.0
    116.80          245.0
    117.80          208.0
    118.80          364.0
    127.80          187.0
    128.80          147.0
    129.90          208.0
    136.80          101.0
    140.80          457.0
    142.90          500.0
    144.80          161.0
    147.80          138.0
    158.70          103.0
    170.90          152.0
    171.80          530.0
    172.90          498.0
    173.90        31800.0
    174.90         2598.0
    175.90        31032.0
    176.90         1847.0
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