
                                                    LSC Area Percent Report
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_V\Data\VV111921\
  Data File : VV023633.D                                          
  Acq On    : 19 Nov 2021  11:02
  Operator  : SY/MD
  Sample    : VV1119WBL01
  Misc      : 25.0mL/MSVOA_V/WATER
  ALS Vial  : 3   Sample Multiplier: 1
 
  Integration Parameters: rteint.p
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.1                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\voasrv\HPCHEM1\MSVOA_V\Method\SFAMVTR110421WMA.M
  Title     : TRACE VOA SFAM1.0
 
  Signal     : TIC: VV023633.D\data.ms
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ‐‐‐  ‐‐‐‐‐ ‐‐‐‐‐ ‐‐‐‐ ‐‐‐‐ ‐‐‐  ‐‐‐‐‐‐‐   ‐‐‐‐‐‐‐  ‐‐‐‐‐‐  ‐‐‐‐‐‐‐
  1   1.307    76   83   98 rVB    62774     64909  18.02%   2.152%
  2   1.568   155  164  177 rVB    51195     59472  16.51%   1.972%
  3   2.108   321  332  345 rBV   104487    146588  40.69%   4.860%
  4   2.506   445  456  475 rVB2   15867     27219   7.56%   0.902%
  5   3.902   881  890  923 rBV2   16937     66421  18.44%   2.202%
 
  6   4.346  1013 1028 1058 rVB    63140    168863  46.87%   5.598%
  7   5.043  1230 1245 1273 rBV2  144313    360267 100.00%  11.944%
  8   5.616  1407 1423 1446 rBV   130010    269620  74.84%   8.939%
  9   5.905  1507 1513 1524 rBV7    2486      4322   1.20%   0.143%
 10   6.069  1550 1564 1589 rBV    81722    172239  47.81%   5.710%
 
 11   6.989  1839 1850 1872 rBV2   37708     73905  20.51%   2.450%
 12   7.313  1940 1951 1971 rBV   162345    292016  81.06%   9.681%
 13   7.625  2039 2048 2068 rBV2   21660     40747  11.31%   1.351%
 14   8.091  2183 2193 2234 rBV   110471    281128  78.03%   9.320%
 15   8.850  2418 2429 2459 rBV   205350    338459  93.95%  11.221%
 
 16  10.217  2842 2854 2867 rBV2   55455     89312  24.79%   2.961%
 17  11.249  3164 3175 3193 rBV   190679    304861  84.62%  10.107%
 18  11.625  3280 3292 3307 rBV   160290    255937  71.04%   8.485%
 
 
                        Sum of corrected areas:     3016285
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                                          LSC Report ‐ Integrated Chromatogram

  Data Path : Z:\voasrv\HPCHEM1\MSVOA_V\Data\VV111921\
  Data File : VV023633.D                                          
  Acq On    : 19 Nov 2021  11:02
  Operator  : SY/MD
  Sample    : VV1119WBL01
  Misc      : 25.0mL/MSVOA_V/WATER
  ALS Vial  : 3   Sample Multiplier: 1

  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_V\Method\SFAMVTR110421WMA.M
  Quant Title  : TRACE VOA SFAM1.0

  TIC Library   : C:\Database\NIST20.L
  TIC Integration Parameters: LSCINT.P
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                                             Library Search Compound Report

  Data Path : Z:\voasrv\HPCHEM1\MSVOA_V\Data\VV111921\
  Data File : VV023633.D                                          
  Acq On    : 19 Nov 2021  11:02
  Operator  : SY/MD
  Sample    : VV1119WBL01
  Misc      : 25.0mL/MSVOA_V/WATER
  ALS Vial  : 3   Sample Multiplier: 1

  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_V\Method\SFAMVTR110421WMA.M
  Quant Title  : TRACE VOA SFAM1.0

  TIC Library   : C:\Database\NIST20.L
  TIC Integration Parameters: LSCINT.P

No Library Search Compounds Detected
*********************************************************************
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                                      Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_V\Data\VV111921\
  Data File : VV023633.D                                          
  Acq On    : 19 Nov 2021  11:02
  Operator  : SY/MD
  Sample    : VV1119WBL01
  Misc      : 25.0mL/MSVOA_V/WATER
  ALS Vial  : 3   Sample Multiplier: 1
 
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_V\Method\SFAMVTR110421WMA.M
  Quant Title  : TRACE VOA SFAM1.0
 
  TIC Library   : C:\Database\NIST20.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |‐‐Internal Standard‐‐‐|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
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