
    Resp Ratio = 3.87e-001 * Amt - 3.18e-003
Coef of Det (r^2) = 0.999   Curve Fit: Linear
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    Resp Ratio = 2.44e+000 * Amt - 1.76e-001
Coef of Det (r^2) = 0.998   Curve Fit: Linear
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