
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_F\DATA\VF012419\
  Data File : VF061499.D                                          
  Acq On    : 24 Jan 2019  14:42
  Operator  : VA/AP
  Sample    : K1016-07
  Misc      : 5.66g/5mL/MSVOA-F/SOIL
  ALS Vial  : 9   Sample Multiplier: 1
 
  Quant Time: Jan 25 04:08:33 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_F\METHODS\82F011519S.M
  Quant Title  : SW846 8260
  QLast Update : Wed Jan 16 04:51:59 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Pentafluorobenzene           4.92  168      125    50.00 ug/l    0.06
    34) 1,4-Difluorobenzene          5.65  114      159    50.00 ug/l    0.06
    63) Chlorobenzene-d5             0.00  117        0     0.00 ug/l   -9.77
    72) 1,4-Dichlorobenzene-d4       0.00  152        0     0.00 ug/l   -12.55
 
   System Monitoring Compounds                                        
    33) 1,2-Dichloroethane-d4        0.00   65        0     0.00 ug/l          
     Spiked Amount     50.000                      Recovery   =    0.00%
    35) Dibromofluoromethane         0.00  113        0     0.00 ug/l          
     Spiked Amount     50.000                      Recovery   =    0.00%
    50) Toluene-d8                   7.59   98      188    54.69 ug/l    0.05  
     Spiked Amount     50.000                      Recovery   =  109.38%
    62) 4-Bromofluorobenzene         0.00   95        0     0.00 ug/l          
     Spiked Amount     50.000                      Recovery   =    0.00%
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane      0.97   85       81    32.980 ug/l #    38
     3) Chloromethane                1.10   50      244   135.489 ug/l #    44
     4) Vinyl Chloride               1.12   62      121    75.532 ug/l #    43
     5) Bromomethane                 1.38   94      522   499.695 ug/l #    51
     6) Chloroethane                 1.47   64       63    88.752 ug/l #    41
     8) Diethyl Ether                1.67   74       71   177.923 ug/l      89
     9) 1,1,2-Trichlorotrifluoroet   2.01  101       63    42.101 ug/l #    20
    11) Tert butyl alcohol           2.70   59       79  1209.349 ug/l #    64
    12) 1,1-Dichloroethene           1.78   96      211   189.792 ug/l #     1
    13) Acrolein                     1.93   56      534  9108.427 ug/l      99
    14) Allyl chloride               2.10   41      605   237.251 ug/l #    66
    15) Acrylonitrile                2.96   53      119   711.175 ug/l #    24
    16) Acetone                      2.24   43      920  2971.564 ug/l #    61
    17) Carbon Disulfide             1.89   76       70    20.193 ug/l #    69
    18) Methyl Acetate               2.39   43      337   548.871 ug/l #    61
    19) Methyl tert-butyl Ether      2.44   73      191    76.638 ug/l #    59
    20) Methylene Chloride           2.15   84       63    60.308 ug/l #     1
    21) trans-1,2-Dichloroethene     2.37   96       71    58.045 ug/l #     1
    22) Diisopropyl ether            2.81   45      507   128.149 ug/l #     1
    23) Vinyl Acetate                3.19   43      646   369.676 ug/l #    78
    24) 1,1-Dichloroethane           2.91   63      227    91.418 ug/l #    85
    25) 2-Butanone                   4.37   43      153   297.172 ug/l #    57
    26) 2,2-Dichloropropane          3.59   77       59    38.674 ug/l #    61
    27) cis-1,2-Dichloroethene       3.59   96       62    34.337 ug/l       1
    29) Tetrahydrofuran              4.12   42       98   442.054 ug/l #    38
    31) Cyclohexane                  3.73   56      159    64.103 ug/l #    13
    32) 1,1,1-Trichloroethane        4.18   97       63    25.640 ug/l #    22
    37) Ethyl Acetate                4.14   43      214   290.399 ug/l #     5
    38) Carbon Tetrachloride         4.10  117       72    44.674 ug/l #    11
    40) Benzene                      4.76   78       75    18.283 ug/l #    52
    41) Methacrylonitrile            4.78   41      173   441.195 ug/l #    29
    42) 1,2-Dichloroethane           4.90   62       61    41.730 ug/l      76
    43) Isopropyl Acetate            6.96   43      200   216.244 ug/l #    51
    46) Dibromomethane               6.12   93       71    99.177 ug/l #     6
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                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_F\DATA\VF012419\
  Data File : VF061499.D                                          
  Acq On    : 24 Jan 2019  14:42
  Operator  : VA/AP
  Sample    : K1016-07
  Misc      : 5.66g/5mL/MSVOA-F/SOIL
  ALS Vial  : 9   Sample Multiplier: 1
 
  Quant Time: Jan 25 04:08:33 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_F\METHODS\82F011519S.M
  Quant Title  : SW846 8260
  QLast Update : Wed Jan 16 04:51:59 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
    48) Methyl methacrylate          6.80   41       73   117.541 ug/l #    19
    51) 4-Methyl-2-Pentanone         8.37   43      275   404.450 ug/l #    39
    55) 1,1,2-Trichloroethane        8.69   97       78   101.678 ug/l #    14
    59) 2-Hexanone                   9.57   43      244   514.624 ug/l #    26
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                              Quantitation Report    (Not Reviewed)

  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_F\DATA\VF012419\
  Data File : VF061499.D                                          
  Acq On    : 24 Jan 2019  14:42
  Operator  : VA/AP
  Sample    : K1016-07
  Misc      : 5.66g/5mL/MSVOA-F/SOIL
  ALS Vial  : 9   Sample Multiplier: 1

  Quant Time: Jan 25 04:08:33 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_F\METHODS\82F011519S.M
  Quant Title  : SW846 8260
  QLast Update : Wed Jan 16 04:51:59 2019
  Response via : Initial Calibration
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT: 4.92 min  Scan# 435
Delta R.T.   0.06 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion:168 Resp:     125
Ion  Ratio  Lower  Upper
168  100
 99    0.0   53.5   80.3#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 429 (4.863 min): VF061407.D (-421) (-)
168

99

65 137
1491177551 8437

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance
44

63 168
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0

50
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Abundance Scan 435 (4.920 min): VF061499.D (-409) (-)
40

63 168
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Time-->

Abundance Ion 168.00 (167.70 to 168.70): VF061499.D

  4.92

Ion  99.00 (98.70 to 99.70): VF061499.D

#2
Dichlorodifluoromethane
Concen:   32.980 ug/l  
RT: 0.97 min  Scan# 35
Delta R.T.   0.02 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 85 Resp:      81
Ion  Ratio  Lower  Upper
 85  100
 87    0.0   18.4   55.0#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 33 (0.957 min): VF061407.D (-26) (-)
85

50
35 101

666041 72

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
44

85

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 35 (0.974 min): VF061499.D (-13) (-)
44

85

0.94 0.96 0.98 1.00

0

50

100

150

Time-->

Abundance Ion  85.00 (84.70 to 85.70): VF061499.D

  0.97
Ion  87.00 (86.70 to 87.70): VF061499.D
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#3
Chloromethane
Concen:  135.489 ug/l  
RT: 1.10 min  Scan# 48
Delta R.T.   0.01 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 50 Resp:     244
Ion  Ratio  Lower  Upper
 50  100
 52    0.0   24.6   36.8#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 47 (1.095 min): VF061407.D (-40) (-)
50

35 6242 9468 83

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
44

50 9466 11155 77

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 48 (1.103 min): VF061499.D (-27) (-)
39

50

94
6655 77 111

1.05 1.10

0

50

100

150

200

250

Time-->

Abundance Ion  50.00 (49.70 to 50.70): VF061499.D

  1.10

Ion  52.00 (51.70 to 52.70): VF061499.D

#4
Vinyl Chloride
Concen:   75.532 ug/l  
RT: 1.12 min  Scan# 50
Delta R.T.   -0.01 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 62 Resp:     121
Ion  Ratio  Lower  Upper
 62  100
 64    0.0   25.6   38.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 51 (1.135 min): VF061407.D (-42) (-)
62

50

35

77 91 190

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

9469 20755

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 50 (1.122 min): VF061499.D (-31) (-)
41

9469
207

52

1.10 1.15

0

20

40

60

80

100

120

Time-->

Abundance Ion  62.00 (61.70 to 62.70): VF061499.D

  1.12

Ion  64.00 (63.70 to 64.70): VF061499.D
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#5
Bromomethane
Concen:  499.695 ug/l  
RT: 1.38 min  Scan# 76
Delta R.T.   0.05 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 94 Resp:     522
Ion  Ratio  Lower  Upper
 94  100
 96   47.8   76.0  114.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 71 (1.332 min): VF061407.D (-59) (-)
94

79

43
16556 133

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance
44

948166 125 217108

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 76 (1.379 min): VF061499.D (-51) (-)
44

91

21766 79 125108

1.30 1.35 1.40 1.45

0

100

200

300

400

Time-->

Abundance Ion  94.00 (93.70 to 94.70): VF061499.D

  1.38

Ion  96.00 (95.70 to 96.70): VF061499.D

#6
Chloroethane
Concen:   88.752 ug/l  
RT: 1.47 min  Scan# 85
Delta R.T.   0.08 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 64 Resp:      63
Ion  Ratio  Lower  Upper
 64  100
 66    0.0   26.6   40.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 77 (1.391 min): VF061407.D (-67) (-)
64

49

36 10177 207 243

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
44

78 9465 107

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 85 (1.468 min): VF061499.D (-57) (-)
43

94
57 108

78

1.44 1.46 1.48 1.50

0

50

100

150

200

Time-->

Abundance Ion  64.00 (63.70 to 64.70): VF061499.D

  1.47

Ion  66.00 (65.70 to 66.70): VF061499.D
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#8
Diethyl Ether
Concen:  177.923 ug/l  
RT: 1.67 min  Scan# 106
Delta R.T.   0.05 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 74 Resp:      71
Ion  Ratio  Lower  Upper
 74  100
 45  145.0   65.8  197.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 101 (1.628 min): VF061407.D (-93) (-)
59

45

74

94 164 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

55 9467 81

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 106 (1.675 min): VF061499.D (-81) (-)
43

55

67

94

1.64 1.66 1.68 1.70

0

100

200

300

400

500

600

Time-->

Abundance Ion  74.00 (73.70 to 74.70): VF061499.D

  1.67

Ion  45.00 (44.70 to 45.70): VF061499.D

#9
1,1,2-Trichlorotrifluoroethane
Concen:   42.101 ug/l  
RT: 2.01 min  Scan# 140
Delta R.T.   0.17 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion:101 Resp:      63
Ion  Ratio  Lower  Upper
101  100
 85    0.0   41.9   62.9#
151    0.0   55.1   82.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 122 (1.835 min): VF061407.D (-113) (-)
101

76
151

127

35

167 29220758

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

67 94

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 140 (2.010 min): VF061499.D (-102) (-)
44

10778

1.98 2.00 2.02
0

50

100

Time-->

Abundance Ion 101.00 (100.70 to 101.70): VF061499.D

  2.01

Ion  85.00 (84.70 to 85.70): VF061499.D
Ion 151.00 (150.70 to 151.70): VF061499.D
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#11
Tert butyl alcohol
Concen: 1209.349 ug/l  
RT: 2.70 min  Scan# 210
Delta R.T.   0.15 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 59 Resp:      79
Ion  Ratio  Lower  Upper
 59  100
 57    0.0   11.9   17.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 195 (2.555 min): VF061407.D (-189) (-)
59

39
9478 127

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

66 29621494 110 187

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 210 (2.701 min): VF061499.D (-175) (-)
44

79 214110 29661 187

2.68 2.70 2.72

0

50

100

150

200

Time-->

Abundance Ion  59.00 (58.70 to 59.70): VF061499.D

  2.70

Ion  57.00 (56.70 to 57.70): VF061499.D

#12
1,1-Dichloroethene
Concen:  189.792 ug/l  
RT: 1.78 min  Scan# 117
Delta R.T.   -0.01 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 96 Resp:     211
Ion  Ratio  Lower  Upper
 96  100
 61    0.0  186.9  280.3#
 98    0.0   53.0   79.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 118 (1.796 min): VF061407.D (-108) (-)
61

96

35
15178 116132 280218167 201

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

9466 288150

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 117 (1.783 min): VF061499.D (-98) (-)
55

9438

150 288

1.75 1.80 1.85

0

50

100

150

200

Time-->

Abundance Ion  96.00 (95.70 to 96.70): VF061499.D

  1.78

Ion  61.00 (60.70 to 61.70): VF061499.D
Ion  98.00 (97.70 to 98.70): VF061499.D
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#13
Acrolein
Concen: 9108.427 ug/l  
RT: 1.93 min  Scan# 132
Delta R.T.   -0.06 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 56 Resp:     534
Ion  Ratio  Lower  Upper
 56  100
 55   71.2   57.5   86.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 138 (1.993 min): VF061407.D (-133) (-)
56

37

70 95 126

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
44

947764 242

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 132 (1.931 min): VF061499.D (-118) (-)
46

77

242
97

64

1.90 1.95

0

100

200

300

400

500

Time-->

Abundance Ion  56.00 (55.70 to 56.70): VF061499.D

  1.93

Ion  55.00 (54.70 to 55.70): VF061499.D

#14
Allyl chloride
Concen:  237.251 ug/l  
RT: 2.10 min  Scan# 149
Delta R.T.   0.01 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 41 Resp:     605
Ion  Ratio  Lower  Upper
 41  100
 39   88.4   94.6  141.8#
 76    0.0   25.9   38.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 148 (2.092 min): VF061407.D (-141) (-)
39

76

49 61 98 117 162151

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

56 81 94 122 184

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 149 (2.099 min): VF061499.D (-128) (-)
45

77
18412295

56

2.05 2.10

0

200

400

600

Time-->

Abundance Ion  41.00 (40.70 to 41.70): VF061499.D

  2.10

Ion  39.00 (38.70 to 39.70): VF061499.D
Ion  76.00 (75.70 to 76.70): VF061499.D
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#15
Acrylonitrile
Concen:  711.175 ug/l  
RT: 2.96 min  Scan# 236
Delta R.T.   0.03 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 53 Resp:     119
Ion  Ratio  Lower  Upper
 53  100
 52    0.0   69.6  104.4#
 51   73.1   36.8   55.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 233 (2.930 min): VF061407.D (-223) (-)
53

37 111 15972 94

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

8063 187 296

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 236 (2.957 min): VF061499.D (-213) (-)
44

77
187 296

2.94 2.95 2.96 2.97

0

50

100

150

200

250

300

Time-->

Abundance Ion  53.00 (52.70 to 53.70): VF061499.D

  2.96

Ion  52.00 (51.70 to 52.70): VF061499.D
Ion  51.00 (50.70 to 51.70): VF061499.D

#16
Acetone
Concen: 2971.564 ug/l  
RT: 2.24 min  Scan# 163
Delta R.T.   0.01 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 43 Resp:     920
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   13.3   19.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 162 (2.230 min): VF061407.D (-156) (-)
43

58

8970 103

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

7756 94 114 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 163 (2.237 min): VF061499.D (-142) (-)
43

71 83
55 207

114

94

2.20 2.25

0

200

400

600

800

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061499.D

  2.24

Ion  58.00 (57.70 to 58.70): VF061499.D

VF061499.D  82F011519S.M      Fri Jan 25 15:33:08 2019      Page 10

Instrument :
MSVOA_F
ClientSampleId :
TR-05-RO-3-012319

Instrument :
MSVOA_F
ClientSampleId :
TR-05-RO-3-012319



#17
Carbon Disulfide
Concen:   20.193 ug/l  
RT: 1.89 min  Scan# 128
Delta R.T.   0.07 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 76 Resp:      70
Ion  Ratio  Lower  Upper
 76  100
 78    0.0    9.6   14.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 121 (1.825 min): VF061407.D (-110) (-)
76

101

151

44
12760

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

9467 207 294

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 128 (1.892 min): VF061499.D (-101) (-)
44

81
65

294207

1.86 1.88 1.90 1.92

0

50

100

150

200

Time-->

Abundance Ion  76.00 (75.70 to 76.70): VF061499.D

  1.89

Ion  78.00 (77.70 to 78.70): VF061499.D

#18
Methyl Acetate
Concen:  548.871 ug/l  
RT: 2.39 min  Scan# 179
Delta R.T.   0.06 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 43 Resp:     337
Ion  Ratio  Lower  Upper
 43  100
 74    0.0   13.4   20.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 173 (2.338 min): VF061407.D (-169) (-)
43

74

15057 237127

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
44

947957 122

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 179 (2.395 min): VF061499.D (-153) (-)
44

79 10257
122

2.36 2.38 2.40 2.42

0

100

200

300

400

500

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061499.D

  2.39

Ion  74.00 (73.70 to 74.70): VF061499.D
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#19
Methyl tert-butyl Ether
Concen:   76.638 ug/l  
RT: 2.44 min  Scan# 184
Delta R.T.   0.02 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 73 Resp:     191
Ion  Ratio  Lower  Upper
 73  100
 57    0.0   14.8   22.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 182 (2.427 min): VF061407.D (-175) (-)
73

41
57

101 127 207

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
44

79 94 115 16565 207 252

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 184 (2.444 min): VF061499.D (-162) (-)
55

79

36

165115 207 252

2.42 2.44 2.46 2.48

0

50

100

150

200

Time-->

Abundance Ion  73.00 (72.70 to 73.70): VF061499.D

  2.44

Ion  57.00 (56.70 to 57.70): VF061499.D

#20
Methylene Chloride
Concen:   60.308 ug/l  
RT: 2.15 min  Scan# 154
Delta R.T.   -0.02 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 84 Resp:      63
Ion  Ratio  Lower  Upper
 84  100
 49    0.0  120.0  180.0#
 51  179.2   38.6   58.0#
 86    0.0   61.0   91.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 156 (2.171 min): VF061407.D (-152) (-)
49

84

123

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

66 29791 178 235122

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 154 (2.148 min): VF061499.D (-136) (-)
44

66 29791 122 178 235

2.12 2.14 2.16 2.18
0

100

200

300

400

Time-->

Abundance Ion  84.00 (83.70 to 84.70): VF061499.D

  2.15

Ion  49.00 (48.70 to 49.70): VF061499.D
Ion  51.00 (50.70 to 51.70): VF061499.D
Ion  86.00 (85.70 to 86.70): VF061499.D
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#21
trans-1,2-Dichloroethene
Concen:   58.045 ug/l  
RT: 2.37 min  Scan# 176
Delta R.T.   0.06 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 96 Resp:      71
Ion  Ratio  Lower  Upper
 96  100
 61    0.0  131.8  197.8#
 98    0.0   47.4   71.0#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 170 (2.309 min): VF061407.D (-164) (-)
61

96

35 47 74 171

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
44

7855 68 93

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 176 (2.365 min): VF061499.D (-150) (-)
44

68 9356

78

2.34 2.36 2.38

0

50

100

150

Time-->

Abundance Ion  96.00 (95.70 to 96.70): VF061499.D

  2.37

Ion  61.00 (60.70 to 61.70): VF061499.D
Ion  98.00 (97.70 to 98.70): VF061499.D

#22
Diisopropyl ether
Concen:  128.149 ug/l  
RT: 2.81 min  Scan# 221
Delta R.T.   0.02 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 45 Resp:     507
Ion  Ratio  Lower  Upper
 45  100
 43  140.2   39.0   58.6#
 87    0.0   13.9   20.9#
 59    0.0    7.8   11.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 219 (2.792 min): VF061407.D (-210) (-)
45

87
59

69 102 127 144 18835

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

9466 7955 107

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 221 (2.809 min): VF061499.D (-199) (-)
44

68 10782

96

2.75 2.80 2.85
0

200

400

600

800

Time-->

Abundance Ion  45.00 (44.70 to 45.70): VF061499.D

  2.81

Ion  43.00 (42.70 to 43.70): VF061499.D
Ion  87.00 (86.70 to 87.70): VF061499.D
Ion  59.00 (58.70 to 59.70): VF061499.D
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#23
Vinyl Acetate
Concen:  369.676 ug/l  
RT: 3.19 min  Scan# 260
Delta R.T.   0.02 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 43 Resp:     646
Ion  Ratio  Lower  Upper
 43  100
 86    0.0    6.2    9.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 258 (3.177 min): VF061407.D (-251) (-)
43

86
69 207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

91 290111 272

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 260 (3.194 min): VF061499.D (-238) (-)
41

91
290

272111

3.14 3.16 3.18 3.20 3.22

0

100

200

300

400

500

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061499.D

  3.19

Ion  86.00 (85.70 to 86.70): VF061499.D

#24
1,1-Dichloroethane
Concen:   91.418 ug/l  
RT: 2.91 min  Scan# 231
Delta R.T.   0.05 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 63 Resp:     227
Ion  Ratio  Lower  Upper
 63  100
 98    0.0    2.9    8.8#
100    0.0    1.6    4.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 226 (2.861 min): VF061407.D (-220) (-)
63

83
35 9847 109 130 171

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

6755 79 94 115 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 231 (2.908 min): VF061499.D (-206) (-)
42

63
79

117

94
207

2.86 2.88 2.90 2.92 2.94
0

100

200

300

Time-->

Abundance Ion  63.00 (62.70 to 63.70): VF061499.D

  2.91

Ion  98.00 (97.70 to 98.70): VF061499.D
Ion 100.00 (99.70 to 100.70): VF061499.D
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#25
2-Butanone
Concen:  297.172 ug/l  
RT: 4.37 min  Scan# 379
Delta R.T.   0.05 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 43 Resp:     153
Ion  Ratio  Lower  Upper
 43  100
 72    0.0   15.8   23.6#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80
0

50

m/z-->

Abundance Scan 374 (4.321 min): VF061407.D (-366) (-)
43

72
5641

5245 50 59 64

30 35 40 45 50 55 60 65 70 75 80
0

50

m/z-->

Abundance
44

40

30 35 40 45 50 55 60 65 70 75 80
0

50

m/z-->

Abundance Scan 379 (4.368 min): VF061499.D (-354) (-)
45

4.36 4.38

0

50

100

150

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061499.D

  4.37
Ion  72.00 (71.70 to 72.70): VF061499.D

#26
2,2-Dichloropropane
Concen:   38.674 ug/l  
RT: 3.59 min  Scan# 300
Delta R.T.   -0.00 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 77 Resp:      59
Ion  Ratio  Lower  Upper
 77  100
 97    0.0    8.5   25.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 300 (3.591 min): VF061407.D (-290) (-)
77

41

97
51 8764

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

54 18377 96 118

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 300 (3.588 min): VF061499.D (-280) (-)
37 54

183
1189677

3.58 3.60

0

50

100

150

Time-->

Abundance Ion  77.00 (76.70 to 77.70): VF061499.D

  3.59

Ion  97.00 (96.70 to 97.70): VF061499.D

VF061499.D  82F011519S.M      Fri Jan 25 15:33:10 2019      Page 15

Instrument :
MSVOA_F
ClientSampleId :
TR-05-RO-3-012319

Instrument :
MSVOA_F
ClientSampleId :
TR-05-RO-3-012319



#27
cis-1,2-Dichloroethene
Concen:   34.337 ug/l  
RT: 3.59 min  Scan# 300
Delta R.T.   0.13 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 96 Resp:      62
Ion  Ratio  Lower  Upper
 96  100
 61    0.0    0.0  270.2 
 98    0.0    0.0  124.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 287 (3.463 min): VF061407.D (-280) (-)
61

96

35
47 72

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

54 18377 96 118

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 300 (3.588 min): VF061499.D (-267) (-)
37 54

183
1189677

3.56 3.58 3.60 3.62

0

50

100

150

Time-->

Abundance Ion  96.00 (95.70 to 96.70): VF061499.D

  3.59

Ion  61.00 (60.70 to 61.70): VF061499.D
Ion  98.00 (97.70 to 98.70): VF061499.D

#29
Tetrahydrofuran
Concen:  442.054 ug/l  
RT: 4.12 min  Scan# 354
Delta R.T.   0.06 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 42 Resp:      98
Ion  Ratio  Lower  Upper
 42  100
 72    0.0   28.9   43.3#
 71    0.0   29.6   44.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 348 (4.064 min): VF061407.D (-336) (-)
97

42

61

72
113

85 190123 160

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

118

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 354 (4.121 min): VF061499.D (-298) (-)
44

118

4.10 4.12 4.14

0

50

100

150

200

250

Time-->

Abundance Ion  42.00 (41.70 to 42.70): VF061499.D

  4.12

Ion  72.00 (71.70 to 72.70): VF061499.D
Ion  71.00 (70.70 to 71.70): VF061499.D
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#31
Cyclohexane
Concen:   64.103 ug/l  
RT: 3.73 min  Scan# 314
Delta R.T.   0.05 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 56 Resp:     159
Ion  Ratio  Lower  Upper
 56  100
 69    0.0   24.6   36.8#
 84    0.0   74.2  111.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 309 (3.680 min): VF061407.D (-300) (-)
56 84

69
42 130

95 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

56 82

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 314 (3.727 min): VF061499.D (-289) (-)
40

8256

3.70 3.72 3.74 3.76
0

50

100

150

Time-->

Abundance Ion  56.00 (55.70 to 56.70): VF061499.D

  3.73

Ion  69.00 (68.70 to 69.70): VF061499.D
Ion  84.00 (83.70 to 84.70): VF061499.D

#32
1,1,1-Trichloroethane
Concen:   25.640 ug/l  
RT: 4.18 min  Scan# 360
Delta R.T.   0.10 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 97 Resp:      63
Ion  Ratio  Lower  Upper
 97  100
 99    0.0   50.1   75.1#
 61    0.0   43.1   64.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 350 (4.084 min): VF061407.D (-341) (-)
97

111
61

42

79
192

160122 171

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

94 107

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 360 (4.180 min): VF061499.D (-330) (-)
42 94 107

4.16 4.18 4.20
0

50

100

Time-->

Abundance Ion  97.00 (96.70 to 97.70): VF061499.D

  4.18

Ion  99.00 (98.70 to 99.70): VF061499.D
Ion  61.00 (60.70 to 61.70): VF061499.D
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#33
1,2-Dichloroethane-d4
Concen:    0.000 ug/l
Expected RT: 4.83 min

Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion:  65
Sig     Exp Ratio
 65      100
 67       49.9

3.80 4.00 4.20 4.40 4.60 4.80 5.00 5.20 5.40 5.60 5.80
0

1000

2000

3000

Time-->

Abundance TIC: VF061499.D

3.80 4.00 4.20 4.40 4.60 4.80 5.00 5.20 5.40 5.60 5.80

0

50

100

150

Time-->

Abundance Ion  65.00 (64.70 to 65.70): VF061499.D
Ion  67.00 (66.70 to 67.70): VF061499.D

#34
1,4-Difluorobenzene
Concen:   50.000 ug/l  
RT: 5.65 min  Scan# 509
Delta R.T.   0.06 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion:114 Resp:     159
Ion  Ratio  Lower  Upper
114  100
 63    0.0    0.0   39.0 
 88    0.0    0.0   37.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 503 (5.593 min): VF061407.D (-494) (-)
114

8863
50 7538 194

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

114

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 509 (5.650 min): VF061499.D (-453) (-)
44

114

5.62 5.64 5.66 5.68

0

100

200

300

Time-->

Abundance Ion 114.00 (113.70 to 114.70): VF061499.D

  5.65

Ion  63.00 (62.70 to 63.70): VF061499.D
Ion  88.00 (87.70 to 88.70): VF061499.D
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#35
Dibromofluoromethane
Concen:    0.000 ug/l
Expected RT: 4.10 min

Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 113
Sig     Exp Ratio
113      100
111       99.2
192       15.5

3.00 3.20 3.40 3.60 3.80 4.00 4.20 4.40 4.60 4.80 5.00 5.20
0

5000

10000

15000

Time-->

Abundance TIC: VF061499.D

3.00 3.20 3.40 3.60 3.80 4.00 4.20 4.40 4.60 4.80 5.00 5.20

0

50

100

150

Time-->

Abundance Ion 113.00 (112.70 to 113.70): VF061499.D
Ion 111.00 (110.70 to 111.70): VF061499.D
Ion 192.00 (191.70 to 192.70): VF061499.D

#37
Ethyl Acetate
Concen:  290.399 ug/l  
RT: 4.14 min  Scan# 356
Delta R.T.   0.05 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 43 Resp:     214
Ion  Ratio  Lower  Upper
 43  100
 61    0.0   81.7  122.5#
 70    0.0    6.2    9.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 351 (4.094 min): VF061407.D (-340) (-)
11197

6143

81
192

71
160 171

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

124

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 356 (4.141 min): VF061499.D (-331) (-)
43

124

4.12 4.14 4.16

0

50

100

150

200

250

300

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061499.D

  4.14

Ion  61.00 (60.70 to 61.70): VF061499.D
Ion  70.00 (69.70 to 70.70): VF061499.D
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#38
Carbon Tetrachloride
Concen:   44.674 ug/l  
RT: 4.10 min  Scan# 352
Delta R.T.   0.13 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion:117 Resp:      72
Ion  Ratio  Lower  Upper
117  100
119    0.0   79.0  118.6#
121    0.0   27.0   40.6#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 339 (3.976 min): VF061407.D (-331) (-)
117

8247
35

7558

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
44

11753

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 352 (4.101 min): VF061499.D (-319) (-)
11739 55

4.08 4.10 4.12

0

50

100

150

Time-->

Abundance Ion 117.00 (116.70 to 117.70): VF061499.D

  4.10

Ion 119.00 (118.70 to 119.70): VF061499.D
Ion 121.00 (120.70 to 121.70): VF061499.D

#40
Benzene
Concen:   18.283 ug/l  
RT: 4.76 min  Scan# 419
Delta R.T.   0.14 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 78 Resp:      75
Ion  Ratio  Lower  Upper
 78  100
 77    0.0   19.0   28.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 405 (4.627 min): VF061407.D (-397) (-)
78

50
39 63 150 20811199

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

96
78

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 419 (4.762 min): VF061499.D (-385) (-)
96

78
40

4.74 4.76 4.78

0

50

100

150

Time-->

Abundance Ion  78.10 (77.80 to 78.80): VF061499.D

  4.76
Ion  77.00 (76.70 to 77.70): VF061499.D
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#41
Methacrylonitrile
Concen:  441.195 ug/l  
RT: 4.78 min  Scan# 421
Delta R.T.   0.05 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 41 Resp:     173
Ion  Ratio  Lower  Upper
 41  100
 39    0.0   43.1   64.7#
 67    0.0   38.8   58.2#
 52    0.0   33.2   49.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 416 (4.735 min): VF061407.D (-409) (-)
41

54

67

84 230119

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance
44

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 421 (4.782 min): VF061499.D (-396) (-)
45

4.76 4.78 4.80
0

50

100

150

200

250

Time-->

Abundance Ion  41.00 (40.70 to 41.70): VF061499.D

  4.78

Ion  39.00 (38.70 to 39.70): VF061499.D
Ion  67.00 (66.70 to 67.70): VF061499.D
Ion  52.00 (51.70 to 52.70): VF061499.D

#42
1,2-Dichloroethane
Concen:   41.730 ug/l  
RT: 4.90 min  Scan# 433
Delta R.T.   -0.03 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 62 Resp:      61
Ion  Ratio  Lower  Upper
 62  100
 98    0.0    0.0   17.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 436 (4.933 min): VF061407.D (-423) (-)
62

49

9835 168137 14873 83 118

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance
44

62 97 168

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 433 (4.900 min): VF061499.D (-416) (-)
43

97 16862

4.88 4.90 4.92

0

20

40

60

80

100

120

Time-->

Abundance Ion  62.00 (61.70 to 62.70): VF061499.D

  4.90

Ion  98.00 (97.70 to 98.70): VF061499.D
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#43
Isopropyl Acetate
Concen:  216.244 ug/l  
RT: 6.96 min  Scan# 642
Delta R.T.   0.01 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 43 Resp:     200
Ion  Ratio  Lower  Upper
 43  100
 61    0.0   20.3   30.5#
 87    0.0    0.5    0.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 641 (6.955 min): VF061407.D (-631) (-)
43

61
73

87 109 159

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

58 180

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 642 (6.962 min): VF061499.D (-591) (-)
40

58 180

6.94 6.96 6.98

0

50

100

150

200

250

300

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061499.D

  6.96

Ion  61.00 (60.70 to 61.70): VF061499.D
Ion  87.00 (86.70 to 87.70): VF061499.D

#46
Dibromomethane
Concen:   99.177 ug/l  
RT: 6.12 min  Scan# 557
Delta R.T.   0.05 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 93 Resp:      71
Ion  Ratio  Lower  Upper
 93  100
 95    0.0   62.1   93.1#
174    0.0   74.6  111.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 552 (6.077 min): VF061407.D (-545) (-)
93 174

79

16040 69 10955

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

8155 93

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 557 (6.124 min): VF061499.D (-532) (-)
815543

93

6.10 6.12 6.14

0

50

100

150

Time-->

Abundance Ion  93.00 (92.70 to 93.70): VF061499.D

  6.12

Ion  95.00 (94.70 to 95.70): VF061499.D
Ion 174.00 (173.70 to 174.70): VF061499.D
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#48
Methyl methacrylate
Concen:  117.541 ug/l  
RT: 6.80 min  Scan# 626
Delta R.T.   0.10 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 41 Resp:      73
Ion  Ratio  Lower  Upper
 41  100
 69    0.0   51.7   77.5#
 39    0.0   49.2   73.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 616 (6.708 min): VF061407.D (-610) (-)
41

69

100

85

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

28261

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 626 (6.804 min): VF061499.D (-596) (-)
46

282
61

6.78 6.80 6.82

0

50

100

150

200

250

Time-->

Abundance Ion  41.00 (40.70 to 41.70): VF061499.D

  6.80

Ion  69.00 (68.70 to 69.70): VF061499.D
Ion  39.00 (38.70 to 39.70): VF061499.D

#50
Toluene-d8
Concen:   54.691 ug/l  
RT: 7.59 min  Scan# 706
Delta R.T.   0.05 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 98 Resp:     188
Ion  Ratio  Lower  Upper
 98  100
100    0.0   55.6   83.4#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 701 (7.547 min): VF061407.D (-694) (-)
98

42 7054
48 64 827636 87 92

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
44

98

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 706 (7.593 min): VF061499.D (-681) (-)
9843

7.55 7.60

0

50

100

150

200

Time-->

Abundance Ion  98.00 (97.70 to 98.70): VF061499.D

  7.59

Ion 100.00 (99.70 to 100.70): VF061499.D
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#51
4-Methyl-2-Pentanone
Concen:  404.450 ug/l  
RT: 8.37 min  Scan# 785
Delta R.T.   0.13 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 43 Resp:     275
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   28.8   43.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 772 (8.247 min): VF061407.D (-765) (-)
43

58

85 100
72 112 191 208177132 147 163

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 785 (8.373 min): VF061499.D (-752) (-)
44

55

8.35 8.40

0

50

100

150

200

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061499.D

  8.37

Ion  58.00 (57.70 to 58.70): VF061499.D

#55
1,1,2-Trichloroethane
Concen:  101.678 ug/l  
RT: 8.69 min  Scan# 817
Delta R.T.   0.20 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 97 Resp:      78
Ion  Ratio  Lower  Upper
 97  100
 83    0.0   70.4  105.6#
 85    0.0   44.7   67.1#
 99    0.0   50.8   76.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 796 (8.484 min): VF061407.D (-789) (-)
9783

61

35 49 132
72 178

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

67 20797

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 817 (8.688 min): VF061499.D (-776) (-)
44 67

207
97

8.66 8.68 8.70 8.72
0

50

100

150

200

Time-->

Abundance Ion  97.00 (96.70 to 97.70): VF061499.D

  8.69

Ion  82.95 (82.65 to 83.65): VF061499.D
Ion  84.95 (84.65 to 85.65): VF061499.D
Ion  98.95 (98.65 to 99.65): VF061499.D
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#59
2-Hexanone
Concen:  514.624 ug/l  
RT: 9.57 min  Scan# 906
Delta R.T.   0.09 min
Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 43 Resp:     244
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   25.9   77.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 897 (9.480 min): VF061407.D (-894) (-)
43

58

1008571

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

77 110 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 906 (9.566 min): VF061499.D (-877) (-)
43

110

9.50 9.55 9.60

0

50

100

150

200

250

300

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061499.D

  9.57

Ion  58.00 (57.70 to 58.70): VF061499.D

#62
4-Bromofluorobenzene
Concen:    0.000 ug/l
Expected RT: 11.40 min

Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion:  95
Sig     Exp Ratio
 95      100
174       65.2
176       63.1

10.50 11.00 11.50 12.00
0

1000

2000

3000

4000

Time-->

Abundance TIC: VF061499.D

10.50 11.00 11.50 12.00 12.50
0

20

40

60

80

Time-->

Abundance Ion  95.00 (94.70 to 95.70): VF061499.D
Ion 174.00 (173.70 to 174.70): VF061499.D
Ion 176.00 (175.70 to 176.70): VF061499.D
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#63
Chlorobenzene-d5
Concen:    0.000 ug/l
Expected RT: 9.77 min

Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 117
Sig     Exp Ratio
117      100
 82       58.0
119       34.0

9.00 9.50 10.00 10.50
0

2000

4000

6000

8000

10000

Time-->

Abundance TIC: VF061499.D

9.00 9.50 10.00 10.50

0

50

100

150

Time-->

Abundance Ion 117.00 (116.70 to 117.70): VF061499.D
Ion  82.00 (81.70 to 82.70): VF061499.D

Ion 119.00 (118.70 to 119.70): VF061499.D

#72
1,4-Dichlorobenzene-d4
Concen:    0.000 ug/l
Expected RT: 12.55 min

Lab File:   VF061499.D
Acq: 24 Jan 2019  14:42    

Tgt Ion: 152
Sig     Exp Ratio
152      100
115       60.0
150      160.7

11.50 12.00 12.50 13.00 13.50
0

1000

2000

3000

4000

5000

Time-->

Abundance TIC: VF061499.D

11.50 12.00 12.50 13.00 13.50
0

20

40

60

80

Time-->

Abundance Ion 152.00 (151.70 to 152.70): VF061499.D
Ion 115.00 (114.70 to 115.70): VF061499.D
Ion 150.00 (149.70 to 150.70): VF061499.D
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